
DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abate, Marcella

Permit Number: 1692-3130

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abbott, Brygham

Permit Number: 2213-2148

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abbruscato, Daniel

Permit Number: 0012-0204

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abels, Dennis

Permit Number: 0012-1842

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abernathy, Cooper

Permit Number: 4294-4859

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abernathy, Lucas

Permit Number: 8283-5118

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abernathy, Robert

Permit Number: 0012-1912

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abernethy, Devin

Permit Number: 0072-8555

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abernethy, Peter

Permit Number: 0011-3928

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abert, Kaitlin

Permit Number: 0076-0167

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 10 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aboussleman, Alex

Permit Number: 0011-9814

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 11 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abraham, Jacob

Permit Number: 7903-0830

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 12 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abrams, Stewart

Permit Number: 3728-4524

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 13 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Absher, Andrew

Permit Number: 0084-0737

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 14 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Absher, Ryan

Permit Number: 0060-6280

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 15 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Abshire, Kameron

Permit Number: 0030-8456

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 16 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Acfalle, Kianou-Li

Permit Number: 6737-9169

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 17 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ackerman, David

Permit Number: 2602-3250

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 18 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Acord, Jonathan

Permit Number: 0101-4516

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 19 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Acosta, Ramiro

Permit Number: 0087-6491

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 20 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Acree, Tyler

Permit Number: 9765-8760

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 21 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Acuna, Jonathan

Permit Number: 0060-6282

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 22 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adair, Melvin

Permit Number: 0088-2768

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 23 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adam, Jacob

Permit Number: 0070-3548

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 24 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Austin

Permit Number: 9437-5817

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 25 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Bobby

Permit Number: 9959-1442

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 26 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Brian

Permit Number: 0031-4583

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 27 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Chase

Permit Number: 3949-1368

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 28 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Christopher

Permit Number: 0085-6565

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 29 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Christopher

Permit Number: 4659-2379

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 30 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Courtney

Permit Number: 7104-1553

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 31 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Darby

Permit Number: 7249-1434

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 32 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, David

Permit Number: 0013-0551

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 33 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Jonathan

Permit Number: 9317-1267

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 34 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Joshua

Permit Number: 4756-7559

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 35 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Keelie

Permit Number: 7712-3967

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 36 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Matthew

Permit Number: 0060-6279

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 37 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Mitchell

Permit Number: 0023-8348

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 38 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Samuel

Permit Number: 0072-0545

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 39 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adams, Shane

Permit Number: 0073-2428

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 40 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adcock, Brittany

Permit Number: 1396-6315

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 41 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adcock, Christopher

Permit Number: 0031-4474

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 42 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adcox, Gypsie

Permit Number: 0024-1614

School Date Instrument Effective Expiration

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 43 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adkins, Kyle

Permit Number: 0017-9932

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 44 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Adkins, Ryan

Permit Number: 0024-2388

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 45 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aguinaga, Manuel

Permit Number: 0068-8010

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 46 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aguirre, Christian

Permit Number: 0012-5045

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 47 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ahlmark, Andrew

Permit Number: 0056-1487

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 48 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aiken, Brian

Permit Number: 9379-8121

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aiken, James

Permit Number: 0060-6285

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aiken, James

Permit Number: 0084-5045

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ajanel-Ixcoy, Andy

Permit Number: 9071-2629

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ake, Matthew

Permit Number: 0023-9139

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Akers, Garland

Permit Number: 0005-9703

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Akers, Gavin

Permit Number: 9684-1758

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Akers, Joshua

Permit Number: 0012-5289

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Akin, Matthew

Permit Number: 0065-8723

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Akins, Taylor

Permit Number: 0100-3930

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alabe, Paul

Permit Number: 0101-3611

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albaugh, Richard

Permit Number: 0065-0494

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albaugh, Trevor

Permit Number: 0012-5479

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albert, Andrew

Permit Number: 0012-5556

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albert, Brian

Permit Number: 0012-5510

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albert, Lindsay

Permit Number: 0012-5540

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Albertson, Brandon

Permit Number: 0060-6287

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alcon, Joshua

Permit Number: 0055-8432

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alderin, Steven

Permit Number: 0091-3962

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aldred, Jonathan

Permit Number: 0068-0897

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aldridge, Adam

Permit Number: 0038-1691

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aldridge, David

Permit Number: 0012-6167

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

07/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aldridge, Isaiah

Permit Number: 0057-8284

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aldridge, Richard

Permit Number: 0012-5931

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, Buddy

Permit Number: 0035-2420

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, Daniel

Permit Number: 0060-6289

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, David

Permit Number: 0005-9421

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, Grant

Permit Number: 2101-2163

School Date Instrument Effective Expiration

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, James

Permit Number: 0012-6350

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander, Tayler

Permit Number: 0006-3383

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexander-Floyd, Aneisha

Permit Number: 0065-0560

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alexson, James

Permit Number: 0102-3086

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alford, Daryl

Permit Number: 0060-6290

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alford, Kaylon

Permit Number: 8306-7413

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ali, Haider

Permit Number: 2410-7971

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allcock, Luke

Permit Number: 9759-0329

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allee, Bradley

Permit Number: 0010-6852

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Brian

Permit Number: 0034-3040

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Christopher

Permit Number: 9567-2719

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Cody

Permit Number: 0024-6643

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Colby

Permit Number: 2263-7787

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 89 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Daniel

Permit Number: 4995-2848

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Heather

Permit Number: 8267-8284

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, James

Permit Number: 0006-2945

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Jeffery

Permit Number: 0011-0591

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Jeremy

Permit Number: 0060-6291

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Raymond

Permit Number: 0012-8244

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Samantha

Permit Number: 2342-4837

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Stephen

Permit Number: 0060-6292

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Thomas

Permit Number: 0024-5943

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Trenton

Permit Number: 6968-9957

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, William

Permit Number: 8552-2051

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allen, Zackary

Permit Number: 7737-1152

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alligood, Jacob

Permit Number: 3979-5497

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allison, Chester

Permit Number: 0012-9405

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allison, Jared

Permit Number: 7152-4382

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allison, Stephen

Permit Number: 1171-1794

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allison, William

Permit Number: 0080-5554

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allman, Zachary

Permit Number: 9883-9280

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allmer, Thomas

Permit Number: 0062-8659

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allred, Grayson

Permit Number: 7375-4179

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allred, James

Permit Number: 0060-6294

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 110 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allred, Kyle

Permit Number: 0060-6293

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allred, Rodney

Permit Number: 0012-9616

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Allred, Waylon

Permit Number: 0012-9504

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Almazan Saavedra, Alejandro

Permit Number: 1471-9569

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alongi, Jonathan

Permit Number: 0102-5545

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alonso, Thomas

Permit Number: 1045-1581

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alphin, Jordan

Permit Number: 0060-6295

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alphin, Ronald

Permit Number: 0012-9935

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alston, Charles

Permit Number: 0060-6296

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alston, Christopher

Permit Number: 5265-7305

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Althisar, Amelia

Permit Number: 2232-1699

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Altimus, Jeremy

Permit Number: 3017-0040

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Altman, Gary

Permit Number: 0013-0356

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarado, Caleb

Permit Number: 6645-7041

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarado, Erica

Permit Number: 0009-1011

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarado, Joaquin

Permit Number: 0024-3201

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarado, Leonardo

Permit Number: 0013-0447

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarado-Andino, Yemelyn

Permit Number: 0013-0460

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarez, Alejandro

Permit Number: 0102-4582

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarez, Brandon

Permit Number: 7775-1975

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvarez, Efrain

Permit Number: 0100-9174

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Alvers, Christopher

Permit Number: 0056-2518

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Al-Wadei, Ismail

Permit Number: 4892-9636

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Amaon, John

Permit Number: 0901-0948

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Amer, Rami

Permit Number: 7900-9620

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ammons, Aaron

Permit Number: 0013-0916

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ammons, Christopher

Permit Number: 0011-2405

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ammons, Ian

Permit Number: 0075-4149

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ammons, Jonathan

Permit Number: 0010-8338

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Amos, Joseph

Permit Number: 0013-1202

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Amos, Ryan

Permit Number: 0072-0808

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Amox, George

Permit Number: 0013-1243

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anavisca-Orrego, Cindy

Permit Number: 2492-5498

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anders, Dedrick

Permit Number: 0006-4228

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anders, Demetri

Permit Number: 0079-0142

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anders, L

Permit Number: 0012-2189

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anders, Robert

Permit Number: 0057-9561

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andersen, Eric

Permit Number: 0043-8624

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andersen, Taylor

Permit Number: 0075-5023

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Ashton

Permit Number: 2021-2344

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Aston

Permit Number: 5274-2846

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Benjamin

Permit Number: 3861-5224

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Brandy

Permit Number: 0034-4761

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Casey

Permit Number: 0076-8781

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Christopher

Permit Number: 0012-1500

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Christopher

Permit Number: 0013-1577

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Christopher

Permit Number: 0019-9874

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Christopher

Permit Number: 0060-6298

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, David

Permit Number: 0035-3602

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Evan

Permit Number: 8123-4341

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Jeremy

Permit Number: 0060-6299

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Katie

Permit Number: 0031-4527

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Kevan

Permit Number: 0013-2830

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Mark

Permit Number: 0013-1517

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Michael

Permit Number: 0013-1650

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Ricardo

Permit Number: 0083-1393

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Steven

Permit Number: 0005-9314

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, Whitney

Permit Number: 0102-7959

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, William

Permit Number: 0018-0002

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anderson, William

Permit Number: 8489-1003

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrade, Daniel

Permit Number: 5059-8778

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrade-Deharo, Edgar

Permit Number: 0011-4853

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andranowska, Regina

Permit Number: 3931-6700

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Andy

Permit Number: 0011-4048

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Austin

Permit Number: 0081-7060

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Billy

Permit Number: 0013-3389

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Cade

Permit Number: 0784-3422

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Christopher

Permit Number: 0086-1955

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Jason

Permit Number: 0030-6922

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Jonas

Permit Number: 9506-8035

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Kathryn

Permit Number: 5601-6461

School Date Instrument Effective Expiration

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, Kyle

Permit Number: 4075-2071

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrews, William

Permit Number: 7151-4034

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Andrus, Ty

Permit Number: 5615-2203

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anemaet, Gabriel

Permit Number: 0840-7343

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Angley, Tyler

Permit Number: 0077-4750

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anguiano, Marco

Permit Number: 3140-7809

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anibal, Lyle

Permit Number: 0013-3803

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Annas, Justin

Permit Number: 2375-4336

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Annas, Robert

Permit Number: 0013-3855

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ansel, Jeremiah

Permit Number: 0059-7264

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ansley, Andrew

Permit Number: 0006-4253

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Antal, Kevin

Permit Number: 1204-7899

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anthony, Brian

Permit Number: 0013-4035

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anthony, Edward

Permit Number: 0013-3953

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anthony, Troy

Permit Number: 5638-5929

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Anton, Michael

Permit Number: 5369-8944

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Antonucci, Jennifer

Permit Number: 0058-9488

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Antunez, Teodoro

Permit Number: 0084-8633

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Apanovich, Marieliza

Permit Number: 0072-7716

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aponte, Quaid

Permit Number: 7828-0350

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Apostolos, Rebecca

Permit Number: 5324-0000

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Appel, Michael

Permit Number: 0045-8040

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Apperson, MaeLena

Permit Number: 2689-1229

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Appiah, Joseph

Permit Number: 0013-4337

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Applewhite, Stephen

Permit Number: 0060-4894

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Archino, Stephanie

Permit Number: 0013-4707

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ardinger, Mitchell

Permit Number: 3864-1962

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armistead, John

Permit Number: 5479-3137

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Clayton

Permit Number: 9960-2647

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Jordan

Permit Number: 0018-0214

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Matthew

Permit Number: 1171-5601

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Patrik

Permit Number: 0068-8646

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Ronald

Permit Number: 0013-5154

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Timothy

Permit Number: 0005-9341

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 215 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Armstrong, Willie

Permit Number: 2257-2007

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arndt, Alexander

Permit Number: 0038-1889

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arnett, Jeremy

Permit Number: 0006-4708

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arnett, Tara

Permit Number: 7522-2126

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arnette, Justin

Permit Number: 0060-6302

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arnold, Madalynn

Permit Number: 4877-4148

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arnold, Matthew

Permit Number: 0035-2090

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arp, William

Permit Number: 3618-2172

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arredondo, Rodrigo

Permit Number: 8752-4737

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arrioja Ramos, Jose

Permit Number: 9425-9638

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arrowood, Zachery

Permit Number: 0072-6282

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arroyo, Kevon

Permit Number: 0102-7982

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arroyo-Leyva, Noe

Permit Number: 1319-7032

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arshad, Nasihir

Permit Number: 2291-9967

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arthur, Andrew

Permit Number: 0070-0603

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arthur, Todd

Permit Number: 0064-6829

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Arthurs, Jerry

Permit Number: 0013-6252

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Artis, Nicki

Permit Number: 0084-0763

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Asbell, Jerome

Permit Number: 0011-6130

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ash, Michael

Permit Number: 1463-0146

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ash, Steven

Permit Number: 0018-7349

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashe, Gabriel

Permit Number: 6491-6508

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashe, Patrick

Permit Number: 0091-7560

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashe, Tony

Permit Number: 0013-6718

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashley, Charles

Permit Number: 0060-6303

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashley, John

Permit Number: 0067-8011

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashlock, Phillip

Permit Number: 5448-3778

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ashworth, Jennifer

Permit Number: 0073-3607

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Assisou, Yasr

Permit Number: 3391-2107

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atkins, Brian

Permit Number: 0007-9727

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 245 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atkins, Garrett

Permit Number: 7177-8298

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 246 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atkins, William

Permit Number: 0974-2228

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 247 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atkinson, Dwight

Permit Number: 4004-2806

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 248 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atkinson, Joseph

Permit Number: 0013-7565

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 249 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atwell, Joseph

Permit Number: 8541-4080

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 250 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Atwood, Christopher

Permit Number: 0013-7841

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 251 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Auchey, Zev

Permit Number: 9595-8745

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 252 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Auger, Miles

Permit Number: 5050-7122

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 253 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Auldredge, Dustan

Permit Number: 0013-7927

School Date Instrument Effective Expiration

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 254 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Auman, Jesse

Permit Number: 8000-1139

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 255 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aureliano, Giovanni

Permit Number: 7103-9402

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 256 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Aureliano, Marco

Permit Number: 0076-4937

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 257 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ausherman, Cody

Permit Number: 0034-2837

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 258 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Aaron

Permit Number: 0006-4114

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 259 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Brian

Permit Number: 0013-8224

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 260 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Channing

Permit Number: 0013-8492

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 261 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Christopher

Permit Number: 0013-8549

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 262 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Jack

Permit Number: 0090-5874

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 263 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, James

Permit Number: 0011-2987

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 264 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Michael

Permit Number: 0011-9131

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 265 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Austin, Sara

Permit Number: 0075-2244

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 266 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Autrey, Daniel

Permit Number: 5053-3972

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 267 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Autry, Anthony

Permit Number: 0060-6304

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 268 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Auvil, Aaron

Permit Number: 0011-9132

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 269 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Avant, Brandon

Permit Number: 0006-4780

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 270 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Avant, Christopher

Permit Number: 0058-3645

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 271 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Avery, Mackenzie

Permit Number: 4202-2295

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 272 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Awad, Abanoub

Permit Number: 0071-9145

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 273 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ayala, Erick

Permit Number: 0443-9116

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 274 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ayers, Aaron

Permit Number: 0090-8161

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 275 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ayers, Daniel

Permit Number: 0057-1223

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 276 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ayers, Tyler

Permit Number: 7565-3436

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 277 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Azelton, Christopher

Permit Number: 0014-0047

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 278 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baba, Tanner

Permit Number: 9200-0606

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 279 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Babore, Lorenzo

Permit Number: 8824-8279

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 280 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Babos, Daniel

Permit Number: 0567-8240

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 281 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Babson, Charles

Permit Number: 0011-4855

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 282 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bachman, Dylan

Permit Number: 7904-0502

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 283 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Backey, Jared

Permit Number: 2665-5855

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 284 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Backman, Robert

Permit Number: 0065-6968

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 285 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Badgett, Eric

Permit Number: 0014-0326

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 286 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baggett, Jeffrey

Permit Number: 0014-0429

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 287 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bagwell, Emily

Permit Number: 1646-2659

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 288 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bagwell, Micah

Permit Number: 0063-0650

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 289 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bahadur, Adnan

Permit Number: 0068-9737

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 290 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Barnon

Permit Number: 0007-9660

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Bryan

Permit Number: 0024-5944

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Burke

Permit Number: 0014-0771

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Christopher

Permit Number: 0081-7059

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Donald

Permit Number: 0063-5366

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 295 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Joshua

Permit Number: 0084-2461

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Joshua

Permit Number: 0087-9919

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Kenneth

Permit Number: 0051-2443

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Kevin

Permit Number: 0060-6306

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Matthew

Permit Number: 0059-4884

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Michael

Permit Number: 0014-1267

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Romana

Permit Number: 0040-2665

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Steven

Permit Number: 0014-1248

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Steven

Permit Number: 0765-6370

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bailey, Trenton

Permit Number: 4231-1507

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bain, Charles

Permit Number: 0008-1680

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baird, Adam

Permit Number: 0019-8022

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baird, Jacob

Permit Number: 0072-8126

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baird, Robert

Permit Number: 1256-9309

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baity, Bryan

Permit Number: 2204-1989

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baity, Jeramie

Permit Number: 0014-1662

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Adrian

Permit Number: 0024-4782

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Brandon

Permit Number: 0014-2430

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Bryan

Permit Number: 0014-2345

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Bryan

Permit Number: 0056-6157

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Christopher

Permit Number: 0060-9711

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Corbett

Permit Number: 0063-0651

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Corey

Permit Number: 0095-1624

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Elijah

Permit Number: 4385-5359

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Erin

Permit Number: 0092-6413

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Garrett

Permit Number: 0056-3040

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Jacob

Permit Number: 8886-7848

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 322 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Jeffrey

Permit Number: 0014-2292

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Mark

Permit Number: 0023-7640

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Nathaniel

Permit Number: 0072-7605

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Rashawn

Permit Number: 9044-6272

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Richard

Permit Number: 0006-4126

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Robert

Permit Number: 0014-2343

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Samantha

Permit Number: 0102-7944

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Teddie

Permit Number: 0084-5028

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, Tobias

Permit Number: 9851-7595

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baker, William

Permit Number: 0063-3576

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 332 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Balchev, Alexander

Permit Number: 0045-3484

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Balcom, Christopher

Permit Number: 1578-5391

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldwin, Justice

Permit Number: 5342-7226

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldwin, Kevin

Permit Number: 0097-3745

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldwin, Shane

Permit Number: 0060-9712

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldwin, Stephen

Permit Number: 0008-1009

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldwin, Tanner

Permit Number: 0012-0280

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baldy, Chelsea

Permit Number: 0059-0489

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bales, John

Permit Number: 0030-7832

School Date Instrument Effective Expiration

07/31/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ball, Derek

Permit Number: 0006-3963

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ballard, James

Permit Number: 0060-9713

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 343 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ballard, Matthew

Permit Number: 0011-1205

School Date Instrument Effective Expiration

08/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2020 08/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 344 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ballard, Sean

Permit Number: 0067-3196

School Date Instrument Effective Expiration

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 345 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Balmer, Lacey

Permit Number: 1270-3807

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 346 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baltazar, Larri

Permit Number: 6714-5532

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 347 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banker, Jacob

Permit Number: 0071-9696

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 348 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Andrew

Permit Number: 0062-9842

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 349 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Arnold

Permit Number: 1181-3449

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 350 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Derrick

Permit Number: 0014-3896

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 351 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Deshawn

Permit Number: 0091-3412

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 352 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Jennifer

Permit Number: 0018-0226

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Banks, Kevin

Permit Number: 0101-2661

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 354 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbee, Brandon

Permit Number: 0011-8647

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 355 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbee, Jerry

Permit Number: 0014-4154

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 356 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbee, Jonathan

Permit Number: 0011-2406

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 357 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barber, Dewayne

Permit Number: 0014-4432

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 358 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barber, Terry

Permit Number: 0062-7331

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 359 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barber, Tyler

Permit Number: 9571-9274

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 360 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbery, Jordan

Permit Number: 0070-2942

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 361 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbosa, Anna

Permit Number: 0096-3270

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 362 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbour, James

Permit Number: 0057-3401

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 363 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbour, Joshua

Permit Number: 2593-4128

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 364 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbour, Nathan

Permit Number: 8161-0430

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barbour, Rodney

Permit Number: 0437-9096

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barcenas, Bolivar

Permit Number: 0059-4418

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barcenas, German

Permit Number: 0011-2408

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 368 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barclay, Ian

Permit Number: 2658-7407

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bare, Alexander

Permit Number: 5027-2124

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barefoot, Brandon

Permit Number: 0084-5051

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 371 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barefoot, Lauren

Permit Number: 1313-6108

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barfield, Joshua

Permit Number: 5196-0075

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barger, Caleb

Permit Number: 0549-8960

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barger, Garrett

Permit Number: 0060-9715

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barger, Steven

Permit Number: 9720-7606

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barker, Courtney

Permit Number: 0060-9716

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barker, David

Permit Number: 4073-4520

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barker, Joshua

Permit Number: 0060-9717

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barker, Justin

Permit Number: 0083-9074

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barker, Timothy

Permit Number: 1283-8344

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barkley, Kyle

Permit Number: 9196-5835

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barlow, Joshua

Permit Number: 0014-5776

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnard, Dakota David

Permit Number: 2218-9829

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Aaron

Permit Number: 0091-7951

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Alvin

Permit Number: 0014-6279

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Anthony

Permit Number: 0014-6490

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Darryl

Permit Number: 0014-6726

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Derrick

Permit Number: 0060-9719

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Jacob

Permit Number: 5536-2782

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, James

Permit Number: 0007-9661

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Jason

Permit Number: 0057-2753

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Jonathan

Permit Number: 0060-9718

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Jonathan

Permit Number: 9919-5861

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Joseph

Permit Number: 0014-6362

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 395 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Joshua

Permit Number: 0014-6848

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Marty

Permit Number: 0006-3118

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 397 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Scott

Permit Number: 0006-4917

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 398 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnes, Simon

Permit Number: 0014-6221

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 399 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnett, Brittany

Permit Number: 0353-0141

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnett, Gerald

Permit Number: 0006-4926

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnett, Timothy

Permit Number: 0014-7000

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 402 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnette, Clarence

Permit Number: 9871-6188

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnette, Nathaniel

Permit Number: 1920-0232

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barney, Ricky

Permit Number: 0014-7188

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnhardt, Joshua

Permit Number: 0014-7368

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnhardt, Martin

Permit Number: 0014-7257

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barnhart, Dalton

Permit Number: 0099-4765

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barreiro, Victor

Permit Number: 2266-5193

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barren, Quintin

Permit Number: 0092-0842

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrera, Elvis

Permit Number: 0060-9720

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrera, Gabriella

Permit Number: 0095-6030

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrera, Shaun

Permit Number: 0014-7690

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrett, Andre

Permit Number: 0014-7874

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrett, Charles

Permit Number: 0014-7718

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrett, Duane

Permit Number: 5465-9987

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrett, Jesse

Permit Number: 0072-1729

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrier, Brett

Permit Number: 0095-1636

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrier, Dennis

Permit Number: 0014-7953

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barringer, Kevin

Permit Number: 0014-8018

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrios, Jorge

Permit Number: 8034-2823

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barron, Daniel

Permit Number: 8809-8188

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrow, Ira

Permit Number: 0012-0554

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barrow, Seth

Permit Number: 7512-7938

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barsotti, Adrian

Permit Number: 0014-8335

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bartholomew, Noah

Permit Number: 0067-4911

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

01/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barton, Michael

Permit Number: 0060-9721

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Barton, Raymond

Permit Number: 1690-8379

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Basbas, Victorio

Permit Number: 0964-4375

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bason, Timothy

Permit Number: 0231-4702

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Erica

Permit Number: 0060-9722

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Hayden

Permit Number: 0019-8023

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 432 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Kyle

Permit Number: 0058-2260

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Nicolas

Permit Number: 2287-8277

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Robert

Permit Number: 0014-9319

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

09/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Thomas

Permit Number: 4529-3477

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Thomas

Permit Number: 9336-1051

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bass, Timothy

Permit Number: 0014-9289

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bassett, Stephen

Permit Number: 0101-0830

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bassitt, Rebecca

Permit Number: 8061-8858

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Basurto, Jay

Permit Number: 6082-1570

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batchelor, Austin

Permit Number: 0084-5055

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batchelor, Curtis

Permit Number: 0085-9402

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batchelor, Jackson

Permit Number: 7634-0906

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batchelor, Jonathan

Permit Number: 0014-9741

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batchelor, Thomas

Permit Number: 0014-9621

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bates, Rodney

Permit Number: 0014-9852

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batten, Charles

Permit Number: 0097-6268

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batterton, Thomas

Permit Number: 0058-7806

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Batulan, Kirk

Permit Number: 0060-9723

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baucom, Barry

Permit Number: 0015-0439

School Date Instrument Effective Expiration

07/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2020 07/20/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baucom, Joseph

Permit Number: 7550-5934

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baucom, Sawyer

Permit Number: 0076-5711

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bauer, Andrew

Permit Number: 0024-4389

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baughman, Felice

Permit Number: 0011-0678

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bauguess, Jarrett

Permit Number: 0034-3575

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bauguss, Ean

Permit Number: 2628-0554

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baulding, Phillip

Permit Number: 0068-3683

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baum, Ryan

Permit Number: 0102-8010

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baumann, Christopher

Permit Number: 1800-8866

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baumgart, Brandon

Permit Number: 0012-0465

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baumgarten, James

Permit Number: 6819-4005

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bautista, Alba

Permit Number: 0707-6447

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bautista, Fernando

Permit Number: 0084-5049

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bautista, Hector

Permit Number: 0060-9724

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bautista, Jorge

Permit Number: 4430-0510

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baxley, Brian

Permit Number: 0060-9725

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baxley, Jeremy

Permit Number: 0015-0702

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Baxley, Justin

Permit Number: 0074-9618

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bayles, Martin

Permit Number: 1622-9253

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bazemore, Arrington

Permit Number: 0596-9429

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beach, Bradley

Permit Number: 9484-6593

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beach, Zachary

Permit Number: 0015-1183

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beal, Andrew

Permit Number: 7490-8127

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beal, Jordan

Permit Number: 8870-9320

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beal, Kyle

Permit Number: 5594-4772

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beam, David

Permit Number: 0086-6951

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beam, Dustin

Permit Number: 0015-1307

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beam, Frank

Permit Number: 0060-9728

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beam, Kimberly-Anne

Permit Number: 0060-9726

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beam, Zachary

Permit Number: 0060-9727

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beaman, Kenneth

Permit Number: 0058-2364

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beane, David

Permit Number: 0011-9984

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beard, Bruce

Permit Number: 5814-7963

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beard, Raun

Permit Number: 0089-1058

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beard, Ronnie

Permit Number: 5874-8889

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beard, Samuel

Permit Number: 0015-1624

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beardsley, Johnathan

Permit Number: 0011-6275

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Aaron

Permit Number: 9831-9428

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Carmen

Permit Number: 0644-5060

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Kaleb

Permit Number: 3423-9048

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Megan

Permit Number: 0083-1402

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Thomas

Permit Number: 0069-9981

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beasley, Whitney

Permit Number: 6799-4858

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beatty, Victor

Permit Number: 0258-0579

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beauchamp-Wolfe, Emily

Permit Number: 0082-9433

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beaver, Jeffrey

Permit Number: 0015-2158

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beaver, Joseph

Permit Number: 0006-3308

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beaver, Patrick

Permit Number: 0035-2956

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Andrew

Permit Number: 0030-8458

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Andrew

Permit Number: 0038-3095

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Austin

Permit Number: 0060-9729

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Jeffrey

Permit Number: 0015-2482

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Jordan

Permit Number: 0011-2626

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Joseph

Permit Number: 0060-9730

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Misty

Permit Number: 0051-3705

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Ricky

Permit Number: 4293-4432

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, Vaughn

Permit Number: 5788-5181

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beck, William

Permit Number: 0006-5034

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Becker, Caleb

Permit Number: 5268-2106

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Becker, Richard

Permit Number: 5740-1441

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beckett, Kenneth

Permit Number: 8439-0974

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beckham, Aaron

Permit Number: 9599-4757

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beckham, Joseph

Permit Number: 0015-2746

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beddingfield, Mark

Permit Number: 0015-2932

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bedgood, Thomas

Permit Number: 0011-3883

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bedsole, Josiah

Permit Number: 0008-4305

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beebe, Bryan

Permit Number: 7743-3925

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beebe, Matthew

Permit Number: 0011-3145

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beegle, Laurie

Permit Number: 0056-2937

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beelendorf, Alek

Permit Number: 0060-9731

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beer, Bradley

Permit Number: 0034-3141

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beers, John

Permit Number: 7456-4633

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Begley, Stephen

Permit Number: 0057-7151

School Date Instrument Effective Expiration

09/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/04/2020 09/04/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beighey, Theodore

Permit Number: 7111-6643

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beketov, Jodie

Permit Number: 4061-4664

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belanger, Joseph

Permit Number: 0006-4100

School Date Instrument Effective Expiration

10/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/02/2020 10/02/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belangia, Larry

Permit Number: 0015-3270

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belcher, Blake

Permit Number: 0089-1086

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belcher, James

Permit Number: 0060-9733

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belflowers, Gene

Permit Number: 0015-3408

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belinsky, Zachary

Permit Number: 0076-8782

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

07/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belk, Rashida

Permit Number: 0011-3146

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Cameron

Permit Number: 4206-5416

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Christopher

Permit Number: 0015-3632

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Clinton

Permit Number: 0100-6264

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Jeanette

Permit Number: 0082-5290

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Jeffrey

Permit Number: 0061-8994

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Jerry

Permit Number: 0084-9835

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Jimmy

Permit Number: 2395-2461

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Johnathan

Permit Number: 0036-3310

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Justin

Permit Number: 0015-3920

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Shane

Permit Number: 7112-4203

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell, Timothy

Permit Number: 0024-8948

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bellavance, Jason

Permit Number: 0011-3148

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belli, Christopher

Permit Number: 0034-2539

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bell-Osinkosky, Christian

Permit Number: 0082-5180

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bellows, Shanna

Permit Number: 0102-8014

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belshaw, Ryan

Permit Number: 0006-5080

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Belty, Donovan

Permit Number: 5190-0061

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bendetti, John

Permit Number: 6301-6397

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bendlin, Kelsey

Permit Number: 4659-6346

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Brittany

Permit Number: 0102-0892

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Christopher

Permit Number: 0013-9349

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Christopher

Permit Number: 2776-1824

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Griffin

Permit Number: 1769-9919

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Joshua

Permit Number: 1950-8625

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Keith

Permit Number: 0062-2401

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Keith

Permit Number: 0102-1133

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Kenneth

Permit Number: 0015-4786

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

01/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benfield, Ryan

Permit Number: 0038-3098

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benge, David

Permit Number: 0075-2245

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benge, Jamie

Permit Number: 0015-4838

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benhart, William

Permit Number: 0015-7556

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benitez, Edgar

Permit Number: 3082-6685

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benitez, Ellmar

Permit Number: 0040-2230

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benitez, Judy

Permit Number: 0011-2413

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benjamin, Lemar

Permit Number: 1829-1208

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benjamin, Matthew

Permit Number: 0030-6794

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Alexander

Permit Number: 0072-9133

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Andrew

Permit Number: 0024-1810

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Chase

Permit Number: 0093-8404

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Jonathan

Permit Number: 8620-9521

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Robert

Permit Number: 0015-4987

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Ryan

Permit Number: 0011-1980

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Sandy

Permit Number: 0084-0780

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Victoria

Permit Number: 2227-1745

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bennett, Zully

Permit Number: 0074-4814

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benoist, Jeremy

Permit Number: 6502-9091

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 579 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benson, Andrew

Permit Number: 5230-8327

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benson, Austin

Permit Number: 0065-9487

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benson, Drake

Permit Number: 0062-4311

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benson, Joseph

Permit Number: 3650-5242

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bentley, Christopher

Permit Number: 0015-5863

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bentley, Devin

Permit Number: 0084-0781

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bentley, Travis

Permit Number: 1934-1050

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benton, Anna

Permit Number: 0086-6036

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benton, Holden

Permit Number: 9675-5626

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benton, Jackie

Permit Number: 0012-0556

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benton, Johnnie

Permit Number: 0090-5872

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benton, Ross

Permit Number: 0006-2658

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Benway, Ryan

Permit Number: 0038-2991

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beras, Samuel

Permit Number: 1964-6074

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berkery, Timothy

Permit Number: 0061-2728

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berl, Matthew

Permit Number: 0040-2593

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berna, Alyssa

Permit Number: 0074-8527

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bernal, Jonathan

Permit Number: 0072-4097

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bernazky, Stuart

Permit Number: 2652-2110

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berrier, Danny

Permit Number: 4512-5908

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berrong, Joe

Permit Number: 0015-6566

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Carson

Permit Number: 0015-6630

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, David

Permit Number: 0067-9389

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Dylan

Permit Number: 0297-5510

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Justin

Permit Number: 0015-6737

School Date Instrument Effective Expiration

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Randy

Permit Number: 0008-1011

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Richard

Permit Number: 0057-2297

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Robert

Permit Number: 1421-2148

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berry, Tyler

Permit Number: 0030-7754

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berryessa, Hunter

Permit Number: 8262-3669

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Berthold, James

Permit Number: 0086-3585

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bertolet, Harrison

Permit Number: 2687-5405

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beshar, Georgia

Permit Number: 0862-4264

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bess, Jessica

Permit Number: 0038-1717

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Besser, William

Permit Number: 9899-8030

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best Eatmon, Charity

Permit Number: 0099-5813

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, Charles

Permit Number: 0015-7091

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, Christopher

Permit Number: 0030-6859

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, Jacob

Permit Number: 0089-1082

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, John

Permit Number: 0083-7143

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, Morgan

Permit Number: 0082-6887

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, Ronnie

Permit Number: 0005-9465

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Best, William

Permit Number: 0019-9455

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beteta, Victor

Permit Number: 0000-4099

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bethea, Esquire

Permit Number: 0084-8642

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bethea, James

Permit Number: 0058-7808

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

08/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2021 08/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bethea, Marcus

Permit Number: 0015-7300

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bethel, Theo

Permit Number: 3524-2569

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Better, Ramiro

Permit Number: 0024-4244

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Betts, Justin

Permit Number: 0006-0738

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beverley, Michael

Permit Number: 0024-4603

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beverly, Taylor

Permit Number: 0092-3050

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beyer, Jason

Permit Number: 0015-7535

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Beyer, Madeline

Permit Number: 0024-2063

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bianchi, Giovanni

Permit Number: 0063-5962

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bickerstaff, Daniel

Permit Number: 0015-7650

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bicket, William

Permit Number: 5687-1468

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bickford, Ronald

Permit Number: 0011-3568

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biddix, Andrew

Permit Number: 0015-7692

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biddix, Ethan

Permit Number: 8324-0912

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biddix, Justin

Permit Number: 0096-4099

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biehl, Raymond

Permit Number: 0056-3306

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bielsten, Andrew

Permit Number: 3912-0185

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biggerstaff, Christopher

Permit Number: 0023-9675

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biggerstaff, Lindsey

Permit Number: 1562-2582

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biggerstaff, Ryan

Permit Number: 1547-9482

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biggs, Brandi

Permit Number: 8854-8839

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biggs, Dusty

Permit Number: 0790-5800

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Billings, Carson

Permit Number: 3851-6388

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Billings, Charles

Permit Number: 2512-4920

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Billings-Anderson, Kathy

Permit Number: 0011-4992

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Billingsley, Daniel

Permit Number: 0015-8215

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bingham, Matthew

Permit Number: 0084-3038

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bingle, Brandon

Permit Number: 6254-2298

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Birchfield, Jesse

Permit Number: 0059-8003

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bird, Jeremiah

Permit Number: 6077-5924

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Birden, Joseph

Permit Number: 4642-4366

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bisdee, Cedar

Permit Number: 0068-9304

School Date Instrument Effective Expiration

09/18/2019 Intoximeters, Model Intox EC/IR II 09/18/2019 09/18/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop, Dustin

Permit Number: 3177-5210

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop, Joseph

Permit Number: 0011-6231

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop, Kenneth

Permit Number: 4634-5788

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop, Michael

Permit Number: 0006-2709

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop, Michael

Permit Number: 0085-3972

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bishop-Erwin, Melinda

Permit Number: 0871-7081

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Biskup, Tyler

Permit Number: 0011-1197

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bissette, Christopher

Permit Number: 0015-8876

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bissette, Joshua

Permit Number: 0015-8863

School Date Instrument Effective Expiration

08/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2020 08/03/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bissette, Kevin

Permit Number: 0061-0968

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bissette, Kevin

Permit Number: 6289-2015

School Date Instrument Effective Expiration

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bissinger, Tyler

Permit Number: 0061-0969

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bitting, Aaron

Permit Number: 0009-1983

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bittinger, John

Permit Number: 0095-7265

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bixby, Brian

Permit Number: 0005-9670

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bizzell, DeMarco

Permit Number: 0101-8479

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bizzell, Jeremy

Permit Number: 0035-2957

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bizzio, Alfredo

Permit Number: 0056-1512

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 675 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blache, Nathaneal

Permit Number: 0006-5246

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 676 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Black, Aaron

Permit Number: 0015-9415

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 677 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Black, Brian

Permit Number: 0061-0970

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 678 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Black, Buddy

Permit Number: 0015-9284

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Black, Christopher

Permit Number: 0015-9376

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 680 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Black, Matthew

Permit Number: 0011-9134

School Date Instrument Effective Expiration

01/17/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 681 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackburn, Joshua

Permit Number: 4722-5188

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackburn, William

Permit Number: 0011-1114

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 683 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blacksmith, Bryan

Permit Number: 7361-1547

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 684 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackwell, Chandler

Permit Number: 9954-3309

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 685 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackwell, Corey

Permit Number: 0058-0503

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackwell, Heather

Permit Number: 0024-2820

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackwell, James

Permit Number: 0031-4446

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blackwell, Richard

Permit Number: 0016-0094

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blagg, Daniel

Permit Number: 0016-0155

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 690 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blair, Ryan

Permit Number: 0098-3702

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blair, Timmy

Permit Number: 0016-0163

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blair, William

Permit Number: 0075-3609

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blaise, Austin

Permit Number: 0511-4164

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blake, Padgett

Permit Number: 0024-4785

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blake, Tyrone

Permit Number: 4945-9666

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blakley, Joe

Permit Number: 0016-0581

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blakley, Kevin

Permit Number: 0016-0546

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 698 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blalock, Christopher

Permit Number: 0035-7403

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 699 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blalock, Eric

Permit Number: 0035-2996

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blalock, George

Permit Number: 0012-0725

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blalock, Tracy

Permit Number: 0005-9429

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanchard, Norwood

Permit Number: 0082-7973

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanco, Amelia

Permit Number: 5135-4639

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bland, Joni

Permit Number: 1322-4026

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bland, Kenneth

Permit Number: 0010-9952

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blankenship, Christopher

Permit Number: 0061-0972

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blankenship, Kristofer

Permit Number: 5017-6671

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, Darrell

Permit Number: 0016-1352

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, Franklin

Permit Number: 2228-3072

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, Jonathan

Permit Number: 0035-6066

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, Justin

Permit Number: 9777-0809

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, Marshall

Permit Number: 0016-1205

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blanton, William

Permit Number: 0016-1288

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blaylock, Johnny

Permit Number: 0060-3783

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blaylock, Rustin

Permit Number: 8625-5999

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bledsoe, Jacob

Permit Number: 6954-6493

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bleistine, Casey

Permit Number: 8629-2535

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blevins, Corey

Permit Number: 2998-3769

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blevins, Jarrett

Permit Number: 0133-7626

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blevins, Richard

Permit Number: 0016-1549

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blevins, Thomas

Permit Number: 0102-7952

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bloom, Ryan

Permit Number: 2060-1996

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bloomfield, Sean

Permit Number: 0070-9318

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blount, Juanne

Permit Number: 9958-5084

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Blount, Thomas

Permit Number: 0077-6626

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bobbitt, John

Permit Number: 0016-2426

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bobbitt, Joshua

Permit Number: 4018-5254

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bobbs, Kyle

Permit Number: 0091-7199

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bock, David

Permit Number: 0010-2924

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bockler, Nicholas

Permit Number: 0005-9617

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boddie, Drequan

Permit Number: 0081-4298

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bogan, Dean

Permit Number: 1835-6331

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 733 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bogert, Shawn

Permit Number: 0060-5524

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 734 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boggs, Chad

Permit Number: 0018-0029

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 735 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boissey, Stephen

Permit Number: 0016-2952

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 736 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolebruch, Peter

Permit Number: 9749-4476

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 737 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boles, Richard

Permit Number: 0084-9605

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 738 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolick, Cassen

Permit Number: 0098-8120

School Date Instrument Effective Expiration

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 739 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolick, Jeremiah

Permit Number: 0030-9065

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 740 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolick, Joshua

Permit Number: 0060-4632

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 741 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolin, Clint

Permit Number: 1996-0888

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 742 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bollinger, Harrison

Permit Number: 2745-7647

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 743 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolt, Frank

Permit Number: 0023-4099

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 744 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolton, Benjamin

Permit Number: 0346-8647

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bolton, Kevin

Permit Number: 2568-7537

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 746 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonanno, Alan

Permit Number: 0011-3538

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 747 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bondarek, Adam

Permit Number: 0016-3641

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 748 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bondarev, Yury

Permit Number: 9893-6415

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 749 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonestell, Matthew

Permit Number: 0077-4101

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 750 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: BonHomme, Joshua

Permit Number: 0084-5047

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 751 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonilla, Dylan

Permit Number: 5031-6894

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonilla, Mario

Permit Number: 0059-1671

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 753 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonner, Brandon

Permit Number: 7029-2396

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 754 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bonney, William

Permit Number: 7034-6715

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 755 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Booe, Lori

Permit Number: 0016-3878

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, Bradley

Permit Number: 0056-3635

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 757 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, Gregory

Permit Number: 0059-0855

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 758 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, John

Permit Number: 0016-4243

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

08/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 759 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, Jonathan

Permit Number: 0016-4165

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 760 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, Loren

Permit Number: 0011-1115

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 761 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, Torian

Permit Number: 0023-9141

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boone, William

Permit Number: 0084-5024

School Date Instrument Effective Expiration

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boore, Lewis

Permit Number: 0067-5466

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 764 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boose, Bailey

Permit Number: 5423-4791

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Booth, Cynthia

Permit Number: 8147-4536

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Booth, Harold

Permit Number: 7650-4722

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boozer, Dustin

Permit Number: 0102-5529

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boozer, Jeffrey

Permit Number: 0061-0973

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bopst, William

Permit Number: 0098-8317

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boraski, Steven

Permit Number: 0016-4337

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Borden, Aaron

Permit Number: 0092-0851

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bordies, Arsenio

Permit Number: 0091-7935

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boric, Adis

Permit Number: 0057-2301

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boring, Isaac

Permit Number: 0016-4434

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Borjas, Jesus

Permit Number: 4551-8073

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Born, Ethan

Permit Number: 0008-2143

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Borner, Andrew

Permit Number: 0024-5437

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Borom, Zacharius

Permit Number: 1542-8514

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bortnick, Garrett

Permit Number: 4786-7275

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Borton, Lucas

Permit Number: 0016-4529

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boseman, Dustin

Permit Number: 6826-9185

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bosley, Jacob

Permit Number: 0134-3224

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bost, Adam

Permit Number: 0059-3772

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bost, Adam

Permit Number: 0061-0975

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bostian, Jacob

Permit Number: 0100-6269

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bostic, Stephan

Permit Number: 0061-2729

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bostick, Christopher

Permit Number: 0030-8463

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bostwick, Brandon

Permit Number: 0008-2668

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Botte, Ralph

Permit Number: 0095-2547

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bottoms, Stacy

Permit Number: 0016-5083

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bourque, Tyler

Permit Number: 0102-7991

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bousquet, Ryan

Permit Number: 0061-8996

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bova, Daniel

Permit Number: 0068-8014

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowden, Kevin

Permit Number: 0016-5355

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowden, Talia

Permit Number: 0099-8828

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Adrian

Permit Number: 0061-0974

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Amy

Permit Number: 0035-3616

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Avery

Permit Number: 4943-4761

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Chad

Permit Number: 0069-8917

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Dana

Permit Number: 0061-0976

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Dawson

Permit Number: 0106-1367

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Donovan

Permit Number: 9548-2439

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Dylan

Permit Number: 0098-3683

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Erick

Permit Number: 0038-3655

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, John

Permit Number: 0011-9117

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Kristopher

Permit Number: 0069-6498

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Robert

Permit Number: 0016-5673

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Roger

Permit Number: 8529-9764

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowen, Scott

Permit Number: 6703-8165

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowens, Douglas

Permit Number: 0016-5886

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bower, Landon

Permit Number: 9931-5679

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowers, Christopher

Permit Number: 6118-2979

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowers, David

Permit Number: 0060-4493

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowers, David

Permit Number: 0090-5865

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowers, Mark

Permit Number: 0061-0977

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowick, Daniel

Permit Number: 0061-2730

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowie, Derek

Permit Number: 4912-1672

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowling, John

Permit Number: 0065-2622

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowling, Timothy

Permit Number: 0084-5057

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Bryson

Permit Number: 1487-6766

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Grant

Permit Number: 0061-2731

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Jonathon

Permit Number: 8527-8167

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Larry

Permit Number: 0016-6344

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Matthew

Permit Number: 0096-5921

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Nicholas

Permit Number: 0086-1284

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bowman, Seth

Permit Number: 0801-6008

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyce, Jonathan

Permit Number: 7731-1304

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Aaron

Permit Number: 0011-5493

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Ashley

Permit Number: 0006-5535

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Bobby

Permit Number: 0099-4746

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Derrick

Permit Number: 2031-4415

School Date Instrument Effective Expiration

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, John

Permit Number: 0070-2939

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Matthew

Permit Number: 0061-1872

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Michael

Permit Number: 7458-1894

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, Nicholas

Permit Number: 6978-0687

School Date Instrument Effective Expiration

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyd, William

Permit Number: 0016-6878

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyette, Matthew

Permit Number: 0063-5368

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boykin, Benjamin

Permit Number: 2345-2645

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyles, Jennifer

Permit Number: 0040-2235

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Boyles, Shannon

Permit Number: 0016-7512

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brack, Andrew

Permit Number: 0038-2814

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brackett, Charles

Permit Number: 0016-7886

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradburn, Samuel

Permit Number: 0034-4304

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradbury, William

Permit Number: 0016-7936

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braddy, Christopher

Permit Number: 0005-9329

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradford, Christopher

Permit Number: 0016-8020

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradley, Bryan

Permit Number: 0016-8492

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradley, David

Permit Number: 1483-7712

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradley, Davis

Permit Number: 1324-5141

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradley, Ernest

Permit Number: 0016-8391

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradley, James

Permit Number: 1599-0006

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradshaw, David

Permit Number: 5531-7524

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradshaw, Ethan

Permit Number: 0061-2733

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradshaw, Selina

Permit Number: 0098-8291

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bradsher, Clifton

Permit Number: 8362-3273

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brady, Charlene

Permit Number: 0060-6308

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brady, Ethan

Permit Number: 0043-9069

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brady, John

Permit Number: 0016-9239

School Date Instrument Effective Expiration

01/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/28/2021 01/28/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brady, Joshua

Permit Number: 0027-6102

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brady, Thomas

Permit Number: 0099-7496

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brafford, Cassie

Permit Number: 0068-8015

School Date Instrument Effective Expiration

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braja, Misha

Permit Number: 0011-4395

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brake, Darrius

Permit Number: 2204-6241

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brame, Bryant

Permit Number: 0016-9451

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bramley, Scott

Permit Number: 0011-1116

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Branch, Corey

Permit Number: 3345-8806

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Branch, Lyle

Permit Number: 5462-1157

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Branch, Michael

Permit Number: 0006-5618

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Branch, Warren

Permit Number: 0035-3752

School Date Instrument Effective Expiration

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 870 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brandle, Joey

Permit Number: 0011-1002

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 871 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brandner, Ashley

Permit Number: 0077-9701

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Branham, Lance

Permit Number: 0016-9898

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 873 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brannan, Christopher

Permit Number: 0043-9068

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brannock, Michael

Permit Number: 1503-9190

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brannon, Michael

Permit Number: 0006-5635

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brantley, Haywood

Permit Number: 3467-0466

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brantley, Jacob

Permit Number: 3949-3817

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brantley, Jake

Permit Number: 4554-5202

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brantley, Jamie

Permit Number: 0017-0152

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brantley, Joshua

Permit Number: 7986-7835

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braswell, Christopher

Permit Number: 0101-0008

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 882 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braswell, Dwight

Permit Number: 0017-0356

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braswell, Mason

Permit Number: 0057-9524

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Braswell, Shavar

Permit Number: 0038-1891

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 885 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bray, Erin

Permit Number: 0073-2417

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brearley, Justin

Permit Number: 4247-7058

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brechtel, Chad

Permit Number: 0055-8456

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 888 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Breckel, David

Permit Number: 0083-6288

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 889 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Breedlove, Kevin

Permit Number: 0011-5386

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brennan, William

Permit Number: 7983-7335

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brett, Leslie

Permit Number: 0006-0066

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Dudley

Permit Number: 0099-0280

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Fleming

Permit Number: 0017-1226

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Jonathan

Permit Number: 4741-0300

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Jorge

Permit Number: 0017-1236

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 896 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Michael

Permit Number: 0024-2136

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewer, Tracey

Permit Number: 0080-3749

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brewington, Benjamin

Permit Number: 0017-1473

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bria, Anthony

Permit Number: 0083-3313

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brice, Michael

Permit Number: 4928-1299

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brickhouse, Darrell

Permit Number: 0006-2297

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridgeman, Seth

Permit Number: 6458-4823

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridgers, Zackary

Permit Number: 2404-6039

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridges, Cedrique

Permit Number: 0011-0597

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridges, Charles

Permit Number: 0017-2194

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridges, Jarred

Permit Number: 0017-2145

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 907 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridges, Jason

Permit Number: 0083-7554

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bridges, Sean

Permit Number: 0070-2877

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Briggs, Kevin

Permit Number: 0017-2391

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Briggs, Phillip

Permit Number: 0017-2334

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brigham, William

Permit Number: 0092-3070

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bright, Joe

Permit Number: 0017-2448

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bright, Samuel

Permit Number: 0024-3055

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brigman, Jaquan

Permit Number: 3162-7118

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brim, Dakota

Permit Number: 0097-6273

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinegar, Michael

Permit Number: 0637-6614

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinke, Jeremiah

Permit Number: 0017-2827

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinkley, Eric

Permit Number: 0008-7257

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinkley, Jackson

Permit Number: 0079-1145

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

07/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinkley, Jarett

Permit Number: 0071-3829

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinkman, Madelyn

Permit Number: 1254-0422

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinson, Kenneth

Permit Number: 2790-6370

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brinson, Shay

Permit Number: 8493-3216

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brisson, Tracey

Permit Number: 0011-4538

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, George

Permit Number: 0017-3600

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Gregg

Permit Number: 6219-7013

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Jason

Permit Number: 0867-0779

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, John

Permit Number: 0061-2734

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Jonathan

Permit Number: 0017-3229

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Kelly

Permit Number: 0017-3417

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Kevin

Permit Number: 0061-2735

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Miranda

Permit Number: 0067-6854

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britt, Taylor

Permit Number: 0102-5561

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brittain, James

Permit Number: 0101-3447

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britton, Daniel

Permit Number: 0011-1003

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Britton, Robert

Permit Number: 0017-3803

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broad, Gary

Permit Number: 5245-9719

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brock, Aaron

Permit Number: 0079-5685

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brock, Evan

Permit Number: 0056-0859

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 940 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brock, Vann

Permit Number: 1793-2734

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brockway, Leif

Permit Number: 4288-7873

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 942 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brogden, Alexander

Permit Number: 0078-5487

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brokaw, Tylor

Permit Number: 8705-1105

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 944 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Alan

Permit Number: 0725-5726

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 945 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Blake

Permit Number: 0081-6022

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 946 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Darrell

Permit Number: 0061-2736

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 947 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, James

Permit Number: 0010-7107

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 948 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Kelly

Permit Number: 0017-4478

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 949 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Leigh

Permit Number: 0010-8356

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Lucas

Permit Number: 0070-3551

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 951 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Marlon

Permit Number: 3339-9871

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Matthew

Permit Number: 0035-6067

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Michael

Permit Number: 9693-9109

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brooks, Regina

Permit Number: 0017-4454

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brookshire, Jeffery

Permit Number: 0005-9323

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brookshire, Kevin

Permit Number: 0057-9983

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brookshire, Matthew

Permit Number: 0006-0138

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 958 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broos, Brian

Permit Number: 4308-1735

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 959 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broschinski, Kylie

Permit Number: 0698-3302

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 960 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brothers, Clinton

Permit Number: 0082-5881

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brothers, Thomas

Permit Number: 0008-2150

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 962 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broughton, Phillip

Permit Number: 0091-7204

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broughton, Timothy

Permit Number: 0084-0795

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brouillette, Timothy

Permit Number: 0074-7016

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 965 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broussard, Jonathan

Permit Number: 4318-8052

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 966 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Alesha

Permit Number: 0015-7565

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 967 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Alexis

Permit Number: 2361-1107

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 968 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Alfred

Permit Number: 0100-0991

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 969 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Brittany

Permit Number: 0084-5131

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 970 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Carter

Permit Number: 8812-6612

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 971 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Cathryn

Permit Number: 4347-1037

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 972 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Christopher

Permit Number: 0017-7246

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 973 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Cody

Permit Number: 6453-5852

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 974 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Conner

Permit Number: 3621-1803

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 975 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Cyrus

Permit Number: 6568-6557

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 976 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Dana

Permit Number: 0061-3021

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 977 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Derek

Permit Number: 0019-8026

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 978 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Emory

Permit Number: 0011-3781

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 979 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Erik

Permit Number: 1038-0898

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 980 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Ethan

Permit Number: 2907-6257

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 981 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Gary

Permit Number: 0017-5892

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 982 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Gracie

Permit Number: 5240-0715

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 983 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Gregory

Permit Number: 0058-7999

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 984 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Jacqueline

Permit Number: 0830-0290

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 985 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, James

Permit Number: 0017-7414

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 986 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Jason

Permit Number: 0017-7233

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Jason

Permit Number: 0061-2738

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 988 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Jason

Permit Number: 6793-5977

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Jeffrey

Permit Number: 0061-2739

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Joshua

Permit Number: 0061-2737

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Justin

Permit Number: 0084-8634

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 992 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Justin

Permit Number: 9973-0646

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Juwan

Permit Number: 3594-2065

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 994 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Kaitlin

Permit Number: 1712-1288

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 995 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Keith

Permit Number: 0006-0427

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 996 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Kendra

Permit Number: 0080-5551

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 997 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Kenneth

Permit Number: 7838-5609

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 998 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Kyle

Permit Number: 2722-8469

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 999 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Leon

Permit Number: 0017-9943

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1000 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Mark

Permit Number: 7211-3707

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Martin

Permit Number: 0017-7713

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1002 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Matthew

Permit Number: 0068-9736

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1003 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Michael

Permit Number: 0017-5714

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1004 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Michael

Permit Number: 1921-6717

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1005 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, M'Leigha

Permit Number: 9513-6065

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1006 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Nathan

Permit Number: 0011-1596

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1007 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Nathan

Permit Number: 0017-6212

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Philip

Permit Number: 0011-0126

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Scott

Permit Number: 0011-2536

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1010 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Shane

Permit Number: 1755-0373

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Shannon

Permit Number: 0071-5291

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Trey

Permit Number: 0063-5370

School Date Instrument Effective Expiration

12/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/04/2020 12/04/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Wesley

Permit Number: 0077-7528

School Date Instrument Effective Expiration

06/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/30/2021 06/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, William

Permit Number: 0017-6886

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, William

Permit Number: 3062-0033

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1016 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brown, Zachary

Permit Number: 0063-6864

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1017 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Browne, Patrick

Permit Number: 0011-8648

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1018 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Broyhill, Matthew

Permit Number: 1869-9975

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1019 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bruggner, Tyler

Permit Number: 4135-6945

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1020 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bruining, Nicholas

Permit Number: 0056-2936

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brum, Federico

Permit Number: 6250-5762

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1022 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brumley, Patrick

Permit Number: 5286-1230

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Brunkhorst, Spencer

Permit Number: 0023-8690

School Date Instrument Effective Expiration

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1024 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bruno, Moriah

Permit Number: 0086-4085

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bruno, Tracy

Permit Number: 0017-8672

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryan, Matthew

Permit Number: 0061-2741

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1027 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryan, Trevor

Permit Number: 0061-2740

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1028 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryant, Earl

Permit Number: 0017-9707

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1029 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryant, Jonathan

Permit Number: 0070-7350

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1030 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryant, Stephen

Permit Number: 0061-2742

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1031 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryant, Walker

Permit Number: 1286-4249

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1032 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryson, Brandon

Permit Number: 0011-1524

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1033 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bryson, Nytasha

Permit Number: 0011-3480

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1034 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Brandon

Permit Number: 0018-1037

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1035 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Brandon

Permit Number: 5243-5515

School Date Instrument Effective Expiration

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1036 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, David

Permit Number: 5333-4062

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, James

Permit Number: 0018-0860

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1038 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Joseph

Permit Number: 0018-0643

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Mary

Permit Number: 0084-0799

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1040 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Michael

Permit Number: 2878-9840

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, Tristan

Permit Number: 0070-9321

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1042 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanan, William

Permit Number: 0018-0830

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1043 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buchanon, Terry

Permit Number: 0018-1069

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buck, Dustin

Permit Number: 0084-5010

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buck, Kenneth

Permit Number: 0299-0375

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1046 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buck, Vernon

Permit Number: 0018-1108

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buckley, Daniel

Permit Number: 0057-6718

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1048 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buckner, Brandon

Permit Number: 0006-1318

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buckner, David

Permit Number: 0061-2743

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buckner, Matthew

Permit Number: 0100-0068

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1051 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buckrham, Johnathan

Permit Number: 8863-2131

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Budden, Neil

Permit Number: 0056-4388

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buddington, Bradley

Permit Number: 9885-6904

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1054 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buffaloe, Jeffrey

Permit Number: 0088-1163

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buffkin, Eric

Permit Number: 0077-2173

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1056 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buie, Terry

Permit Number: 0061-2745

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullard, Bradley

Permit Number: 0006-6029

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullard, Bradlon

Permit Number: 8989-9948

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullard, Jamie

Permit Number: 0011-3885

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullard, Justin

Permit Number: 0061-2747

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullard, Zachary

Permit Number: 3995-7899

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullington, Devin

Permit Number: 7636-0273

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullington, Terry

Permit Number: 0018-1937

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullins, Jordan

Permit Number: 0102-9164

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullock, Daniel

Permit Number: 2826-5005

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullock, Kenneth

Permit Number: 0008-4308

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullock, Kenneth

Permit Number: 0018-2159

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullock, Scott

Permit Number: 0086-6034

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bullock, Stephen

Permit Number: 0056-7755

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bulloss, Christian

Permit Number: 0091-5090

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bulluck, Paris

Permit Number: 5511-1512

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bulluck, William

Permit Number: 0018-2233

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgardner, Brad

Permit Number: 0006-6040

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgardner, Wesley

Permit Number: 0085-2422

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgardner, Zachary

Permit Number: 0076-5713

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgarner, Brandon

Permit Number: 0024-6377

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgarner, Brian

Permit Number: 0018-2297

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgarner, Joshua

Permit Number: 0018-2276

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bumgarner, Stephen

Permit Number: 0058-8569

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunce, Caleb

Permit Number: 7635-9619

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunce, Cody

Permit Number: 0068-8978

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunce, James

Permit Number: 0061-2748

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunch, Barry

Permit Number: 0034-3578

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunch, Corby

Permit Number: 0081-2979

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bundy, Danny

Permit Number: 2936-9622

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunn, Brandon

Permit Number: 9908-5061

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunn, Leroy

Permit Number: 0018-2749

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunn, Matthew

Permit Number: 0018-2739

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bunting, Roy

Permit Number: 0006-2416

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buono, David

Permit Number: 0087-2094

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burbage, Braedon

Permit Number: 1993-4672

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burch, Heather

Permit Number: 0018-3015

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burch, Shane

Permit Number: 7225-5271

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burcham, Susan

Permit Number: 0057-8716

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burchette, Daniel

Permit Number: 6478-5600

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burchette, Lamont

Permit Number: 0005-9839

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burchfield, Joshua

Permit Number: 0063-5965

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burchfield, Robert

Permit Number: 0086-7546

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burden, Brandi

Permit Number: 3997-9491

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burden, Tyler

Permit Number: 0101-7967

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burdette, Paul

Permit Number: 1522-1102

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burdge, Phillip

Permit Number: 0018-3260

School Date Instrument Effective Expiration

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burger, Kelly

Permit Number: 0082-5291

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgess, Danny

Permit Number: 0061-2749

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgess, Ernest

Permit Number: 7683-7252

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgess, Paul

Permit Number: 0011-3515

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgess, Thomas

Permit Number: 0006-2296

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1108 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgin, Billy

Permit Number: 0018-3788

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1109 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burgos, Miguel

Permit Number: 0070-2989

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1110 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burke, Christopher

Permit Number: 0060-4895

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1111 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burke, Kerry

Permit Number: 0060-9739

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1112 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burke, Michael

Permit Number: 0097-2570

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1113 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burke-Shillingburg, Andrew

Permit Number: 0069-9984

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1114 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burleson, Michael

Permit Number: 0018-4090

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1115 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burlingame, Candace

Permit Number: 0011-1574

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1116 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnett, Joshua

Permit Number: 0059-1674

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1117 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Anthony

Permit Number: 0018-4401

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1118 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Barry

Permit Number: 0018-4390

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1119 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Caleb

Permit Number: 2051-2120

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1120 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Gary

Permit Number: 1486-0494

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1121 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, John

Permit Number: 0034-2079

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1122 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Jonathan

Permit Number: 0090-9923

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1123 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Leah

Permit Number: 0019-8681

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1124 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burnette, Samaria

Permit Number: 9676-1609

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1125 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burney, Ray

Permit Number: 0825-6092

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1126 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burns, Christopher

Permit Number: 0006-6130

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1127 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burns, Jacob

Permit Number: 0084-2454

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1128 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burns, James

Permit Number: 6377-4500

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1129 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burr, David

Permit Number: 0018-4876

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1130 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burrell, Derrick

Permit Number: 0018-4921

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1131 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burrell, Eugene

Permit Number: 0018-4963

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1132 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burrell, Kortney

Permit Number: 7163-2418

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1133 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burris, Dakota

Permit Number: 0042-4549

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1134 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burris, Jacqueline

Permit Number: 0006-3150

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1135 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burris, Mitchell

Permit Number: 0018-5002

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1136 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burroughs, Christopher

Permit Number: 0018-5090

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1137 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burroughs, Kenneth

Permit Number: 0061-2750

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1138 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burrows, Corey

Permit Number: 0005-9840

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1139 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burrus, Joshua

Permit Number: 0012-1512

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1140 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burton, Bricesen

Permit Number: 0093-8400

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1141 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burton, Jacob

Permit Number: 0092-3799

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burton, Logan

Permit Number: 8554-6354

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Burton, Morgan

Permit Number: 8828-9247

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1144 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Busby, David

Permit Number: 0101-7045

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1145 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Busby, Tyler

Permit Number: 0074-8516

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bush, Jacklyn

Permit Number: 1728-3632

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bush, John

Permit Number: 7822-9275

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1148 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bush, Nicholas

Permit Number: 0018-5534

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butcher, Adam

Permit Number: 3787-5740

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butcher, Blake

Permit Number: 0060-9738

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butcher, Toby

Permit Number: 0011-1525

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butero, Michael

Permit Number: 0018-5710

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Jason

Permit Number: 0018-5978

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Jennifer

Permit Number: 0024-1886

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Johnathan

Permit Number: 0011-1201

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1156 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Joseph

Permit Number: 0011-1526

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1157 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Kaysey

Permit Number: 7880-1379

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1158 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Mark

Permit Number: 0018-5874

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1159 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butler, Mark

Permit Number: 4455-1490

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1160 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Butschle, Ryan

Permit Number: 0096-9264

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1161 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buttner, Brian

Permit Number: 8234-5103

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1162 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buytas, Christopher

Permit Number: 0064-8659

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1163 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buzard, Jason

Permit Number: 0049-7680

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1164 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Buzzo, Judith

Permit Number: 0102-3088

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1165 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byerly, Cole

Permit Number: 0059-7217

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1166 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byers, Mason

Permit Number: 9620-5336

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1167 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byers, Zachary

Permit Number: 5796-3415

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1168 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byland, Jordan

Permit Number: 0061-2752

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1169 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byles, Tyler

Permit Number: 0378-3268

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1170 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byloff, William

Permit Number: 0018-6476

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1171 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bym, Matthew

Permit Number: 2524-4579

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1172 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bynum, Jonathan

Permit Number: 0072-2865

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1173 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Bynum, Levern

Permit Number: 0034-3449

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1174 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Chandler

Permit Number: 0061-2753

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1175 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Christopher

Permit Number: 0071-1166

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1176 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Cory

Permit Number: 0063-7705

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1177 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Crystal

Permit Number: 0019-8732

School Date Instrument Effective Expiration

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1178 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Daniel

Permit Number: 0057-7156

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1179 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Donald

Permit Number: 0006-4272

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1180 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Joseph

Permit Number: 0012-1212

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1181 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Joseph

Permit Number: 0018-6605

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1182 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Joseph

Permit Number: 0018-6726

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1183 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Joshua

Permit Number: 0018-6976

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1184 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Nathan

Permit Number: 0057-1121

School Date Instrument Effective Expiration

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1185 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Ned

Permit Number: 0058-9485

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1186 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrd, Tanner

Permit Number: 0097-4557

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1187 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrom, Omar

Permit Number: 0091-7570

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1188 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrum, Chase

Permit Number: 1074-1804

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1189 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Byrum, Timothy

Permit Number: 0095-2551

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1190 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cabe, Adam

Permit Number: 0011-0353

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1191 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cabe, Channing

Permit Number: 0011-3172

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1192 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cabe, Dwayne

Permit Number: 0018-7863

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1193 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cabe, Jonathan

Permit Number: 0061-2754

School Date Instrument Effective Expiration

09/13/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1194 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cable, Daniel

Permit Number: 0011-8649

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1195 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cable, Erin

Permit Number: 0024-2822

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1196 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cabrera, Andy

Permit Number: 0102-8017

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1197 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caceres, Gabriela

Permit Number: 4499-1349

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1198 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cade, LarTey

Permit Number: 1940-1144

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1199 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cadwallader, Matthew

Permit Number: 1312-4731

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1200 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caffey, Patricia

Permit Number: 0018-8026

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1201 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cafiero, Renzo

Permit Number: 4554-4210

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1202 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cagle, Alexandria

Permit Number: 0199-9513

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1203 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cagle, Daniel

Permit Number: 0018-8109

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cagle, Terry

Permit Number: 0011-9136

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cahoon, Daniel

Permit Number: 0011-3886

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cahoon, Elizabeth

Permit Number: 0018-8184

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cahoon, Eric

Permit Number: 0030-7111

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cain, Dustin

Permit Number: 0072-7112

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cain, Keith

Permit Number: 0018-8291

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cain, Samuel

Permit Number: 0008-2670

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1211 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cain, William

Permit Number: 0011-8795

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calabrese, Anthony

Permit Number: 6308-0734

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calamari, Amily

Permit Number: 0034-4305

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calandra, Joseph

Permit Number: 0086-7370

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calderini, Jessica

Permit Number: 3379-3516

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calderon-Guthe, Klara

Permit Number: 0101-4517

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caldwell, Jeffrey

Permit Number: 0055-9390

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caldwell, Jonathan

Permit Number: 8057-4122

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caldwell, Ryan

Permit Number: 0018-8829

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callahan, Jackson

Permit Number: 0073-3613

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callahan, Kristen

Permit Number: 2367-1428

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callas, Taylor

Permit Number: 0059-0679

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callaway, Andrew

Permit Number: 0018-9131

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calles, Rodrigo

Permit Number: 0018-7353

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callicutt, Eric

Permit Number: 0034-3605

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callicutt, Hunter

Permit Number: 3489-6951

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Callison, Thomas

Permit Number: 8905-5056

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calloway, Kinsley

Permit Number: 1288-3211

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calloway, Octavia

Permit Number: 0084-7245

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Calvert, Nathaniel

Permit Number: 0030-6795

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Camacho, Joseph

Permit Number: 0030-6926

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Camacho, Tre

Permit Number: 4352-9268

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Camara, Jessica

Permit Number: 0011-4858

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Camastro, Michael

Permit Number: 9065-0197

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cameron, Brenton

Permit Number: 1579-9387

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cameron, William

Permit Number: 0018-9422

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cameron, William

Permit Number: 0061-2755

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Camp, Caleb

Permit Number: 4570-1678

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campa, Brett

Permit Number: 0061-2757

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Bradley

Permit Number: 0061-2759

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Brian

Permit Number: 0019-0366

School Date Instrument Effective Expiration

06/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/17/2020 06/17/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Carnell

Permit Number: 0077-7901

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Chad

Permit Number: 1013-4307

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Derick

Permit Number: 0075-6536

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Durwood

Permit Number: 0011-2417

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Dustin

Permit Number: 0075-9469

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Jeffery

Permit Number: 2914-5611

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Jordan

Permit Number: 0011-1527

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Junior

Permit Number: 0011-1173

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Kristopher

Permit Number: 0081-8533

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Rawle

Permit Number: 0061-2760

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1252 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Sarah

Permit Number: 6397-3305

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1253 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Travis

Permit Number: 0091-5091

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1254 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Tyler

Permit Number: 0030-7591

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1255 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campbell, Zachary

Permit Number: 5219-8924

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1256 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campos, Evelyn

Permit Number: 0019-0603

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1257 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Campos, Yonny

Permit Number: 0071-6412

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1258 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canada, Michael

Permit Number: 0101-8134

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1259 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canaday, Tyler

Permit Number: 0074-9623

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1260 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canady, Christopher

Permit Number: 0061-2761

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1261 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canady, Latisha

Permit Number: 0011-1131

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1262 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canipe, Adam

Permit Number: 1628-7177

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1263 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canipe, Jeffery

Permit Number: 0056-6493

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1264 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cannaday, Robert

Permit Number: 0019-0826

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1265 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cannady, Hugh

Permit Number: 0019-0897

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1266 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cannady, Stephen

Permit Number: 3159-3660

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1267 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cannon, Macy

Permit Number: 0080-2385

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1268 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cannon, William

Permit Number: 0071-6413

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1269 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Canter, Bobby

Permit Number: 0030-7592

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1270 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cantrell, Cole

Permit Number: 0084-5015

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1271 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cantrell, Jonathan

Permit Number: 0030-8468

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1272 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cantrell, Ruth

Permit Number: 0097-7761

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1273 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cape, Charles

Permit Number: 0059-4419

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1274 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cape, Matthew

Permit Number: 0019-1398

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1275 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Capps, Christian

Permit Number: 0059-6599

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1276 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Capps, Christopher

Permit Number: 0019-1504

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1277 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Capps, Nathan

Permit Number: 0087-3751

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1278 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Capps, Patrick

Permit Number: 0019-1525

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1279 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Capps, Samuel

Permit Number: 6032-6375

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1280 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carawan, William

Permit Number: 0091-3394

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1281 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carden, John

Permit Number: 0019-1842

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1282 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cardenas, Kevin

Permit Number: 0806-6797

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1283 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cardin, Kevin

Permit Number: 8264-7972

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1284 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cardwell, Jacob

Permit Number: 8795-1556

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1285 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carlberg, Lawrence

Permit Number: 8651-0703

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1286 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carlisle, William

Permit Number: 0019-2176

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1287 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carlock, Christopher

Permit Number: 7876-5284

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1288 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carlson, Adam

Permit Number: 0019-2231

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1289 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carlton, Zackery

Permit Number: 0086-2298

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1290 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carney, De'Mikel

Permit Number: 0618-9343

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1291 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caron, Michael

Permit Number: 0172-0152

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1292 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Adam

Permit Number: 0007-9732

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1293 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Adam

Permit Number: 3777-7692

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1294 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Anthony

Permit Number: 0019-2989

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1295 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Brandon

Permit Number: 8172-6790

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1296 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Bryan

Permit Number: 0069-9985

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

08/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2021 08/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1297 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Christopher

Permit Number: 0019-2995

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1298 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Harold

Permit Number: 0009-8243

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Myra

Permit Number: 0012-0356

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Steven

Permit Number: 0011-7598

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carpenter, Steven

Permit Number: 0044-5228

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carr, Ryan

Permit Number: 4651-4435

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1303 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carr, Welton

Permit Number: 9028-8813

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carraway, Robert

Permit Number: 0065-1021

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carrero, Mary

Permit Number: 2685-1957

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carrillo-Orrego, Isrrael

Permit Number: 0106-1345

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Charles

Permit Number: 0006-6484

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Clinton

Permit Number: 0019-3754

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, David

Permit Number: 2840-3887

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Fredrick

Permit Number: 0019-3777

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Jeremy

Permit Number: 0065-1019

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Julie

Permit Number: 8033-0517

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Peggy

Permit Number: 0019-8789

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Roy

Permit Number: 0065-1022

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Sarah

Permit Number: 0064-9087

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Travis

Permit Number: 0086-9011

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carroll, Travis

Permit Number: 0095-2549

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carson, Michael

Permit Number: 0019-3899

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carson, Robert

Permit Number: 0019-3954

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carson, William

Permit Number: 0040-2657

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carswell, Amante

Permit Number: 0099-4130

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carswell, Benjamin

Permit Number: 0006-3442

School Date Instrument Effective Expiration

10/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/02/2020 10/02/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carswell, Carson

Permit Number: 6153-3246

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carswell, Hunter

Permit Number: 8073-1160

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carswell, Seth

Permit Number: 0101-8474

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Aaron

Permit Number: 1065-9432

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Adam

Permit Number: 0019-4902

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Andrew

Permit Number: 0079-6739

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Bobby

Permit Number: 0019-4541

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Chandler

Permit Number: 1258-2372

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Christopher

Permit Number: 0008-2671

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Daniel

Permit Number: 0102-4811

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Deon

Permit Number: 0019-5216

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Dillon

Permit Number: 0066-5907

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Edgar

Permit Number: 0011-0321

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Emily

Permit Number: 0070-7365

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Janice

Permit Number: 3546-5999

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Jason

Permit Number: 0059-3098

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Jeffrey

Permit Number: 3380-3173

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Jeremy

Permit Number: 0058-4159

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Norman

Permit Number: 0006-3371

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Norman

Permit Number: 2854-9780

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Riccardo

Permit Number: 0011-2044

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Robert

Permit Number: 0019-4729

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Sharra

Permit Number: 0006-2767

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Stephen

Permit Number: 0085-8255

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Stephen

Permit Number: 5228-2145

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1348 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Taylor

Permit Number: 0019-5261

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1349 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Timothy

Permit Number: 9732-4226

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1350 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carter, Victoria

Permit Number: 0082-5288

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1351 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cartrette, Hunter

Permit Number: 8934-9894

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1352 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cartwright, Michael

Permit Number: 8008-5716

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1353 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carver, Jared

Permit Number: 0079-5319

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carver, Jeremy

Permit Number: 0019-5768

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1355 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carver, Matthew

Permit Number: 0011-2637

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carver, Randall

Permit Number: 0077-9046

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Carver, Timothy

Permit Number: 7821-7233

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1358 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cary, Christopher

Permit Number: 5704-0787

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1359 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casas, Richard

Permit Number: 0071-9012

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1360 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casasanto, Mia

Permit Number: 1313-2083

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1361 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Case, Chad

Permit Number: 0006-6587

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1362 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Case, Tylan

Permit Number: 4787-3555

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1363 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casey, Christopher

Permit Number: 0019-6183

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1364 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casey, Ian

Permit Number: 0077-7903

School Date Instrument Effective Expiration

01/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/28/2021 01/28/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1365 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casey, Kelby

Permit Number: 7063-2070

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1366 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cash, Alexander

Permit Number: 2396-8691

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1367 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cash, Isaac

Permit Number: 0749-5394

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1368 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cash, Jason

Permit Number: 0019-6342

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1369 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cash, Sheena

Permit Number: 0019-8027

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1370 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cashwell, Jared

Permit Number: 0101-1956

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1371 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casiano, Joshua

Permit Number: 6954-6895

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1372 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caskaddon, David

Permit Number: 0061-4126

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caskey, Lucas

Permit Number: 0075-6540

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1374 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caskey, Perry

Permit Number: 0019-6520

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1375 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casner, Scott

Permit Number: 0019-6549

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1376 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cason, Luke

Permit Number: 0607-0086

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1377 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cason, Timothy

Permit Number: 0019-6551

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1378 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casperson, Brandy

Permit Number: 0085-4617

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1379 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cassady, Cale

Permit Number: 0066-3748

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1380 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cassidy, Dylan

Permit Number: 2324-4293

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castaneda, Andres

Permit Number: 0019-6645

School Date Instrument Effective Expiration

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castaneda, Antonio

Permit Number: 8404-6040

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casteel, Billy

Permit Number: 7826-6184

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Casteen, Jason

Permit Number: 0019-6714

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castellano, Lee

Permit Number: 0093-2231

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castillo, Sergio

Permit Number: 0087-9674

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castro, Eric

Permit Number: 0087-8861

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castro, Kenny

Permit Number: 0011-8738

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castro, Michael

Permit Number: 0011-3176

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Castronovo, Philip

Permit Number: 3289-9754

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Catchings, Iasha

Permit Number: 1937-9819

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cates, Brian

Permit Number: 8264-4017

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cates, Ricky

Permit Number: 0011-4031

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Catherwood, Grady

Permit Number: 0019-7074

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caton, James

Permit Number: 0056-2519

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudill, Evan

Permit Number: 0071-8787

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1397 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudill, Joel

Permit Number: 0067-9440

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1398 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudill, Matthew

Permit Number: 2104-5192

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1399 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudill, Randy

Permit Number: 0059-3366

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1400 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudle, Donald

Permit Number: 0038-2815

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1401 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caudle, Miles

Permit Number: 6234-9599

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1402 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caulder, Jason

Permit Number: 0011-4995

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Causby, Charles

Permit Number: 0074-4815

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Causby, Nicholas

Permit Number: 0035-2958

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Causey, Cornell

Permit Number: 2967-7322

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Causey, Russell

Permit Number: 3819-1973

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cavalear, Matthew

Permit Number: 0043-8622

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cave, Jessika

Permit Number: 0057-0182

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cave, Robert

Permit Number: 8842-8876

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Caviness, Stephen

Permit Number: 0069-5562

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cayco, Ceon

Permit Number: 0065-1026

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1412 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cayton, Joshua

Permit Number: 0090-8162

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cazares, Pedro

Permit Number: 0067-4913

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ceballos-Peralta, Leomar

Permit Number: 1026-7118

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ceja, Jose

Permit Number: 8037-8157

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1416 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cerbone, Marc

Permit Number: 0065-1027

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cervantes Gaona, Jose

Permit Number: 6768-1723

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1418 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cesena, Brennan

Permit Number: 0019-8028

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1419 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chaanine, Elizabeth

Permit Number: 0085-0278

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chaghatzbanian, Aram

Permit Number: 8466-3951

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1421 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chamberland, Peter

Permit Number: 2318-4643

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1422 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chambers, Andrew

Permit Number: 0080-3373

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1423 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chambers, Brock

Permit Number: 0020-5256

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chambers, Dequan

Permit Number: 0065-2626

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1425 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chambers, George

Permit Number: 3047-3896

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1426 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chamblee, Curtis

Permit Number: 9479-7754

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1427 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chance, Justin

Permit Number: 0020-5562

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1428 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chandler, Christopher

Permit Number: 0020-5660

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chandler, Frederick

Permit Number: 0069-3787

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chandler, Jason

Permit Number: 0020-5685

School Date Instrument Effective Expiration

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1431 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chandler, Marshall

Permit Number: 0057-7896

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1432 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chandler, Wesley

Permit Number: 7161-7512

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1433 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chaney, Dillion

Permit Number: 0687-4068

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1434 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chapman, John

Permit Number: 0065-2627

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chapman, Jonathan

Permit Number: 1051-9417

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chapman, Jordan

Permit Number: 0011-1117

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1437 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chapman, Tyler

Permit Number: 0006-2768

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1438 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chapman, Willie

Permit Number: 0086-4169

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1439 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chappell, Benjamin

Permit Number: 0065-2628

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1440 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chappell, Dillon

Permit Number: 0069-0231

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1441 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chappell, James

Permit Number: 0020-6224

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1442 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chappell, Mark

Permit Number: 0020-6272

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1443 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Charbonneau, Randolph

Permit Number: 0082-6439

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Charles, Zachari

Permit Number: 0066-4937

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1445 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Charlton, Joshua

Permit Number: 0060-1753

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chase, Brooke

Permit Number: 5125-2938

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

05/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chase, Karen

Permit Number: 0010-8322

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chase, Tyler

Permit Number: 0080-3379

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chastain, Britt

Permit Number: 0061-2764

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chastain, Devlin

Permit Number: 8104-6182

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chastain, Tony

Permit Number: 0020-6453

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavez, Jesse

Permit Number: 0065-2631

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavez, Julio

Permit Number: 3790-9226

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavez-Mejia, Jose

Permit Number: 6801-5565

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavez-Mendez, Eduardo

Permit Number: 2275-7925

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, Demario

Permit Number: 0031-4686

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, John

Permit Number: 0020-6711

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, Kevinkole

Permit Number: 0074-9626

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, Michael

Permit Number: 0065-2632

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, Scottie

Permit Number: 0020-6755

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chavis, Trent

Permit Number: 0020-6730

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cheek, Chas

Permit Number: 0058-0935

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cheeks, Charles

Permit Number: 0065-2633

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chehaitli, Ali

Permit Number: 0065-2634

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chekelelee, Bryan

Permit Number: 0040-2424

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chekelelee, Dewitt

Permit Number: 0020-7049

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chelenza, Nicholas

Permit Number: 0020-7051

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cheney, Luke

Permit Number: 8441-9254

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cheng, Vincent

Permit Number: 4063-0126

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chernoff, Ryan

Permit Number: 0011-3723

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cherry, Devin

Permit Number: 0065-2635

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cherry, Erica

Permit Number: 0059-0120

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cherry, John

Permit Number: 0087-4474

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cherry, Malcolm

Permit Number: 0099-7512

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chesser, Dale

Permit Number: 0020-7324

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chestnut, Scott

Permit Number: 0030-7967

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chewning, Clifford

Permit Number: 0020-7393

School Date Instrument Effective Expiration

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chiarolanzio, Adam

Permit Number: 0067-3956

School Date Instrument Effective Expiration

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childers, James

Permit Number: 2776-8204

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childers, Wesley

Permit Number: 9341-9482

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childres, Michael

Permit Number: 0065-2636

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childress, Cody

Permit Number: 9944-0877

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childress, Joshua

Permit Number: 0024-2069

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Childress, Zeffrey

Permit Number: 0024-5441

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chilton, Andrew

Permit Number: 0020-7820

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

07/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chilton, Ronnie

Permit Number: 0010-8343

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chinnici, James

Permit Number: 0020-7899

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

07/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chippewa, Timothy

Permit Number: 0019-8168

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chirino, Juan

Permit Number: 0006-0815

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chism, Matthew

Permit Number: 0019-9103

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1491 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chitwood, Kenneth

Permit Number: 2600-7113

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1492 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cho, Charles

Permit Number: 0058-5098

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1493 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chopski, John

Permit Number: 9680-5222

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1494 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chrismon, Jason

Permit Number: 0098-3946

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1495 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christian, Anthony

Permit Number: 0040-2594

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1496 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christian, Charles

Permit Number: 0024-7499

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christiansen, Charles

Permit Number: 2449-7453

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christie, Grady

Permit Number: 0020-8336

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christie, Kiefer

Permit Number: 0078-4576

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1500 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christie, Timothy

Permit Number: 0011-4101

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christmas, Alexander

Permit Number: 0059-4421

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1502 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Christy, Sheldon

Permit Number: 0020-8463

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Chunn, David

Permit Number: 0013-9352

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, Aaron

Permit Number: 5529-0264

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, Charles

Permit Number: 0014-2666

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1506 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, David

Permit Number: 0020-8629

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1507 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, Joshua

Permit Number: 0020-8777

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1508 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, Larry

Permit Number: 0018-0217

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Church, Taylor

Permit Number: 0024-6212

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1510 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Churchill, Evan

Permit Number: 0095-9866

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1511 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ciccone, Edward

Permit Number: 2021-0151

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1512 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cicio, Melissa

Permit Number: 0012-0357

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1513 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ciminna, Daniel

Permit Number: 0035-3216

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1514 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cinal, Phillip

Permit Number: 0070-6143

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1515 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cirillo, Steven

Permit Number: 0020-8896

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1516 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cirone, Sean

Permit Number: 8940-0972

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1517 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Claiborne, Hannah

Permit Number: 0075-3204

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1518 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clamp, Thomas

Permit Number: 7615-6617

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1519 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clancy, David

Permit Number: 0006-6762

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1520 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clapp, Timothy

Permit Number: 0011-3888

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1521 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Andrew

Permit Number: 2801-8601

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1522 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Benjamin

Permit Number: 0020-9540

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Cassidy

Permit Number: 0097-2599

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Charles

Permit Number: 0064-9841

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Christopher

Permit Number: 0065-2637

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Christopher

Permit Number: 0083-4661

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Christopher

Permit Number: 3721-4573

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, David

Permit Number: 0005-9297

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Demetrius

Permit Number: 0021-0017

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Dustin

Permit Number: 0011-0601

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Jacob

Permit Number: 0076-9111

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Jacob

Permit Number: 1794-7572

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, James

Permit Number: 8645-6111

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1534 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Javon

Permit Number: 0005-9582

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1535 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Johnny

Permit Number: 0020-9378

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Jonathan

Permit Number: 0020-9984

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Joseph

Permit Number: 0102-5527

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1538 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Justin

Permit Number: 0084-2468

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Melissa

Permit Number: 0005-9601

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1540 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Robert

Permit Number: 0020-9277

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Robert

Permit Number: 0020-9384

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Russell

Permit Number: 0021-0071

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Samuel

Permit Number: 0006-0424

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Shannon

Permit Number: 0059-0699

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Shead

Permit Number: 6162-4883

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Sydney

Permit Number: 6270-3347

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clark, Veronica

Permit Number: 5716-3596

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clawson, Byron

Permit Number: 0021-0425

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clay, Clinton

Permit Number: 0065-2638

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clay, Gabriel

Permit Number: 6194-2211

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clay, Zachary

Permit Number: 0005-9450

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clayton, Alexander

Permit Number: 2371-2101

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clayton, Joseph

Permit Number: 6594-2388

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clayton, Leshea

Permit Number: 0008-5258

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clayton, Paul

Permit Number: 0065-2639

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clayton, Ted

Permit Number: 0095-1618

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cleary, Katherine

Permit Number: 1940-2936

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cleary, Sean

Permit Number: 0021-0920

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clegg, Brian

Permit Number: 3283-9434

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clemens, Mark

Permit Number: 0060-2960

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clemente, Jason

Permit Number: 5122-4022

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clements-Lyons, Sherwood

Permit Number: 0021-1123

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clemmons, Dylan

Permit Number: 4181-9699

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clifton, Brian

Permit Number: 0021-1515

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clifton, David

Permit Number: 0021-1553

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Charles

Permit Number: 0034-4949

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Christopher

Permit Number: 0065-2640

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, David

Permit Number: 0024-7367

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Justin

Permit Number: 9632-7864

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Mark

Permit Number: 0021-1688

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Tiffany

Permit Number: 0035-2960

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cline, Wesley

Permit Number: 0102-1855

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cloer, Jonathan

Permit Number: 0069-9986

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cloer, Thomas-Ross

Permit Number: 0084-9153

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cloninger, Taylor

Permit Number: 0087-3089

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Closs, Kendall

Permit Number: 5318-5051

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Clower, Jared

Permit Number: 0071-0356

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coats, Brandon

Permit Number: 0021-2613

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coats, Kirby

Permit Number: 7374-4238

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coats, Logan

Permit Number: 6852-2622

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cobb, Jodie

Permit Number: 0021-2759

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cobb, Ralph

Permit Number: 0005-9435

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cobeo, Maizul

Permit Number: 0023-8697

School Date Instrument Effective Expiration

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1584 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coburn, Alyssa

Permit Number: 1258-6157

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cochran, Jonathan

Permit Number: 0021-3289

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cochran, Michael

Permit Number: 0021-3156

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cochran, Travis

Permit Number: 0065-2641

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cockerham, Joshua

Permit Number: 0065-2642

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cockman, Christopher

Permit Number: 0021-3317

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cody, Jared

Permit Number: 0082-3665

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1591 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cody, Jonathan

Permit Number: 0065-2643

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1592 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coe, Christian

Permit Number: 0065-0501

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coe, Noah

Permit Number: 0082-6449

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1594 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coeburn, Cody

Permit Number: 1518-7756

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1595 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coffey, Brandon

Permit Number: 0018-0097

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1596 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coffey, Mark

Permit Number: 0019-8030

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coffey, Myron

Permit Number: 0065-2644

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1598 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coffey, Nolan

Permit Number: 0080-0367

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cogburn, Matthew

Permit Number: 0020-0875

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cogdill, Richard

Permit Number: 0024-7236

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coggins, Kelly

Permit Number: 0065-2645

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coggins, Madeline

Permit Number: 4219-1320

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1603 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coghill, Robert

Permit Number: 0006-0810

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cohen, David

Permit Number: 0022-7688

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cohn, Steven

Permit Number: 0038-1893

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coker, Elliott

Permit Number: 0021-3892

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colbert, Cody

Permit Number: 0069-2441

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Blake

Permit Number: 1282-3227

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Christopher

Permit Number: 0086-5339

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Eric

Permit Number: 0102-4109

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Jonathan

Permit Number: 0018-0219

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Karson

Permit Number: 0069-9987

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Nicholas

Permit Number: 6295-8365

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cole, Ryan

Permit Number: 0809-0769

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coleman, Andrew

Permit Number: 1044-8340

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coleman, Benjamin

Permit Number: 0071-4931

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coleman, Tracy

Permit Number: 0065-2646

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coleman, William

Permit Number: 0021-4603

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coles, Jalan

Permit Number: 1539-4905

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coley, Dennis

Permit Number: 0034-2869

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coley, Gerald

Permit Number: 1204-0426

School Date Instrument Effective Expiration

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coley, Michael

Permit Number: 0021-4769

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coley, Noah

Permit Number: 2400-0927

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collie, Robert

Permit Number: 5828-4239

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collier, Charles

Permit Number: 0783-9043

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collier, Isaac

Permit Number: 0065-2647

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collier, Taten

Permit Number: 2422-2008

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Aaron

Permit Number: 0021-5547

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Adam

Permit Number: 0065-2649

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Alexis

Permit Number: 0106-1356

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Amanda

Permit Number: 0061-9848

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Branston

Permit Number: 2796-2514

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Christopher

Permit Number: 0023-8998

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Harold

Permit Number: 0102-4102

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Hunter

Permit Number: 3375-8944

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Jason

Permit Number: 0059-0483

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Jesse

Permit Number: 0043-8555

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1638 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, John

Permit Number: 0012-0358

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1639 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Joseph

Permit Number: 0058-9719

School Date Instrument Effective Expiration

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1640 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Joseph

Permit Number: 6651-5429

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1641 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Michael

Permit Number: 0036-3311

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1642 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Philip

Permit Number: 0021-5077

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1643 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Rachel

Permit Number: 0071-2907

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Scott

Permit Number: 0068-9738

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1645 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collins, Trevor

Permit Number: 0079-4099

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1646 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Collinsworth, James

Permit Number: 0070-6223

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1647 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colon, Danielle

Permit Number: 7863-2200

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1648 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colon, Harold

Permit Number: 2386-3461

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1649 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colon, Joel

Permit Number: 8508-0024

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1650 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colosi, Sean

Permit Number: 3654-0145

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1651 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colquitt, Joseph

Permit Number: 0080-5560

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colson, Eric

Permit Number: 0021-5743

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1653 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coltrain, Brandon

Permit Number: 7955-0172

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1654 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coltrain, Jeremy

Permit Number: 0065-2648

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1655 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Colvin, Corey

Permit Number: 0065-1785

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1656 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Comeaux, Joseph

Permit Number: 6468-0196

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1657 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Comer, Alan

Permit Number: 0021-6228

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1658 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Comer, Jason

Permit Number: 0021-6208

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1659 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Comito, Robert

Permit Number: 6593-6390

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1660 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Commodore, Brian

Permit Number: 0021-6244

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1661 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Compton, Jordan

Permit Number: 0064-7761

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1662 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Comstock, Marcus

Permit Number: 0021-6345

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Condrey, Charles

Permit Number: 0021-6430

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cone, Andy

Permit Number: 0021-6500

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1665 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cone, Garrett

Permit Number: 1941-4188

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1666 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conerly, Richard

Permit Number: 0021-6534

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1667 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conklin, Tyler

Permit Number: 0094-1275

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1668 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conley, Ethan

Permit Number: 0058-2266

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1669 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conley, Michael

Permit Number: 0021-6708

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conley, Preston

Permit Number: 4920-3076

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conner, Jonathan

Permit Number: 0059-2792

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conner, Mark

Permit Number: 0080-3370

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conner, Phillip

Permit Number: 0021-6973

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connick, Grant

Permit Number: 0082-8470

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1675 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connie, Bobby

Permit Number: 0021-7067

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1676 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connie, Larry

Permit Number: 0080-0056

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1677 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Eric

Permit Number: 0006-3936

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Jeffery

Permit Number: 2101-3597

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Joseph

Permit Number: 0021-7125

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1680 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Marc

Permit Number: 3055-0809

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Mickey

Permit Number: 0021-7167

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Connor, Pheap

Permit Number: 0006-2727

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conrad, Darren

Permit Number: 0021-7254

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conrad, Jay

Permit Number: 9418-1432

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1685 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Contas, James

Permit Number: 0008-7256

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1686 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conway, Russell

Permit Number: 0011-1809

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1687 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conway, Timothy

Permit Number: 0021-7434

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1688 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conway, Todd

Permit Number: 0021-7441

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1689 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Conwell, Bradly

Permit Number: 0021-7503

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1690 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Brian

Permit Number: 0024-3885

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Cameron

Permit Number: 1250-8414

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Christopher

Permit Number: 0021-8313

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Jackson

Permit Number: 2074-0973

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Josiah

Permit Number: 7870-2048

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Matthew

Permit Number: 0024-8067

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Meredith

Permit Number: 0018-0371

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Robert

Permit Number: 9653-3444

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Rodney

Permit Number: 0065-2650

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Ryan

Permit Number: 0024-2823

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Sarah

Permit Number: 0081-1098

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Sean

Permit Number: 0055-8402

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cook, Travis

Permit Number: 0057-5663

School Date Instrument Effective Expiration

01/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/26/2021 01/26/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooke, Franklin

Permit Number: 0011-4403

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooke, Jeffrey

Permit Number: 0010-9956

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooke, Joseph

Permit Number: 0021-8335

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooke, Matthew

Permit Number: 0005-9671

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cookston, Brian

Permit Number: 0062-4316

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/09/2021 08/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coon, Eric

Permit Number: 0024-7501

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Donald

Permit Number: 5995-6111

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Ian

Permit Number: 0011-7232

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Isaac

Permit Number: 0065-2651

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Jemal

Permit Number: 4256-0637

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Joshua

Permit Number: 8388-8799

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Martin

Permit Number: 0099-5817

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Patrick

Permit Number: 9970-9150

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cooper, Ross

Permit Number: 0060-1931

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cope, Colin

Permit Number: 1124-4749

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cope, Jonathan

Permit Number: 0024-4136

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Copeland, Heather

Permit Number: 8770-8933

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Copeland, John

Permit Number: 0021-9084

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Copeland, William

Permit Number: 0065-2652

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Copoulos, Michael

Permit Number: 0102-3593

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbalan, Leandro

Permit Number: 0095-9861

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbell, Kevin

Permit Number: 0021-9289

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbell, Michael

Permit Number: 0021-9281

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbett, Christopher

Permit Number: 0075-6542

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbett, Claude

Permit Number: 0021-9344

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbin, Anthony

Permit Number: 0011-0979

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbin, Mark

Permit Number: 0021-9441

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corbitt, Charles

Permit Number: 0101-6776

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cordina, Christopher

Permit Number: 0063-1766

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1732 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Core, Ethan

Permit Number: 0081-4362

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Core, Garrett

Permit Number: 0072-8989

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1734 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corl, Murphy

Permit Number: 0024-6864

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1735 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corliss, Ryan

Permit Number: 0102-3075

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cormicle, Donald

Permit Number: 0008-2674

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corn, Michael

Permit Number: 0087-2124

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cornejo, Elizabeth

Permit Number: 5451-1625

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cornell, Willard

Permit Number: 0021-9818

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cornett, Robert

Permit Number: 0021-9869

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cornwell, Kasey

Permit Number: 0021-9928

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corral, Martin

Permit Number: 3338-1423

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corrales, Tatiana

Permit Number: 0088-0440

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corry, Russell

Permit Number: 0022-0087

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cortese, Ian

Permit Number: 0101-6785

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cortezzo, Louis

Permit Number: 5143-5939

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corthell, Allan

Permit Number: 0022-0127

School Date Instrument Effective Expiration

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Corum, Mark

Permit Number: 0035-3281

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Costa, Jeffrey

Permit Number: 0005-9351

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Costa, Miles

Permit Number: 0056-3309

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Costello, Bryan

Permit Number: 8249-1141

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Costner, Matthew

Permit Number: 0057-5664

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Costner, Vincent

Permit Number: 0022-0267

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotten, James

Permit Number: 0022-0405

School Date Instrument Effective Expiration

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotten, Jonathan

Permit Number: 5052-8714

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotten, Matthew

Permit Number: 0069-3785

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotter, Alyssa

Permit Number: 8638-6759

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotto, Isaiah

Permit Number: 0099-8838

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cotton, Sharlene

Permit Number: 0022-0543

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coughlan, Chelsey

Permit Number: 0020-4554

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coughlan, Kristen

Permit Number: 0092-0859

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coughlin, John

Permit Number: 0700-6897

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Couick, Michael

Permit Number: 0022-0708

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coulter, Tionne

Permit Number: 0070-9319

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Councilman, Harold

Permit Number: 0022-0846

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Councilman, Joel

Permit Number: 0102-5537

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Counts, Jason

Permit Number: 0035-2241

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1768 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Couturier, Bradley

Permit Number: 0075-2247

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covarrubias, Ivan

Permit Number: 0100-9180

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covelli, Anthony

Permit Number: 5855-2789

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covil, Matthew

Permit Number: 0006-2837

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covington, Brandon

Permit Number: 0022-1059

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covington, Chadwick

Permit Number: 0065-2654

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covington, James

Permit Number: 0011-0606

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covington, Jonathan

Permit Number: 0030-8475

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Covington, Tory

Permit Number: 0070-3553

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cowan, Graham

Permit Number: 2277-7076

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cowher, Kathleen

Permit Number: 5268-7548

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cowie, Timothy

Permit Number: 0005-9326

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Alfred

Permit Number: 0022-1917

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Andrew

Permit Number: 0011-3731

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

06/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/30/2021 06/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Anthony

Permit Number: 0010-9957

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Brandon

Permit Number: 0065-2655

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Christopher

Permit Number: 0022-1801

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Christopher

Permit Number: 0024-8562

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Colton

Permit Number: 8334-7617

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Dillon

Permit Number: 0091-7942

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Elizabeth

Permit Number: 0024-0241

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, James

Permit Number: 3419-2689

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Jared

Permit Number: 0022-2170

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, John

Permit Number: 0022-1982

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Joshua

Permit Number: 7308-8888

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Justin

Permit Number: 0022-2176

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Justin

Permit Number: 0065-2656

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Kevin

Permit Number: 0058-3274

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Michael

Permit Number: 7217-9850

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Nathaniel

Permit Number: 0102-3700

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Shayna

Permit Number: 0051-2442

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, William

Permit Number: 0022-1730

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cox, Winson

Permit Number: 6016-0974

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1801 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coy, Marc

Permit Number: 3600-1362

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coyle, Heather

Permit Number: 0011-5685

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coyle, Mark

Permit Number: 0022-2251

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Coyle, Thomas

Permit Number: 0018-0415

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cozart, James

Permit Number: 0071-8559

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crabb, John

Permit Number: 0022-2330

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crabtree, Jacob

Permit Number: 0057-8289

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crabtree, Ricky

Permit Number: 0063-3133

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crabtree, Sonya

Permit Number: 0022-2352

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craft, Brandon

Permit Number: 0011-3890

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craft, Colton

Permit Number: 0061-2768

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craft, Dewayne

Permit Number: 0024-5442

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craft, Logan

Permit Number: 3978-0825

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Adam

Permit Number: 0022-2590

School Date Instrument Effective Expiration

12/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/04/2020 12/04/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Amanda

Permit Number: 6908-1552

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Colton

Permit Number: 0086-0287

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Daniel

Permit Number: 4569-7385

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Joshua

Permit Number: 0065-2657

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Joshua

Permit Number: 2669-3373

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Krista

Permit Number: 0081-3736

School Date Instrument Effective Expiration

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Matthew

Permit Number: 0011-8757

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Patrick

Permit Number: 0099-7507

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Samuel

Permit Number: 6670-3632

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craig, Solana

Permit Number: 0075-3247

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crain, Jerod

Permit Number: 2890-9463

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crainshaw, Scott

Permit Number: 9004-8267

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cramer, Chad

Permit Number: 0056-7310

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cramer, John

Permit Number: 1643-2668

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crane, Bryan

Permit Number: 5983-5638

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crane, Clinton

Permit Number: 0022-2881

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1831 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crane, Joshua

Permit Number: 0065-2658

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 1832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crane, Kevin

Permit Number: 0022-2876

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1833 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cranford, Jason

Permit Number: 5135-6831

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1834 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cranford, Jeremy

Permit Number: 0091-7197

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cranford, Kristen

Permit Number: 0011-8797

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crater, Cameron

Permit Number: 9782-8833

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1837 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crater, Rodney

Permit Number: 0022-3090

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1838 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craven, Andy

Permit Number: 5015-9441

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1839 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craven, Jonathan

Permit Number: 0038-3102

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1840 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craven, Kenyata

Permit Number: 3170-0369

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1841 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craver, David

Permit Number: 0022-3260

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1842 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craver, Felicia

Permit Number: 9451-1819

School Date Instrument Effective Expiration

08/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craver, Justin

Permit Number: 0072-1224

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Craver, Matthew

Permit Number: 6401-2171

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1845 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Brody

Permit Number: 0065-2660

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Cameron

Permit Number: 0101-2764

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Dana

Permit Number: 0022-3280

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1848 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Eric

Permit Number: 0057-5665

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, James

Permit Number: 0066-2161

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1850 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Matthew

Permit Number: 0058-2668

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Thomas

Permit Number: 2903-3286

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1852 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crawford, Tyson

Permit Number: 0065-2659

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crayton, John

Permit Number: 0022-3625

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crayton, Ricky

Permit Number: 0666-0845

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 1855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creasman, John

Permit Number: 8591-7738

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creason, Ronald

Permit Number: 0019-8032

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 1857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Alyssa

Permit Number: 9576-7452

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Andrew

Permit Number: 0019-8685

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Cameron

Permit Number: 0061-8902

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Christina

Permit Number: 2967-6859

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1861 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Justin

Permit Number: 0065-2661

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Richard

Permit Number: 0011-8798

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

01/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creech, Steven

Permit Number: 0058-5101

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creed, Robert

Permit Number: 0011-1529

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Creek, Torry

Permit Number: 0096-7969

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crespo, Saturnino

Permit Number: 0010-9959

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 1867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crespo-Ortiz, Gabriel

Permit Number: 0074-9627

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crews, Jeremy

Permit Number: 0011-2418

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cribb, Brandon

Permit Number: 0024-4787

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cribb, Marcus

Permit Number: 0022-4235

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crider, Brent

Permit Number: 0040-2279

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crilley, Dern

Permit Number: 0096-7983

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Criscoe, Matthew

Permit Number: 0030-7595

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crisp, Evan

Permit Number: 5872-7595

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crisp, Ricky

Permit Number: 0022-4444

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crispin, Christopher

Permit Number: 0059-6347

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crispino, Austin

Permit Number: 0100-0055

School Date Instrument Effective Expiration

12/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2020 12/15/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crissman, Brian

Permit Number: 0022-4511

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crissman, James

Permit Number: 0022-4505

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cristobal, Eduardo

Permit Number: 8910-2224

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cristobal, Michael

Permit Number: 0085-5015

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crocker, Benjamin

Permit Number: 2241-8602

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cromer, Ashley

Permit Number: 0022-4713

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crompton, Seth

Permit Number: 0077-7711

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cronin, Shawn

Permit Number: 0069-3790

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cronk, Aaron

Permit Number: 0084-5026

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crosby, Jeffrey

Permit Number: 1306-1230

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crosby, Tracy

Permit Number: 0012-0360

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cross, Charles

Permit Number: 0020-0581

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cross, Christopher

Permit Number: 0065-2662

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cross, Clinton

Permit Number: 2725-6110

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cross, Michael

Permit Number: 3123-6417

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crossan, Sawyer

Permit Number: 5671-8063

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crossman, Scott

Permit Number: 0011-3867

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crosswhite, Elise

Permit Number: 7618-6509

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crotts, Joseph

Permit Number: 0006-2239

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crotts, Joshua

Permit Number: 0022-5127

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouch, Joe

Permit Number: 4280-2144

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crough, Douglas

Permit Number: 0006-7256

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Eric

Permit Number: 0102-4098

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, James

Permit Number: 0020-0156

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Jason

Permit Number: 0077-2159

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Jeffrey

Permit Number: 9534-5806

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Jonathan

Permit Number: 0022-5200

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Larry

Permit Number: 0022-5221

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crouse, Wade

Permit Number: 0023-8191

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crowder, Earl

Permit Number: 2985-8345

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crowe, Brandon

Permit Number: 1562-6537

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crowe, Danielle

Permit Number: 0005-9653

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crowe, Wesley

Permit Number: 0022-5408

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruden, William

Permit Number: 0444-1501

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crum, Nathan

Permit Number: 0022-5636

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crump, Justin

Permit Number: 0023-9593

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crumpler, Andrew

Permit Number: 0022-5775

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crumpton, Dylan

Permit Number: 0065-2029

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruse, Jordan

Permit Number: 0072-6283

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crusenberry, Donald

Permit Number: 0022-5862

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Crutchfield, Caleb

Permit Number: 6169-5296

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Abigail

Permit Number: 3765-2457

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Alexander

Permit Number: 8475-2105

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Brandon

Permit Number: 0070-3555

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Heather

Permit Number: 0066-0326

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Hector

Permit Number: 2626-9154

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Josue

Permit Number: 4945-0541

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Kelvin

Permit Number: 9014-5315

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cruz, Victor

Permit Number: 0680-0895

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cuddington, Joseph

Permit Number: 0085-4614

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cuevas, David

Permit Number: 0102-8027

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cuff, Donald

Permit Number: 0065-2664

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culberson, Ricky

Permit Number: 0030-9272

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culbreth, David

Permit Number: 0084-8322

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culbreth, Jarrett

Permit Number: 0080-3017

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culin, Kristopher

Permit Number: 0011-5055

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culler, Joseph

Permit Number: 3979-7104

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cullipher, Brian

Permit Number: 0068-9714

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Culp, Adam

Permit Number: 2976-0339

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cummings, William

Permit Number: 0011-5227

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cumston, Bradford

Permit Number: 0059-1860

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cuoco, James

Permit Number: 0092-3804

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Curington, David

Permit Number: 0022-6871

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Currie, Brandon

Permit Number: 0022-7028

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Currie, Stephen

Permit Number: 0097-7759

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Currin, Tyler

Permit Number: 0024-1618

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Curtis, Cachelle

Permit Number: 0030-6628

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Curtis, Dakota

Permit Number: 0485-7832

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Curtis, Matthew

Permit Number: 0081-5187

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Custode, Matthew

Permit Number: 0100-7638

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cutchins, Jordan

Permit Number: 0022-7453

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cutler, Daniel

Permit Number: 0084-3310

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

01/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cutler, James

Permit Number: 5215-4124

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cutler, Thomas

Permit Number: 6152-7930

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cyphers, Coleton

Permit Number: 0024-7371

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Cyrus, William

Permit Number: 3297-2664

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Czako, Kirsten

Permit Number: 0066-2163

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Czysz, Travis

Permit Number: 5710-0508

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dagenhart, Justin

Permit Number: 0022-7732

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daigle, Miranda

Permit Number: 0063-8256

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dail, Jordan

Permit Number: 4168-2972

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dail, Steven

Permit Number: 0022-7812

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dail, Steven

Permit Number: 0022-7816

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dale, Justin

Permit Number: 0056-4210

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dale, Kevin

Permit Number: 0022-7967

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daltroff, Terence

Permit Number: 1520-4457

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 1964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daly, Kyle

Permit Number: 3047-3041

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dalzell, Robert

Permit Number: 5800-6445

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Damber, Hunter

Permit Number: 0006-2757

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dancy, Bradley

Permit Number: 0076-0611

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Danehy, Reed

Permit Number: 3414-3825

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Danes, Larsson

Permit Number: 0077-7053

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Danford, James

Permit Number: 0068-6238

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Danforth, Karl

Permit Number: 3306-6830

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniel, Beau

Permit Number: 0022-8455

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniel, Isaac

Permit Number: 0076-4762

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniel, John

Permit Number: 0065-2665

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Brent

Permit Number: 0022-8776

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Buford

Permit Number: 0022-8665

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Deonte

Permit Number: 3030-6223

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Dillion

Permit Number: 0072-8070

School Date Instrument Effective Expiration

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Tayler

Permit Number: 3914-5142

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, Tiffany

Permit Number: 0011-4089

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 1981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daniels, William

Permit Number: 0667-6745

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Darden, Lee

Permit Number: 0005-9399

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

07/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Darden, Madison

Permit Number: 0084-9849

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Darden, Nevin

Permit Number: 6390-0590

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Darnell, Stephen

Permit Number: 0072-2098

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Darnell, Thomas

Permit Number: 0022-9039

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dasilva, Albano

Permit Number: 6908-6150

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daugherty, Timothy

Permit Number: 8839-9447

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daughtry, Ashley

Permit Number: 0024-7372

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daughtry, Chandler

Permit Number: 2474-4368

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davenport, Elwood

Permit Number: 0070-6146

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davenport, Timothy

Permit Number: 0065-2666

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davenport, William

Permit Number: 0022-9415

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daves, Kendall

Permit Number: 3879-2060

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Daves, Scotty

Permit Number: 0011-4125

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davidson, Michael

Permit Number: 0022-9678

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davidson, Sean

Permit Number: 0022-9683

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davie, Nelson

Permit Number: 0022-9736

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davies, Jack

Permit Number: 3188-8648

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davies, Mark

Permit Number: 0057-9986

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davila, Chaney

Permit Number: 5213-6162

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Austin

Permit Number: 0060-2042

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Austin

Permit Number: 3954-0630

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Benjamin

Permit Number: 0038-1894

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Blake

Permit Number: 1340-3596

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Buddy

Permit Number: 0065-2669

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Charles

Permit Number: 2120-1669

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Christopher

Permit Number: 0006-3447

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

05/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Christopher

Permit Number: 0007-9657

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Christopher

Permit Number: 0019-8036

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Christopher

Permit Number: 0023-2075

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Christopher

Permit Number: 0068-8651

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Colt

Permit Number: 7489-6516

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Connor

Permit Number: 0095-1644

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, David

Permit Number: 0006-3141

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, David

Permit Number: 0065-2672

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, David

Permit Number: 0458-0867

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Demetrice

Permit Number: 1993-2267

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Erin

Permit Number: 0101-1641

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Evan

Permit Number: 0010-9961

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2021 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Garrett

Permit Number: 0006-0072

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2022 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Gerald

Permit Number: 1708-7413

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2023 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Howard

Permit Number: 0022-9870

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2024 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, James

Permit Number: 0061-7409

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, James

Permit Number: 0084-6576

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2026 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jarrett

Permit Number: 0060-1754

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2027 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jeremy

Permit Number: 9536-0764

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2028 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jerry

Permit Number: 0065-2671

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2029 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jonathan

Permit Number: 0011-3782

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2030 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jonathan

Permit Number: 0065-2670

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2031 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Jordan

Permit Number: 7190-6559

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2032 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Karl

Permit Number: 9644-2167

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2033 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Karri

Permit Number: 0091-7181

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/29/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2034 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Katherine

Permit Number: 0102-8000

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2035 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Kenna

Permit Number: 0078-5238

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2036 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Kimberly

Permit Number: 0006-4172

School Date Instrument Effective Expiration

10/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/02/2020 10/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Kyle

Permit Number: 0076-8785

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2038 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Marissa

Permit Number: 0011-8706

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Matthew

Permit Number: 0038-2919

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2040 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Matthew

Permit Number: 1023-9213

School Date Instrument Effective Expiration

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Michael

Permit Number: 0023-1184

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2042 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Nathan

Permit Number: 0190-6413

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2043 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Nathaniel

Permit Number: 0092-0863

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Ronnie

Permit Number: 0011-5229

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2045 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Solomon

Permit Number: 4560-5186

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2046 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Spero

Permit Number: 0065-2668

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Stacey

Permit Number: 0093-2230

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2048 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Stien

Permit Number: 0080-2388

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Tare

Permit Number: 0023-0346

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Tevon

Permit Number: 0085-5008

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2051 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Timothy

Permit Number: 0023-1900

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Timothy Paul

Permit Number: 5464-9354

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Tommy

Permit Number: 0023-0929

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2054 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Tonya

Permit Number: 0023-0770

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Travis

Permit Number: 0031-4526

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Wesley

Permit Number: 9850-0779

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2057 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, William

Permit Number: 0019-9109

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, William

Permit Number: 0869-2332

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Davis, Zachary

Permit Number: 6874-4629

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2060 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dawkins, Darius

Permit Number: 1184-0406

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2061 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dawley, Andrew

Permit Number: 0023-3011

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2062 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Day, Casey

Permit Number: 0059-8941

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Day, Thomas

Permit Number: 0023-3318

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2064 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deal, David

Permit Number: 0012-0363

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2065 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deal, Jacob

Permit Number: 0011-3520

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deal, Jordan

Permit Number: 0067-8170

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deal, Joseph

Permit Number: 6930-1016

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Bradley

Permit Number: 0011-8938

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Brandon

Permit Number: 0023-3742

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Catherine

Permit Number: 0069-0815

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2071 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Hunter

Permit Number: 2733-2092

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2072 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Jeremey

Permit Number: 2640-9265

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2073 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Justin

Permit Number: 0065-9490

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2074 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Kenneth

Permit Number: 0011-3893

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2075 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dean, Richard

Permit Number: 0056-0431

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2076 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deane, Justin

Permit Number: 4015-0352

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2077 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deaner, Richard

Permit Number: 2196-0288

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2078 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deanes, Brian

Permit Number: 0024-1787

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2079 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deardorff, Jerry

Permit Number: 0065-2674

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2080 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deatherage, Joshua

Permit Number: 0147-0715

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2081 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deaton, James

Permit Number: 0023-3950

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2082 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deaton, Randy

Permit Number: 0024-9440

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2083 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deaton, William

Permit Number: 0020-0877

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2084 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeBerry, Jordan

Permit Number: 9861-3162

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2085 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeBonis, Cyndi

Permit Number: 0105-7688

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2086 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Decarolis, Elisa

Permit Number: 0084-8631

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2087 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Decker, Alexander

Permit Number: 5150-9528

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2088 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeCotis, Darryll

Permit Number: 0024-9742

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2089 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dee, Jason

Permit Number: 0024-9816

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2090 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deel, Markus

Permit Number: 0089-1052

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2091 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deel, Robbie

Permit Number: 7595-8912

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2092 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deeney, James

Permit Number: 0024-9838

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2093 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deering, Kaitlyn

Permit Number: 9897-2364

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2094 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dees, William

Permit Number: 0065-2675

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2095 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deese, Benjamin

Permit Number: 0025-0038

School Date Instrument Effective Expiration

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2096 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deese, Joshua

Permit Number: 0068-6513

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2097 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Degler, Aspen

Permit Number: 5086-5287

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2098 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Degraff, John-Joseph

Permit Number: 0079-6740

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2099 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeHart, Byron

Permit Number: 0306-4546

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2100 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dehaven, Michael

Permit Number: 0019-8174

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2101 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dehn, Hailey

Permit Number: 9868-8616

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2102 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deitz, Rocky

Permit Number: 0025-0197

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2103 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dekker, Andrew

Permit Number: 0092-0873

School Date Instrument Effective Expiration

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2104 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delaney, Scott

Permit Number: 5132-9287

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2105 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delany, John

Permit Number: 7684-6166

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2106 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeLapp, James

Permit Number: 7275-5054

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2107 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delcastilho, Derek

Permit Number: 0025-0345

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2108 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delf, Brandon

Permit Number: 0086-6038

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2109 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delgado, Natalia

Permit Number: 8184-4689

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2110 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dell, Timothy

Permit Number: 0025-0450

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2111 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dellinger, Danny

Permit Number: 0038-1895

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2112 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dellinger, Sam

Permit Number: 0091-3434

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2113 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delmonte, Joey

Permit Number: 0098-3721

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deloatch, Mitchell

Permit Number: 0084-0854

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2115 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeLorme, Sandra

Permit Number: 0006-0827

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Delsignore, Michael

Permit Number: 6076-7980

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dely, Michael

Permit Number: 4485-2783

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Demarest, Jeffrey

Permit Number: 9279-9086

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Demello, Kristy

Permit Number: 0022-2076

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeMello, Robert

Permit Number: 0025-0801

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Demera, Jaime

Permit Number: 0065-7523

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dempsey, Bryan

Permit Number: 2101-0006

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dempsey, David

Permit Number: 0019-8175

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2124 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeMuth, Ariel

Permit Number: 6856-9116

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Demuth, Bradley

Permit Number: 0070-3556

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denning, Kristin

Permit Number: 0565-2407

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denning, Rebekah

Permit Number: 0006-2379

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dennis, Brant

Permit Number: 0749-9332

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dennis, Dakota

Permit Number: 0158-1585

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dennis, Jessica

Permit Number: 0080-5548

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dennis, Michael

Permit Number: 0081-6470

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2132 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dennis, Robert

Permit Number: 0065-2676

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denny, Micah

Permit Number: 0065-2677

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denny, Travis

Permit Number: 0058-2559

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denoble, Victor

Permit Number: 0045-8038

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denotter, Jonathan

Permit Number: 0025-1369

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Denton, Devin

Permit Number: 7799-1965

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Depoyster, Andrew

Permit Number: 0065-2678

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dercola, Patrick

Permit Number: 3614-9066

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Derrick, Jonathan

Permit Number: 0011-3048

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeSantis, Michael

Permit Number: 0024-3456

School Date Instrument Effective Expiration

01/27/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/27/2021 01/27/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Desantis, Stacey

Permit Number: 0038-1700

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeSare, Joseph

Permit Number: 0098-9674

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Descourouez, David

Permit Number: 0025-1799

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Deshaies, David

Permit Number: 0060-2387

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Destefano, Jeremy

Permit Number: 0078-6845

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Destefano, Michael

Permit Number: 0055-8401

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeStefano, Rhian

Permit Number: 0061-7453

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Devaney, Donovan

Permit Number: 1273-3113

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DeVaughn, Jeremy

Permit Number: 0065-2679

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Devlin, Theodore

Permit Number: 0057-5672

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dewyngaert, Timothy

Permit Number: 1550-8694

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dial, Bailey

Permit Number: 8171-7973

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dial, Robert

Permit Number: 0025-2238

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dias, Felipe

Permit Number: 4558-6223

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dias, Gustavo

Permit Number: 0095-1621

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dias, Sheshanna

Permit Number: 0095-9853

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diaz Velit, Enrique

Permit Number: 9932-8552

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diaz, Rick

Permit Number: 6407-3248

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diaz, Ronald

Permit Number: 0012-9349

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dibella, John

Permit Number: 0102-8005

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DiBenedetto, Nicholas

Permit Number: 3951-6729

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diberardino, David

Permit Number: 0091-3427

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DiCicco, Jonathan

Permit Number: 0086-4407

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dick, Daniel

Permit Number: 2650-2985

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dick, James

Permit Number: 0068-8017

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dickens, Daniel

Permit Number: 1686-0813

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dickens, Kyle

Permit Number: 0024-4788

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dickey, Eric

Permit Number: 0011-0333

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dickey, Zachary

Permit Number: 7638-2428

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dickinson, Jesse

Permit Number: 0025-2676

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dieffenderfer, Caroline

Permit Number: 0101-0040

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diehl, Gregory

Permit Number: 0059-8005

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2174 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dietrich, Alex

Permit Number: 0035-3757

School Date Instrument Effective Expiration

01/27/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/27/2021 01/27/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2175 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dietrich, Kyle

Permit Number: 0066-5572

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2176 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dietz, Dwayne

Permit Number: 5498-2991

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2177 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diezel, Samuel

Permit Number: 0682-8655

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2178 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Diggs, Stephen

Permit Number: 0059-0333

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2179 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dilday, James

Permit Number: 0025-3021

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2180 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dill, Carl

Permit Number: 0239-8199

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2181 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dillard, Matthew

Permit Number: 0075-1439

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2182 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dillard, Samuel

Permit Number: 0069-2444

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2183 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dilling, Kyle

Permit Number: 6194-0423

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2184 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dillinger, Timothy

Permit Number: 0065-2680

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2185 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dillon, Robert

Permit Number: 0005-9348

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2186 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dills, Gregory

Permit Number: 0025-3210

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2187 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dills, Richard

Permit Number: 0024-7942

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2188 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dilorenzo-Cortes, Monique

Permit Number: 0056-8752

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2189 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dilworth, Francis

Permit Number: 0011-2419

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2190 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dime, Mouhamadou

Permit Number: 0087-0043

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2191 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DiMichele, Andre

Permit Number: 0083-0025

School Date Instrument Effective Expiration

09/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/04/2020 09/04/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2192 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dimino, Louis

Permit Number: 0095-5288

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2193 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dingler, Jeremy

Permit Number: 0025-3311

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2194 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DiVitantonio, Paul

Permit Number: 5080-2622

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2195 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dix, Evan

Permit Number: 0078-3220

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2196 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Arron

Permit Number: 7851-6439

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2197 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Darin

Permit Number: 0101-4512

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2198 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, James

Permit Number: 7465-1537

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2199 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Jenny

Permit Number: 0055-8666

School Date Instrument Effective Expiration

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2200 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Jerry

Permit Number: 0012-0365

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2201 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Jordan

Permit Number: 0083-3367

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2202 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Mark

Permit Number: 0046-0748

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2203 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Steven

Permit Number: 0011-4405

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2204 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Steven

Permit Number: 2920-2388

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2205 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Tevin

Permit Number: 0010-2909

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixon, Tony

Permit Number: 8284-8284

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2207 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dixson, Philip

Permit Number: 0025-4042

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2208 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dobbins, David

Permit Number: 0040-2595

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2209 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dobra, Larry

Permit Number: 0084-9838

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dobson, Dustin

Permit Number: 0084-6605

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2211 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dockery, Justin

Permit Number: 0102-9167

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2212 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodd, Jarod

Permit Number: 0084-9851

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2213 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodd, Jerry

Permit Number: 7634-2985

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2214 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodd, Steven

Permit Number: 0030-7596

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2215 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodds, Bernard

Permit Number: 0098-3714

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2216 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodge, David

Permit Number: 0087-5364

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2217 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodson, James

Permit Number: 0012-2195

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2218 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dodson, Michael

Permit Number: 0025-4467

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2219 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doherty, Kevin

Permit Number: 6057-5220

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2220 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dohmann, Jacob

Permit Number: 2624-7671

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2221 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dolin, Jordan

Permit Number: 0060-6288

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dombrowski, David

Permit Number: 0025-4772

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2223 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dominguez Juarez, Michael

Permit Number: 1999-1202

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2224 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dominguez, Hector

Permit Number: 2694-5285

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Donahue, Meg

Permit Number: 0040-2670

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Donahue, Sean

Permit Number: 0045-3480

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Donaldson, Cameron

Permit Number: 0091-7195

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Donegain, Larry

Permit Number: 0024-3057

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doody, Dennis

Permit Number: 0057-0183

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dooley, John

Permit Number: 0084-5014

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doran, Jeffrey

Permit Number: 7233-9410

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorando, Melissa

Permit Number: 0063-8939

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorman II, James

Permit Number: 0085-6560

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorner, Jacob

Permit Number: 0059-8942

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorris, Alan

Permit Number: 0066-4939

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorsey, James

Permit Number: 0025-5184

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorsey, Ronald

Permit Number: 0064-6318

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dorty, Henry

Permit Number: 0025-5211

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doshen, Joshua

Permit Number: 0307-4591

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doss, Andrew

Permit Number: 0065-2681

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doss, Cameron

Permit Number: 6403-4243

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doss, Clayton

Permit Number: 0019-9110

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doster, Timothy

Permit Number: 0006-1315

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doston, Jeremy

Permit Number: 0065-2682

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doty, Christopher

Permit Number: 0025-5365

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doub, Thomas

Permit Number: 0067-2244

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doughtie, Tyler

Permit Number: 0019-8686

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Douglas, David

Permit Number: 0077-4104

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Douglas, Glen

Permit Number: 6141-3926

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dover, Anthony

Permit Number: 0011-9900

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dover, Jonathan

Permit Number: 1695-7433

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dover, Skyler

Permit Number: 0024-7590

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dover, Wayne

Permit Number: 0086-1285

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dow, George

Permit Number: 0023-5066

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowd, Ralph

Permit Number: 0006-2073

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowdle, Joshua

Permit Number: 0025-5908

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowdy, Richard

Permit Number: 0012-0366

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowell, Alan

Permit Number: 0025-6035

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowell, Casey

Permit Number: 0025-6044

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dowell, Mark

Permit Number: 0062-1551

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Downey, Tonya

Permit Number: 0750-4108

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Downing, Marlos

Permit Number: 5265-5733

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Downs, Brandon

Permit Number: 0104-3200

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doxsie, Megan

Permit Number: 0024-1891

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Doyle, Michael

Permit Number: 0087-8865

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dragowski, Patrick

Permit Number: 0025-6446

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drake, Andrew

Permit Number: 7765-2651

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drake, Jennifer

Permit Number: 0024-2392

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drake, Matthew

Permit Number: 0065-2683

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drake, Matthew

Permit Number: 0086-2305

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2271 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drake, Nathanial

Permit Number: 0034-2176

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2272 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drew, William

Permit Number: 0084-0864

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Driver, Cameron

Permit Number: 3329-7491

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Driver, Ina

Permit Number: 0024-4790

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Driver, William

Permit Number: 0024-6219

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drum, Jeffrey

Permit Number: 0025-6981

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drumm, Kimberly

Permit Number: 0023-8350

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drummond, Adrienne

Permit Number: 3314-8741

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dry, Andrew

Permit Number: 9227-0390

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Drye, Tammy

Permit Number: 0077-2176

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duckworth, Christopher

Permit Number: 7885-6637

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duckworth, Stephen

Permit Number: 0006-7995

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dudley, Mitchell

Permit Number: 0056-5599

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dudley, Roy

Permit Number: 0065-2684

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dueitt, Phillip

Permit Number: 3143-1154

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duff, Ashley

Permit Number: 0011-9607

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duff, Jamie

Permit Number: 0025-7571

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duff, Katherine

Permit Number: 2444-9428

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duff, Tyler

Permit Number: 0694-7559

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dufrane, Gladys

Permit Number: 0064-6321

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: DuFresne, Austin

Permit Number: 6766-7281

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dugan, Dane

Permit Number: 0065-2685

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duggan, Robert

Permit Number: 0011-8653

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duke, Cecilia

Permit Number: 0006-3968

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

07/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duke, Donald

Permit Number: 0084-0866

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duke, Grayson

Permit Number: 5981-7105

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duke, Tyler

Permit Number: 0006-4257

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dumas, Kevin

Permit Number: 2035-5405

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Ashlynne

Permit Number: 0102-1842

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Austin

Permit Number: 0025-8254

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, James

Permit Number: 0025-8452

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, James

Permit Number: 0071-6871

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2303 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, John

Permit Number: 0025-8225

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Kendall

Permit Number: 0087-2101

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Ralph

Permit Number: 0008-2676

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Robert

Permit Number: 0072-1234

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duncan, Zachary

Permit Number: 4248-7166

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunivan, Benjamin

Permit Number: 3442-4575

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunkins, Terrance

Permit Number: 7859-6234

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunlap, Jeffery

Permit Number: 0024-6651

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunlap, Jody

Permit Number: 0011-5434

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2312 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunlap, Samuel

Permit Number: 9911-9031

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Dillon

Permit Number: 0071-4489

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Harold

Permit Number: 0024-2141

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Jonathan

Permit Number: 0071-4932

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Jordon

Permit Number: 0072-4281

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Seth

Permit Number: 0086-7547

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Tina

Permit Number: 0005-9712

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunn, Vincent

Permit Number: 0024-1794

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunnagan, Christopher

Permit Number: 0023-9143

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

10/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunnebacke, Joseph

Permit Number: 0024-7591

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2322 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dunning, Michael

Permit Number: 0876-9899

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duque, Carlos

Permit Number: 0025-9309

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duran, Miguel

Permit Number: 0025-9320

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Durham, Dustin

Permit Number: 0030-8481

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Durham, Margaret

Permit Number: 0083-9845

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Durham, Richard

Permit Number: 0102-5568

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duryee, Christopher

Permit Number: 0025-9573

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dutton, Mark

Permit Number: 0011-8943

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Duyck, Caleb

Permit Number: 0074-7213

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dwyer, Isaiah

Permit Number: 8801-8998

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dwyer, Tyler

Permit Number: 0025-9721

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dyer, Jacob

Permit Number: 2954-9681

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2334 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dykes, Michael

Permit Number: 0006-8128

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dyles, Adam

Permit Number: 0025-9845

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2336 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dyson, Robert

Permit Number: 0025-9868

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Dyvig, Cody

Permit Number: 5483-0707

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eagle, Hunter

Permit Number: 9333-2966

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eagleson, Timothy

Permit Number: 1415-9164

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eaker, Devin

Permit Number: 0038-2377

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eakes, Alyona

Permit Number: 6018-7449

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eakes, Devon

Permit Number: 0101-2769

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eames, Jeffrey

Permit Number: 0030-8482

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eanes, Christopher

Permit Number: 0031-4442

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eanes, David

Permit Number: 0026-0195

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eanes, Zachary

Permit Number: 0008-2678

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Earl, Brandon

Permit Number: 0061-9480

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Earls, Brett

Permit Number: 8164-4318

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Early, Beau

Permit Number: 7220-0324

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Earnhardt, Adam

Permit Number: 4128-2763

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Earp, David

Permit Number: 0041-5491

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eason, Austin

Permit Number: 0024-1743

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eason, Christopher

Permit Number: 6160-5372

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eason, Richard

Permit Number: 0087-9929

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eason, Samuel

Permit Number: 0087-0057

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eason, Stephen

Permit Number: 0006-8131

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: East, Fred

Permit Number: 0011-5232

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Easter, Derek

Permit Number: 7921-4825

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Easterling, Sidney

Permit Number: 8535-4164

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eastman, Torii

Permit Number: 9690-0421

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eastwood, Eric

Permit Number: 0065-2687

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eastwood, Mason

Permit Number: 0024-6652

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ebel, Michael

Permit Number: 0006-3986

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eberle, John

Permit Number: 0117-2571

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Echerd, Edwin

Permit Number: 0077-1956

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Echevarria Jimenez, Gabriel

Permit Number: 8184-5406

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eckard, Michael

Permit Number: 0026-1099

School Date Instrument Effective Expiration

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eckard, Timothy

Permit Number: 0066-4940

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2369 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edelman, Ty

Permit Number: 0031-4450

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edens, Colby

Permit Number: 0008-2151

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2371 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edge, Joshua

Permit Number: 0092-3796

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2372 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edgerton, Brandon

Permit Number: 0057-4219

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edmisten, Jeffery

Permit Number: 0144-8355

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2374 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edmond, Kevin

Permit Number: 0018-7569

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2375 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edmonds, Samantha

Permit Number: 2401-2358

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2376 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edmonds, Tracy

Permit Number: 0026-1397

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2377 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edouarzin, Christopher

Permit Number: 8364-6041

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2378 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Ashley

Permit Number: 0024-3117

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2379 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Ashley

Permit Number: 9174-3100

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2380 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Benjamin

Permit Number: 0011-1118

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Bryan

Permit Number: 0026-2615

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Caleb

Permit Number: 0325-4583

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2383 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Crystal

Permit Number: 0061-7433

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2384 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Dalton

Permit Number: 0069-8919

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2385 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Daniel

Permit Number: 0011-0345

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2386 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Daniel

Permit Number: 0026-2492

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Daniel

Permit Number: 0026-2908

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2388 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Douglas

Permit Number: 0057-0188

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2389 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Gary

Permit Number: 0065-2688

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2390 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Grady

Permit Number: 0026-1693

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2391 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Jacobe

Permit Number: 0085-5394

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2392 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Jason

Permit Number: 0065-2689

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2393 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Jeffery

Permit Number: 0026-1963

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2394 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Jeffrey

Permit Number: 0081-7755

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2395 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, John

Permit Number: 0026-2841

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2396 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Johnathan

Permit Number: 0012-0852

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2397 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Kevin

Permit Number: 0018-0044

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2398 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Kimberly

Permit Number: 0008-0535

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2399 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Lynne

Permit Number: 2930-7647

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2400 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Marquetta

Permit Number: 5166-0006

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2401 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Michael

Permit Number: 0006-2657

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2402 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Misty

Permit Number: 0091-7955

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Nichole

Permit Number: 3822-2078

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Richard

Permit Number: 0026-2883

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Sara

Permit Number: 0056-3179

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, William

Permit Number: 0086-7553

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, William

Permit Number: 4524-8533

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Edwards, Zachary

Permit Number: 2206-9137

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Effinger, Matthew

Permit Number: 8099-2248

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Amanda

Permit Number: 0026-3089

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Christina

Permit Number: 8639-9027

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

07/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2412 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Dustin

Permit Number: 0057-1217

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Jarett

Permit Number: 0071-6416

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Matthew

Permit Number: 0079-6738

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Efird, Whitney

Permit Number: 0065-2690

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2416 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Egan, Daniel

Permit Number: 0023-4133

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Egan, Daniel

Permit Number: 0026-3130

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2418 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Egan, Dylan

Permit Number: 2133-9852

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2419 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eggers, Darrell

Permit Number: 0026-3155

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ehrler, Gregory

Permit Number: 0013-9360

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2421 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eichelberger, Darrion

Permit Number: 0057-6222

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2422 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eichelberger, Scott

Permit Number: 0011-3189

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2423 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eilert, Brad

Permit Number: 0005-9502

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2424 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eisbrenner, Joshua

Permit Number: 4190-5177

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2425 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eisele, Nicole

Permit Number: 8917-1836

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2426 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ekoule, Komivi

Permit Number: 0062-7336

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2427 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: El Kobersy, Naji

Permit Number: 0064-9985

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

05/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2428 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: El-Amin, Ahmad

Permit Number: 0026-3285

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elder, Anthony

Permit Number: 2172-6741

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elder, Brian

Permit Number: 0084-0880

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elder, Hubert

Permit Number: 0006-2429

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2432 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eldridge, Adam

Permit Number: 0009-1014

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eldridge, Jerome

Permit Number: 0024-7378

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2434 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elison, Brandon

Permit Number: 9265-2834

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elison, Noah

Permit Number: 0856-0789

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elizondo, Michael

Permit Number: 0006-0096

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elkins, Cora

Permit Number: 6683-5468

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elkins, Garrett

Permit Number: 3768-9612

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elledge, Joseph

Permit Number: 0065-2691

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elledge, Mitchell

Permit Number: 0019-9462

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2441 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellerbe, Kenneth

Permit Number: 0026-3805

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellerbe, Wilbert

Permit Number: 8821-5698

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2443 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellers, Daniel

Permit Number: 9051-1101

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2444 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellington, Adam

Permit Number: 0034-3590

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2445 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellington, Elijah

Permit Number: 6191-0710

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2446 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Brendan

Permit Number: 3068-5434

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Chase

Permit Number: 4112-8116

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2448 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Christopher

Permit Number: 9965-7126

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2449 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Denver

Permit Number: 4229-0115

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Donna

Permit Number: 0026-4138

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Dustin

Permit Number: 8984-0033

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Gary

Permit Number: 0058-2597

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2453 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, James

Permit Number: 0026-3961

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, John

Permit Number: 9965-3234

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Jonathan

Permit Number: 0061-3327

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Joshua

Permit Number: 6561-1730

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Kaitlyn

Permit Number: 4502-3400

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Kashon

Permit Number: 2012-7363

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Kyle

Permit Number: 6435-8903

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Preston

Permit Number: 6008-6356

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Shawn

Permit Number: 0026-4128

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Thomas

Permit Number: 0065-2692

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Zachary

Permit Number: 8407-8403

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elliott, Zackery

Permit Number: 4608-9404

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, James

Permit Number: 0006-0561

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Jason

Permit Number: 0026-4490

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Johnathan

Permit Number: 0096-5911

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Joseph

Permit Number: 0010-9950

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Joshua

Permit Number: 0094-1287

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Matthew

Permit Number: 5980-3393

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Patrick

Permit Number: 0026-4584

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2472 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, Spencer

Permit Number: 0011-4742

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellis, William

Permit Number: 0102-8013

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellison, Darius

Permit Number: 0062-0608

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellison, Robert

Permit Number: 0026-4685

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ellsworth, Kaitlyn

Permit Number: 2747-4836

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elmendorf, Edward

Permit Number: 0034-3300

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elrod, Brandon

Permit Number: 0087-8886

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elrod, Michael

Permit Number: 0026-4846

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elson, Alicia

Permit Number: 0065-2693

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elston, Dustin

Permit Number: 0092-5510

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Elyseev, Eric

Permit Number: 8116-8231

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Embler, Derek

Permit Number: 0034-4900

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Embler, Jason

Permit Number: 0026-4916

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Emery, Julia

Permit Number: 0084-0887

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Emmons, Kristee

Permit Number: 7402-3842

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Emory, David

Permit Number: 0012-0890

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Emory, Ezekiel

Permit Number: 0084-5046

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Emory, Julie

Permit Number: 0087-5865

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Engel, Joseph

Permit Number: 0006-8218

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: England, Daniel

Permit Number: 0011-2423

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: England, Jared

Permit Number: 0385-1491

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: England, Kemp

Permit Number: 0026-5229

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Engle, Steven

Permit Number: 0019-3337

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: English, Justin

Permit Number: 0067-6857

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Englund, Kendall

Permit Number: 0026-5406

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Enloe, Andrew

Permit Number: 7203-4061

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ennis, David

Permit Number: 0011-5235

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Enoch, Darby

Permit Number: 0011-7604

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Enoch, Ralph

Permit Number: 0079-5690

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Epperson, Taylor

Permit Number: 0083-9067

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Epps, Darrius

Permit Number: 8907-4795

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Epps, Kyle

Permit Number: 9903-7745

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Epps, Shannon

Permit Number: 0082-6908

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ereifej, Sirin

Permit Number: 0057-5679

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Erkes, Jason

Permit Number: 0011-3732

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ervin, Cody

Permit Number: 0024-2393

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ervin, Tyler

Permit Number: 4607-8697

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eschbach, Richard

Permit Number: 0084-9839

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eschert, Jason

Permit Number: 0026-5897

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Escobar, Alejandro

Permit Number: 0894-0045

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Escobar, Anselmo

Permit Number: 6348-7683

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eshietedoho, Uwemedimo

Permit Number: 0057-9530

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2514 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Esparrago, Sergio

Permit Number: 0064-5598

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Esposito, David

Permit Number: 0024-5733

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Esposito, Lee

Permit Number: 3721-7752

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Essig, Jeffrey

Permit Number: 5144-8795

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Estep, Timothy

Permit Number: 0092-9622

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Estrada Perez, Alexis

Permit Number: 3833-8638

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ethridge, Dustin

Permit Number: 0038-9762

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eubank, Charles

Permit Number: 0026-6352

School Date Instrument Effective Expiration

01/17/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eubank, Jason

Permit Number: 0006-8314

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eudy, Joseph

Permit Number: 0090-6506

School Date Instrument Effective Expiration

08/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2020 08/19/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eudy, Matthew

Permit Number: 0071-1606

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eure, Matthew

Permit Number: 0065-2695

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Eure, Rex

Permit Number: 0086-9031

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Arbie

Permit Number: 0013-9362

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Austin

Permit Number: 0084-9160

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Brandon

Permit Number: 0698-9334

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Brendon

Permit Number: 0026-7428

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Chadwick

Permit Number: 0006-0105

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Christy

Permit Number: 0077-8419

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Dakota

Permit Number: 9886-1685

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Daniel

Permit Number: 0070-0931

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, David

Permit Number: 0061-9014

School Date Instrument Effective Expiration

01/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/26/2021 01/26/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, David

Permit Number: 5804-8958

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Jeremy

Permit Number: 0026-7206

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Jeremy

Permit Number: 0057-6221

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Joseph

Permit Number: 0057-9993

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Justin

Permit Number: 0086-5161

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Kaleb

Permit Number: 9069-8527

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Kenneth

Permit Number: 0065-2696

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Keyshawn

Permit Number: 9254-2496

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Matthew

Permit Number: 4531-9024

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Natasha

Permit Number: 0030-6904

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Ndongoi

Permit Number: 0099-4758

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Percy

Permit Number: 0072-7577

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Shannon

Permit Number: 0070-6148

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Thomas

Permit Number: 0065-1788

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evans, Troy

Permit Number: 9464-6336

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evaro, Christian

Permit Number: 2758-7848

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everett, Steven

Permit Number: 0026-7671

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everett, Thomas

Permit Number: 0058-5480

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everett, William

Permit Number: 0018-0046

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everette, Christopher

Permit Number: 0065-2698

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everette, Woodrow

Permit Number: 0026-7692

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Evers, Dillon

Permit Number: 5575-7720

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Everts, Christopher

Permit Number: 6485-1734

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ewers, Jarod

Permit Number: 0005-9548

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Exon, Paul

Permit Number: 0071-7344

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Exum, Amy

Permit Number: 0068-5896

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Exum, Christopher

Permit Number: 0058-2628

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ezzell, Steven

Permit Number: 0012-1515

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ezzell, William

Permit Number: 0026-7934

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fadler, Jonathan

Permit Number: 2680-8438

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fagg, Alan

Permit Number: 0077-4337

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faggard, Michael

Permit Number: 0027-0662

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fail, Jessica

Permit Number: 6431-6390

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fairchild, John

Permit Number: 0027-0760

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2570 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faircloth, Brett

Permit Number: 6415-7806

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2571 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faircloth, Lori

Permit Number: 0011-7039

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2572 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faircloth, William

Permit Number: 0011-2763

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2573 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faire, Ja'Shawn

Permit Number: 6650-4272

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2574 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fairfield, Kyle

Permit Number: 0057-5681

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2575 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faison, Brandon

Permit Number: 0089-1064

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2576 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faison, James

Permit Number: 4390-5292

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2577 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Falero, Chase

Permit Number: 6880-1503

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2578 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Falgiatano, Marisa

Permit Number: 8096-1671

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2579 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fallen, Lance

Permit Number: 0027-0986

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2580 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fanara, Gabriel

Permit Number: 0084-9847

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2581 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fann, Cooper

Permit Number: 0068-9308

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2582 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farley, Westley

Permit Number: 9437-6573

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2583 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Cameron

Permit Number: 0098-3687

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2584 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Chad

Permit Number: 0018-0459

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2585 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Christopher

Permit Number: 0100-3951

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2586 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, David

Permit Number: 6319-5015

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2587 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Justin

Permit Number: 0027-1382

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2588 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Kimberly

Permit Number: 0386-1212

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2589 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farmer, Sean

Permit Number: 0027-1349

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2590 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farnum, Lisle

Permit Number: 0071-3834

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2591 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farrar, Robert

Permit Number: 3196-8221

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2592 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Farren, William

Permit Number: 0073-0178

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2593 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fath, Danielle

Permit Number: 1758-6000

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2594 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faucette, James

Permit Number: 0069-4744

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2595 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faulk, Zachary

Permit Number: 0246-1692

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2596 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faust, Rhonda

Permit Number: 0011-4735

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2597 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Faw, Bradley

Permit Number: 7400-0770

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2598 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fawcett, William

Permit Number: 0027-2014

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2599 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fay, Douglas

Permit Number: 0010-9939

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2600 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Feagan, Michael

Permit Number: 0011-8742

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2601 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fecteau, Michael

Permit Number: 0063-1769

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2602 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Feder, Jeffrey

Permit Number: 0072-0806

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2603 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fee, Patrick

Permit Number: 0101-1672

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2604 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Feige, George

Permit Number: 0020-4585

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2605 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Feinberg, Hugh

Permit Number: 0027-2191

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Feinstein, Nathan

Permit Number: 5052-9510

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2607 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Felch, Jacqueline

Permit Number: 0006-4083

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2608 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Felicies, Michael

Permit Number: 0024-2218

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2609 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fellows Monserrate, Andrew

Permit Number: 2810-7582

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2610 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fellows, Landon

Permit Number: 0057-7159

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2611 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Felton, David

Permit Number: 0056-1589

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

02/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2612 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Felton, Joseph

Permit Number: 0094-7572

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2613 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Felts, William

Permit Number: 0043-8520

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2614 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fender, Trevor

Permit Number: 0082-6897

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2615 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferguson, Christopher

Permit Number: 0027-2669

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2616 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferguson, Clinton

Permit Number: 0005-9736

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2617 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferguson, Jeremy

Permit Number: 0030-9276

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2618 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferguson, Joshua

Permit Number: 0065-1420

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2619 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferguson, Logan

Permit Number: 4657-8835

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2620 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernandez, Cameron

Permit Number: 0102-4118

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2621 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernandez, Jorge

Permit Number: 0102-8030

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2622 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernandez, Juan

Permit Number: 7987-6785

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2623 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernandez, Luis

Permit Number: 0257-2982

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2624 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernando, Ranjith

Permit Number: 0083-4954

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2625 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fernstrum, Parker

Permit Number: 7578-5251

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2626 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrante, Richard

Permit Number: 4396-2402

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2627 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrara, James

Permit Number: 1026-2828

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2628 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrari, Steven

Permit Number: 0073-7216

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2629 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferraro, Cassandra

Permit Number: 0011-4407

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2630 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferreira, Paulo Henrique

Permit Number: 0082-7982

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2631 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferreira-Martinez, Wagner

Permit Number: 9728-4199

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2632 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrell, Alex

Permit Number: 0023-9598

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2633 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrell, Christopher

Permit Number: 0062-6632

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2634 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrell, Justin

Permit Number: 0005-9640

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2635 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferrell, Justin

Permit Number: 8520-0760

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2636 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferris, Brian

Permit Number: 0005-9852

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ferry, Mitchell

Permit Number: 0069-4745

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fesperman, Victor

Permit Number: 8735-6128

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2639 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fetzer, Thomas

Permit Number: 0027-3228

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2640 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fewell, John

Permit Number: 0019-9887

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ficara, Anthony

Permit Number: 4490-5154

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2642 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ficarro, Carissa

Permit Number: 0082-5882

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2643 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fidler, Mark

Permit Number: 0086-9039

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Field, Billie Jo

Permit Number: 0027-3292

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2645 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Anthony

Permit Number: 0038-2378

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2646 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Bryan

Permit Number: 0079-1149

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2647 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Cody

Permit Number: 0030-8974

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2648 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Donavon

Permit Number: 7943-8311

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2649 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Michael

Permit Number: 0062-1993

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2650 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fields, Robert

Permit Number: 1398-4362

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2651 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fike, Brandon

Permit Number: 7959-8071

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finch, Cody

Permit Number: 2360-7729

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2653 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finch, David

Permit Number: 0005-9819

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2654 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finch, Frances

Permit Number: 0027-3540

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2655 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finch, Preston

Permit Number: 6215-6787

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2656 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finch, Zachary

Permit Number: 0024-7379

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2657 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fincher, Anthony

Permit Number: 0006-3152

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2658 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finger, Paul

Permit Number: 0035-2963

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2659 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finney, Gaylan

Permit Number: 0012-0005

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2660 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Finney, Jeffery

Permit Number: 0027-3764

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2661 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fioravanti, Marc

Permit Number: 0077-2205

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2662 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fiore, Domenick

Permit Number: 0071-8546

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Blake

Permit Number: 0065-3095

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Chelsea

Permit Number: 6797-4265

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2665 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Donald

Permit Number: 0010-9671

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2666 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Joshua

Permit Number: 0035-2243

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2667 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Stephanie

Permit Number: 0056-8911

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2668 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fisher, Traci

Permit Number: 0043-9063

School Date Instrument Effective Expiration

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2669 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fishman, Matthew

Permit Number: 0581-0863

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fitch, Gary

Permit Number: 0024-2969

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fitting, Troy

Permit Number: 0065-2861

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fitzsimmons, Kenneth

Permit Number: 0060-4638

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flamion, Jennifer

Permit Number: 0030-8880

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flaugher, Terrance

Permit Number: 8395-2939

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2675 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleck, Eric

Permit Number: 0023-8097

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2676 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleetwood, Benjamin

Permit Number: 0057-1215

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2677 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Daniel

Permit Number: 0006-8568

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2678 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Derrick

Permit Number: 7508-7423

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2679 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Gregory

Permit Number: 2805-6643

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2680 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Jason

Permit Number: 0065-3096

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2681 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Marcus

Permit Number: 0027-4911

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Mark

Permit Number: 0027-4895

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2683 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Marshall

Permit Number: 0027-5012

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleming, Tina

Permit Number: 0027-4970

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2685 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flesch, Brandon

Permit Number: 0005-9310

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2686 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flesch, Jared

Permit Number: 0065-1497

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2687 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fletcher, Justin

Permit Number: 0075-5357

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2688 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fletcher, Olivia

Permit Number: 6997-8047

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2689 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fleuriet, Jacob

Permit Number: 0060-4900

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2690 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flick, Phillip

Permit Number: 0725-7980

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flinchum, Jeremy

Permit Number: 0027-5169

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flores, Dagoberto

Permit Number: 0083-8210

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flores, Roberto

Permit Number: 0084-6578

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Florian, Justin

Permit Number: 3378-2298

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flowers, Patrick

Permit Number: 0024-2394

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Floyd, Noah

Permit Number: 7724-4320

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Flynn, Sean

Permit Number: 0076-2938

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fockler, George

Permit Number: 0006-8770

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foil, Jacob

Permit Number: 0024-7380

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Folk, Trent

Permit Number: 5518-6786

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fonvielle, Caleb

Permit Number: 3527-2884

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foran, Shawn

Permit Number: 3137-9386

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forbes, Edwin

Permit Number: 0027-6211

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forbes, Robin

Permit Number: 0069-7570

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Darryl

Permit Number: 0077-1870

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Jasmine

Permit Number: 3207-3717

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Joseph

Permit Number: 0038-1701

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Michael

Permit Number: 0057-3625

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Robert

Permit Number: 3823-6914

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ford, Ryne

Permit Number: 0060-4639

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fore, Eric

Permit Number: 0006-8848

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forehand, Austin

Permit Number: 8233-6693

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forester, Norvin

Permit Number: 0011-5450

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forrest, Jonathan

Permit Number: 0071-0596

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forrest, Kaleb

Permit Number: 0011-1535

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forsht, Thayer

Permit Number: 0027-6656

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fort, Raymond

Permit Number: 0027-6725

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Forte, Detraveus

Permit Number: 0071-8545

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fortier, Daniel

Permit Number: 0063-4151

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fortin, Joseph

Permit Number: 7862-7790

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fortner, Davey

Permit Number: 2022-7198

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fortner, Stephen

Permit Number: 0027-6776

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foss, James

Permit Number: 0027-6959

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foss, Levi

Permit Number: 0101-3595

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fossett, Jacob

Permit Number: 5033-0048

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Cody

Permit Number: 3595-3628

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Danielle

Permit Number: 0534-6783

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Darrion

Permit Number: 3370-5397

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Hayden

Permit Number: 0062-8668

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Hunter

Permit Number: 3946-7967

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Ian

Permit Number: 6783-7875

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Michael

Permit Number: 6564-7285

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2733 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Ryan

Permit Number: 0006-3295

School Date Instrument Effective Expiration

09/18/2019 Intoximeters, Model Intox EC/IR II 09/18/2019 09/18/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2734 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Seth

Permit Number: 0075-0268

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2735 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Stephen

Permit Number: 0027-7157

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2736 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Steven

Permit Number: 0038-3265

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2737 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foster, Timothy

Permit Number: 0024-1113

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2738 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fountain, Matthew

Permit Number: 0096-2493

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2739 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fournier, Andrew

Permit Number: 0027-7400

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2740 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fournier, Connor

Permit Number: 6086-7905

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2741 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fourquet, Brandon

Permit Number: 4405-4545

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2742 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fousek, Paul

Permit Number: 0034-3145

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2743 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foushee, Jasmine

Permit Number: 0076-2939

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2744 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foust, Mitchell

Permit Number: 0018-0223

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foutty, Nicholas

Permit Number: 0071-6796

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2746 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fowler, Adam

Permit Number: 0027-7553

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/08/2021 12/08/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2747 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fowler, Ann

Permit Number: 0011-4828

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2748 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fowler, Joric

Permit Number: 0075-5511

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2749 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fowler, Shawn

Permit Number: 0072-2097

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2750 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Brock

Permit Number: 3550-8880

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2751 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Ethan

Permit Number: 0064-2018

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, James

Permit Number: 0027-7902

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2753 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Jason

Permit Number: 0065-3098

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2754 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Joseph

Permit Number: 5066-9546

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2755 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Logan

Permit Number: 0072-0311

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Patrick

Permit Number: 0063-7711

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2757 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fox, Sydney

Permit Number: 7012-7564

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2758 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Foxx, William

Permit Number: 8180-5946

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2759 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frady, Ashley

Permit Number: 0086-1958

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2760 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Francis, Jordan

Permit Number: 0070-6732

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2761 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Francis, Joseph

Permit Number: 0027-8113

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Francisco Vargas, Erica

Permit Number: 1753-6006

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frankart, Daniel

Permit Number: 0027-8217

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2764 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frankel, Joshua

Permit Number: 0099-1216

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franklin, Ashley

Permit Number: 0056-3049

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franklin, Cody

Permit Number: 9109-4944

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franklin, John

Permit Number: 0024-2829

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franklin, Marquez

Permit Number: 7043-4479

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franklin, William

Permit Number: 0027-8387

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franks, Matthew

Permit Number: 0023-9149

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Franks, Treven

Permit Number: 0011-8681

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frankson, Todd

Permit Number: 0076-0172

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fraser, Seth

Permit Number: 0806-3640

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frasure, Amelia

Permit Number: 8638-9122

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frazier, Anthony

Permit Number: 2415-9728

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frazier, Jason

Permit Number: 0023-9769

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frazier, Michael

Permit Number: 0013-9363

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frederick, Luke

Permit Number: 4214-2883

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fredette, Daniel

Permit Number: 0148-9843

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeborn, Joshua

Permit Number: 0011-9138

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Andrew

Permit Number: 0056-3050

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Bobby

Permit Number: 0027-9124

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Gregory

Permit Number: 0065-8734

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, James

Permit Number: 0061-9016

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Jermey

Permit Number: 0065-3099

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Jesse

Permit Number: 0083-9265

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Justin

Permit Number: 0422-6340

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Lisa

Permit Number: 0060-0832

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeman, Sarah

Permit Number: 7656-8688

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freese, Ashley

Permit Number: 0059-8965

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Freeze, Benjamin

Permit Number: 0065-3100

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: French, Joshua

Permit Number: 0024-0675

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: French, Kevin

Permit Number: 9280-8330

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frey, Warren

Permit Number: 2021-7477

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frickman, Dustin

Permit Number: 0023-8352

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Friday, Joshua

Permit Number: 4145-0493

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Friesland, Emmett

Permit Number: 3760-3381

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frison, John

Permit Number: 0028-0039

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fritter, Ronald

Permit Number: 2840-2315

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fritz, Chanz

Permit Number: 0044-0427

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frizzell, Taylor

Permit Number: 0065-3101

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frost, Anthony

Permit Number: 0091-5096

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frost, Brian

Permit Number: 4491-3948

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frostbutter, Greg

Permit Number: 0077-2145

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fry, Charles

Permit Number: 0024-0677

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fryar, George

Permit Number: 0028-0148

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Alexander

Permit Number: 0028-0332

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Allen

Permit Number: 0061-4131

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Derick

Permit Number: 0011-5642

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Evan

Permit Number: 0060-2962

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Jacob

Permit Number: 6007-1799

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frye, Larry

Permit Number: 0034-4506

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Frysiek, Jonathan

Permit Number: 7477-9735

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuentes-Lopez, Jose

Permit Number: 0096-4096

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulbright, Jonathan

Permit Number: 0063-1770

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulk, Tess

Permit Number: 0070-8880

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulker, Jared

Permit Number: 0066-2165

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2818 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuller, James

Permit Number: 5273-0183

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuller, Stephen

Permit Number: 0028-0598

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fullerton, Ronald

Permit Number: 0060-4640

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulmer, Brian

Permit Number: 0006-0095

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulmer, Philip

Permit Number: 3652-2793

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulmer, Thomas

Permit Number: 0024-0678

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulmore, Jonathan

Permit Number: 0028-0771

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2825 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulp, Dylan

Permit Number: 3969-1368

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulton, Aaron

Permit Number: 0008-2008

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulton, Geoffrey

Permit Number: 0060-4641

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulton, Nicolas

Permit Number: 0067-8176

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fulton, Seth

Permit Number: 0028-0808

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2830 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fultz, Steven

Permit Number: 0038-2665

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2831 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fundaro, Salvatore

Permit Number: 9741-0202

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Funderburk, Joshua

Permit Number: 0079-5326

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Funderburke, Brian

Permit Number: 0006-2283

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuqua, Ryan

Permit Number: 0011-3895

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuquay, Jordan

Permit Number: 9928-7399

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fuquay, Robert

Permit Number: 0028-0911

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furlan, Abbigail

Permit Number: 5507-4647

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Andrew

Permit Number: 0073-1808

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Jeffrey

Permit Number: 0023-9770

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Jesse

Permit Number: 0097-6219

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Matthew

Permit Number: 0090-8143

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Shane

Permit Number: 0028-1001

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Thomas

Permit Number: 0034-3592

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furr, Tristan

Permit Number: 0028-0955

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Furstenau, Pamela

Permit Number: 0020-4578

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fussell, Michael

Permit Number: 0011-4410

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Futh, Ryan

Permit Number: 5524-2460

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Futrell, Jonathan

Permit Number: 0011-3783

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Fyle, Justin

Permit Number: 0042-4731

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gabryszewski, Daniel

Permit Number: 0006-4276

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaddy, James

Permit Number: 0036-3609

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gagnon, Craig

Permit Number: 7483-8484

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gagnon, Timothy

Permit Number: 0095-0302

School Date Instrument Effective Expiration

07/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2020 07/20/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaillard, Alexander

Permit Number: 0059-4431

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaines, Brad

Permit Number: 0045-9171

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaither, Daniel

Permit Number: 0018-0460

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaither, Eric

Permit Number: 0006-2833

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gall, Christian

Permit Number: 0065-3104

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallaccio, Ryan

Permit Number: 2948-7254

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallagher, Preston

Permit Number: 2231-2570

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallaher, Joe

Permit Number: 0036-4029

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallimore, Christopher

Permit Number: 0056-3312

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallimore, Dustin

Permit Number: 0011-9585

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallimore, Justin

Permit Number: 0065-3103

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallimore, Meagan

Permit Number: 5971-9177

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallimore, Zachery

Permit Number: 3748-1940

School Date Instrument Effective Expiration

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallo, Jorge

Permit Number: 4295-1189

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gallops, David

Permit Number: 0007-9738

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galloway, Barry

Permit Number: 0012-0368

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galloway, Charles

Permit Number: 0023-9771

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galloway, Gary

Permit Number: 0036-4261

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galloway, Hunter

Permit Number: 0071-8162

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galluppi, Benjamin

Permit Number: 0031-4558

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galluppi, Gabriel

Permit Number: 0062-6634

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galuski, Thomas

Permit Number: 6816-2869

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galvez, David

Permit Number: 0884-0261

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galyan, Joseph

Permit Number: 6695-8016

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Galyan, Thomas

Permit Number: 2545-3713

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gamber, Trent

Permit Number: 0024-2144

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gambill, Kyle

Permit Number: 9802-9189

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gambill, Scott

Permit Number: 0024-6221

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gamboa, Brittany

Permit Number: 7693-0967

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gamboa, Richard

Permit Number: 4211-5018

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gammons, Stephen

Permit Number: 3816-0673

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gann, Cody

Permit Number: 0102-7971

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gann, Eric

Permit Number: 0011-9062

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ganon, Michael

Permit Number: 0024-2830

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gantt, Bryan

Permit Number: 0019-9465

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gantt, Terrence

Permit Number: 4867-7013

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gantt, Todd

Permit Number: 0072-7618

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gantt, Tyler

Permit Number: 0065-3105

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ganung, Richard

Permit Number: 0010-7158

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ganzenmuller, Glenn

Permit Number: 0073-0445

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia Lopez, Elizabeth

Permit Number: 2237-6088

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia Mireles, Laura

Permit Number: 6706-5222

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia Perez, Jose

Permit Number: 0072-3357

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia, Carlos

Permit Number: 5078-1437

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia, Fabiola

Permit Number: 8311-6850

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia, Jonni

Permit Number: 1753-8557

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garcia, Roberto

Permit Number: 5796-9523

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner Kluba, Matthew

Permit Number: 4622-3366

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Brannan

Permit Number: 0036-4986

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Brooks

Permit Number: 0079-7181

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Ethan

Permit Number: 1656-3734

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Jacob

Permit Number: 0100-4981

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Jared

Permit Number: 6188-3727

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Joshua

Permit Number: 6598-6341

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Justin

Permit Number: 0065-3106

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Kevin

Permit Number: 0083-4956

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Oscar

Permit Number: 0036-4864

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Shawn

Permit Number: 0036-5007

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gardner, Stephen

Permit Number: 0024-0679

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garetto, Vincent

Permit Number: 0060-6318

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garis, Shelley

Permit Number: 0036-5097

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2915 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garlick, Stephen

Permit Number: 0101-5606

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Christopher

Permit Number: 0036-5199

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2917 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Ellen

Permit Number: 9642-0112

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Ethan

Permit Number: 0061-2777

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Gary

Permit Number: 0065-3623

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2920 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Joel

Permit Number: 0036-5156

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Justin

Permit Number: 0036-5131

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Reid

Permit Number: 4086-9033

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Thomas

Permit Number: 0036-5308

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, William

Permit Number: 4159-2829

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garner, Zebulun

Permit Number: 0036-5201

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrard, Matthew

Permit Number: 0065-3107

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garren, Jeffrey

Permit Number: 7659-9575

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garren, Marcus

Permit Number: 0062-7339

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garren, Robert

Permit Number: 0036-5365

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Jason

Permit Number: 0005-9657

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Jeffery

Permit Number: 0031-4698

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Joey

Permit Number: 0065-3108

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Joshua

Permit Number: 0062-8669

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Kaleb

Permit Number: 4583-1026

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2935 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Michele

Permit Number: 0023-9772

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Robert

Permit Number: 2069-4852

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Samantha

Permit Number: 0056-5603

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, Tyler

Permit Number: 0093-8406

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrett, William

Permit Number: 0085-7570

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2940 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrido, Kelly

Permit Number: 7992-7130

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garris, William

Permit Number: 0011-1476

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrison, Casey

Permit Number: 0061-7420

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrison, William

Permit Number: 0011-8803

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garrison, Zachary

Permit Number: 0081-6472

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garvin, James

Permit Number: 0087-2106

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Garza, Patrick

Permit Number: 0036-5876

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gashi, Albin

Permit Number: 7028-2541

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaskill, James

Permit Number: 0036-5978

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaskins, Casey

Permit Number: 0023-9703

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaskins, Joseph

Permit Number: 0036-6095

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gasperson, Cameron

Permit Number: 0062-9849

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gass, Hunter

Permit Number: 0070-3557

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gass, Jacob

Permit Number: 0743-0919

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaster, Caleb

Permit Number: 3123-2753

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaston, Andrew

Permit Number: 0071-8567

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gates, Benjamin

Permit Number: 0036-6170

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gates, Michael

Permit Number: 0006-3478

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gathings, Mallory

Permit Number: 0070-3558

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gatling, Rashad

Permit Number: 0019-8798

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gause, Tiffany

Permit Number: 0058-7466

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gautier, Robert

Permit Number: 0024-0680

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2962 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gautier, Terry

Permit Number: 0011-6241

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gay, Donnie

Permit Number: 0030-7768

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gay, Trevon

Permit Number: 1484-5313

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2965 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gaydos, Jeffrey

Permit Number: 0036-6533

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2966 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gee, Mickey

Permit Number: 0011-0907

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2967 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geelen, Matthew

Permit Number: 0060-2611

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2968 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geisler, John

Permit Number: 0036-6714

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2969 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geissinger, Alexander

Permit Number: 1387-4062

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2970 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geletka, Leland

Permit Number: 0065-3109

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2971 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gelinas, Eloi

Permit Number: 0013-0632

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2972 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gelpi, Joseph

Permit Number: 0068-8019

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2973 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Genao, Alexander

Permit Number: 0086-1961

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2974 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Genao, Angelis

Permit Number: 0065-3111

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2975 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Genao, Kathryn

Permit Number: 0065-3110

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2976 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Genda, Suzanne

Permit Number: 0065-6974

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2977 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gentieu, Gregory

Permit Number: 0024-0118

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2978 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gentle, Joshua

Permit Number: 9112-4080

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2979 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gentry, Bradsher

Permit Number: 0056-3645

School Date Instrument Effective Expiration

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2980 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gentry, James

Permit Number: 0011-3776

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gentzler, Dustin

Permit Number: 0008-2120

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2982 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geohagan Mayes, Avery

Permit Number: 3884-2413

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2983 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: George, Cody

Permit Number: 0085-5014

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2984 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Georgia, Adam

Permit Number: 0020-0269

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 2985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geracz, Mitchel

Permit Number: 0065-3112

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2986 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerald, Darryl

Permit Number: 0036-7316

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerald, John

Permit Number: 0011-0901

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2988 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerard, Joshua

Permit Number: 0065-3113

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerard, Stephen

Permit Number: 0036-7342

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 2990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerganous, Richard

Permit Number: 0070-4430

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 2991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerra, Michael

Permit Number: 0092-1866

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2992 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gerry, Tabatha

Permit Number: 0069-2447

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 2993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Geter, Joshua

Permit Number: 1143-3428

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2994 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Giarratana, William

Permit Number: 7099-0141

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2995 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbard, Richard

Permit Number: 0636-1932

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2996 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbons, Matthew

Permit Number: 0082-0946

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2997 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, Allen

Permit Number: 1444-9947

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 2998 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, Anthony

Permit Number: 2462-5124

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 2999 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, DuWayne

Permit Number: 0081-2169

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3000 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, Ethan

Permit Number: 0057-0190

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, Jonathon

Permit Number: 0065-3114

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3002 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibbs, Zachary

Permit Number: 0034-4905

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3003 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Blake

Permit Number: 0042-5956

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3004 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Grant

Permit Number: 1004-6319

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3005 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Johnathan

Permit Number: 0064-4266

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3006 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Jonathan

Permit Number: 7018-5524

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3007 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Joshua

Permit Number: 0011-2426

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3008 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Joshua

Permit Number: 0063-8269

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Lincy

Permit Number: 0035-3284

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, Robyn

Permit Number: 4977-3488

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3011 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gibson, William

Permit Number: 0036-7915

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gift, Matthew

Permit Number: 0073-0876

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gil, Manuel

Permit Number: 0067-7178

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilbert, Derek

Permit Number: 7565-9733

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilbert, Dustin

Permit Number: 3026-2764

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilbert, Joshua

Permit Number: 0062-9851

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilbert, Stephen

Permit Number: 0056-1610

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Giles, Edward

Permit Number: 6354-4598

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3019 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilland, Andrew

Permit Number: 0083-5953

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3020 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillespie, Brian

Permit Number: 0018-0225

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3021 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillespie, Jimmy

Permit Number: 0070-5761

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillespie, Pentti

Permit Number: 9523-2149

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

12/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillespie, Stephanie

Permit Number: 3655-8342

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillette, Edmund

Permit Number: 0030-8836

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3025 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilliam, Brandon

Permit Number: 0092-9580

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilliland, Michael

Permit Number: 0036-8779

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillis, Stephen

Permit Number: 6558-0724

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillis, Tonika

Permit Number: 0071-8553

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillispie, Terry

Permit Number: 0065-3115

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3030 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gillstrap, Jeffrey

Permit Number: 0006-2446

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3031 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilman, Billy

Permit Number: 0011-9139

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3032 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilmore, Brandon

Permit Number: 0024-5238

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilmore, Jason

Permit Number: 0024-7944

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilreath, Johnathan

Permit Number: 0005-9327

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gilstrap, Benjamin

Permit Number: 0011-3733

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

05/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gim, Jun

Permit Number: 0082-5294

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ginn, Erica

Permit Number: 2578-6895

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Giralt, Randy

Permit Number: 2884-2227

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Giroux, Michael

Permit Number: 0011-5718

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Giusti, Ennio

Permit Number: 0057-9532

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gladden, Artis

Permit Number: 0018-0047

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gladden, Marcus

Permit Number: 0065-3117

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glahn, Roderick

Permit Number: 0068-0906

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glancy, Aaron

Permit Number: 0036-9207

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glanden, Patrick

Permit Number: 4578-4465

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glaser, Edward

Permit Number: 0082-3116

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glasscock, Jerry

Permit Number: 7180-9235

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gleason, Eric

Permit Number: 0102-3273

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gleave, Adam

Permit Number: 0036-9287

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glenn, Dennis

Permit Number: 9645-7240

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glenn, Eric

Permit Number: 0065-3118

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glenn, Joseph

Permit Number: 0011-4865

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glenn, Joshua

Permit Number: 0024-6077

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glenn, Kevin

Permit Number: 0065-3119

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glover, Ashley

Permit Number: 0830-4039

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3056 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Glover, Paul

Permit Number: 0036-9515

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3057 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gnafakis, Dilyana

Permit Number: 0102-3073

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3058 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goad, Ryan

Permit Number: 0036-9620

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3059 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gobey, Bryan

Permit Number: 0030-7912

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3060 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godard, Jonathan

Permit Number: 4761-0333

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3061 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godek, Robert

Permit Number: 0035-7404

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3062 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godette, Javar

Permit Number: 5864-1145

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3063 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godfrey, David

Permit Number: 0024-0681

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3064 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godino, Rueben

Permit Number: 6158-7435

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3065 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godsey, Henry

Permit Number: 0023-8101

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3066 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Alex

Permit Number: 0024-4975

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3067 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Anthony

Permit Number: 0065-3120

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3068 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Brooke

Permit Number: 7412-4836

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3069 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Christopher

Permit Number: 0037-0136

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3070 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Larry

Permit Number: 9746-5363

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Timothy

Permit Number: 0012-1224

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3072 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Godwin, Wyatt

Permit Number: 4271-0793

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3073 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goff, Scott

Permit Number: 0058-3652

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3074 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goforth, Kyle

Permit Number: 0102-2089

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3075 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gohn, Tyler

Permit Number: 0060-1062

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3076 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goines, Christian

Permit Number: 0082-0442

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3077 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goings, Ethan

Permit Number: 7059-3174

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3078 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Alexander

Permit Number: 0012-0196

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3079 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Andrew

Permit Number: 7452-3752

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3080 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Dakota

Permit Number: 3549-1226

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3081 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Eric

Permit Number: 0011-3208

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3082 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Jim

Permit Number: 0037-0453

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3083 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goins, Rebecca

Permit Number: 0006-3940

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3084 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Golden, Jacob

Permit Number: 6694-2625

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3085 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goldsmith, Michael

Permit Number: 0040-2661

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3086 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Golub, William

Permit Number: 2083-4929

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3087 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gomes, Joseph

Permit Number: 4860-3196

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3088 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gomez, Jose

Permit Number: 0090-8149

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3089 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gomez, Rebecca

Permit Number: 2743-7290

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3090 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gomez-Mendez, Benjamin

Permit Number: 5929-2895

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3091 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzales Hayes, Trae

Permit Number: 8430-6651

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3092 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzales, Eric

Permit Number: 5022-6989

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3093 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Angel

Permit Number: 0024-0124

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Antonio

Permit Number: 0072-7719

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Carlos

Permit Number: 0087-8885

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3096 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Edgardo

Permit Number: 0716-8293

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Eric

Permit Number: 6512-3940

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Garrett

Permit Number: 2494-2003

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Guadalupe

Permit Number: 0020-4534

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Jonathan

Permit Number: 0063-3174

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Juan

Permit Number: 0065-7525

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Mark

Permit Number: 0011-7210

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Maya

Permit Number: 7149-3322

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Ramon

Permit Number: 0037-0699

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez, Silas

Permit Number: 7599-9902

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3106 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez-Barrios, Karen

Permit Number: 4828-3823

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3107 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez-Lopez, J.

Permit Number: 1173-6751

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3108 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez-Mendoza, Ezekiel

Permit Number: 9389-6840

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3109 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gonzalez-Ramos, Carlos

Permit Number: 9358-8091

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3110 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gooch, Brian

Permit Number: 0084-0921

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gooch, Garrett

Permit Number: 0067-7373

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3112 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gooch, Jason

Permit Number: 0037-0806

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodacre, Robert

Permit Number: 0095-1633

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3114 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodale, Bucky

Permit Number: 0030-8838

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3115 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodin, Ryan

Permit Number: 0037-1014

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3116 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodnight, James

Permit Number: 0037-1235

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3117 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodrum, Jordan

Permit Number: 0101-6781

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodson, Christopher

Permit Number: 0037-1365

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3119 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodson, Kyle

Permit Number: 0024-2221

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3120 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodwin, Ernest

Permit Number: 0037-1491

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goodwin, Robert

Permit Number: 0065-4083

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3122 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorchess, Fredrick

Permit Number: 0011-8946

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3123 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, Adrian

Permit Number: 0037-1812

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3124 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, Cody

Permit Number: 0024-6224

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, Daniel

Permit Number: 4784-4211

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3126 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, David

Permit Number: 4041-9899

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3127 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, Donnie

Permit Number: 0011-3752

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordon, Jonathon

Permit Number: 0072-1280

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3129 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gordy, Mitchell

Permit Number: 0065-4084

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3130 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gore, Kimberly

Permit Number: 0057-9533

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3131 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gore, Mark

Permit Number: 0011-4411

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorham, Brian

Permit Number: 0006-4269

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3133 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorham, Roderick

Permit Number: 0065-4085

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gori, Christina

Permit Number: 0012-1296

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorman, Chad

Permit Number: 0023-8851

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3136 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorman, Justin

Permit Number: 0019-9116

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3137 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gorrell, Cody

Permit Number: 3158-7088

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gottuso, Domenick

Permit Number: 0024-2223

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3139 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gouda, Moaz

Permit Number: 0056-0863

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goudelock, Michael

Permit Number: 0037-2284

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goudy, Kaitlyn

Permit Number: 8483-8691

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gouge, Jonathan

Permit Number: 0065-4086

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gould, David

Permit Number: 0037-2343

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goulder, Austin

Permit Number: 9984-6632

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Goulet, Chad

Permit Number: 0063-3117

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gourley, Jonathan

Permit Number: 0056-9270

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gourley, Justin

Permit Number: 0077-4748

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Bennie

Permit Number: 0037-2552

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Dolan

Permit Number: 1523-8428

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Kenneth

Permit Number: 0493-5040

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Milton

Permit Number: 0018-0090

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Robbie

Permit Number: 0034-3347

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Tommy

Permit Number: 0037-2501

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grady, Zachary

Permit Number: 0012-0897

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gragg, Justin

Permit Number: 0006-3462

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graham, Franco

Permit Number: 0019-9468

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graham, Hunter

Permit Number: 0057-8549

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graham, Kareem

Permit Number: 0062-3957

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grainger, Chadley

Permit Number: 0988-7775

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grainger, Charles

Permit Number: 0062-3958

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gram, Robert

Permit Number: 7195-6475

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Granados Hernandez, Jorge

Permit Number: 3603-8832

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Granados, Alejandra

Permit Number: 0097-2571

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Granados, Alex

Permit Number: 2998-1373

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Granger, Lee

Permit Number: 0071-6872

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grant, Brandon

Permit Number: 0056-0094

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3167 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grant, Christian

Permit Number: 0540-1848

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grant, Christopher

Permit Number: 6506-2447

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grant, Ryan

Permit Number: 4626-7844

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grasty, James

Permit Number: 0035-6070

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graves, Ditra

Permit Number: 0005-9139

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3172 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graves, Dylan

Permit Number: 0095-1638

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/09/2021 08/09/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Graves, Robert

Permit Number: 0062-3959

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Caleb

Permit Number: 0753-4069

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Cameron

Permit Number: 4684-8968

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Dean

Permit Number: 0037-3590

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Hunter

Permit Number: 4854-8823

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Jody

Permit Number: 0037-3616

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Kelly

Permit Number: 0037-7722

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

01/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Kevin

Permit Number: 0057-8295

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Michael

Permit Number: 0037-3990

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Robert

Permit Number: 8150-3250

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3183 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Sean

Permit Number: 9078-8403

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, Timothy

Permit Number: 3175-0892

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, William

Permit Number: 0084-5059

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gray, William

Permit Number: 4343-0564

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grazier-Zerbarini, Yael

Permit Number: 0561-9384

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3188 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Anthony

Permit Number: 0006-4120

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Benjamin

Permit Number: 7319-2250

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Brody

Permit Number: 6613-4930

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Charles

Permit Number: 3938-2819

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Gary

Permit Number: 2214-0937

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, James

Permit Number: 0067-4915

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, James

Permit Number: 1040-4390

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, James

Permit Number: 7644-2343

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Steven

Permit Number: 8189-8201

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Tajanae

Permit Number: 4894-9437

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3198 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Tanner

Permit Number: 0101-2704

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, Timothy

Permit Number: 5118-9348

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Green, William

Permit Number: 0037-4257

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3201 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Corey

Permit Number: 0081-8536

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3202 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Jeremy

Permit Number: 0006-2803

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3203 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, John

Permit Number: 0084-9155

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3204 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Jordan

Permit Number: 7776-3239

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3205 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Kenneth

Permit Number: 0095-1628

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Nathaniel

Permit Number: 0067-5960

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

09/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Richard

Permit Number: 0009-1622

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3208 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Shelby

Permit Number: 8849-1586

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3209 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Stephen

Permit Number: 0056-6656

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3210 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Tayla

Permit Number: 0081-9077

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3211 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Terry

Permit Number: 0006-3083

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3212 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greene, Tylor

Permit Number: 0011-9982

School Date Instrument Effective Expiration

02/21/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3213 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greenlee, Jared

Permit Number: 0011-3211

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greer, Brandon

Permit Number: 0024-5444

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greer, Christopher

Permit Number: 0071-6419

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3216 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greer, Jeffrey

Permit Number: 0065-4309

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3217 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greer, Johnny

Permit Number: 0037-5807

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greer, Matthew

Permit Number: 0024-1558

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

07/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3219 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Greeson, Stephen

Permit Number: 0081-7754

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregg, Jason

Permit Number: 0011-6637

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3221 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregory, Calab

Permit Number: 6393-3591

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3222 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregory, Charles

Permit Number: 0024-0683

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3223 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregory, David

Permit Number: 0077-4106

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

12/29/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3224 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregory, Dwoda

Permit Number: 0024-1797

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3225 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gregory, James

Permit Number: 0070-6228

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3226 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grellner, Matthew

Permit Number: 0060-2394

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3227 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grier, Joshua

Permit Number: 0006-9587

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griesinger, Justin

Permit Number: 7681-5279

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griess, Jason

Permit Number: 0024-0133

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3230 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grieve, Dustin

Permit Number: 0058-0505

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Bethany

Permit Number: 6789-6321

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Dustin

Permit Number: 1128-6762

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Joshua

Permit Number: 0017-6208

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Justin

Permit Number: 0006-2711

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3235 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Michael

Permit Number: 0061-4134

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Philip

Permit Number: 6732-5110

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Ryan

Permit Number: 0037-6717

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Stephanie

Permit Number: 0019-8788

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, Vaughn

Permit Number: 0012-1225

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffin, William

Permit Number: 2492-6776

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffith, Hunter

Permit Number: 0083-9058

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffith, Jason

Permit Number: 0010-2904

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffith, Kaitlin

Permit Number: 0059-3106

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffith, Larry

Permit Number: 0024-4797

School Date Instrument Effective Expiration

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griffith, Stephen

Permit Number: 0065-4088

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grigg, Jamie

Permit Number: 0006-0050

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Griggs, Michael

Permit Number: 4270-4598

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grill, Kyle

Permit Number: 0070-1776

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grimes, Joseph

Permit Number: 6834-9566

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grimes, NasZihr

Permit Number: 4730-0376

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grimmett, Caleb

Permit Number: 1333-1525

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3252 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grinder, Devin

Permit Number: 6794-0573

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grissom, Michael

Permit Number: 0095-1635

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3254 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grizzard, William

Permit Number: 0025-9953

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grizzell, Stephen

Permit Number: 0034-4509

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Groce, Patrick

Permit Number: 4056-5396

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grogan, Richard

Permit Number: 0037-7429

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grogan, Tanner

Permit Number: 4539-9273

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3259 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grooms, Dustin

Permit Number: 0034-3907

School Date Instrument Effective Expiration

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Groseclose, Jeffrey

Permit Number: 0116-6538

School Date Instrument Effective Expiration

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gross, Dalton

Permit Number: 1948-1155

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3262 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gross, Tegan

Permit Number: 8502-0302

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grubb, John

Permit Number: 0063-8270

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Grubb, Megan

Permit Number: 4130-9449

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gryder, Wesley

Permit Number: 0011-6638

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guajardo, Antonio

Permit Number: 6595-3860

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guarino, Anna

Permit Number: 9252-6939

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guarracino, Taylor

Permit Number: 1785-4664

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guerra-Agreda, Dara

Permit Number: 0090-8183

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guerrero, Anita

Permit Number: 0060-6319

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guerrero, Kevin

Permit Number: 2533-1823

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guerrero, Lesly

Permit Number: 0083-5393

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guerrero, Maricruz

Permit Number: 5053-9230

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guevara, Fernanda

Permit Number: 0069-8920

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guffey, Andre

Permit Number: 0006-9667

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guffie, Steven

Permit Number: 2772-1651

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guida, Lauren

Permit Number: 0040-2300

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guider, Jonathan

Permit Number: 0006-9676

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guilfoyle, John

Permit Number: 4712-8769

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guillen, Veronica

Permit Number: 0085-2846

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guinn, Jason

Permit Number: 0102-0904

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guinn, Thomas

Permit Number: 4552-5967

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gulka, Edward

Permit Number: 0011-3703

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gulledge, Makalah

Permit Number: 0087-2098

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gulledge, Steven

Permit Number: 0018-7363

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gulliver, Devin

Permit Number: 2868-5277

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunnells, Thomas

Permit Number: 0035-3764

School Date Instrument Effective Expiration

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunnels, Miguel

Permit Number: 6215-2645

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunnin, Andrew

Permit Number: 0070-5116

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3290 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunter, Brent

Permit Number: 9848-9194

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunter, Camden

Permit Number: 5177-3880

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunter, Garrett

Permit Number: 4037-9545

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunter, Grace

Permit Number: 0073-3622

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3294 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gunter, Rebecca

Permit Number: 0086-2787

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gurganus, Jerry

Permit Number: 0011-2668

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3296 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gurganus, Jon

Permit Number: 0037-8497

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gurganus, Joshua

Permit Number: 0011-4090

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gustafson, Christopher

Permit Number: 8241-2974

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gustavson, Alex

Permit Number: 8397-4912

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3300 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guthrie, Justin

Permit Number: 0037-8791

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guthrie, Kenneth

Permit Number: 0037-8624

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3302 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gutierrez, Alan

Permit Number: 0060-4643

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3303 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gutierrez, Henry

Permit Number: 0852-5046

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3304 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gutierrez, Jose

Permit Number: 0006-0139

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3305 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guy, Chandler

Permit Number: 0097-2611

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3306 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guy, Darby

Permit Number: 0077-2097

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3307 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guy, Richard

Permit Number: 2308-8790

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3308 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Guzman, Raul

Permit Number: 9541-3276

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3309 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gwaltney, Aron

Permit Number: 0065-4091

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3310 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Gwehi, Nijah

Permit Number: 0093-8410

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3311 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Habenicht, Jammie

Permit Number: 0038-2379

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Habermas, Matthew

Permit Number: 0011-3735

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hacker, Jerry

Permit Number: 0008-3039

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hackett, Michael

Permit Number: 0069-3372

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3315 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hackney, William

Permit Number: 0056-2909

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hadden, Rhyanna

Permit Number: 1863-4455

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hadley, Benjamin

Permit Number: 0024-6661

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3318 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hagbourne, Clarice

Permit Number: 0030-7601

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hager, Windy

Permit Number: 0011-3474

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hageter, Timothy

Permit Number: 0058-6020

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3321 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haggard, Kenrick

Permit Number: 0011-4925

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3322 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hagstrom, Brenna

Permit Number: 0072-5374

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hahn, Michael

Permit Number: 0005-9811

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haigh, Michael

Permit Number: 0198-2912

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3325 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haines, Isaac

Permit Number: 2665-5682

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hair, Kenneth

Permit Number: 0051-2815

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hairston, Antonio

Permit Number: 2488-1034

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haislip, Lee

Permit Number: 0063-2692

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haith, Bralin

Permit Number: 6293-1105

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3330 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haith, Kevin

Permit Number: 6745-8300

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haithcock, David

Permit Number: 0065-4092

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hale, Madison

Permit Number: 1517-4910

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haley, Damon

Permit Number: 0012-0537

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Aaron

Permit Number: 7756-9918

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Alexander

Permit Number: 0751-0239

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Andrew

Permit Number: 0068-9739

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Austin

Permit Number: 0010-2910

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Brittany

Permit Number: 0063-2693

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Charles

Permit Number: 0051-2877

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Christopher

Permit Number: 0051-2876

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Christopher

Permit Number: 0051-2878

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Christopher

Permit Number: 0065-4312

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Christopher

Permit Number: 9459-9192

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Colby

Permit Number: 8772-4767

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Edison

Permit Number: 0051-2958

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, George

Permit Number: 0008-9309

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3347 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Hannah

Permit Number: 0102-7967

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3348 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Heath

Permit Number: 0051-2874

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3349 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, James

Permit Number: 0051-2907

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3350 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Jonathan

Permit Number: 1023-8495

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3351 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Justin

Permit Number: 0024-6225

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3352 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Kevin

Permit Number: 0006-0486

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3353 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Kevin

Permit Number: 0065-4314

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3354 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Martin

Permit Number: 8561-2175

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3355 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Michael

Permit Number: 0011-9142

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3356 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Murphy

Permit Number: 0061-5927

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3357 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Randy

Permit Number: 0019-8180

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

01/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3358 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Richard

Permit Number: 0065-4313

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3359 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Richard

Permit Number: 2287-3956

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3360 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Robert

Permit Number: 0065-4311

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3361 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Sean

Permit Number: 0065-4310

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3362 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Stephen

Permit Number: 0011-6300

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3363 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Thomas

Permit Number: 0011-1539

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3364 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, Timmy

Permit Number: 0006-4168

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3365 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hall, William

Permit Number: 0065-4315

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3366 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hallberg, Richard

Permit Number: 0068-3411

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3367 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hallman, Jenna

Permit Number: 6858-1995

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3368 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hallum, Matthew

Permit Number: 0057-5701

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3369 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hallyburton, Carroll

Permit Number: 0065-4316

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3370 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Halmi, Robert

Permit Number: 9391-2664

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3371 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Halpin, Brian

Permit Number: 7829-8668

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

07/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3372 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Halsey, David

Permit Number: 0024-8057

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamby, Daniel

Permit Number: 0051-2989

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3374 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamby, Dewey

Permit Number: 0065-4317

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3375 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamby, Ryan

Permit Number: 0059-7391

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3376 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamby, Travis

Permit Number: 0051-2993

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3377 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hames, Loyd

Permit Number: 0006-9913

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3378 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Charles

Permit Number: 0011-6301

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

12/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/08/2021 12/08/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3379 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Christopher

Permit Number: 4228-1202

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3380 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Eric

Permit Number: 0085-2841

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, James

Permit Number: 0056-3314

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, James

Permit Number: 0063-7714

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3383 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Joshua

Permit Number: 0084-3904

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3384 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Joshua

Permit Number: 0101-0043

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3385 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Mark

Permit Number: 1448-8590

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3386 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Ronald

Permit Number: 0024-1524

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, Spencer

Permit Number: 4738-8999

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3388 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton, William

Permit Number: 0005-9376

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3389 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamilton-Butler, J'Loni

Permit Number: 9315-6015

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3390 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamlett, Dominic

Permit Number: 6510-5395

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamlett, Jason

Permit Number: 0057-6699

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3392 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamlett, John

Permit Number: 0024-3002

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammell, Todd

Permit Number: 0030-6933

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammer, Isaac

Permit Number: 0074-9633

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3395 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammer, Landon

Permit Number: 4468-0359

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammerstein, Michael

Permit Number: 0071-6870

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammond, Joshua

Permit Number: 0101-5135

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammond, Phillip

Permit Number: 0051-3060

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Eric

Permit Number: 0057-1998

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3400 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Gary

Permit Number: 0051-3074

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3401 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Jeffrey

Permit Number: 0051-3072

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Jonathan

Permit Number: 0011-4085

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Taylor

Permit Number: 7209-0072

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hammonds, Timothy

Permit Number: 0023-7472

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hampton, Cody

Permit Number: 0064-9538

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hampton, David

Permit Number: 0051-3079

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hampton, James

Permit Number: 2917-1888

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamrick, Aaron

Permit Number: 0153-3119

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamrick, Jeffrey

Permit Number: 0011-5007

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamrick, Jennifer

Permit Number: 0034-4962

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hamrick, Joseph

Permit Number: 0019-8801

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hance, Tyler

Permit Number: 0100-3950

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanchey, Vernon

Permit Number: 0484-5682

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hancock, Richard

Permit Number: 0051-3114

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hancock, Zachary

Permit Number: 1124-0607

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Handy, Timothy

Permit Number: 0051-3129

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haner, Julie

Permit Number: 0005-9254

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanes, Dylan

Permit Number: 9117-7211

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hankins, Michaela

Permit Number: 0056-6291

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanks, Lenward

Permit Number: 0016-7759

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

02/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanks, Richard

Permit Number: 6852-9989

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanks, Timothy

Permit Number: 0063-3175

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanline, Nathaniel

Permit Number: 0065-4319

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanna, Stewart

Permit Number: 0072-4386

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hannah, Isaac

Permit Number: 0011-7608

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hannon, Geoffrey

Permit Number: 1412-6994

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hannon, Michelle

Permit Number: 0005-9774

School Date Instrument Effective Expiration

07/31/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hanson, Philip

Permit Number: 9341-6462

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harbin, Charles

Permit Number: 0011-2548

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harbour, Brian

Permit Number: 0065-4318

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harden, Matthew

Permit Number: 0063-2694

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardesty, Edmond

Permit Number: 0086-8384

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardin, Brenton

Permit Number: 0051-3202

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/09/2021 08/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardin, Holly

Permit Number: 0090-5869

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardin, Robert

Permit Number: 0079-6990

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardison, Christopher

Permit Number: 0012-0371

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardman, Travis

Permit Number: 5707-6536

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardy, Anna

Permit Number: 0056-5891

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardy, John

Permit Number: 0096-5901

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardy, Spencer

Permit Number: 1204-6327

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hardy-Dixon, Brian

Permit Number: 3533-6089

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hare, David

Permit Number: 0051-3287

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hare, Tristan

Permit Number: 7690-9210

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3444 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hargrove, Lamar

Permit Number: 1831-5178

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3445 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hargrove, Samuel

Permit Number: 0084-5052

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3446 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hargrove, William

Permit Number: 0024-1462

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3447 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harkey, Jacob

Permit Number: 0011-1542

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3448 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harkley, Lisa

Permit Number: 0063-1811

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harm, Dwayne

Permit Number: 4077-4843

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3450 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harmel, Austin

Permit Number: 0074-4830

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3451 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harmon, Cory

Permit Number: 6966-9244

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3452 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harmon, Justin

Permit Number: 4659-0887

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3453 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harms, Stephanie

Permit Number: 0077-2125

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Brandon

Permit Number: 0011-4102

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3455 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Christopher

Permit Number: 0051-3359

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3456 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, David

Permit Number: 0472-1719

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3457 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, James

Permit Number: 0011-1424

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3458 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Jordan

Permit Number: 8120-5872

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3459 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Joshua

Permit Number: 0067-1416

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3460 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Stephen

Permit Number: 0051-3374

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3461 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harper, Taylor

Permit Number: 6412-0132

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3462 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrah, John

Permit Number: 0065-4320

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

07/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3463 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Daniel

Permit Number: 0065-4321

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Darrin

Permit Number: 0065-7527

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3465 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Jonathan

Permit Number: 0102-8039

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3466 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Kenneth

Permit Number: 9394-4796

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3467 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Leslie

Permit Number: 0011-5723

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3468 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrell, Robert

Permit Number: 2216-2012

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3469 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrington, Cameron

Permit Number: 0006-1320

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3470 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrington, Carson

Permit Number: 0076-8788

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrington, Chad

Permit Number: 0058-9924

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3472 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrington, David

Permit Number: 0040-2728

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3473 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Benjamin

Permit Number: 0051-3537

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Brandi

Permit Number: 0019-9119

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Brandon

Permit Number: 0092-9592

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3476 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Brian

Permit Number: 2551-8468

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3477 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Christopher

Permit Number: 9821-5134

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3478 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Craig

Permit Number: 0073-6541

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3479 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Daniel

Permit Number: 0019-8701

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3480 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Daniel

Permit Number: 0019-9892

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3481 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Daniel

Permit Number: 0024-1896

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3482 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Daniel

Permit Number: 7325-0999

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3483 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Devin

Permit Number: 1457-6037

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3484 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Dillon

Permit Number: 6854-5668

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3485 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Dustin

Permit Number: 0024-5951

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Dustin

Permit Number: 0051-2570

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3487 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Eric

Permit Number: 0035-3084

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3488 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Ernest

Permit Number: 0095-5293

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3489 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Jacob

Permit Number: 1416-3644

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3490 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, James

Permit Number: 0086-4417

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3491 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, John

Permit Number: 0012-0372

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3492 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Johnathan

Permit Number: 0051-3555

School Date Instrument Effective Expiration

10/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/23/2020 10/23/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3493 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Joseph

Permit Number: 0079-5691

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3494 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Joshua

Permit Number: 0035-3083

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3495 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Joshua

Permit Number: 0065-4093

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3496 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Joshua

Permit Number: 0079-5329

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Justin

Permit Number: 0011-3896

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Justin

Permit Number: 0038-3110

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Maisie

Permit Number: 4240-5964

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3500 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Mark

Permit Number: 0056-1630

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Michael

Permit Number: 0007-0054

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3502 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Michael

Permit Number: 0042-8201

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Nathan

Permit Number: 0040-2211

School Date Instrument Effective Expiration

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Patrick

Permit Number: 0011-3215

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Paul

Permit Number: 0011-4867

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3506 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Randall

Permit Number: 0051-3591

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3507 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Rashawn

Permit Number: 0322-7948

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3508 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Robert

Permit Number: 0051-3598

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Ryan

Permit Number: 8281-3829

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3510 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Shelton-Lee

Permit Number: 3812-3823

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3511 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Tekaila

Permit Number: 6505-0848

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3512 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harris, Terrence

Permit Number: 0072-3740

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3513 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrison, Nicholas

Permit Number: 0051-3632

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3514 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harrison, Nicholas

Permit Number: 0065-1029

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3515 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hart, Apelles

Permit Number: 5382-4519

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3516 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hart, Bradley

Permit Number: 0019-9893

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3517 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hart, Brandon

Permit Number: 0024-1118

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3518 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hart, James

Permit Number: 0056-9275

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3519 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartley, Nicholas

Permit Number: 0059-1365

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3520 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartline, Laura

Permit Number: 9567-1912

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3521 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartman, Benjamin

Permit Number: 0007-0133

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3522 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartman, Michael

Permit Number: 6411-7151

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsell, Adam

Permit Number: 9442-2281

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsell, Amy

Permit Number: 0011-9161

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsell, John

Permit Number: 0081-3266

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsell, Jordan

Permit Number: 0057-3626

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsell, Timmy

Permit Number: 0024-3824

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsfield, Jason

Permit Number: 0012-0901

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartsfield, Joshua

Permit Number: 2716-6228

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hartzog, Aubrey

Permit Number: 0051-3708

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harvin, Shawn

Permit Number: 0034-3598

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harwood, Corey

Permit Number: 0679-0187

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Harwood, Joseph

Permit Number: 0073-1809

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3534 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hash, Robert

Permit Number: 0076-4768

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3535 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hashigami, Kana

Permit Number: 4742-7330

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haskett, Christopher

Permit Number: 0051-3759

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3537 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hassell, Christopher

Permit Number: 0065-4094

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hastay, Luke

Permit Number: 2005-2259

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hastings, James

Permit Number: 0051-3787

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatch, Travas

Permit Number: 0056-3054

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3541 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatcher, Jody

Permit Number: 0051-3808

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3542 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatcher, Lane

Permit Number: 2893-7489

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3543 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatcher, Vanessa

Permit Number: 8101-2775

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatfield, Jordan

Permit Number: 3156-1737

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3545 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hathaway, Matthew

Permit Number: 0090-1111

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

07/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3546 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatley, Charles

Permit Number: 0066-2168

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatley, David

Permit Number: 0067-4595

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3548 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatley, Donald

Permit Number: 0006-2324

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3549 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hatmaker, Jerry

Permit Number: 0023-8217

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3550 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hauber, Brett

Permit Number: 5789-5341

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3551 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hauff, Michael

Permit Number: 0051-3846

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3552 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haunn, Mitchell

Permit Number: 0051-3849

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3553 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hauser, Matthew

Permit Number: 0066-6699

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hausley, Dasnine

Permit Number: 0011-1288

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3555 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Havens, Cody

Permit Number: 0011-4415

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawes, Lakeisha

Permit Number: 0063-8272

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3557 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawker, Rivers

Permit Number: 5251-9036

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, Brian

Permit Number: 0582-3495

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3559 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, Christian

Permit Number: 9169-7652

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3560 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, David

Permit Number: 0051-3886

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3561 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, James

Permit Number: 0051-3890

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, Joseph

Permit Number: 0051-3877

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3563 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, Kipp

Permit Number: 2551-7644

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3564 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, Steven

Permit Number: 0011-3509

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3565 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawkins, William

Permit Number: 0034-4907

School Date Instrument Effective Expiration

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3566 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawley, John

Permit Number: 0056-1633

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3567 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hawrysch, Stephan

Permit Number: 1425-9362

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3568 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayden, Daniel

Permit Number: 0051-3917

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayden, Joshua

Permit Number: 0008-2124

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3570 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Curtis

Permit Number: 0030-6936

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3571 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Dillon

Permit Number: 0646-2611

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3572 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Donovan

Permit Number: 7093-2910

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3573 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Elijah

Permit Number: 8014-9304

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3574 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Eric

Permit Number: 0101-2778

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3575 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Gavin

Permit Number: 0092-9621

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3576 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Geoffrey

Permit Number: 0011-1546

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3577 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Isaiah

Permit Number: 0403-9177

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3578 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Jonathan

Permit Number: 0011-0989

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3579 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Jonathan

Permit Number: 1537-9946

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3580 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Mar'Quieta

Permit Number: 0081-8535

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3581 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Matthew

Permit Number: 4246-3065

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3582 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Noah

Permit Number: 1209-1585

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3583 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Robert

Permit Number: 0019-8051

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3584 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Thomas

Permit Number: 0065-4322

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3585 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Tyler

Permit Number: 0023-7473

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3586 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hayes, Zachary

Permit Number: 7054-8372

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3587 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haymore, Michael

Permit Number: 3692-6993

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3588 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynes, Benjamin

Permit Number: 0035-7482

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3589 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynes, Eric

Permit Number: 0086-6561

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3590 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynes, Hunter

Permit Number: 3270-0282

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3591 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynes, Joseph

Permit Number: 6713-4000

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3592 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynes, Scott

Permit Number: 0040-2729

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3593 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynie, Brian

Permit Number: 0042-4783

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3594 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haynie, Curtis

Permit Number: 4684-2127

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3595 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hays, Bradley

Permit Number: 0098-9681

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3596 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hays, Mark

Permit Number: 0011-3099

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3597 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haywood, Chad

Permit Number: 0007-0320

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3598 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haywood, Earl

Permit Number: 0011-3897

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3599 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haywood, Herman

Permit Number: 0079-1153

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3600 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Haywood, Joseph

Permit Number: 0011-3217

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3601 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hazelwood, William

Permit Number: 9334-3289

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3602 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Head, Sean

Permit Number: 0072-1283

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3603 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Head, Tyler

Permit Number: 2996-2540

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3604 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hearn, Christina

Permit Number: 0023-7241

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3605 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heater, Breanna

Permit Number: 1257-1503

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Alicia

Permit Number: 9916-0828

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3607 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Carson

Permit Number: 0063-5381

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3608 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Christian

Permit Number: 0252-3268

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3609 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Holly

Permit Number: 0068-3412

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3610 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Kevin

Permit Number: 0052-8413

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3611 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heath, Steven

Permit Number: 0057-0418

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3612 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heaton, Michael

Permit Number: 1960-9224

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3613 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heck, William

Permit Number: 0056-1634

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3614 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heckhaus, Amy

Permit Number: 9011-8674

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3615 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heckstall, Kiara

Permit Number: 0091-7956

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3616 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hedden, Alex

Permit Number: 0011-6027

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3617 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hedgepeth, Chad

Permit Number: 0062-8673

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3618 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hedwin, Donnie

Permit Number: 0005-9398

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3619 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heesacker, Ian

Permit Number: 0684-6520

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3620 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heffner, Amber

Permit Number: 0776-3888

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3621 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heffron, Aleen

Permit Number: 4967-9407

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3622 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heflin, Eric

Permit Number: 4300-8097

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3623 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hefner, Leonard

Permit Number: 0030-7735

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3624 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hefner, Nathan

Permit Number: 0031-4593

School Date Instrument Effective Expiration

11/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/25/2020 11/25/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3625 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hegmann, Sean

Permit Number: 0065-4323

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3626 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heib, Erik

Permit Number: 6069-4488

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3627 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heim, Daniel

Permit Number: 0019-9470

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3628 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heintz, Derek

Permit Number: 0052-8500

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3629 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heinz, Jeffrey

Permit Number: 0011-8660

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3630 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hellman, Steven

Permit Number: 0091-4182

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3631 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helman, Sean

Permit Number: 0020-0273

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3632 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helmick, Alistarr

Permit Number: 6899-8177

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3633 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Bryce

Permit Number: 0084-9845

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3634 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Daniel

Permit Number: 3778-3360

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3635 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Garrett

Permit Number: 0060-4646

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3636 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Joshua

Permit Number: 7900-1411

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Kenneth

Permit Number: 7269-9068

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Nicholas

Permit Number: 0011-1547

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3639 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Reese

Permit Number: 0019-8183

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3640 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Samuel

Permit Number: 1250-1877

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms, Thomas

Permit Number: 0030-8116

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helms-Cope, Ashlyn

Permit Number: 0034-2882

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helton, Courtney

Permit Number: 0099-2289

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helton, Haley

Permit Number: 8081-3896

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helton, Joseph

Permit Number: 3263-1799

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helton, Robert

Permit Number: 0035-3771

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Helton, Ryan

Permit Number: 0065-4324

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3648 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hembrick, Marvin

Permit Number: 0052-8554

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hemby, Gregory

Permit Number: 0052-8555

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hemilright, Jeremy

Permit Number: 0005-9480

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hemphill, William

Permit Number: 0052-8569

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Benjamin

Permit Number: 0030-6599

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Joseph

Permit Number: 0052-8604

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Joseph

Permit Number: 0057-9609

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Joshua

Permit Number: 0052-8590

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Robert

Permit Number: 0005-9227

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Robert

Permit Number: 0084-0944

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henderson, Tony

Permit Number: 0020-0882

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hendren, Bradley

Permit Number: 0052-8625

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hendricks, Dennis

Permit Number: 0034-3600

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hendricks, Edward

Permit Number: 0052-8637

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hendrickson, Richard

Permit Number: 0052-8639

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henkel, Jesse

Permit Number: 0086-6956

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henley, Camryn

Permit Number: 0100-4974

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henley, Michael

Permit Number: 0052-8661

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henning, William

Permit Number: 0052-8679

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henningsen, Daniel

Permit Number: 0056-1635

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henry, Abigail

Permit Number: 5831-3020

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henry, Howard

Permit Number: 0035-3772

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henry, Jacob

Permit Number: 9433-2184

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henry, Jeremy

Permit Number: 0025-9956

School Date Instrument Effective Expiration

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henry, Sean

Permit Number: 4079-3000

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henshaw, Philip

Permit Number: 0059-0336

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hensley, David

Permit Number: 0010-8330

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hensley, Donald

Permit Number: 0052-8718

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hensley, Jantzen

Permit Number: 0011-2152

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hensley, Monte

Permit Number: 0023-7649

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hensley, Randy

Permit Number: 4780-6277

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henson, Aaron

Permit Number: 0100-3197

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henson, Alan

Permit Number: 9866-3203

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henson, Crystal

Permit Number: 0056-2931

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

03/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henson, David

Permit Number: 0052-8744

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Henson, James

Permit Number: 0052-8738

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heon, Matthew

Permit Number: 0052-8746

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hepburn, Matthew

Permit Number: 2136-0566

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herbert, Grace

Permit Number: 4102-2264

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herbert, Jeffrey

Permit Number: 0072-0172

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herbertson, Aaron

Permit Number: 8731-4876

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herbertson, Michael

Permit Number: 6668-8561

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herbstreit, Brent

Permit Number: 8380-0222

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herman, Jonathan

Permit Number: 0007-0413

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herman, Thomas

Permit Number: 0018-0462

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hermann, Nicholas

Permit Number: 0193-7299

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hern, Justin

Permit Number: 6058-0014

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Aaron

Permit Number: 0023-8041

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Chayanne

Permit Number: 3508-8051

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Daniel

Permit Number: 5340-5504

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Edgar

Permit Number: 5525-1174

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, George

Permit Number: 0034-2185

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Jose

Permit Number: 8980-7224

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3701 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Luis

Permit Number: 9912-8552

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3702 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Tonea

Permit Number: 3888-3564

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3703 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez, Yolanda

Permit Number: 0096-7980

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3704 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hernandez-Carias, Alexa

Permit Number: 7445-3916

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3705 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herndon, Brent

Permit Number: 0062-6637

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herrera, Iraldiba

Permit Number: 2906-8213

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herrera, Kayla

Permit Number: 4892-3604

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3708 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herrin, Shane

Permit Number: 0065-4325

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3709 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herring, Kenneth

Permit Number: 0052-8789

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3710 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herring, Trent

Permit Number: 0091-7187

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herring, Tyler

Permit Number: 9832-2339

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3712 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Herron, Chance

Permit Number: 8492-5195

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3713 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hersha, Jesse

Permit Number: 8552-3483

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3714 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hessel, Jeremy

Permit Number: 0060-0769

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hester, Richard

Permit Number: 0065-4326

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3716 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hester, Ronald

Permit Number: 0052-8857

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Heustis, Seth

Permit Number: 6426-2001

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hewitt, Danielle

Permit Number: 0011-6149

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hiatt, Braxton

Permit Number: 0011-8661

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hiatt, Howard

Permit Number: 0011-4081

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hibbs, Chrystal

Permit Number: 9514-3927

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hice, Austin

Permit Number: 2417-7004

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hickman, Bryan

Permit Number: 0084-5030

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hickman, Christopher

Permit Number: 0019-8703

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hickok, Craig

Permit Number: 0287-8577

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3726 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Carl

Permit Number: 0075-5359

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Devin

Permit Number: 0092-0831

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, John

Permit Number: 0058-6747

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Jonathan

Permit Number: 9051-4206

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Madison

Permit Number: 9800-3418

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Michael

Permit Number: 0024-0588

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Michael

Permit Number: 0072-6793

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3733 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Olivia

Permit Number: 7533-4914

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3734 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Trevor

Permit Number: 6687-9799

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3735 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hicks, Tyler

Permit Number: 0754-3198

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3736 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hielscher, Eric

Permit Number: 0087-0852

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3737 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Higgins, James

Permit Number: 0082-0943

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3738 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Higgins, Kristopher

Permit Number: 0072-0549

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3739 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Higgins, Sean

Permit Number: 7063-7115

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3740 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: High, Brandon

Permit Number: 0024-7390

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3741 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: High, Christopher

Permit Number: 0065-4328

School Date Instrument Effective Expiration

07/31/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: High, Louis

Permit Number: 0052-8992

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: High, Thomas

Permit Number: 0065-4327

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3744 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Highfill, Sawyer

Permit Number: 0075-0271

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hikade, Joshua

Permit Number: 0084-0950

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3746 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilburn, Christopher

Permit Number: 0052-9009

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3747 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hildebrand, Thomas

Permit Number: 0058-3654

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3748 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilgartner, Joshua

Permit Number: 0071-0661

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3749 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Baxter

Permit Number: 0034-3601

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3750 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Brandon

Permit Number: 0011-6109

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3751 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Brian

Permit Number: 0034-2085

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Christopher

Permit Number: 1577-2631

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3753 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Clarence

Permit Number: 0023-7356

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3754 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Jade

Permit Number: 0947-1649

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3755 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, James

Permit Number: 0070-3562

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Jeslynn

Permit Number: 7328-7370

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3757 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Jonathan

Permit Number: 0005-9932

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3758 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Kelsey

Permit Number: 0072-1219

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3759 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Lamon

Permit Number: 0052-9024

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3760 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Larry

Permit Number: 0102-0886

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3761 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Norman

Permit Number: 8665-8383

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Robert

Permit Number: 4878-2642

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Samantha

Permit Number: 0093-6839

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3764 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Shaunda

Permit Number: 0024-7257

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Shawn

Permit Number: 0011-9573

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Timothy

Permit Number: 0030-7008

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Trevor

Permit Number: 0085-7584

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hill, Tyler

Permit Number: 0092-9947

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hillis, Austin

Permit Number: 6859-8181

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hillyard, Joshua

Permit Number: 6506-3814

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilton, Arnold

Permit Number: 0024-3126

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilton, Brett

Permit Number: 0065-4329

School Date Instrument Effective Expiration

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilton, Christine

Permit Number: 2289-8631

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hilton, James

Permit Number: 0024-7391

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinceman, Casey

Permit Number: 2476-3330

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hine, William

Permit Number: 0068-1654

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hineline, Thomas

Permit Number: 0074-7215

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hines, Jamie

Permit Number: 0019-9125

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hines, Kasahn

Permit Number: 0784-4178

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hines, Thaddeus

Permit Number: 5988-7874

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinnenkamp, Michael

Permit Number: 0052-9211

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, Angela

Permit Number: 0009-9635

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, Brynn

Permit Number: 7661-1468

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, Christian

Permit Number: 0065-2699

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, Dakota

Permit Number: 0071-5872

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, Darren

Permit Number: 0024-7769

School Date Instrument Effective Expiration

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, James

Permit Number: 0052-9231

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinson, James

Permit Number: 0055-8185

School Date Instrument Effective Expiration

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hinton, Niesha

Permit Number: 6025-7520

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hipp, Brent

Permit Number: 0052-9261

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hipp, Cory

Permit Number: 0065-4330

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hipps, Kenneth

Permit Number: 0024-2400

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hite, Logan

Permit Number: 0095-1637

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobbs, Christopher

Permit Number: 0053-5583

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobbs, Roy

Permit Number: 0006-3307

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobby, Charles

Permit Number: 0051-2435

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobson, Avery

Permit Number: 1289-7559

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobson, Caleb

Permit Number: 0062-1555

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hobson, Eddie

Permit Number: 0053-5601

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hochman, David

Permit Number: 0008-1669

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hockenberry, Everett

Permit Number: 5110-1740

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hocutt, Nathan

Permit Number: 0065-4331

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodapp, Samuel

Permit Number: 0024-0688

School Date Instrument Effective Expiration

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodge, Brian

Permit Number: 0023-7936

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodge, Jonathan

Permit Number: 0053-5616

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodge, Michael

Permit Number: 1055-1209

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodge, Philip

Permit Number: 0217-4976

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodge, Tashari

Permit Number: 0082-5242

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodges, Jonathan

Permit Number: 0053-5624

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodges, Joseph

Permit Number: 0070-6234

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodges, Joshua

Permit Number: 0053-5649

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodges, Matthew

Permit Number: 0034-2557

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodges, Nathanial

Permit Number: 0073-6673

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodgson, Michael

Permit Number: 0060-3504

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hodson, Eric

Permit Number: 0072-4387

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoehman, Matthew

Permit Number: 0056-1638

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoernlen, Rudy

Permit Number: 0019-8058

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoffman, Autumn

Permit Number: 4048-9304

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoffman, Ross

Permit Number: 0059-6358

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoffmann, Marina

Permit Number: 0759-6831

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hofford, Nicholas

Permit Number: 0009-7967

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogan, Alexander

Permit Number: 3616-7113

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogan, Alexis

Permit Number: 0102-7980

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogan, Allegra

Permit Number: 4263-2763

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3825 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogan, Corey

Permit Number: 1914-2894

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogan, Maximillian

Permit Number: 0075-3257

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoganson, Taylor

Permit Number: 6315-2503

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogg, Colton

Permit Number: 6860-5652

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoggard, Jarrett

Permit Number: 2441-0541

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3830 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hogue, Richard

Permit Number: 0011-3898

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3831 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hohenstein, Padraic

Permit Number: 7801-9829

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holbrook, Alexander

Permit Number: 0696-5791

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holcomb, Andrew

Permit Number: 0065-4333

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holcomb, Bobby

Permit Number: 1718-9675

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holcomb, Houston

Permit Number: 6262-3832

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holcombe, Christopher

Permit Number: 0011-2137

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holcombe, Michael

Permit Number: 0053-5740

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holden, Brandon

Permit Number: 0053-5747

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holden, Gregory

Permit Number: 0030-9030

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holden, William

Permit Number: 1554-3802

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holder, Benjamin

Permit Number: 0065-4334

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holder, Jerry

Permit Number: 0071-7970

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holder, Scott

Permit Number: 0030-7737

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holding, Gregory

Permit Number: 0011-0612

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holdren, Nicholas

Permit Number: 3317-1146

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Austin

Permit Number: 9061-7315

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Dakota

Permit Number: 6027-3031

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Devin

Permit Number: 0034-4911

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, James

Permit Number: 0087-9915

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/08/2021 12/08/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Joseph

Permit Number: 0011-4130

School Date Instrument Effective Expiration

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Justin

Permit Number: 6610-2567

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, Steven

Permit Number: 0056-4732

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holland, William

Permit Number: 0006-4125

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollar, Wayne

Permit Number: 0069-0173

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollar, Zakary

Permit Number: 0090-1125

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holleman, Andrew

Permit Number: 0056-0433

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holleman, Raymond

Permit Number: 7142-4158

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holley, William

Permit Number: 9030-3771

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holliday, Jason

Permit Number: 0023-9160

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Benjamin

Permit Number: 8925-1271

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Jason

Permit Number: 1313-7596

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Jesse

Permit Number: 2760-4401

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Michael

Permit Number: 0092-0820

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Michael

Permit Number: 0099-7493

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollifield, Stephen

Permit Number: 0085-4998

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hollis, William

Permit Number: 0084-9156

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holloman, Alexander

Permit Number: 0058-8009

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holloman, Jeremy

Permit Number: 0053-5870

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holloman, Travis

Permit Number: 0053-5876

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holloway, John

Permit Number: 0056-1643

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holman, John

Permit Number: 0024-3003

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holman-White, Taylor

Permit Number: 0079-4101

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Christopher

Permit Number: 0011-8809

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Daniel

Permit Number: 0072-7212

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, David

Permit Number: 0084-0976

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, James

Permit Number: 0023-9780

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Jason

Permit Number: 0065-4335

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Jonathan

Permit Number: 0011-2846

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Joseph

Permit Number: 0035-3543

School Date Instrument Effective Expiration

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Kendra

Permit Number: 0069-3792

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holmes, Quincy

Permit Number: 0085-9355

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holsclaw, Christopher

Permit Number: 9329-4940

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Adam

Permit Number: 0035-2902

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Barry

Permit Number: 0005-9346

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Christopher

Permit Number: 0018-7571

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Christopher

Permit Number: 0023-7476

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Ethan

Permit Number: 0011-3785

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holt, Miranda

Permit Number: 5482-1307

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holtberg, Kent

Permit Number: 0058-3283

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holte, Kasey

Permit Number: 0013-9368

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Holtsclaw, Devin

Permit Number: 8292-1672

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Homer, Ryan

Permit Number: 0101-5134

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Homick, Jason

Permit Number: 6879-6668

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Adam

Permit Number: 7180-3105

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Jeffrey

Permit Number: 0005-9213

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Jeremy

Permit Number: 0053-6001

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Matthew

Permit Number: 0611-2566

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Taylor

Permit Number: 0007-6681

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Thomas

Permit Number: 0031-4594

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Travis

Permit Number: 9886-2441

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honeycutt, Tyler

Permit Number: 0087-0042

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Honomichl, Phillip

Permit Number: 6239-8833

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoock, Shane

Permit Number: 2888-1953

School Date Instrument Effective Expiration

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hood, Lauren

Permit Number: 0065-9499

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooker, Kamaria

Permit Number: 0099-4775

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooker, Korey

Permit Number: 0077-7056

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooker, Nicholas

Permit Number: 0011-3717

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooks, Chandler

Permit Number: 0038-3269

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooks, Gary

Permit Number: 0053-6049

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooks, James

Permit Number: 0008-9231

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooks, Richard

Permit Number: 0011-9821

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hooper, Richard

Permit Number: 0011-9610

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoover, Casey

Permit Number: 0057-6703

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoover, Jonathan

Permit Number: 0053-6063

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hopkins, Hannah

Permit Number: 2525-7342

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hopkins, Mark

Permit Number: 0011-9898

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hopper, Christopher

Permit Number: 0018-0423

School Date Instrument Effective Expiration

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hopper, Richard

Permit Number: 0024-5953

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hopson, Vince

Permit Number: 0005-9340

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horbury, Reece

Permit Number: 4000-2611

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hord, Douglas

Permit Number: 0008-9666

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horn, Tyler

Permit Number: 0006-0736

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Caitlin

Permit Number: 5426-9356

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Christian

Permit Number: 7037-2418

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Christopher

Permit Number: 0005-9820

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Jeremy

Permit Number: 0035-3544

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Kevin

Permit Number: 0053-6147

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Mark

Permit Number: 0068-8022

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Ronnie

Permit Number: 0024-2548

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horne, Sheraton

Permit Number: 5574-8806

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horniak, John

Permit Number: 0065-4339

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horning, Lisa

Permit Number: 0009-1013

School Date Instrument Effective Expiration

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horton, Anthony

Permit Number: 0024-7597

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horton, David

Permit Number: 0053-6172

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 3935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horton, James

Permit Number: 0065-4340

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horton, John

Permit Number: 0065-4341

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Horton, Randall

Permit Number: 5631-7854

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 3938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hosenbackez, Claudius

Permit Number: 0034-2833

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoskins, Daniel

Permit Number: 0011-3755

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hostinsky, Adam

Permit Number: 0065-4342

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hotchkiss, William

Permit Number: 0007-0763

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houck, Andrew

Permit Number: 0005-9188

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houck, Danny

Permit Number: 0009-1735

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houlberg, Christine

Permit Number: 0080-4575

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houle, Sean

Permit Number: 0074-4834

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: House, Kayla

Permit Number: 0067-2115

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houser, Christopher

Permit Number: 0024-2664

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Houston, Megan

Permit Number: 0586-0551

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hove, Joseph

Permit Number: 2835-7310

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hovis, Garrett

Permit Number: 6843-0596

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howald, Kearstin

Permit Number: 0065-4343

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Benjamin

Permit Number: 0057-9196

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Christopher

Permit Number: 2988-0274

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Cody

Permit Number: 3474-2061

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, John

Permit Number: 0035-3777

School Date Instrument Effective Expiration

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Joseph

Permit Number: 0053-6289

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Kelsey

Permit Number: 0062-0685

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Paul

Permit Number: 0065-4345

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howard, Phillip

Permit Number: 0061-5930

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Chelsea

Permit Number: 1142-5168

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Christopher

Permit Number: 2435-2736

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Jake

Permit Number: 0643-8522

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Jefferson

Permit Number: 0053-6308

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Jeffry

Permit Number: 0065-4344

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, John

Permit Number: 0011-8810

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Kameko

Permit Number: 0053-6303

School Date Instrument Effective Expiration

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Kent

Permit Number: 5962-6445

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Matthew

Permit Number: 0011-3899

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Peter

Permit Number: 0038-3270

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Timothy

Permit Number: 0053-6313

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howell, Tyler

Permit Number: 0011-2402

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hower, Catherine

Permit Number: 0024-2152

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hower, Kenneth

Permit Number: 0053-6348

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howes, Timothy

Permit Number: 0006-3400

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3975 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howey, George

Permit Number: 0024-0596

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howie, Matthew

Permit Number: 0053-6355

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howington, James

Permit Number: 6812-1020

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Howze, Rodriquez

Permit Number: 0080-3033

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoxit, Harold

Permit Number: 0045-2134

School Date Instrument Effective Expiration

09/13/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoy, Austin

Permit Number: 0085-6558

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoyle, Jacob

Permit Number: 0020-0884

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoyle, Michele

Permit Number: 0058-2521

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoyle, Seth

Permit Number: 0098-9669

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hoyle, Trevor

Permit Number: 1660-1838

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbard, Austin

Permit Number: 0081-2702

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbard, Justin

Permit Number: 0065-4346

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbard, Kimberly

Permit Number: 1926-3630

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3988 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbard, Stephanie

Permit Number: 0009-9646

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 3989 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbard, Timothy

Permit Number: 0058-5486

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3990 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hubbs, Kyle

Permit Number: 1066-9080

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3991 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huckabee, Brad

Permit Number: 0009-1847

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3992 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudgins, Austin

Permit Number: 4405-9788

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudick, Kyle

Permit Number: 9640-6568

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3994 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudler, Aaron

Permit Number: 0076-0615

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 3995 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Adam

Permit Number: 0035-2968

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3996 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Arianna

Permit Number: 2732-1977

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3997 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Benjamin

Permit Number: 0102-5563

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 3998 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Charles

Permit Number: 0024-4612

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 3999 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Daisha

Permit Number: 0068-3692

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4000 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Daniel

Permit Number: 5947-8859

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4001 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Derrick

Permit Number: 0101-4518

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4002 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Devon

Permit Number: 0059-6361

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Edward

Permit Number: 0059-6362

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4004 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Jonathan

Permit Number: 0085-6567

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4005 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Joshua

Permit Number: 2307-5188

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4006 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Martie

Permit Number: 0081-1094

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Michael

Permit Number: 0073-0448

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4008 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Nicholas

Permit Number: 0064-6324

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hudson, Paul

Permit Number: 0051-2432

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4010 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huerta, Daniel

Permit Number: 7647-3797

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4011 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huff, Daniel

Permit Number: 4371-5990

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4012 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffaker, William

Permit Number: 0077-2482

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffman, Frances

Permit Number: 0081-7538

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffman, Parker

Permit Number: 0024-6087

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffman, Stacey

Permit Number: 0006-3482

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4016 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffstetler, Cory

Permit Number: 0019-8705

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffstetler, Douglas

Permit Number: 0084-0990

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huffstickler, Rodney

Permit Number: 0030-6603

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hufton, Patrick

Permit Number: 0057-6230

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4020 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Gillian

Permit Number: 3874-5524

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Jason

Permit Number: 0054-2193

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Jordan

Permit Number: 9440-4620

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Lloyd

Permit Number: 0054-2209

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Samuel

Permit Number: 5989-9304

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hughes, Tyler

Permit Number: 8045-6689

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hulgin, Paige

Permit Number: 9776-4889

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hull, Billy

Permit Number: 8269-2373

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hull, Matthew

Permit Number: 0085-9718

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hulsey, Richard

Permit Number: 0054-2259

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hults, Justin

Permit Number: 7004-9674

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Humes, Michael

Permit Number: 2595-6019

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Humm, Andrew

Permit Number: 0070-6235

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Humphrey, Alan

Permit Number: 0065-4348

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Humphries, John

Permit Number: 0035-2249

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Humphries, Sean

Permit Number: 0034-4487

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4036 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hundley, Craig

Permit Number: 0054-2279

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hundley, Daniel

Permit Number: 0054-2280

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4038 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hundley, William

Permit Number: 0034-3150

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunerwadel, Nathan

Permit Number: 0100-2079

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4040 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huneycutt, Colt

Permit Number: 0065-4349

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huneycutt, Jacob

Permit Number: 9562-0121

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4042 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huneycutt, Phillip

Permit Number: 0030-6801

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4043 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunley, David

Permit Number: 0166-2704

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunnicutt, Samuel

Permit Number: 0111-8432

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunsucker, Matthew

Permit Number: 0079-4102

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4046 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Austin

Permit Number: 7988-5684

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Bryer

Permit Number: 0102-3058

School Date Instrument Effective Expiration

07/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2020 07/20/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4048 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Chelsey

Permit Number: 6904-3312

School Date Instrument Effective Expiration

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Dewayne

Permit Number: 0054-2361

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Eric

Permit Number: 0054-2333

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4051 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Eugene

Permit Number: 2336-6914

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Gus

Permit Number: 3048-6139

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Halston

Permit Number: 0065-0509

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4054 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, James

Permit Number: 0006-3382

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, James

Permit Number: 2311-1804

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, John

Permit Number: 0077-2127

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4057 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Jordan

Permit Number: 8312-6805

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Kai

Permit Number: 0100-9157

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Robert

Permit Number: 0030-7059

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4060 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Stephen

Permit Number: 0054-2326

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4061 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Timothy

Permit Number: 0088-6686

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4062 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Tyrone

Permit Number: 0054-2356

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4063 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Whitney

Permit Number: 8930-4044

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4064 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunt, Zackary

Permit Number: 1565-3646

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4065 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Brian

Permit Number: 9221-0029

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4066 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Gregory

Permit Number: 0090-5858

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4067 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Jeremiah

Permit Number: 0060-0834

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4068 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Jesse

Permit Number: 0019-8968

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4069 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Matthew

Permit Number: 0007-1164

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4070 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Shiniquek

Permit Number: 6543-9966

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4071 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, Staci

Permit Number: 6769-0825

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4072 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hunter, William

Permit Number: 0076-5717

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4073 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huntingford, Matthew

Permit Number: 0005-9400

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4074 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huntsman, Jackie

Permit Number: 0024-2549

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4075 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Corey

Permit Number: 0079-1963

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4076 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Dallas

Permit Number: 0054-2431

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4077 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Eric

Permit Number: 0296-5466

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4078 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Katlyn

Permit Number: 0090-8138

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4079 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Ryan

Permit Number: 0065-0510

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4080 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Shawn

Permit Number: 0065-0511

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4081 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hurley, Steven

Permit Number: 0054-2436

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

10/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4082 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Husk, Sean

Permit Number: 2803-8726

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4083 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huss, Kendall

Permit Number: 0092-0835

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4084 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Huss, Lance

Permit Number: 0054-2456

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4085 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hussey, Dustin

Permit Number: 0019-8804

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4086 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hussey, Tracy

Permit Number: 0065-0512

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4087 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hussey, Vicky

Permit Number: 0020-1098

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4088 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hussey, Victoria

Permit Number: 0019-9906

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4089 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hust, Jeffrey

Permit Number: 0024-2292

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4090 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchens, Emily

Permit Number: 4501-5873

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4091 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchens, Randolph

Permit Number: 5811-6826

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4092 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchins, Caitlin

Permit Number: 4751-7206

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4093 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchins, Darius

Permit Number: 0079-6743

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4094 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchins, Ronald

Permit Number: 0011-0794

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4095 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchinson, Joseph

Permit Number: 0035-6075

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4096 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchinson, Timothy

Permit Number: 0054-2488

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4097 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutchinson, William

Permit Number: 0087-0842

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4098 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hutt, Ethan

Permit Number: 3307-8774

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4099 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hux, Patrick

Permit Number: 4734-2150

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4100 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hvozdovic, Matthew

Permit Number: 0076-5718

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4101 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hwang, Joo

Permit Number: 0083-9120

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4102 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyatt, Brad

Permit Number: 0054-2504

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4103 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyatt, Jamie

Permit Number: 0054-2505

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4104 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyatt, Samantha

Permit Number: 0231-5026

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4105 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyde, Kenneth

Permit Number: 0054-2519

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4106 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hylemon, Myria

Permit Number: 0086-5333

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4107 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyman, Shaun

Permit Number: 0030-6883

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4108 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hyman, Stephen

Permit Number: 0035-2969

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4109 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hynes, David

Permit Number: 7395-9935

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4110 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Hynson, Corey

Permit Number: 0067-5468

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4111 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ibarra, David

Permit Number: 0731-5440

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4112 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Immel, Thomas

Permit Number: 0054-6078

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4113 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Indoe, Matthew

Permit Number: 8046-5058

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4114 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingels, Bradley

Permit Number: 5839-4554

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4115 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingle, Larry

Permit Number: 0035-2495

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4116 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingle, Scott

Permit Number: 0061-7440

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4117 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingold, Travis

Permit Number: 0054-6094

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4118 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingram, Christopher

Permit Number: 0102-7958

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4119 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingram, Donald

Permit Number: 0086-6948

School Date Instrument Effective Expiration

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4120 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingram, Nathan

Permit Number: 0065-1198

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ingram, Samuel

Permit Number: 4977-8943

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Andrew

Permit Number: 0054-6128

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Brian

Permit Number: 0018-0233

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, David

Permit Number: 0054-6131

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4125 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, George

Permit Number: 0054-6136

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Justin

Permit Number: 0069-9174

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Kayla

Permit Number: 0061-5931

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Shaun

Permit Number: 0058-2540

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Inman, Timothy

Permit Number: 0065-0513

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Innerfield, Andrew

Permit Number: 0058-2276

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Insley, Chad

Permit Number: 0071-7084

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Interlicchia, Sydney

Permit Number: 4945-8967

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Interrante, Katherine

Permit Number: 4113-3307

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ipock, Christine

Permit Number: 0030-6941

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ipock, Gary

Permit Number: 0023-8763

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ipock, Ryan

Permit Number: 0024-8571

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Irizarry, Frank

Permit Number: 4259-6877

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isaac, Ronald

Permit Number: 0058-6976

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isaacks, John

Permit Number: 0034-4972

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isaacs, Dylan

Permit Number: 0091-3410

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isbell, Cody

Permit Number: 8299-4501

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isemonger, Grant

Permit Number: 5031-7975

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Isley, Kyle

Permit Number: 0065-0514

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ives, Robert

Permit Number: 4999-7749

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivester, Gregory

Permit Number: 0011-5487

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivey, David

Permit Number: 6456-2225

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivey, Jordan

Permit Number: 0058-2277

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivey, Kent

Permit Number: 0054-6021

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivey, Preston

Permit Number: 8516-3363

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ivey, Ronald

Permit Number: 0040-2282

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jack, Rodney

Permit Number: 0011-8952

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4152 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Aaliyah

Permit Number: 0091-7952

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Bristol

Permit Number: 0043-8616

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

05/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Caleb

Permit Number: 0063-4153

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Cary

Permit Number: 0024-0692

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Charlotte

Permit Number: 2532-6984

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Christopher

Permit Number: 0006-3948

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Christopher

Permit Number: 0054-7553

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Crystal

Permit Number: 0022-9248

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, David

Permit Number: 0005-9301

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Delvon

Permit Number: 0081-6641

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Derek

Permit Number: 2687-3763

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Donnell

Permit Number: 0057-9004

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Gavin

Permit Number: 0054-7585

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Grantland

Permit Number: 0011-4870

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Hannah

Permit Number: 3848-0010

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Jaitavius

Permit Number: 5290-5481

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, James

Permit Number: 0054-7596

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, James

Permit Number: 0057-6705

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, John

Permit Number: 0102-1486

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Joshua

Permit Number: 0065-0516

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Kendell

Permit Number: 0065-0517

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Kyndall

Permit Number: 0376-3044

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Montria

Permit Number: 0102-8037

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Nathan

Permit Number: 8244-5782

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Ricky

Permit Number: 0011-2546

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Shannon

Permit Number: 0030-7120

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, Vernon

Permit Number: 0030-8854

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jackson, William

Permit Number: 0054-7672

School Date Instrument Effective Expiration

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Jacobe

Permit Number: 2653-7144

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Jarred

Permit Number: 0065-0518

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Justin

Permit Number: 0038-3274

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Nickolas

Permit Number: 0035-3376

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4184 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Stephen

Permit Number: 0011-4419

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Summer

Permit Number: 8011-8835

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Victor

Permit Number: 0064-5048

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobs, Zachary

Permit Number: 0102-4100

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacobson, Nathaniel

Permit Number: 0068-9740

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jacoby, Ross

Permit Number: 0006-2723

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jadoff, Benjamin

Permit Number: 0055-9396

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jaime Duran, Juan

Permit Number: 4421-8992

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

12/29/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4192 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Colby

Permit Number: 0080-1135

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Justin

Permit Number: 0023-9663

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Larry

Permit Number: 0005-9321

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Logan

Permit Number: 6540-0767

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Rollie

Permit Number: 0054-7755

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Ryan

Permit Number: 0095-1634

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Shaun

Permit Number: 7706-4713

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Travis

Permit Number: 0024-5582

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: James, Zachary

Permit Number: 0095-1640

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jamieson, Charles

Permit Number: 0045-8029

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jamieson, Matthew

Permit Number: 0066-0333

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jamoulis, Nicholas

Permit Number: 0023-7246

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jannise, Nicolas

Permit Number: 1306-4281

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: January, Jared

Permit Number: 0011-4740

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: January, Stella

Permit Number: 0018-0455

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarman, Steward

Permit Number: 0007-1438

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarmon, Dexter

Permit Number: 0030-9285

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarrell, Chet

Permit Number: 0030-9032

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarrell, Kevin

Permit Number: 8429-3461

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarrell, Samuel

Permit Number: 0063-7253

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarrett, Stephanie

Permit Number: 9800-1566

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jarvis, Cody

Permit Number: 0024-2837

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jastzabski, Kevin

Permit Number: 0055-8179

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jauernik, Dawn

Permit Number: 0018-0463

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jean, Matthew

Permit Number: 0010-8347

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jefferson, Andre

Permit Number: 0335-7553

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jefferson, Brandon

Permit Number: 0065-0519

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4219 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jefferson, Zachary

Permit Number: 0102-7985

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffery, Jordan

Permit Number: 0011-0102

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffrey, Jarrod

Permit Number: 2311-0324

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffries, Christopher

Permit Number: 0054-9885

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffries, Earl

Permit Number: 0056-2524

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffries, Hunter

Permit Number: 0076-8790

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeffries, Robert

Permit Number: 0034-4975

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jenkins, Carson

Permit Number: 2691-1941

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jenkins, Daniel

Permit Number: 0054-9911

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4228 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jenkins, Devin

Permit Number: 7213-6055

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4229 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jenkins, Landis

Permit Number: 0071-0010

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4230 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennette, Jeremy

Permit Number: 3302-5649

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4231 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennings, Christopher

Permit Number: 0005-9287

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4232 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennings, KC

Permit Number: 8624-1437

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4233 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennings, Melody

Permit Number: 0052-3909

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4234 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennings, Robert

Permit Number: 0085-1745

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4235 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jennings, Zachary

Permit Number: 0054-9964

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4236 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jensen, Brendan

Permit Number: 4302-1338

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4237 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jernigan, Michael

Permit Number: 0068-0911

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4238 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jeslis, Matthew

Permit Number: 5864-7188

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4239 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jessee, Todd

Permit Number: 2909-9100

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4240 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jessop, Jon

Permit Number: 0056-1662

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4241 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jimenez, Carmelita

Permit Number: 0008-4317

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4242 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jimenez, Desiree

Permit Number: 4155-7441

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4243 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jimenez-Tweed, Jonathan

Permit Number: 2046-8995

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4244 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joel, Breanna

Permit Number: 2892-5297

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4245 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johansen, James

Permit Number: 8974-6578

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4246 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Aaron

Permit Number: 0055-1226

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4247 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Alec

Permit Number: 0102-0898

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4248 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Angelo

Permit Number: 3353-8414

School Date Instrument Effective Expiration

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4249 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Anthony

Permit Number: 0512-7045

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4250 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Brandon

Permit Number: 0023-8762

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4251 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Brandon

Permit Number: 0090-5878

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4252 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Brandon

Permit Number: 3922-7929

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4253 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Braxton

Permit Number: 9866-7300

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4254 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Bryan

Permit Number: 0060-1757

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4255 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Caleb

Permit Number: 5952-6302

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4256 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Calvin

Permit Number: 0024-4974

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4257 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Carolynn

Permit Number: 0024-2796

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4258 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Chadwick

Permit Number: 0065-0522

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4259 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Christopher

Permit Number: 0102-1853

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4260 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Daniel

Permit Number: 1887-3709

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4261 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Daniel

Permit Number: 8367-3224

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4262 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Darrell

Permit Number: 0883-5221

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4263 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, David

Permit Number: 0101-1645

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4264 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Destiny

Permit Number: 0098-9666

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4265 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Donald

Permit Number: 0072-9135

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4266 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Eric

Permit Number: 0045-3472

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4267 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Erik

Permit Number: 0065-0521

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4268 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Ethan

Permit Number: 0060-5178

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4269 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Freddy

Permit Number: 0055-1317

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4270 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Geddis

Permit Number: 0079-9418

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4271 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Gene

Permit Number: 0055-1320

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4272 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Heather

Permit Number: 0030-0468

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4273 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Heather

Permit Number: 0065-0524

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4274 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Jake

Permit Number: 8258-7897

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4275 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, James

Permit Number: 0008-4318

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4276 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, James

Permit Number: 0070-3563

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Javaris

Permit Number: 0011-1825

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Jeremy

Permit Number: 0055-1369

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Jonathan

Permit Number: 5038-3921

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Joseph

Permit Number: 0019-8060

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Joshua

Permit Number: 0065-0520

School Date Instrument Effective Expiration

12/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/16/2020 12/16/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Joshua

Permit Number: 0068-0912

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Juan

Permit Number: 7750-7239

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Justin

Permit Number: 3644-6796

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Kathleen

Permit Number: 0007-1702

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4286 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Kelly

Permit Number: 0040-2284

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Kennard

Permit Number: 0065-0523

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Kenneth

Permit Number: 0072-8993

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4289 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Kevin

Permit Number: 0077-5165

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Lance

Permit Number: 0068-5220

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4291 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Lawrence

Permit Number: 0055-1411

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Lee

Permit Number: 0055-1412

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Logan

Permit Number: 8923-8939

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Lorie

Permit Number: 0019-9897

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Luke

Permit Number: 0102-0259

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Luke

Permit Number: 9275-7635

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Madison

Permit Number: 0789-9885

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Marcus

Permit Number: 0082-6690

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4299 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Matthew

Permit Number: 0043-8615

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Matthew

Permit Number: 0062-8039

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Matthew

Permit Number: 0069-8365

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Matthew

Permit Number: 0081-6476

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Matthew

Permit Number: 3389-7235

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Meagan

Permit Number: 0070-7460

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Michael

Permit Number: 0063-4155

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Michael

Permit Number: 5996-2040

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Nicole

Permit Number: 0011-4467

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Richard

Permit Number: 0055-1469

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Richard

Permit Number: 2266-5382

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Samuel

Permit Number: 0058-2635

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Samuel

Permit Number: 0078-4582

School Date Instrument Effective Expiration

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Sean

Permit Number: 0055-1482

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Stephen

Permit Number: 0518-7073

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Stephen

Permit Number: 5778-0758

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Taylor

Permit Number: 0067-2706

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Thomas

Permit Number: 0055-1509

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Thomas

Permit Number: 0091-6215

School Date Instrument Effective Expiration

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Thomas

Permit Number: 1232-4733

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Timothy

Permit Number: 0012-1522

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

07/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Todd

Permit Number: 0030-8005

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Travis

Permit Number: 3474-4254

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Treyston

Permit Number: 8905-5663

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Tyler

Permit Number: 0035-3378

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Walter

Permit Number: 0055-1519

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, William

Permit Number: 0023-8761

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, William

Permit Number: 0024-4614

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, William

Permit Number: 4443-3768

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

11/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Xavier

Permit Number: 9747-6775

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Zachary

Permit Number: 4334-7878

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Zachary

Permit Number: 4844-8449

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnson, Zack

Permit Number: 1198-9975

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnston, Caleb

Permit Number: 3821-8729

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnston, David

Permit Number: 9844-3856

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnston, Ezekiel

Permit Number: 1606-0668

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4335 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnston, Henry

Permit Number: 0011-4946

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Johnston, Kenneth

Permit Number: 1807-9280

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joint, William

Permit Number: 2465-9943

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jollie, Ryan

Permit Number: 9102-2362

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jolly, Brandon

Permit Number: 0065-0526

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4340 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jolly, Jeffrey

Permit Number: 0010-2903

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jolly, Justin

Permit Number: 0024-8062

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Adam

Permit Number: 4461-9966

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Andre

Permit Number: 1127-2383

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Andrew

Permit Number: 0055-9634

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Branden

Permit Number: 0011-8664

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Brandon

Permit Number: 0065-0527

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Brent

Permit Number: 0055-4420

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Brett

Permit Number: 0065-0528

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Brian

Permit Number: 0055-4425

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Charles

Permit Number: 0055-4438

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Chloe

Permit Number: 6128-1352

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Christopher

Permit Number: 3001-6173

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Christy

Permit Number: 0055-4445

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Cory

Permit Number: 0055-4446

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4355 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Daniel

Permit Number: 0081-6478

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Daquante

Permit Number: 0072-8563

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, David

Permit Number: 0072-0681

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Devante

Permit Number: 0059-8950

School Date Instrument Effective Expiration

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Elliot

Permit Number: 4698-6020

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Gregory

Permit Number: 0055-4515

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Hunter

Permit Number: 0056-3658

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, James

Permit Number: 0020-0999

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, James

Permit Number: 0055-4362

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4364 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, James

Permit Number: 9771-9913

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Jeremy

Permit Number: 0012-0282

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, John

Permit Number: 0055-4563

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, John

Permit Number: 0650-7745

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Johnathan

Permit Number: 0055-4565

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Johnathan

Permit Number: 7415-5373

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Joseph

Permit Number: 0055-4571

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Joshua

Permit Number: 0062-7350

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Justin

Permit Number: 0011-2798

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Justin

Permit Number: 0102-3696

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Karol

Permit Number: 1432-9446

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Kennise

Permit Number: 1914-8152

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Kevin

Permit Number: 0006-2331

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Kevin

Permit Number: 0055-4588

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Malik

Permit Number: 5654-4545

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Mark

Permit Number: 0055-4606

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4380 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, McKinley

Permit Number: 0092-9610

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, McKinsey

Permit Number: 0094-3999

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Megan

Permit Number: 4105-8341

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4383 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Michael

Permit Number: 0055-4620

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4384 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Robert

Permit Number: 9617-5276

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4385 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Ronald

Permit Number: 0085-9407

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4386 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Ryan

Permit Number: 0035-3779

School Date Instrument Effective Expiration

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Ryan

Permit Number: 8677-8245

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4388 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Samuel

Permit Number: 0024-7401

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4389 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Shelby

Permit Number: 0082-3664

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4390 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Thomas

Permit Number: 0005-9781

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4391 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Timothy

Permit Number: 0008-7260

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4392 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Travis

Permit Number: 0038-3277

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4393 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, Tyler

Permit Number: 0072-0176

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4394 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jones, William

Permit Number: 0024-3128

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4395 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, Charles

Permit Number: 6330-0868

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4396 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, David

Permit Number: 0055-8172

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4397 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, Drake

Permit Number: 9994-5990

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4398 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, Eric

Permit Number: 0071-2158

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4399 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, Garrett

Permit Number: 0057-9264

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4400 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, John

Permit Number: 0093-8405

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4401 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, McKinley

Permit Number: 3537-1002

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4402 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jordan, William

Permit Number: 0024-3129

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jorgenson, Kevin

Permit Number: 0030-8504

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joseph, Claudony

Permit Number: 0019-8063

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joseph, Cortney

Permit Number: 0011-7594

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joseph, Crystal

Permit Number: 0821-7938

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joseph, Zavon

Permit Number: 0038-2995

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joslin, Lane

Permit Number: 0986-4174

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyce, David

Permit Number: 0011-2430

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyce, Rebekah

Permit Number: 0080-4561

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyce, Terry

Permit Number: 0055-4810

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4412 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyce, Walter

Permit Number: 0020-1009

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Brandon

Permit Number: 0023-4175

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Brian

Permit Number: 0011-3925

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Brian

Permit Number: 0034-2561

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4416 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Jonathan

Permit Number: 6289-5380

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Keith

Permit Number: 0082-4484

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4418 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Joyner, Monique

Permit Number: 0081-1884

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4419 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Juarez, Michael

Permit Number: 0055-4841

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Judd, Steven

Permit Number: 0055-4842

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4421 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Judge, Christopher

Permit Number: 5032-8682

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4422 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Judge, Nathan

Permit Number: 0010-9967

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4423 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Juliano, Anthony

Permit Number: 0065-0531

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jumani, Hagan

Permit Number: 9842-9244

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4425 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Junaluska, Mark

Permit Number: 9143-1122

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4426 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: June, Thomas

Permit Number: 0865-1728

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4427 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Jung, Kenia

Permit Number: 0056-9765

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4428 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Justice, Jacob

Permit Number: 0095-1620

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Justice, Lorna

Permit Number: 0080-4559

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kacmarynski, Brody

Permit Number: 4327-7928

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4431 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kahn, Nicholas

Permit Number: 6013-7096

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4432 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kain, Brett

Permit Number: 0059-3105

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4433 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kakavitsas, Robert

Permit Number: 4263-1283

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4434 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kale, Bryan

Permit Number: 0005-9322

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kaley, Angela

Permit Number: 3852-7647

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kalinowski, Larissa

Permit Number: 0007-8697

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4437 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kalkbrenner, Marco

Permit Number: 0080-0315

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4438 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kane, Grace

Permit Number: 0005-9229

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4439 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kane, Matthew

Permit Number: 1445-7935

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4440 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kapp, Timothy

Permit Number: 0031-4400

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4441 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Karasinski, Steven

Permit Number: 0077-1641

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4442 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Karlson, Calvin

Permit Number: 0064-8343

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4443 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Karr, Aaron

Permit Number: 5091-8769

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4444 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Karup, Hunter

Permit Number: 2887-7853

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4445 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kase, Christopher

Permit Number: 0065-0532

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4446 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kattner, Jenna

Permit Number: 0102-4513

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4447 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Katzenberger, John

Permit Number: 0045-5018

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4448 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kaufman, Austin

Permit Number: 2303-2732

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kaufman, Kyle

Permit Number: 8698-7009

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4450 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kaukola, John

Permit Number: 0065-0533

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4451 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kavanaugh, Timothy

Permit Number: 0060-3363

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4452 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kay, Ryan

Permit Number: 0078-6258

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4453 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kearney, Jeffrey

Permit Number: 0097-4563

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kearney, Riley

Permit Number: 9784-5914

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4455 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kearns, Joshua

Permit Number: 0011-0617

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4456 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keaton, Fredith

Permit Number: 4758-2663

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4457 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keaton, Lauren

Permit Number: 7129-4840

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4458 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keefer, Aaron

Permit Number: 0035-3220

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4459 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keel, Jonathan

Permit Number: 0045-5267

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4460 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keel, Samuel

Permit Number: 0059-9200

School Date Instrument Effective Expiration

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4461 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keen, Jade

Permit Number: 6220-5831

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4462 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keen, Kyre'

Permit Number: 0024-8574

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4463 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keena, Damian

Permit Number: 0035-7483

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keenan, Culin

Permit Number: 0858-8636

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4465 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keene, Anna

Permit Number: 0055-8474

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4466 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keesler, Grayham

Permit Number: 0045-5487

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4467 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keesler, Linda

Permit Number: 0045-5468

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4468 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keeter, Jason

Permit Number: 0007-1979

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4469 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keeter, Johnie

Permit Number: 0045-5519

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4470 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keeter, Shawn

Permit Number: 0023-8111

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kekacs, Andrew

Permit Number: 1577-2308

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4472 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelemecz, Andrew

Permit Number: 0045-5731

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4473 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keles, Ayse

Permit Number: 0476-8592

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

12/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kellam, Brett

Permit Number: 7586-1696

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kellaway, David

Permit Number: 0045-5766

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keller, Anthony

Permit Number: 0045-5820

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keller, Bradley

Permit Number: 7898-9818

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keller, Robert

Permit Number: 0065-0534

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kellett, Michael

Permit Number: 0065-6976

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelley, Corey

Permit Number: 3730-8986

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, Christopher

Permit Number: 0045-6183

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, Justin

Permit Number: 0153-3477

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, Matthew

Permit Number: 0024-6235

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, Michael

Permit Number: 9576-2203

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, Samuel

Permit Number: 0064-4274

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelly, William

Permit Number: 7270-7436

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kelske, Mark

Permit Number: 0045-3471

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kemp, Johnathan

Permit Number: 0055-8211

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kempel, Nicki

Permit Number: 0055-9398

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kendall, Elizabeth

Permit Number: 9368-6785

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kendall, Steven

Permit Number: 0097-7754

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4492 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennedy, Daniel

Permit Number: 0011-7617

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennedy, Daniel

Permit Number: 0072-2087

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennedy, Robert

Permit Number: 0082-7443

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennedy, Ronnie

Permit Number: 0057-8734

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennedy, Ryan

Permit Number: 0045-6701

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennerly, Daniel

Permit Number: 0045-6913

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kennon, Mark

Permit Number: 0065-0535

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kenny, Damon

Permit Number: 7508-5075

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kenyi, Andrew

Permit Number: 0078-6259

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kenyon, Richard

Permit Number: 0082-0945

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kerley, Charles

Permit Number: 0081-7058

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kern, Branden

Permit Number: 0020-0888

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kerney, James

Permit Number: 0030-6694

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kerns, Geno

Permit Number: 2810-9836

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kerr, William

Permit Number: 0035-3221

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kesick, Andrew

Permit Number: 0011-0992

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kessler, Justin

Permit Number: 0030-7018

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kessler, Wendy

Permit Number: 0065-0536

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ketner, Blake

Permit Number: 0065-0537

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Key, Danny

Permit Number: 0065-0538

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Key, David

Permit Number: 0065-0539

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keyes, Jordan

Permit Number: 4459-1354

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keziah, Adam

Permit Number: 0097-6236

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keziah, Brian

Permit Number: 0005-9920

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Keziah, Justin

Permit Number: 0084-1016

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Khalil, Manal

Permit Number: 9326-5198

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Khamrin, Supharuek

Permit Number: 0083-7136

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Khamsouk, Vanxay

Permit Number: 0068-9312

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kibler, Christopher

Permit Number: 0034-3607

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kidd, Bradley

Permit Number: 0102-7943

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kidd, Garrett

Permit Number: 0102-0236

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kidd, Jackson

Permit Number: 0291-5113

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiehl, Ryan

Permit Number: 0101-8473

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kielb, Kamil

Permit Number: 8457-7555

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kielson, Jacob

Permit Number: 7891-8632

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiene, Christopher

Permit Number: 0072-5704

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiger, Jonathan

Permit Number: 0011-8813

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilbourne, Mason

Permit Number: 8058-6500

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilby, Colt

Permit Number: 0060-1758

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilby, David

Permit Number: 0098-3735

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilby, Johnathan

Permit Number: 4418-7236

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilby, Joshua

Permit Number: 0082-9431

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4534 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilgore, Justin

Permit Number: 0087-7522

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4535 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilgore, Tiara

Permit Number: 0060-2407

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Killeen, Ethan

Permit Number: 0924-7839

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Killion, David

Permit Number: 0083-0015

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4538 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kilpatrick, Colonel

Permit Number: 0024-3213

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiluk, Ryan

Permit Number: 8590-2704

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4540 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kimble, Gerod

Permit Number: 0070-3564

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4541 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kimbrell, Timothy

Permit Number: 0061-7452

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4542 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kimel, Heather

Permit Number: 0099-4755

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4543 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kimmlingen, Michael

Permit Number: 0007-2136

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kimrey, Karissa

Permit Number: 0080-5547

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4545 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinard, Casey

Permit Number: 0006-4117

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4546 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kincaid, Christopher

Permit Number: 0075-1446

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kincaid, Lucas

Permit Number: 9767-3064

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4548 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kindley, Thomas

Permit Number: 0019-8187

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4549 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Azende

Permit Number: 5943-9849

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4550 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Bailey

Permit Number: 8754-5487

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4551 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Benjamin

Permit Number: 0011-1555

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4552 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Danny

Permit Number: 0042-4789

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4553 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Eboni

Permit Number: 5763-4841

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Gabriel

Permit Number: 0964-5918

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4555 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Hamilton

Permit Number: 5160-4500

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Heath

Permit Number: 0094-4001

School Date Instrument Effective Expiration

12/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/04/2020 12/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4557 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Jessie

Permit Number: 2632-3219

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, John

Permit Number: 0045-9725

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4559 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Kedrick

Permit Number: 0006-2801

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4560 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Kyle

Permit Number: 0065-0540

School Date Instrument Effective Expiration

08/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2020 08/19/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4561 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Matthew

Permit Number: 0045-9236

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Michael

Permit Number: 0011-3778

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4563 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Randy

Permit Number: 0068-9741

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4564 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: King, Robert

Permit Number: 0071-4936

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4565 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kingston, Christopher

Permit Number: 0984-8662

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4566 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinlaw, James

Permit Number: 0045-9857

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4567 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinlaw, Kyler

Permit Number: 9147-7434

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4568 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinman, Amber

Permit Number: 0101-4511

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinney, Brent

Permit Number: 0023-7250

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4570 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinsey, Candis

Permit Number: 0011-1557

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4571 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinsland, James

Permit Number: 0024-5244

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4572 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kinzler, Samantha

Permit Number: 0963-6946

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4573 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, Caleb

Permit Number: 0083-7775

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4574 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, Christopher

Permit Number: 0065-0541

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4575 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, Daniel

Permit Number: 0072-6285

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4576 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, Jason

Permit Number: 0057-6459

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4577 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, John

Permit Number: 0068-9742

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4578 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirby, Kalem

Permit Number: 0018-0237

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4579 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirk, James

Permit Number: 0046-0172

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4580 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirk, Michael

Permit Number: 0065-0542

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4581 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirk, Richard

Permit Number: 0065-0543

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4582 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkland, David

Permit Number: 0011-0332

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4583 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkland, Elija

Permit Number: 0011-5390

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4584 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkman, Charles

Permit Number: 0031-4700

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4585 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkman, Christopher

Permit Number: 4856-3506

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4586 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkpatrick, Bryan

Permit Number: 0065-0545

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4587 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirkpatrick, Nicholas

Permit Number: 0046-0346

School Date Instrument Effective Expiration

09/13/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/09/2021 08/09/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4588 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kirstine, David

Permit Number: 0086-3124

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4589 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiser, Joshua

Permit Number: 0005-9648

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4590 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiser, Joshua

Permit Number: 0065-0546

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4591 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiser, Steven

Permit Number: 0102-4804

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4592 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kistler, Elizabeth

Permit Number: 0806-2148

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

07/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4593 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kitchens, Jonathan

Permit Number: 0065-0547

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4594 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kivett, William

Permit Number: 0090-8172

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4595 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kivette, Adam

Permit Number: 0057-9009

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4596 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kiziah, Steven

Permit Number: 0007-2254

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4597 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kleiber, William

Permit Number: 3327-4411

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4598 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klein, Scott

Permit Number: 0046-0825

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4599 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klejmont, Ryan

Permit Number: 5371-2778

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4600 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klemm, Noah

Permit Number: 3215-6379

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4601 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kling, Christina

Permit Number: 1146-5203

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4602 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klingenmaier, Michael

Permit Number: 2414-4478

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4603 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klingensmith, Robert

Permit Number: 5704-5144

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4604 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klinglesmith, Kevin

Permit Number: 0024-6238

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4605 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klompstra, Timothy

Permit Number: 3713-4424

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klubek-Guadalupe, Dawn

Permit Number: 7270-1689

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4607 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Klumb, Marcus

Permit Number: 0059-0125

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4608 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kmetz, John

Permit Number: 0062-8676

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4609 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knapp, Daniel

Permit Number: 0065-0548

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4610 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knapp, Joseph

Permit Number: 0011-1558

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4611 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knaub, Brandon

Permit Number: 5496-1854

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4612 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knaub, Tyler

Permit Number: 0056-4734

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, Andrew

Permit Number: 0058-9933

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4614 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, Duval

Permit Number: 0065-8741

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4615 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, Jory

Permit Number: 0071-0663

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, Joseph

Permit Number: 0005-9374

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4617 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, Travis

Permit Number: 0011-1058

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4618 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knight, William

Permit Number: 0006-1319

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4619 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knoerzer, Aaron

Permit Number: 0007-2281

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4620 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knorr, Luke

Permit Number: 0040-2319

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4621 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knott, John

Permit Number: 0058-8896

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4622 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knotts, Travis

Permit Number: 0011-1144

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4623 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knowles, Joshua

Permit Number: 0058-1365

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4624 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knox, Charmaine

Permit Number: 0006-2453

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4625 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knox, Christopher

Permit Number: 0046-1758

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4626 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Knudtson, Brandan

Permit Number: 0097-6227

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4627 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kobera, Mathew

Permit Number: 2495-9657

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4628 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koch, Chase

Permit Number: 4145-3851

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4629 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kocher, Richard

Permit Number: 3951-0166

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4630 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kociumbas, Andrew

Permit Number: 6137-4978

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4631 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koehler, Dean

Permit Number: 0030-8863

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4632 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koehler, Richard

Permit Number: 0019-9474

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4633 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koeppel, Alexander

Permit Number: 0075-5036

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4634 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koewler, Chandler

Permit Number: 7113-9237

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4635 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kofahl, James

Permit Number: 5789-1373

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4636 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kollmeyer, Matthew

Permit Number: 0072-4156

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Komsa, Cedric

Permit Number: 1194-5512

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kooiker, Scott

Permit Number: 0144-4752

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4639 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koonts, Matthew

Permit Number: 0845-1554

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4640 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koontz, Brandon

Permit Number: 0061-9849

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Korn, Brian

Permit Number: 0024-4617

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4642 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kornegay, Austin

Permit Number: 8676-1666

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4643 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Korney, Clynn

Permit Number: 0024-3065

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Koszulinski, Michael

Permit Number: 0082-5296

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4645 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kouskouris, Tyler

Permit Number: 0019-8970

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4646 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kozar, Kristen

Permit Number: 0030-8864

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4647 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kral, Benjamin

Permit Number: 0046-2304

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4648 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kramer, Reagan

Permit Number: 0011-3232

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4649 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kramer, Ryan

Permit Number: 7281-5849

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4650 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Krammes, Isaac

Permit Number: 1574-1331

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4651 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kramp, Tad

Permit Number: 0024-5451

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Krapil, Nicole

Permit Number: 0087-2125

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4653 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kreger, Kyle

Permit Number: 2414-6646

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4654 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kreitman, Nathan

Permit Number: 9339-7507

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4655 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kress, Joseph

Permit Number: 1307-4504

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4656 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kresse, William

Permit Number: 0024-6239

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4657 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kronbauer, Stacy

Permit Number: 0035-3158

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4658 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kroptavich, William

Permit Number: 9217-4559

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4659 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kubik, Sara

Permit Number: 4366-0454

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4660 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kuhar, Kyle

Permit Number: 8191-3159

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4661 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kuhn, Christopher

Permit Number: 0007-2304

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4662 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kuhns, Corey

Permit Number: 0011-3234

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kulish, Joel

Permit Number: 4321-7944

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kupfer, Justin

Permit Number: 0009-9209

School Date Instrument Effective Expiration

07/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2020 07/20/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4665 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kush, Corey

Permit Number: 5651-6965

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4666 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kutzer, Kevin

Permit Number: 0046-2837

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4667 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kuzmunich, Benjamin

Permit Number: 6821-1568

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4668 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kwo, Cheng

Permit Number: 0058-7818

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4669 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kye, Kimberly

Permit Number: 0023-9694

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Kylander, Joshua

Permit Number: 0011-3700

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaBarge, Frederick

Permit Number: 0049-7747

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Labelle, Matthew

Permit Number: 0071-4314

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Labra Tovar, Marisol

Permit Number: 4287-8003

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lack, Ryan

Permit Number: 0087-9927

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4675 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lackey, Willard

Permit Number: 0006-3297

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4676 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaFave, Jeffrey

Permit Number: 0049-7998

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4677 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lafayette, Richard

Permit Number: 3163-3687

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4678 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laffan, Michael

Permit Number: 0049-8044

School Date Instrument Effective Expiration

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4679 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laffon, Cadyn

Permit Number: 0067-1424

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4680 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lagunas-Campos, Bryan

Permit Number: 0740-0981

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4681 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lahey, Matthew

Permit Number: 0075-8183

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lai Ugalde, Chi Ming

Permit Number: 0058-5492

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4683 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Chandler

Permit Number: 8597-5795

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Clint

Permit Number: 0038-1712

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4685 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Hannah

Permit Number: 0062-6638

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4686 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Ricky

Permit Number: 0009-9247

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4687 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Rodney

Permit Number: 6800-3777

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4688 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lail, Ryan

Permit Number: 0024-2296

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4689 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lairmore, Thomas

Permit Number: 0024-4976

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4690 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laite, Peter

Permit Number: 0034-3057

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lakeman, Michael

Permit Number: 0065-2694

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lalime, Lauren

Permit Number: 0055-8671

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamancusa, Anthony

Permit Number: 0006-2291

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamb, Durwin

Permit Number: 6860-3020

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamb, Lane

Permit Number: 1901-5015

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamb, Savannah

Permit Number: 9470-7137

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Daniel

Permit Number: 0034-2563

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Daniel

Permit Number: 1573-1610

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Jonathan

Permit Number: 7470-1487

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Kanyon

Permit Number: 4346-8944

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Kirby

Permit Number: 1772-0277

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Michael

Permit Number: 0057-2968

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Natalie

Permit Number: 7736-7854

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Nathan

Permit Number: 4992-5998

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lambert, Ryan

Permit Number: 0099-4777

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamberth, Christophor

Permit Number: 0007-2390

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamm, John

Permit Number: 0049-8885

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamm, Jordan

Permit Number: 0091-7941

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

05/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamm, Michael

Permit Number: 0067-7376

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lamp, Andrew

Permit Number: 0049-8946

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lancaster, Joshua

Permit Number: 5247-5543

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lancaster, Richard

Permit Number: 0049-8988

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lance, Lyle

Permit Number: 0175-2203

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Land, Tyler

Permit Number: 0011-3798

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Land, William

Permit Number: 0064-5605

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Landers, Crystal

Permit Number: 0019-1496

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Landry, Timothy

Permit Number: 0076-4788

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Anthony

Permit Number: 0060-1759

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Christopher

Permit Number: 7955-1003

School Date Instrument Effective Expiration

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4720 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Daniel

Permit Number: 0008-3277

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Daniel

Permit Number: 0049-9386

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4722 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Douglas

Permit Number: 0101-2805

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Goble

Permit Number: 0005-9505

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4724 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Herbert

Permit Number: 0049-9394

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Justin

Permit Number: 0065-0549

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lane, Robert

Permit Number: 0024-6670

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4727 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laney, Michael

Permit Number: 0006-0047

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lang, Brian

Permit Number: 0045-8024

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lang, Joshua

Permit Number: 0582-9800

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4730 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langdon, David

Permit Number: 0024-5955

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lange, David

Permit Number: 3846-7525

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lange, Harrison

Permit Number: 3943-1176

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

10/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lange, James

Permit Number: 9959-7774

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langefeld, Eric

Permit Number: 0246-4183

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4735 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langel, Michael

Permit Number: 0085-4619

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langer, Tyler

Permit Number: 0085-7568

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Christopher

Permit Number: 0006-2615

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Joshua

Permit Number: 0102-7972

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4739 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Justin

Permit Number: 0024-1017

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Luke

Permit Number: 0019-8190

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Samuel

Permit Number: 0079-9163

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Samuel

Permit Number: 4912-7172

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langley, Tully

Permit Number: 0049-9763

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Langston, Christopher

Permit Number: 0006-2791

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanham, Christopher

Permit Number: 0065-0550

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanier, Aaron

Permit Number: 4962-0354

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanier, Jerry

Permit Number: 0057-6652

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanier, Robert

Permit Number: 0050-0034

School Date Instrument Effective Expiration

10/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/23/2020 10/23/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanier, Sarah

Permit Number: 9020-7279

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lanier, William

Permit Number: 0049-9981

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lankford, Randy

Permit Number: 0038-2340

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lankford, Samuel

Permit Number: 2364-6623

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lapenta, Kimberly

Permit Number: 3454-5311

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lapergola, Christian

Permit Number: 3916-6334

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laplante, David

Permit Number: 0024-8064

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaPlante, David

Permit Number: 0056-3304

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaPlante, Ethan

Permit Number: 8868-7023

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laporte, Christoph

Permit Number: 1876-8424

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lappin, Aron

Permit Number: 0035-3160

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaRocca, Lauren

Permit Number: 4305-8733

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Larson, Dale

Permit Number: 6789-8361

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lashley, Preston

Permit Number: 8020-5448

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lassen, Frank

Permit Number: 0768-0052

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lassiter, Gerald

Permit Number: 0024-7403

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lasztoczi, Levente

Permit Number: 0095-2545

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latendresse, James

Permit Number: 2707-1419

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latham, Charles

Permit Number: 0050-0589

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latham, Michael

Permit Number: 0050-0602

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latham, Samuel

Permit Number: 4853-8417

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latimer, Dillan

Permit Number: 0083-1390

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laton, William

Permit Number: 0011-8815

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latorella, Daniel

Permit Number: 0050-0656

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lattimer, Jeffrey

Permit Number: 0062-2821

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Latulipe, Donald

Permit Number: 0856-6821

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lauber, Dean

Permit Number: 0050-0748

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laughlin, Christopher

Permit Number: 0098-9676

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laughman, Benjamin

Permit Number: 0101-2806

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laurine, James

Permit Number: 0068-9718

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lautner, Robert

Permit Number: 2246-9173

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lavallee, Jeffrey

Permit Number: 0077-8680

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LaVerde, Thomas

Permit Number: 0034-7843

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Law, Tracy

Permit Number: 0050-0949

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawing, David

Permit Number: 0011-2741

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawing, Joseph

Permit Number: 0096-7967

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrance, Christopher

Permit Number: 0050-1040

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrence, Alexander

Permit Number: 4917-6226

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrence, Brian

Permit Number: 0050-1222

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrence, Keith

Permit Number: 0023-8360

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrence, Mitchell

Permit Number: 0011-8665

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawrence, Shane

Permit Number: 0058-0271

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laws, Evan

Permit Number: 0100-4982

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laws, James

Permit Number: 0008-1005

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laws, Joshua

Permit Number: 0040-2604

School Date Instrument Effective Expiration

01/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/26/2021 01/26/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Laws, Timothy

Permit Number: 0063-0658

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawson, Aaron

Permit Number: 0050-1385

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawson, Christopher

Permit Number: 0050-1335

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawson, Elisha

Permit Number: 0078-5242

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawson, Khalil

Permit Number: 0091-7944

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawson, Nicholas

Permit Number: 2184-6413

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lawton, Brent

Permit Number: 0050-1571

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Layhew, Joshua

Permit Number: 0096-9239

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Layne, Devin

Permit Number: 0060-3220

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leach, Alfred

Permit Number: 0101-4526

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leach, Jonathan

Permit Number: 0042-2799

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leach, Patrick

Permit Number: 6629-3929

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leach, Zachary

Permit Number: 0016-7750

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leagan, Derek

Permit Number: 0076-4778

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: League, Eric

Permit Number: 0034-2494

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leahey, Matthew

Permit Number: 0011-8896

School Date Instrument Effective Expiration

12/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2020 12/15/2022

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leahy, Jacob

Permit Number: 1008-0169

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leake, Shawna

Permit Number: 0034-7844

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

09/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leasure, Bradley

Permit Number: 3648-0338

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leatherman, Alex

Permit Number: 7483-2452

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LeCates, Jeffrey

Permit Number: 1179-1309

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lechette, Zachary

Permit Number: 0035-3293

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LeCompte, Andrew

Permit Number: 6373-5699

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lecraft, Gideon

Permit Number: 0035-3784

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledbetter, Nicholas

Permit Number: 0101-2686

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Aaron

Permit Number: 0072-8124

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Ashton

Permit Number: 1242-5286

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Dalton

Permit Number: 0091-3413

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Daniel

Permit Number: 0030-7611

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Jeremy

Permit Number: 0050-2581

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ledford, Samuel

Permit Number: 8436-1229

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4825 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: LeDoux, Lance

Permit Number: 6422-3262

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Avery

Permit Number: 0065-0554

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Casey

Permit Number: 0011-4189

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Christopher

Permit Number: 0034-4980

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Christopher

Permit Number: 0070-3565

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4830 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Chuck

Permit Number: 0065-0551

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4831 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Cody

Permit Number: 0056-8760

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Daniel

Permit Number: 0087-1290

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, David

Permit Number: 0057-0420

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Erickson

Permit Number: 6647-3887

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Hannah

Permit Number: 8568-1741

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Johnny

Permit Number: 0057-9011

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Julian

Permit Number: 0065-0553

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Matthew

Permit Number: 0102-3690

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Patrick

Permit Number: 0072-8074

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Robert

Permit Number: 0065-0552

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Scott

Permit Number: 0024-2155

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Timothy

Permit Number: 0050-3247

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, Victor

Permit Number: 0050-3617

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lee, William

Permit Number: 0005-9438

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leech, Sean

Permit Number: 2332-4185

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lees, Ryan

Permit Number: 4458-9742

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lefevers, Joshua

Permit Number: 0007-9682

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lefler, Charlie

Permit Number: 0038-2567

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lefor, John

Permit Number: 2108-7706

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Legan, Joshua

Permit Number: 0035-2258

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Legg, Joseph

Permit Number: 0060-5179

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leggett, Joseph

Permit Number: 0071-2908

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leggett, Joshua

Permit Number: 0030-6886

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lehr, Timothy

Permit Number: 4135-5158

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leighton, Kyle

Permit Number: 0024-4807

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leitschuh, Jerry

Permit Number: 0050-3967

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemmons, Cameron

Permit Number: 0077-7531

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemon, Aaron

Permit Number: 0050-4054

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemon, Trevor

Permit Number: 0102-7965

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemonds, Thomas

Permit Number: 0102-4805

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemons, Cody

Permit Number: 0065-0555

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemons, Eddie

Permit Number: 0050-4073

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lemons, Joseph

Permit Number: 0050-4080

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lennon, Alyssa

Permit Number: 9509-3184

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lentz, Joel

Permit Number: 0006-3947

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Brian

Permit Number: 0097-7746

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Christa

Permit Number: 0050-4406

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Jacob

Permit Number: 8119-0597

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, John

Permit Number: 8487-1763

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Joseph

Permit Number: 0058-0509

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Kevin

Permit Number: 0065-0556

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leonard, Mark

Permit Number: 0050-4258

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leos, Julian

Permit Number: 7564-4618

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lequire, John

Permit Number: 0050-4605

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lerma-Lara, Carlos

Permit Number: 4010-5485

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lescano, Michelle

Permit Number: 8547-3619

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lesley, John

Permit Number: 0006-2753

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Letcavage, Jerome

Permit Number: 0050-4891

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Letendre, Connor

Permit Number: 0952-2327

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lett, Joshua

Permit Number: 2639-8047

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Letteney, Kyle

Permit Number: 0079-7191

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leung, Danny

Permit Number: 0057-5732

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Levan, Pierre

Permit Number: 4110-0355

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Levasseur, Anais

Permit Number: 3777-6417

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Levesque, Jacob

Permit Number: 0011-2744

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leviner, Alexander

Permit Number: 0008-1893

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leviner, Garrett

Permit Number: 5368-9818

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Leviner, Joshua

Permit Number: 0087-8866

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Levitz, David

Permit Number: 0006-1188

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewellyn, Aaron

Permit Number: 0019-9129

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Alfred

Permit Number: 0050-5245

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Bryant

Permit Number: 1839-2645

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Calvin

Permit Number: 0057-1216

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Charles

Permit Number: 0070-8320

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Christopher

Permit Number: 0050-5770

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Corwin

Permit Number: 0050-5106

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Dylan

Permit Number: 0065-0557

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Gary

Permit Number: 6567-8846

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Graham

Permit Number: 0889-1355

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Jaleek

Permit Number: 8048-5771

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, James

Permit Number: 7836-2416

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Jeremiah

Permit Number: 0059-3370

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Joshua

Permit Number: 0024-4808

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

12/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/08/2021 12/08/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Kasey

Permit Number: 0059-7223

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Michael

Permit Number: 0007-9683

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Michael

Permit Number: 0024-3215

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Sherwood

Permit Number: 0050-5293

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lewis, Tyler

Permit Number: 9170-7622

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lezama, Alejandro

Permit Number: 0024-3216

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lezette, Timothy

Permit Number: 0011-9150

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Libby, Karl

Permit Number: 0065-0558

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lickteig, Kyle

Permit Number: 0068-7324

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Liles, Drake

Permit Number: 1306-4745

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Linares, Benjamin

Permit Number: 0074-7219

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Linares, Francisco

Permit Number: 0099-2307

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Linch, Brandon

Permit Number: 0078-6848

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindell, Carson

Permit Number: 5954-4039

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindenberger, Robert

Permit Number: 0061-0989

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindley, Joseph

Permit Number: 0065-0559

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindquist, Hayden

Permit Number: 0102-5566

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindsey, Charles

Permit Number: 0006-0572

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lindsey, Mike

Permit Number: 0050-6741

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Line, William

Permit Number: 0050-6751

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lineberger, Brandon

Permit Number: 0034-4309

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lineberger, John

Permit Number: 0056-3441

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lineberger, Sean

Permit Number: 0050-6779

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lineberry, Lynn

Permit Number: 0050-6809

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lineberry, Matthew

Permit Number: 5584-3411

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lines, Michael

Permit Number: 2922-0237

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lingerfelt, Scott

Permit Number: 0011-2047

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Linker, Angela

Permit Number: 0050-6921

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Linz, Bradley

Permit Number: 3339-4521

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lipford, Curtis

Permit Number: 0081-1092

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lippert, Eric

Permit Number: 0010-9971

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lipscomb, Bailey

Permit Number: 0084-5060

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lisenby, Mark

Permit Number: 0011-3240

School Date Instrument Effective Expiration

08/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2020 08/19/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Litaker, Darius

Permit Number: 0050-7295

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Litjes, Mark

Permit Number: 0005-9823

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Christopher

Permit Number: 0006-0136

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4940 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Christopher

Permit Number: 0057-8553

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Dale

Permit Number: 0087-9106

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4942 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Daniel

Permit Number: 0019-9132

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Devon

Permit Number: 0084-5032

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4944 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, James

Permit Number: 0011-4127

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4945 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, John

Permit Number: 0023-9604

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4946 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Joseph

Permit Number: 3661-4163

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4947 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Kevontae

Permit Number: 7847-8594

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4948 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Little, Shatonie

Permit Number: 0084-1075

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4949 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Littlefield, Christopher

Permit Number: 4412-7048

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Liv, Chris

Permit Number: 0063-3586

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4951 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Livengood, Adam

Permit Number: 4745-1747

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Livengood, Clay

Permit Number: 5803-8005

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Liverman, Alex

Permit Number: 0100-1000

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Liverman, Joshua

Permit Number: 0008-2693

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Livesay, Kevin

Permit Number: 0083-7144

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Livingston, David

Permit Number: 0050-7903

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 4957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lloyd, Chad

Permit Number: 0050-8020

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4958 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lloyd, Crystal

Permit Number: 0095-9856

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4959 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lo, Kongpheng

Permit Number: 6320-8923

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4960 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lobertini, Hunter

Permit Number: 0084-4994

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lock, Britton

Permit Number: 0035-2973

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4962 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locke, William

Permit Number: 0059-8190

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lockhart, Alicia

Permit Number: 5050-1091

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklair, Adam

Permit Number: 8856-4495

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4965 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Amy

Permit Number: 0096-7984

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4966 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Anthony

Permit Number: 0050-8355

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4967 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Caleb

Permit Number: 0011-0685

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4968 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Carmell

Permit Number: 0065-0566

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4969 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Christopher

Permit Number: 0065-0565

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4970 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, David

Permit Number: 0071-4316

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4971 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Elizabeth

Permit Number: 0106-0554

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4972 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Ferriss

Permit Number: 0030-9288

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4973 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Henry

Permit Number: 0050-8377

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4974 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Jason

Permit Number: 0050-8365

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4975 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Joe

Permit Number: 0065-0567

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4976 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Johnny

Permit Number: 0034-2392

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4977 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Joshua

Permit Number: 0028-3389

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4978 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Kim

Permit Number: 0065-0564

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4979 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Mason

Permit Number: 7198-9820

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4980 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Matthew

Permit Number: 0050-8225

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Mickey

Permit Number: 0011-9592

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4982 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Neal

Permit Number: 0050-8577

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 4983 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Steven

Permit Number: 0065-0563

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4984 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Terry

Permit Number: 0084-2648

School Date Instrument Effective Expiration

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Tony

Permit Number: 0050-8216

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4986 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Zachary

Permit Number: 0178-0068

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Locklear, Zachary

Permit Number: 0183-2273

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4988 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lofthouse, Raymond

Permit Number: 0059-3780

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loftis, Benjamin

Permit Number: 0024-4987

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lofton, Jared

Permit Number: 0084-1077

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Logan, David

Permit Number: 0050-8760

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 4992 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Logan, Jamor

Permit Number: 0035-3786

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 4993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Logan, Joseph

Permit Number: 1360-6553

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4994 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Logsdon, Philip

Permit Number: 0065-0568

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4995 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lohman, John

Permit Number: 0031-4438

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4996 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loken, Jeffrey

Permit Number: 9590-3388

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4997 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lolar, Joseph

Permit Number: 3261-5202

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 4998 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lomba, Lewis

Permit Number: 3271-1235

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 4999 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lomena, Brandon

Permit Number: 0092-5520

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5000 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: London, Ryan

Permit Number: 0005-9240

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5001 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Allen

Permit Number: 0005-9299

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5002 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Brandon

Permit Number: 0065-0569

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5003 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Casey

Permit Number: 0011-6248

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5004 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Christopher

Permit Number: 3693-4250

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5005 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Jacob

Permit Number: 0084-5058

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5006 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Jason

Permit Number: 0030-8514

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, John

Permit Number: 2732-1167

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Kenneth

Permit Number: 0034-3609

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Kevin

Permit Number: 0011-1563

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5010 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Marketta

Permit Number: 3529-7483

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5011 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Martin

Permit Number: 6169-4685

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5012 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Matthew

Permit Number: 0256-1617

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5013 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Michael

Permit Number: 0050-9470

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5014 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Milton

Permit Number: 0072-2588

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Stephen

Permit Number: 0070-6735

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5016 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Stephen

Permit Number: 3613-5018

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5017 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Thomas

Permit Number: 5207-4609

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5018 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Zachary

Permit Number: 0071-8544

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5019 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Long, Zachary

Permit Number: 5357-0561

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5020 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Look, Daniel

Permit Number: 0072-7216

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lookadoo, Jacob

Permit Number: 0126-7356

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5022 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Looney, Troy

Permit Number: 0006-0800

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loor, Robinzon

Permit Number: 0093-8392

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5024 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez Ramos, Miguel

Permit Number: 5078-0563

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5025 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Amin

Permit Number: 0050-9808

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5026 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Eleazer

Permit Number: 6704-6865

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5027 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Javier

Permit Number: 6574-7623

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5028 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Jessica

Permit Number: 7142-1021

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5029 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Jonathon

Permit Number: 8203-4176

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5030 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Michael

Permit Number: 0006-0048

School Date Instrument Effective Expiration

07/31/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5031 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez, Tatiana

Permit Number: 6374-4987

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5032 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez-Barrios, Edgar

Permit Number: 9208-0218

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5033 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lopez-Grajales, Amanda

Permit Number: 8294-8963

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5034 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lora, Joan

Permit Number: 6548-7735

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5035 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lorenz, Richard

Permit Number: 0077-4107

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5036 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Losada, Nicole

Permit Number: 1819-5322

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5037 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lott, Justin

Permit Number: 0035-3788

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5038 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lott, LaMontry

Permit Number: 8558-4263

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5039 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lott, Michael

Permit Number: 5227-8404

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5040 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Louizes, Anthony

Permit Number: 0101-6787

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loukos, Michael

Permit Number: 0065-0570

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5042 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Love, Justin

Permit Number: 0006-0510

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5043 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Love, Philip

Permit Number: 5367-8912

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5044 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Love, Rodney

Permit Number: 0065-0571

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5045 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovelace, Jarod

Permit Number: 1257-1324

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loveless, Brian

Permit Number: 0057-3671

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5047 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loveridge, Heather

Permit Number: 0098-8295

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovett, Brent

Permit Number: 0080-3383

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovett, Robert

Permit Number: 0011-4874

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovin, John

Permit Number: 7909-9301

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Loving, David

Permit Number: 0051-0480

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovings, Anthony

Permit Number: 0011-9066

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lovins, Matthew

Permit Number: 0056-7964

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Low, Joshua

Permit Number: 5291-5572

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowdermilk, Barton

Permit Number: 0045-8022

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowe, James

Permit Number: 0042-4790

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowe, Micah

Permit Number: 0011-2290

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowery, Corey

Permit Number: 0024-4618

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowery, David

Permit Number: 0051-0867

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5060 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowery, Payton

Permit Number: 0080-3376

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5061 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowery, Timothy

Permit Number: 0010-9947

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5062 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowery, Walter

Permit Number: 0011-5018

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5063 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowrance, Caleb

Permit Number: 8061-5815

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5064 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowry, Cory

Permit Number: 0051-0991

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5065 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lowry, Matthew

Permit Number: 0065-0572

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5066 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lubert, Joseph

Permit Number: 0051-1029

School Date Instrument Effective Expiration

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5067 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Adam

Permit Number: 0068-4280

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5068 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Alston

Permit Number: 0065-0574

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5069 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Brenda

Permit Number: 7197-9073

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5070 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Daniel

Permit Number: 0057-9012

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5071 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Donald

Permit Number: 0024-2265

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5072 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucas, Raven

Permit Number: 0065-0573

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5073 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luce, Raymond

Permit Number: 0065-2705

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5074 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luciano, Gabriel

Permit Number: 0071-9964

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5075 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucido, David

Permit Number: 0051-1197

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5076 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luck, Harry

Permit Number: 0024-6240

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5077 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luck, Tristen

Permit Number: 4167-1361

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5078 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lucy, Christopher

Permit Number: 4236-1609

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5079 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luczak, Tara

Permit Number: 4147-1248

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5080 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luddley, Sean

Permit Number: 7862-6618

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5081 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ludlow, David

Permit Number: 0084-1080

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5082 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ludwick, Clayton

Permit Number: 0011-8957

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5083 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lugabihl, Robert

Permit Number: 0007-3121

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5084 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lugo, Jordan

Permit Number: 0065-0575

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5085 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luisa, Steven

Permit Number: 9432-3055

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5086 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lujan-Varela, Erbey

Permit Number: 4776-3796

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5087 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lukomski, Jeffrey

Permit Number: 4786-0289

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5088 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lum, Marcus

Permit Number: 3842-6562

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5089 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lummus, Benjamin

Permit Number: 0073-1810

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5090 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lunsford, Andrew

Permit Number: 0076-8792

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5091 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lunsford, Gregory

Permit Number: 0051-1593

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5092 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lunsford, Joel

Permit Number: 0051-1603

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5093 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lunsford, Samantha

Permit Number: 0068-4562

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5094 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lupton, Robert

Permit Number: 0040-2326

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5095 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lupton, Russell

Permit Number: 0051-1673

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5096 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Luther, Evan

Permit Number: 0051-1743

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5097 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyall, Brian

Permit Number: 0024-6094

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5098 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lybarger, Neil

Permit Number: 0051-1800

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5099 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lykins, Darby

Permit Number: 0040-2427

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5100 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyles, Robin

Permit Number: 0011-3937

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5101 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Austin

Permit Number: 2716-8531

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5102 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Christopher

Permit Number: 0034-3610

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5103 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, John

Permit Number: 3945-4718

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5104 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Joshua

Permit Number: 2415-5776

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5105 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Joshua

Permit Number: 5592-4664

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5106 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Justin

Permit Number: 2502-2089

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5107 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Nicholas

Permit Number: 0081-2713

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynch, Shane

Permit Number: 0051-2108

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynn, Christian

Permit Number: 0077-2981

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lynn, Timothy

Permit Number: 0024-5121

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5111 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyon, Brandon

Permit Number: 0038-2614

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyon, Jonathan

Permit Number: 0006-0087

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyon, Scott

Permit Number: 0056-3225

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyons, Clint

Permit Number: 0068-9720

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyons, Jasmine

Permit Number: 0097-3230

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

07/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Lyzenga, Kyle

Permit Number: 6929-0305

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mabe, Brian

Permit Number: 0006-2261

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mabe, Daniel

Permit Number: 0060-4654

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mabe, Jeremy

Permit Number: 0024-6674

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mabe, Ryan

Permit Number: 0059-8954

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mabe, Steven

Permit Number: 0007-3163

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

07/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macarine, Brian

Permit Number: 0007-3168

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macario, Garrett

Permit Number: 0095-1642

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macchia, Kenneth

Permit Number: 0034-2096

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mace, Andrew

Permit Number: 0042-5202

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mace, Austin

Permit Number: 3015-2176

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mace, Dalton

Permit Number: 2076-8710

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macemore, Braedon

Permit Number: 1906-1566

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macey, Barry

Permit Number: 0060-2967

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Machacek, Will

Permit Number: 5783-7235

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Machamer, Michael

Permit Number: 0011-5383

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: MacIntosh, Ian

Permit Number: 0598-0210

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mack, Miles

Permit Number: 0006-2773

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mackey, Jeffrey

Permit Number: 0005-9352

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mackler, Scott

Permit Number: 0011-1567

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: MacLean, Brittany

Permit Number: 5686-8621

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: MacLeod, Brandon

Permit Number: 0084-1084

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Macon, Caleb

Permit Number: 7925-1368

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: MacPeek, Claire

Permit Number: 0087-8875

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: MacPherson, Emily

Permit Number: 7093-0704

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Madden, Rebecca

Permit Number: 0019-8806

School Date Instrument Effective Expiration

09/18/2019 Intoximeters, Model Intox EC/IR II 09/18/2019 09/18/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maddux, Joshua

Permit Number: 1815-6881

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Madison, Daniel

Permit Number: 0042-5665

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maffucci, Dennis

Permit Number: 0064-9904

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Magana, Jose

Permit Number: 0042-5729

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Magana, Ricardo

Permit Number: 2971-2710

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Magliocco, Patric

Permit Number: 0213-7751

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5148 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maher, Christopher

Permit Number: 0064-9906

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

08/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mahlandt, Austin

Permit Number: 0090-9924

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mahmutovic, Damir

Permit Number: 0011-1568

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maholic, Robert

Permit Number: 5845-2705

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Main, Austin

Permit Number: 0076-4783

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Main, Walker

Permit Number: 6747-0607

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Majette, Curtis

Permit Number: 6626-7681

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Majette, Dawson

Permit Number: 1806-1872

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5156 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Majors, Benjamin

Permit Number: 1386-9632

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maldonado, Jacob

Permit Number: 0095-1629

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Malin, Adam

Permit Number: 0078-6261

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Malionek, Peter

Permit Number: 7616-9380

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mallett, Robert

Permit Number: 0102-7996

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Malpass, Harrison

Permit Number: 4820-6237

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Malpass, Quinton

Permit Number: 8350-2537

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manchester, Brandon

Permit Number: 7577-0709

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mancini, Anthony

Permit Number: 5367-1897

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mandara, Heather

Permit Number: 0080-5557

School Date Instrument Effective Expiration

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mandolin, Samantha

Permit Number: 0590-1897

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5167 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maness, Anthony

Permit Number: 0019-8194

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maness, Christopher

Permit Number: 1888-9254

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maness, Jordan

Permit Number: 0065-0576

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maness, Justin

Permit Number: 0065-0578

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maness, Travis

Permit Number: 0065-0577

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mangum, Eric

Permit Number: 0006-0577

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mangum, Joseph

Permit Number: 0075-5038

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mangum, Krista

Permit Number: 0066-2173

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mangum, Tristan

Permit Number: 0056-7142

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Benjamin

Permit Number: 0030-7123

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Chad

Permit Number: 0074-4841

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Jacob

Permit Number: 0065-0579

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Lindsay

Permit Number: 0067-5963

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Mitchell

Permit Number: 0042-6710

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Tracy

Permit Number: 0005-9696

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, Tyron

Permit Number: 0041-5497

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mann, William

Permit Number: 0760-5716

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manning, Joshua

Permit Number: 0083-7530

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manning, Lucas

Permit Number: 0100-8010

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manning, Michelle

Permit Number: 0071-9485

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manning, Steven

Permit Number: 0042-6860

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mannino, Christopher

Permit Number: 1282-2236

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mannon, Kenneth

Permit Number: 0011-8818

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mansfield, Jason

Permit Number: 0070-6241

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manuel, Benjamin

Permit Number: 1152-2646

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5192 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manuel-Ocampo, Yuridia

Permit Number: 3891-0444

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manukas, Peter

Permit Number: 0042-6947

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manville, Bradley

Permit Number: 0024-8578

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manz, Madison

Permit Number: 1790-5337

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manzano, Estefania

Permit Number: 0098-9691

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Manzo, James

Permit Number: 0025-9960

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marckese, Kenneth

Permit Number: 0008-0533

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marcum, Luke

Permit Number: 0011-8959

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marcum, Paul

Permit Number: 0068-0915

School Date Instrument Effective Expiration

01/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/28/2021 01/28/2023

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marcum, Stacey

Permit Number: 0018-0479

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mardis, Jonathan

Permit Number: 0058-3286

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5203 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maresco, Joseph

Permit Number: 7610-0632

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marin, Danny

Permit Number: 6808-1759

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5205 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marinaro, Joseph

Permit Number: 0086-0960

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5206 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marinelli, Lori

Permit Number: 0102-4516

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5207 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marino, Kirk

Permit Number: 0012-1293

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marino, Ryan

Permit Number: 0011-3672

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5209 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marioles, Christopher

Permit Number: 0042-7376

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marion, Charlie

Permit Number: 3765-7014

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mariotti, Kara

Permit Number: 0016-7769

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mariscal, Daniel

Permit Number: 0060-9744

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marks, Adam

Permit Number: 6266-0682

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marks, Joshua

Permit Number: 0042-7430

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5215 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marks, Ryne

Permit Number: 0064-9540

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marks, Spencer

Permit Number: 0011-8819

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marlow, Ronnie

Permit Number: 0024-2453

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marmol, Cristhian

Permit Number: 0101-0028

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marquis, Timothy

Permit Number: 0092-1856

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5220 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marr, Brett

Permit Number: 0042-7606

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marr, Jonathan

Permit Number: 0009-1561

School Date Instrument Effective Expiration

11/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/25/2020 11/25/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marriner, Michael

Permit Number: 0024-1816

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marriott, Kiana

Permit Number: 2412-5226

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marsh, Benjamin

Permit Number: 0034-3612

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5225 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marsh, Dakota

Permit Number: 8504-3174

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marsh, Magan

Permit Number: 9239-2946

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marsh, Melvin

Permit Number: 8276-2565

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5228 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marsh, William

Permit Number: 0023-4108

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Jason

Permit Number: 9103-4994

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5230 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Jonathan

Permit Number: 8759-9526

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5231 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Joshua

Permit Number: 0005-9396

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Perry

Permit Number: 0042-7965

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Ronald

Permit Number: 1143-4022

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, Stephen

Permit Number: 0064-9541

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshall, William

Permit Number: 4749-4944

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marshburn, Thomas

Permit Number: 0023-7638

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Marso, Matthew

Permit Number: 0082-3674

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Alyssa

Permit Number: 0397-8705

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Andrew

Permit Number: 2813-5223

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Brandon

Permit Number: 0088-1168

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Brian

Permit Number: 0042-8304

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Brock

Permit Number: 0092-0875

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Bryan

Permit Number: 0024-8066

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Carl

Permit Number: 0074-6329

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Charles

Permit Number: 0210-1388

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Christopher

Permit Number: 0024-4293

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Christopher

Permit Number: 0030-8518

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Christopher

Permit Number: 3232-0616

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Holly

Permit Number: 0060-1498

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Honda

Permit Number: 0042-8561

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Ian

Permit Number: 0011-2967

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Jody

Permit Number: 0042-8625

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, John

Permit Number: 0008-3278

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, John

Permit Number: 0011-5123

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Jonathan

Permit Number: 0005-9562

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Joseph

Permit Number: 0011-6347

School Date Instrument Effective Expiration

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Joseph

Permit Number: 0042-8706

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Michael

Permit Number: 5912-1240

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Phillip

Permit Number: 0289-1455

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Robert

Permit Number: 0023-8114

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Samuel

Permit Number: 0042-9000

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Shawn

Permit Number: 0011-8820

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Timothy

Permit Number: 0030-7124

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Travis

Permit Number: 9122-1600

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, William

Permit Number: 0042-9172

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martin, Zachary

Permit Number: 0084-5050

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martine, Robert

Permit Number: 0098-3723

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez Figueroa, Arelys

Permit Number: 0096-2486

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Angelo

Permit Number: 5892-4844

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Antonio

Permit Number: 4170-0442

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Brianna

Permit Number: 1849-4063

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Dakota

Permit Number: 0023-9607

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Daniel

Permit Number: 0091-6221

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Daniel

Permit Number: 2083-1116

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Edward

Permit Number: 7895-3912

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Erick

Permit Number: 0070-2951

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Gener

Permit Number: 5469-4626

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Kaitlin

Permit Number: 0058-9720

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Marco

Permit Number: 0081-6479

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Monica

Permit Number: 0084-6606

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Martinez, Rachel

Permit Number: 0059-9952

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Masin, Cameron

Permit Number: 0113-1390

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mason, Andrew

Permit Number: 0086-2301

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mason, Anthony

Permit Number: 0066-4949

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mason, David

Permit Number: 0019-8714

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mason, Ragan

Permit Number: 5691-4813

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mason, Thomas

Permit Number: 0006-3463

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

05/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Massey, Heather

Permit Number: 9662-2564

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Massey, Jesse

Permit Number: 2772-2049

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mastromonaco, Anthony

Permit Number: 8847-9694

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mastromonica, John

Permit Number: 0064-9543

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mastrostefano, Branden

Permit Number: 0434-9264

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mateo-Caraballo, Rosa

Permit Number: 0056-4125

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matheson, Hannah

Permit Number: 3780-5333

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matheson, Roger

Permit Number: 6614-9710

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathews, Alicia

Permit Number: 0099-2305

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathews, Charles

Permit Number: 0023-8065

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathews, Kyle

Permit Number: 0064-9901

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathews, Theodore

Permit Number: 8901-2318

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5300 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathieu, Carrie

Permit Number: 0099-1221

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5301 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Cody

Permit Number: 0077-7058

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5302 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, David

Permit Number: 0064-9900

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5303 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, David

Permit Number: 1021-9487

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5304 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Jerimy

Permit Number: 0043-0379

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5305 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Johnathan

Permit Number: 9688-4208

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5306 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Justin

Permit Number: 0012-0020

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5307 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Maleah

Permit Number: 0504-5718

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5308 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Raymond

Permit Number: 3602-6765

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5309 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathis, Ronald

Permit Number: 0006-2240

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5310 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mathna, Jennifer

Permit Number: 5203-5555

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5311 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matics, Zachary

Permit Number: 0070-8881

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5312 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matison, Christopher

Permit Number: 8953-9041

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5313 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matos, Christopher

Permit Number: 0043-0411

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5314 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matos, Matthew

Permit Number: 0079-9419

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5315 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matroo, Ronald

Permit Number: 9638-9163

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5316 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matteson, Matthew

Permit Number: 4290-5558

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5317 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, Christopher

Permit Number: 5797-0889

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5318 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, David

Permit Number: 9277-0466

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5319 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, Hunter

Permit Number: 5145-8903

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5320 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, Justin

Permit Number: 0042-4734

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5321 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, McKinly

Permit Number: 0082-0941

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5322 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, Ronny

Permit Number: 0106-1355

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5323 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthews, Timothy

Permit Number: 0068-9743

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5324 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Matthis, Joshua

Permit Number: 0062-7353

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5325 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maucher, David

Permit Number: 1275-6003

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5326 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mauffray, Nathan

Permit Number: 0071-3279

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5327 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maulshagen, Matthew

Permit Number: 3521-7545

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5328 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mauney, Christopher

Permit Number: 7807-5483

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5329 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maurer, Gary

Permit Number: 0043-1275

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5330 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maury, Gerald

Permit Number: 0075-3263

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5331 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: May, Adam

Permit Number: 0335-7318

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5332 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: May, Darren

Permit Number: 0005-9661

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5333 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: May, Richard

Permit Number: 0043-1536

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5334 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayberry, Amanda

Permit Number: 0006-0889

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5335 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maybin, Jonathan

Permit Number: 0068-9744

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5336 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maye, James

Permit Number: 0006-0098

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5337 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayer, Brandon

Permit Number: 0815-3090

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5338 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayes, Jason

Permit Number: 0056-9271

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5339 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayes-Alvarado, Jose

Permit Number: 6092-4898

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5340 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayes-Alvarado, Mario

Permit Number: 0024-3172

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynard, Jeffrey

Permit Number: 0076-8794

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynard, Jonathan

Permit Number: 7422-6223

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynard, Orlando

Permit Number: 5318-6042

School Date Instrument Effective Expiration

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynard, Robert

Permit Number: 0077-2121

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynor, Ross

Permit Number: 0043-1853

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Maynor, Wesley

Permit Number: 0043-8527

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayo, Katelyn

Permit Number: 0076-1447

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5348 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mayo, Zachary

Permit Number: 4490-5768

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5349 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mays, Rickita

Permit Number: 0077-2170

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5350 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mazyck, Isaiah

Permit Number: 0034-4237

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5351 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mazzara, Stefan

Permit Number: 5562-9007

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5352 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mazzotta, Davide

Permit Number: 0011-4091

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5353 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McAdams, Elizabeth

Permit Number: 0082-3118

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5354 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McAdams, Ronnie

Permit Number: 0006-4210

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5355 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McAllister, Alexander

Permit Number: 1440-9721

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5356 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McAllister, Kelvin

Permit Number: 7902-6668

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5357 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McArthur, Jeffrey

Permit Number: 0011-1956

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5358 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McArthur, Michael

Permit Number: 0011-0622

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5359 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McBride, Christopher

Permit Number: 4284-7629

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5360 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McBride, Douglas

Permit Number: 0099-5810

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5361 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McBride, Ty

Permit Number: 5825-8612

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5362 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McBurney, Matthew

Permit Number: 2760-1728

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5363 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCabe, Keith

Permit Number: 0007-9686

School Date Instrument Effective Expiration

01/17/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5364 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCain, Willie

Permit Number: 0034-2098

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5365 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Chadwick

Permit Number: 0043-9520

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5366 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Dennis

Permit Number: 0038-1714

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5367 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Jodie

Permit Number: 4080-7429

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5368 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Leah

Permit Number: 0043-9527

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5369 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Scott

Permit Number: 4964-7811

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5370 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCall, Timothy

Permit Number: 3733-0548

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5371 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCandies, James

Permit Number: 0070-3566

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5372 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCandless, Jamie

Permit Number: 0070-7699

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCann, Augustine

Permit Number: 7257-8844

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5374 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCann, Kyle

Permit Number: 0057-6656

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5375 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCarty, Christian

Permit Number: 0010-9974

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5376 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCarty, Jordon

Permit Number: 5293-8460

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5377 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCarty, Raymond

Permit Number: 3611-2987

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5378 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCauley, James

Permit Number: 0035-3550

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5379 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCaw, Wayne

Permit Number: 0739-8349

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5380 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McChesney, Wayne

Permit Number: 0024-7818

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClain, Colby

Permit Number: 0826-1177

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClain, Harvey

Permit Number: 0043-9857

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5383 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClain, Jonathan

Permit Number: 0023-8315

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5384 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClanahan, Michael

Permit Number: 2516-3321

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5385 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClary, Carrington

Permit Number: 0079-6745

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5386 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClaugherty, Keenan

Permit Number: 0069-7575

School Date Instrument Effective Expiration

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCleave, Melvin

Permit Number: 0034-7847

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5388 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClellan, John

Permit Number: 0095-5294

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5389 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClellan, Thomas

Permit Number: 0006-0826

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5390 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClellen, Brian

Permit Number: 0081-1105

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5391 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClintock, Jenna

Permit Number: 0100-9166

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5392 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCluney, Amos

Permit Number: 0056-6495

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5393 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClung, Daniel

Permit Number: 5541-3436

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5394 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClure, Francis

Permit Number: 0064-9545

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5395 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McClure, Robert

Permit Number: 0076-0175

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5396 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCollum, Alex

Permit Number: 0106-1358

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCormack, Benjamin

Permit Number: 0058-2543

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCormick, Christian

Permit Number: 6706-6196

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5399 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCormick, Micheal

Permit Number: 3729-6108

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCoy, David

Permit Number: 0044-0356

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5401 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCoy, Jacob

Permit Number: 5977-7003

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5402 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCoy, Jeremiah

Permit Number: 0057-8301

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCoy, Sydney

Permit Number: 7134-2786

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCraw, Mark

Permit Number: 1705-5178

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCray, Jacob

Permit Number: 2503-6766

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCray, Kenneth

Permit Number: 0044-0607

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McCullor, Isaiah

Permit Number: 5738-8251

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDade, Justin

Permit Number: 0059-6368

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Amanda

Permit Number: 0044-0841

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Antonio

Permit Number: 6298-4738

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Brian

Permit Number: 0044-0838

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5412 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Cara

Permit Number: 0102-1845

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Kenneth

Permit Number: 0084-5041

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Roderick

Permit Number: 0064-9546

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Troy

Permit Number: 0044-0895

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5416 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDaniel, Tyler

Permit Number: 5581-9213

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDermott, Ryan

Permit Number: 0064-9547

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5418 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDevitt, James

Permit Number: 6202-1509

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5419 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDole, Paul

Permit Number: 0011-6112

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDonald, Joel

Permit Number: 0064-9548

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5421 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDonald, Michael

Permit Number: 0023-8067

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5422 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDonald, Sadie

Permit Number: 0044-1303

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5423 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDonald, Stephen

Permit Number: 6976-1492

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDonald, William

Permit Number: 1996-5753

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5425 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDowell, Dean

Permit Number: 0077-2210

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5426 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDowell, Elliot

Permit Number: 0092-5514

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5427 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDowell, James

Permit Number: 3048-6949

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5428 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDuffie, Allen

Permit Number: 0010-9975

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McDuffie, Anthony

Permit Number: 0035-3551

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McElroy, Tyler

Permit Number: 0068-2438

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5431 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McEwen, Callum

Permit Number: 0076-5156

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5432 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McEwen, Peter

Permit Number: 0011-3251

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5433 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McFadden, Janil

Permit Number: 0060-6305

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5434 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McFarland, Seth

Permit Number: 0044-1666

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McFeaters, Andrew

Permit Number: 7538-3269

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McFry, Louis

Permit Number: 0057-9200

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5437 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGahan, Bryan

Permit Number: 0012-1237

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5438 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGalliard, Matthew

Permit Number: 0132-0157

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5439 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGaugh, Matthew

Permit Number: 0064-9549

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5440 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGee, Charles

Permit Number: 0058-0016

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5441 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGee, Ralph

Permit Number: 9881-8052

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5442 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGee, Ronnie

Permit Number: 0038-9773

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGee, Russell

Permit Number: 0011-4084

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGee, Vance

Permit Number: 0008-2099

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGhee, Jeffrey

Permit Number: 2648-4362

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5446 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGhee, Trevor

Permit Number: 0007-3700

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5447 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGinnis, Bryan

Permit Number: 0006-0807

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5448 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGinnis, Chesley

Permit Number: 0044-2061

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGinnis, Jason

Permit Number: 0063-8798

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5450 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGinnis, Michael

Permit Number: 0056-1725

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5451 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGovern, Sean

Permit Number: 0101-7982

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5452 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGraw, Grady

Permit Number: 0044-2247

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5453 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGregor, Kyle

Permit Number: 8986-2084

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGuire, Devon

Permit Number: 4433-3152

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5455 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGuire, Patrick

Permit Number: 0083-6304

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5456 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McGuire, Timothy

Permit Number: 0057-5739

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5457 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McHan, John

Permit Number: 0044-2396

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5458 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McHargue, Jaymie

Permit Number: 0060-2501

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5459 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McHenry, Steven

Permit Number: 0044-2425

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5460 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McIlwain, William

Permit Number: 0011-6160

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5461 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McInerney, Brendan

Permit Number: 0044-2497

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5462 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McInnis, Corben

Permit Number: 0011-9151

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5463 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McIntosh, Christopher

Permit Number: 1412-0153

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McIntyre, Quadasia

Permit Number: 5728-2607

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5465 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McIntyre, Q'Vontes

Permit Number: 7883-7416

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5466 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKee, Bradley

Permit Number: 0030-8523

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5467 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKee, Lauren

Permit Number: 0011-0603

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5468 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKee, Nicholas

Permit Number: 0064-9550

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5469 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKee, Robert

Permit Number: 1337-8795

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5470 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKeel, Sammy

Permit Number: 0044-3095

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKeithan, Marion

Permit Number: 0044-3141

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5472 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKenzie, Evan

Permit Number: 0059-7310

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5473 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKenzie, Johnathan

Permit Number: 0034-4238

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKenzie, Joshua

Permit Number: 0072-8075

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKenzie, Justin

Permit Number: 0881-3411

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5476 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKimmey, Shawn

Permit Number: 0006-3006

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5477 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKinley, Tracy

Permit Number: 5265-0525

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5478 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKinney, Brycen

Permit Number: 3273-8705

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5479 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKinney, Eric

Permit Number: 0100-9159

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5480 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKinney, Gregg

Permit Number: 0009-8203

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5481 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKinney, Gregory

Permit Number: 0006-3945

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5482 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKnight, Hugh

Permit Number: 0046-0741

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5483 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKoy, Timothy

Permit Number: 0023-7486

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5484 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McKoy, Whitney

Permit Number: 0006-0823

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5485 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLain, Anthony

Permit Number: 0063-3120

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLamb, Justin

Permit Number: 5931-7175

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5487 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLamb, Lori

Permit Number: 0011-4423

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5488 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLamb, Milton

Permit Number: 0077-2143

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5489 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLamb, Nolan

Permit Number: 5808-1700

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5490 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLamb, Ransom

Permit Number: 0076-2089

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5491 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLean, John

Permit Number: 5576-3074

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLendon, Lewis

Permit Number: 0024-5745

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLeod, James

Permit Number: 0061-8882

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5494 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLeod, Michael

Permit Number: 0044-4700

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLeod, Samuel

Permit Number: 0063-2702

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McLester, Allen

Permit Number: 0044-4804

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McMahan, Skyler

Permit Number: 3772-6553

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McMann, Joshua

Permit Number: 9908-0411

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McManus, Brian

Permit Number: 0044-4946

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5500 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McManus, Emily

Permit Number: 0803-0097

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McManus, Eric

Permit Number: 0060-3222

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5502 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McMillan, Hugh

Permit Number: 0034-3155

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McMurray, John

Permit Number: 0011-3904

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNabb, Alexis

Permit Number: 0066-2162

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNamara, Joseph

Permit Number: 0068-6516

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5506 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeely, Steven

Permit Number: 3562-7419

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5507 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeil, Derrick

Permit Number: 0005-9625

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5508 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeil, Jeremy

Permit Number: 0059-5455

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Brandon

Permit Number: 3081-1615

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5510 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Carroll

Permit Number: 2190-9159

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5511 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, David

Permit Number: 0005-9405

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5512 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Gary

Permit Number: 0093-2235

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5513 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Joshua

Permit Number: 6121-8769

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5514 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Tyler

Permit Number: 0010-9909

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5515 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, Tyler

Permit Number: 9401-4910

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5516 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McNeill, William

Permit Number: 0044-5597

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5517 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPeak, Nathan

Permit Number: 0044-5860

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5518 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPeters, Steven

Permit Number: 0005-9467

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5519 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPhail, Alexander

Permit Number: 7323-3738

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5520 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPhail, Bryan

Permit Number: 0056-6811

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5521 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPhatter, James

Permit Number: 0056-0438

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5522 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Calvin

Permit Number: 0064-8346

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Daniel

Permit Number: 0035-3302

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Joshua

Permit Number: 0096-2350

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Justin

Permit Number: 5732-5341

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Tobie

Permit Number: 0034-2893

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McPherson, Xavier

Permit Number: 0024-6244

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McQueen, Fred

Permit Number: 0008-8852

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McRae, Brandon

Permit Number: 0064-7780

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McRae, Corey

Permit Number: 0011-2435

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McRavin, Lucius

Permit Number: 0064-7781

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McRee, Richard

Permit Number: 0035-3553

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McSheehan, Chase

Permit Number: 0070-2475

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5534 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McSwain, Joshua

Permit Number: 0008-3275

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5535 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McSweeney, Melissa

Permit Number: 0090-9905

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McVicker, James

Permit Number: 0044-6393

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McVicker, Kathryn

Permit Number: 0023-8151

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5538 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: McWhorter, Jacob

Permit Number: 0095-0307

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meade, Leslie

Permit Number: 0043-2112

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5540 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meadows, Cody

Permit Number: 0220-3372

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5541 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meadows, Travis

Permit Number: 0043-2238

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5542 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meadows, Trenton

Permit Number: 9268-4653

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5543 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meads, Jalynn

Permit Number: 1967-3861

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meads, Jonathan

Permit Number: 0056-9764

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5545 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mears, Kelly

Permit Number: 0044-5224

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5546 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mebane, Nia

Permit Number: 9966-3662

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mebane, Tremayne

Permit Number: 0038-2079

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5548 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medina, Enrique

Permit Number: 0058-0019

School Date Instrument Effective Expiration

11/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/13/2020 11/13/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5549 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medley, Michael

Permit Number: 8526-1902

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5550 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medlin, Michael

Permit Number: 0092-9594

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5551 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medlin, Patrick

Permit Number: 0043-2601

School Date Instrument Effective Expiration

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5552 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medlin, Robert

Permit Number: 0011-0935

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5553 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medlin, William

Permit Number: 4807-5495

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Medlock, Marshall

Permit Number: 3673-9941

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5555 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meekins, Joshua

Permit Number: 0043-2814

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meeks, James

Permit Number: 0072-2311

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5557 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meetze, Jacob

Permit Number: 5190-6168

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mehaffey, Colbey

Permit Number: 8634-2889

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5559 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melby, Robert

Permit Number: 0043-3039

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5560 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mele, Erin

Permit Number: 0936-0993

School Date Instrument Effective Expiration

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5561 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mellenberger, Matthew

Permit Number: 0007-3874

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mellon, Adam

Permit Number: 0059-0341

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5563 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mellott, Robert

Permit Number: 0043-3098

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5564 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melochick, Christopher

Permit Number: 0102-0902

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5565 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melton, Jason

Permit Number: 0012-0382

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5566 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melton, Lloyd

Permit Number: 0008-1064

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

05/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5567 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melvin, Jared

Permit Number: 2379-9448

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5568 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Melvin, Mark

Permit Number: 0064-7784

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Menard, Santana

Permit Number: 0024-0999

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5570 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mendenhall, Dakota

Permit Number: 2982-0323

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5571 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mendenhall, Landon

Permit Number: 0064-7785

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5572 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mendoza, Carlos

Permit Number: 7418-4375

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5573 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mendoza, Noelia

Permit Number: 6406-6301

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5574 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mendoza, Robert

Permit Number: 0102-0249

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5575 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Menendez, Angel

Permit Number: 0098-3694

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5576 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Menius, Matthew

Permit Number: 0043-3505

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5577 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mennella, Joseph

Permit Number: 3236-1770

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5578 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mercado, Divina

Permit Number: 0966-7263

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5579 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mercado, Harvey

Permit Number: 0086-6030

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5580 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mercedes, Winsthon

Permit Number: 0035-7489

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5581 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mercer, Rickey

Permit Number: 0100-2076

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5582 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mereness, Dakota

Permit Number: 0051-8710

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5583 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merold, Bryce

Permit Number: 0043-3888

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5584 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merrell, Jeremy

Permit Number: 0043-3894

School Date Instrument Effective Expiration

09/11/2019 Intoximeters, Model Intox EC/IR II 09/11/2019 09/11/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5585 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merriman, John

Permit Number: 3757-0422

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5586 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merritt, Charles

Permit Number: 0011-8961

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merritt, James

Permit Number: 0043-4042

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Merritt, Kenneth

Permit Number: 0006-0896

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meshaw, William

Permit Number: 7517-0987

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Messer, Nathan

Permit Number: 4080-1751

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Messer, Nickohlas

Permit Number: 7165-3012

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Messer, Shaun

Permit Number: 0012-0487

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metcalf, Garrett

Permit Number: 4178-1976

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metcalf, Jason

Permit Number: 0061-4141

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metscher, Jacob

Permit Number: 7757-7388

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metts, Donald

Permit Number: 0064-7787

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metzger, Rory

Permit Number: 7320-1279

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Metzler, Christopher

Permit Number: 0006-2841

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meulendyke, Scott

Permit Number: 0031-4600

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mewborn, Deshan

Permit Number: 0057-4227

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meyer, Jared

Permit Number: 0013-0660

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meyer, Khristipher

Permit Number: 8292-3452

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meyers, Bradley

Permit Number: 0011-3260

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meyers, Bryce

Permit Number: 0040-2460

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Meza, Edgar

Permit Number: 9782-7369

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michael, Barry

Permit Number: 0064-7789

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michael, Brandon

Permit Number: 0064-7788

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michael, Drew

Permit Number: 3658-2986

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michael, Matthew

Permit Number: 0070-8322

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michaelsen, Roy

Permit Number: 0011-4092

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Michailuk, Makayla

Permit Number: 5745-5635

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Middlebrooks, Geoffrey

Permit Number: 4615-7887

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Middleton, Harry

Permit Number: 0043-4675

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Middleton, Shelby

Permit Number: 0102-3068

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Midgette, Joseph

Permit Number: 0072-6015

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5616 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Midyette, David

Permit Number: 0011-8821

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miesch, William

Permit Number: 0102-1849

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mignogna, Danielle

Permit Number: 8471-5049

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mikesell, Kyle

Permit Number: 3404-9932

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Milam, Tori

Permit Number: 8231-6652

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miles, Christopher

Permit Number: 0043-5132

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miles, Michael

Permit Number: 0057-6240

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miles, Michael

Permit Number: 0064-7791

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miles, Noah

Permit Number: 0067-9445

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miles, Timothy

Permit Number: 0043-5193

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Milinichik, Joshua

Permit Number: 0065-8859

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millard, Justin

Permit Number: 0018-0474

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millea, Thomas

Permit Number: 0016-7752

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millen, Matthew

Permit Number: 5904-3828

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Aaron

Permit Number: 0084-5031

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Amara

Permit Number: 5984-8650

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Andrew

Permit Number: 0094-4013

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Brandon

Permit Number: 0043-5442

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Brian

Permit Number: 0058-2917

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Casey

Permit Number: 0024-2162

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Collin

Permit Number: 8881-5407

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Dorian

Permit Number: 8274-7910

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Dustin

Permit Number: 0007-9573

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5639 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Elton

Permit Number: 0034-4093

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5640 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, George

Permit Number: 0024-5115

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Jackie

Permit Number: 0082-6893

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5642 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Jacob

Permit Number: 1511-7084

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5643 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, James

Permit Number: 0106-0561

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Jonathan

Permit Number: 0011-5060

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5645 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Jonathan

Permit Number: 0043-5935

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5646 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Joshua

Permit Number: 9244-7424

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5647 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Justin

Permit Number: 0064-7792

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5648 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Justin

Permit Number: 0095-1625

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5649 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Justin

Permit Number: 0100-0337

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5650 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Justin

Permit Number: 2940-8676

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5651 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Karen

Permit Number: 0061-3890

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Katherine

Permit Number: 0024-5851

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5653 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Kevin

Permit Number: 0043-6024

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5654 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Lucas

Permit Number: 0082-9440

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5655 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Mary

Permit Number: 0084-6596

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5656 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Matthew

Permit Number: 7144-3166

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5657 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Michael

Permit Number: 0043-6141

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5658 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Michael

Permit Number: 0069-6507

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5659 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Michael

Permit Number: 0071-2164

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5660 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Michael

Permit Number: 4261-9690

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

08/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5661 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Nathaniel

Permit Number: 4981-5177

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5662 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Rachel

Permit Number: 9941-7071

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Richard

Permit Number: 0043-6261

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Robert

Permit Number: 0061-1503

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5665 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Shawn

Permit Number: 0011-5022

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5666 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Stacey

Permit Number: 2699-3475

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5667 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Terra

Permit Number: 0043-6507

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5668 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Tyler

Permit Number: 0020-0890

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5669 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Wayne

Permit Number: 0249-9286

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, William

Permit Number: 0006-2468

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miller, Willis

Permit Number: 0043-6716

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Milligan, Adam

Permit Number: 0024-2409

School Date Instrument Effective Expiration

06/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/17/2020 06/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Milligan, Kevin

Permit Number: 0043-6774

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Alexander

Permit Number: 4418-1145

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5675 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Gary

Permit Number: 0064-7794

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5676 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, James

Permit Number: 0096-7981

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5677 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, John

Permit Number: 7483-1642

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5678 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Kurt

Permit Number: 0064-7793

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5679 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Michael

Permit Number: 0056-0866

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5680 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Stephen

Permit Number: 0085-1151

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5681 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mills, Trevor

Permit Number: 0011-2750

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millsaps, Aaron

Permit Number: 0043-7112

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5683 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millsaps, Avishua

Permit Number: 0068-6244

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millsaps, Jonathan

Permit Number: 0070-3569

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5685 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Millsaps, Matthew

Permit Number: 0057-4264

School Date Instrument Effective Expiration

10/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/23/2020 10/23/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5686 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Miloszar, Michael

Permit Number: 2600-5621

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5687 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mims, Timothy

Permit Number: 0043-7266

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5688 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mingo, Erwin

Permit Number: 0007-4057

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5689 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Minor, Robert

Permit Number: 0009-7057

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5690 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mintz, Thomas

Permit Number: 0057-6660

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Misbah, Alexander

Permit Number: 3854-5469

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mise, Christopher

Permit Number: 3029-6900

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Missouri, Jazmine

Permit Number: 0092-3054

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Brandon

Permit Number: 0056-6812

School Date Instrument Effective Expiration

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

12/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Chad

Permit Number: 0102-8009

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Dana

Permit Number: 0005-9773

School Date Instrument Effective Expiration

01/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/28/2021 01/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Frank

Permit Number: 0024-6679

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Greg

Permit Number: 0064-7798

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, James

Permit Number: 0011-0917

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Joseph

Permit Number: 0008-2696

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Joshua

Permit Number: 0096-7968

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Justin

Permit Number: 0064-7797

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Kaleb

Permit Number: 7410-1872

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Matthew

Permit Number: 0043-8114

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Matthew

Permit Number: 2355-0107

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Matthew

Permit Number: 5708-5250

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Michael

Permit Number: 0059-6370

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Michael

Permit Number: 0064-7796

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Nathan

Permit Number: 0043-8153

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Paul

Permit Number: 0043-8175

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Phillip

Permit Number: 0084-5039

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Ryan

Permit Number: 8383-6593

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mitchell, Steven

Permit Number: 0064-7799

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mize, Zachary

Permit Number: 0019-8719

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mizelle, Hunter

Permit Number: 0064-7800

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mizelle, Jessie

Permit Number: 3750-3644

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mizelle, John

Permit Number: 0070-6165

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mizzi, Stephen

Permit Number: 0075-0273

School Date Instrument Effective Expiration

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moates, Phillip

Permit Number: 0625-9364

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moats, Douglas

Permit Number: 0079-0995

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moats, Tanner

Permit Number: 1207-7665

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mobley, Aaron

Permit Number: 0085-2835

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mobley, Nicholas

Permit Number: 1229-2918

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mocanu, David

Permit Number: 0035-2112

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Modetz, Gregory

Permit Number: 4524-7939

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moffitt, Alan

Permit Number: 4369-2504

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mohiser, Brady

Permit Number: 6777-9402

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Molamphy, John

Permit Number: 7432-9402

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monahan, Anthony

Permit Number: 0072-2589

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moncada, Michael

Permit Number: 1202-9066

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monday, Terry

Permit Number: 0024-5117

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monette, Roger

Permit Number: 0057-0648

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5733 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Money, Caleb

Permit Number: 5215-6651

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5734 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monroe, Alexandria

Permit Number: 5057-2303

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5735 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monroe, Christopher

Permit Number: 0008-2019

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5736 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monroe, Derrick

Permit Number: 0069-1205

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5737 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montanez, Daniel

Permit Number: 0064-7801

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5738 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montanez, Shadjrece

Permit Number: 0093-2229

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5739 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montanez-Figueroa, Jonathan

Permit Number: 0031-4444

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5740 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montecalvo, Ronald

Permit Number: 0007-4236

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5741 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Monterrosa, Felix

Permit Number: 0091-7962

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5742 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montgomery, Charles

Permit Number: 0064-7802

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5743 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montgomery, James

Permit Number: 0064-7804

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5744 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montgomery, Ryan

Permit Number: 0070-5279

School Date Instrument Effective Expiration

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Montondo, Nathan

Permit Number: 9590-0999

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5746 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Brandon

Permit Number: 5849-9625

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5747 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Cody

Permit Number: 0061-5057

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5748 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, George

Permit Number: 5569-3708

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5749 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Jordan

Permit Number: 0060-1939

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5750 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Joseph

Permit Number: 0044-7509

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5751 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Joshua

Permit Number: 0077-7906

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Justin

Permit Number: 0102-5528

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5753 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Steven

Permit Number: 0087-6015

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5754 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moody, Zachary

Permit Number: 4677-7069

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5755 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mook, Jordan

Permit Number: 0091-7931

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moon, Charles

Permit Number: 0083-9123

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5757 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moon, Samuel

Permit Number: 9041-6273

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5758 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mooney, Sarah

Permit Number: 5698-2124

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5759 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Aaron

Permit Number: 0005-9724

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5760 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Aaron

Permit Number: 0069-2456

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5761 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Aaron

Permit Number: 6349-8396

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Adam

Permit Number: 0034-4240

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Alexander

Permit Number: 0085-6552

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5764 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Ashton

Permit Number: 5569-3753

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Brandon

Permit Number: 0040-2666

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Brian

Permit Number: 0831-0231

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Bruce

Permit Number: 0009-9214

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Caleb

Permit Number: 0064-7805

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5769 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Caleb

Permit Number: 6903-5630

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5770 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Christopher

Permit Number: 0044-7846

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Courtney

Permit Number: 0086-7378

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5772 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Daniel

Permit Number: 0058-2286

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Darion

Permit Number: 0064-7806

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Dashun

Permit Number: 1651-9048

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5775 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, David

Permit Number: 0077-9351

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, David

Permit Number: 0085-7307

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Douglas

Permit Number: 0011-8871

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Dylan

Permit Number: 0044-7960

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Evan

Permit Number: 0062-6641

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, George

Permit Number: 0044-8018

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Gregory

Permit Number: 0023-8119

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Harrison

Permit Number: 7375-7337

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5783 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, James

Permit Number: 0007-4272

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Jason

Permit Number: 0064-7808

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Jeffrey

Permit Number: 3826-5146

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, John

Permit Number: 0044-8248

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Jonathan

Permit Number: 0030-7617

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Jonathan

Permit Number: 0044-8316

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Jonathan

Permit Number: 0056-9284

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Joseph

Permit Number: 0024-7415

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Joshua

Permit Number: 0044-8347

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Joshua

Permit Number: 0061-7466

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Justin

Permit Number: 2563-1399

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Kacey

Permit Number: 0005-9875

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Kelly

Permit Number: 0068-4284

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Kenneth

Permit Number: 0044-8363

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Kyle

Permit Number: 0065-7959

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Mario

Permit Number: 0075-8185

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Matthew

Permit Number: 9304-0543

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Mychal

Permit Number: 6789-6580

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Quiona

Permit Number: 3359-7120

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Quisto

Permit Number: 0019-9138

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Ronald

Permit Number: 0087-7041

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Seth

Permit Number: 8064-2485

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Steven

Permit Number: 0011-3074

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Steven

Permit Number: 0064-7803

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Tamson

Permit Number: 1445-8765

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Travis

Permit Number: 0005-9725

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Valerie

Permit Number: 0084-7246

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Vickie

Permit Number: 0044-8994

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Victoria

Permit Number: 0081-1107

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, Victoria

Permit Number: 2714-1250

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moore, William

Permit Number: 7741-7385

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mooring, David

Permit Number: 0086-1289

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mooring, Jeffrey

Permit Number: 0030-6899

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moorman, Miles

Permit Number: 3931-2086

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moose, Zachary

Permit Number: 0092-9606

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morales Santos, Vidal

Permit Number: 0099-7504

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morales, Adalberto

Permit Number: 0081-6805

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morales, Cristobal

Permit Number: 7676-3663

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moralez, James

Permit Number: 0011-0628

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moran, Israel

Permit Number: 0024-6247

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moran, Logan

Permit Number: 6693-8289

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moreau, Susan

Permit Number: 0044-9352

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5825 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morell, Ashley

Permit Number: 4950-2333

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morell, Robert

Permit Number: 0078-6842

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moreno, Jose

Permit Number: 3554-4073

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Benjamin

Permit Number: 0011-3265

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Brian

Permit Number: 0065-0580

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5830 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Christopher

Permit Number: 0044-9519

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5831 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Darrell

Permit Number: 0078-5246

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, David

Permit Number: 0005-9217

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, David

Permit Number: 0044-9547

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Denny

Permit Number: 0064-7811

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Jordan

Permit Number: 2682-3726

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Justin

Permit Number: 0006-0544

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Kyle

Permit Number: 0007-4414

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Malachi

Permit Number: 9407-2354

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Matthew

Permit Number: 0067-2114

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Patrick

Permit Number: 0024-1805

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Phillip

Permit Number: 0044-9770

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Raymond

Permit Number: 0018-0243

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Robert

Permit Number: 0084-5056

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Shannon

Permit Number: 0023-9174

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Stephania

Permit Number: 0011-2622

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Tyler

Permit Number: 0082-0931

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morgan, Winfred

Permit Number: 4995-3107

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morien, Michael

Permit Number: 3977-3351

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morin, Scott

Permit Number: 0640-8210

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morlando, David

Permit Number: 8936-1967

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morman, Victor

Permit Number: 9637-1922

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Chase

Permit Number: 7436-2432

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Daniel

Permit Number: 0023-8317

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Darrell

Permit Number: 0007-4437

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Derek

Permit Number: 0057-4007

School Date Instrument Effective Expiration

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Gerald

Permit Number: 0020-4569

School Date Instrument Effective Expiration

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Gregory

Permit Number: 0085-9719

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Johnathon

Permit Number: 9397-0432

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Keith

Permit Number: 7949-9044

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Marcus

Permit Number: 0082-7979

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

11/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, Michael

Permit Number: 3445-8408

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morris, William

Permit Number: 0006-2695

School Date Instrument Effective Expiration

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Ethan

Permit Number: 7763-6051

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Matthew

Permit Number: 0045-0763

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Nathaniel

Permit Number: 6585-0847

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Nicholas

Permit Number: 3696-7983

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Tony

Permit Number: 0045-0830

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrison, Tyler

Permit Number: 0077-1645

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morriss, Jonathan

Permit Number: 0024-6097

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrow, Christopher

Permit Number: 0011-2035

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morrow, William

Permit Number: 0045-0953

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morsch, James

Permit Number: 3425-2709

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morton, Cameron

Permit Number: 0008-2110

School Date Instrument Effective Expiration

06/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/17/2020 06/17/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morton, Jason

Permit Number: 0045-1101

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Morton, Jeremy

Permit Number: 0080-9468

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moseby, Scott

Permit Number: 0068-9723

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moseley, Brian

Permit Number: 0045-1231

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moseley, Michael

Permit Number: 0030-7619

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moseley, Sexton

Permit Number: 0061-8906

School Date Instrument Effective Expiration

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moses, Joshua

Permit Number: 0086-8363

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moses, Marlon

Permit Number: 4736-3742

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mosley, Bradford

Permit Number: 0006-0103

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mosqueda, Abel

Permit Number: 0011-3482

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moss, Kevin

Permit Number: 0091-4170

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moss, Willson

Permit Number: 0072-3362

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mossbrook, Jared

Permit Number: 0092-9595

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mote, Matthew

Permit Number: 0405-7600

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moten, Alphaeus

Permit Number: 8655-9473

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Motley, Jacob

Permit Number: 1569-4540

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Motsinger, Dustin

Permit Number: 0064-7814

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moultrie, Ned

Permit Number: 0045-1874

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moxley, Daniel

Permit Number: 0045-1910

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moy, Steven

Permit Number: 0064-7815

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Moyer, Robert

Permit Number: 0045-1989

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mozingo, Jeremy

Permit Number: 0030-8879

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mueck, Steven

Permit Number: 0101-7975

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mueller, Paul

Permit Number: 4833-9464

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muha, Joseph

Permit Number: 1508-2176

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muhammad, Khadijah

Permit Number: 6904-8848

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muldowney, Andrew

Permit Number: 0072-1244

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muldowney, John

Permit Number: 0067-3101

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mulkern, Christopher

Permit Number: 0073-0690

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mulligan, Patrick

Permit Number: 0079-5696

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullinax, Eden

Permit Number: 9372-8285

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullins, Aaron

Permit Number: 0064-7816

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullins, James

Permit Number: 2191-3397

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullins, Timothy

Permit Number: 0056-1746

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullis, Brett

Permit Number: 0023-8318

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mullis, Justin

Permit Number: 0071-4938

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mundy, Matthew

Permit Number: 7790-9241

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mundy, Trevor

Permit Number: 0100-0045

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mungai, Herman

Permit Number: 0064-7817

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munger, James

Permit Number: 0010-9900

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munoz, Francisco

Permit Number: 0064-7818

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munoz-Terry, Elijah

Permit Number: 0461-2042

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munro, Brian

Permit Number: 0024-3069

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munson, Jason

Permit Number: 3904-3400

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munson, Jason

Permit Number: 4949-7588

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Munter, Gabriel

Permit Number: 0060-3610

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murchison-Robb, Stuart

Permit Number: 5481-1581

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murdock, Matthew

Permit Number: 2386-0447

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murdock, Weston

Permit Number: 0083-9079

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muriithi, Solomon

Permit Number: 4684-2937

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Benjamin

Permit Number: 0024-4810

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Erin

Permit Number: 0060-2415

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Jerry

Permit Number: 0034-3158

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, John

Permit Number: 5021-8757

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Kevin

Permit Number: 0072-3589

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Michael

Permit Number: 0056-9272

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Michael

Permit Number: 0086-1286

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Reina

Permit Number: 0064-4830

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Rodrick

Permit Number: 0024-6248

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5933 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Scott

Permit Number: 8439-9313

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5934 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, Shon

Permit Number: 0069-2945

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5935 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murphy, William

Permit Number: 0068-8027

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5936 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Amanda

Permit Number: 0091-3425

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5937 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Charles

Permit Number: 0019-7983

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5938 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, David

Permit Number: 0019-8723

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5939 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, James

Permit Number: 0007-4534

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5940 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Joe

Permit Number: 3571-8621

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Justin

Permit Number: 0064-7820

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5942 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Kevin

Permit Number: 0011-4881

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Murray, Ryan

Permit Number: 8533-5914

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muse, Jeffry

Permit Number: 0023-9176

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Muse, Michael

Permit Number: 0061-9484

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5946 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Musselwhite, Dale

Permit Number: 0035-7492

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Musser, Jacob

Permit Number: 1640-6540

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Musser, Justin

Permit Number: 1907-4863

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Mutarelli, Tyler

Permit Number: 0034-4998

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5950 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myer, Matthew

Permit Number: 6742-0927

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5951 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Craig

Permit Number: 0063-5388

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Daniel

Permit Number: 0038-9776

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Douglas

Permit Number: 0023-8962

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Landon

Permit Number: 0654-3597

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Mark

Permit Number: 0064-7822

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Matthew

Permit Number: 0064-7821

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5957 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Matthew

Permit Number: 7427-9415

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5958 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Michael

Permit Number: 0023-7388

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5959 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Patricia

Permit Number: 0064-4278

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5960 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Raymond

Permit Number: 6278-6256

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Sabrina

Permit Number: 0061-5058

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5962 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Sean

Permit Number: 0007-4578

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myers, Shawn

Permit Number: 0007-4581

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Myrick, Joshua

Permit Number: 0082-6884

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nail, Heath

Permit Number: 2129-1027

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nailer, Fonte

Permit Number: 0041-6262

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naito, Travis Ray

Permit Number: 0086-6566

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nale, Braden

Permit Number: 2849-9427

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nales, Mark

Permit Number: 0064-7823

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5970 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nance, Alyssa

Permit Number: 0101-4515

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nance, Jamarcus

Permit Number: 0065-9801

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nance, Paul

Permit Number: 0041-6399

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nance, Tony

Permit Number: 0066-3396

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nantz, Brian

Permit Number: 0038-2385

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nanz, David

Permit Number: 0077-0797

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naquin, Justin

Permit Number: 0071-1613

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5977 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nash, Darrell

Permit Number: 0058-4177

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nash, Jeffrey

Permit Number: 0038-1904

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naughton, Aaron

Permit Number: 0008-3235

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5980 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naumuk, John

Permit Number: 5185-9610

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naylor, Allyson

Permit Number: 0759-4089

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5982 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naylor, Eric

Permit Number: 0041-6757

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 5983 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Naylor, Steven

Permit Number: 0019-8808

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5984 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nazal, Harrison

Permit Number: 0064-7824

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Carl

Permit Number: 6625-0389

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5986 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Freddie

Permit Number: 7190-2842

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Jacob

Permit Number: 7399-0829

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5988 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Jay

Permit Number: 0102-3066

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Jeremy

Permit Number: 0005-9473

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Nolan

Permit Number: 3661-4487

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Randall

Permit Number: 0064-7826

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5992 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Rocky

Permit Number: 7746-9775

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 5993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neal, Terry

Permit Number: 0064-7825

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 5994 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neeley, Caleb

Permit Number: 0095-5295

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 5995 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neese, John

Permit Number: 3992-6718

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5996 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Negron, Valerie

Permit Number: 2849-0893

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 5997 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neiers, Michael

Permit Number: 0595-6583

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5998 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neill, Daniel

Permit Number: 0024-9141

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 5999 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Aaron

Permit Number: 9719-1475

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6000 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Amanda

Permit Number: 3846-5320

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Brandon

Permit Number: 0057-3400

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6002 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Brian

Permit Number: 0084-6899

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6003 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Joseph

Permit Number: 0064-7827

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6004 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Michael

Permit Number: 0067-3961

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6005 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Niejel

Permit Number: 4712-7729

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6006 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Robert

Permit Number: 0073-7021

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6007 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Shena

Permit Number: 0823-8331

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6008 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nelson, Tracy

Permit Number: 7157-4431

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6009 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nesbitt, Bryson

Permit Number: 0059-3784

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6010 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nesbitt, Keenan

Permit Number: 0102-3064

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6011 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nestor, Brittany

Permit Number: 0090-8154

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6012 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neubauer, Monica

Permit Number: 1208-8572

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6013 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Neudecker, Scott

Permit Number: 0084-5077

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6014 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nevarez, Juan

Permit Number: 0040-2331

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nevins, James

Permit Number: 0070-7140

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6016 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newbern, Christopher

Permit Number: 0041-7906

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6017 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newberry, Justin

Permit Number: 0010-8443

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6018 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newell, Richard

Permit Number: 9978-8162

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6019 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newhouse, David

Permit Number: 0024-7785

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6020 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newman, Heather

Permit Number: 0058-7821

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newman, Phillip

Permit Number: 2101-8064

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6022 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newman, Robert

Permit Number: 8414-2723

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newman, Spencer

Permit Number: 4975-1319

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6024 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newsom, Bryan

Permit Number: 0063-8943

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newsome, Darrell

Permit Number: 1827-8329

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newth, Wesley

Permit Number: 2282-8597

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newton, David

Permit Number: 2860-8685

School Date Instrument Effective Expiration

08/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2020 08/03/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newton, Donald

Permit Number: 0060-0549

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6029 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Newton, Elliott

Permit Number: 0066-5919

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6030 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nguyen, Sean

Permit Number: 2269-5444

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6031 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nichols, Joshua

Permit Number: 0101-6791

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6032 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nichols, Matthew

Permit Number: 0007-4822

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6033 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nicholson, Brett

Permit Number: 9169-0811

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6034 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nicholson, Clifford

Permit Number: 5612-4739

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6035 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nicholson, Everett

Permit Number: 0095-2553

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6036 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nickerson, Alexandra

Permit Number: 0070-6167

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nielsen, Daniel

Permit Number: 0024-2842

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6038 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nielsen, Isaac

Permit Number: 6493-6741

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6039 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nimer, Ramsey

Permit Number: 3231-7058

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nix, Joseph

Permit Number: 0064-7828

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6041 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nix, Kyle

Permit Number: 0030-8442

School Date Instrument Effective Expiration

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6042 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nixon, David

Permit Number: 0081-1097

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nixon, McKenna

Permit Number: 4819-1859

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nixon, Zachariah

Permit Number: 1383-8610

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6045 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nobel, Nathaniel

Permit Number: 0035-3797

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6046 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noble, Jeffrey

Permit Number: 0041-9580

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noble, Joshua

Permit Number: 0041-9628

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

02/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6048 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nobles, Larry

Permit Number: 0018-0427

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nobles, Steven

Permit Number: 3430-3560

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6050 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noblett, Eric

Permit Number: 0064-7829

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6051 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noffke, Christopher

Permit Number: 4059-8855

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6052 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noland, Jerry

Permit Number: 0041-9811

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6053 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noonan, Timothy

Permit Number: 5974-7041

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6054 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nordgren, Pike

Permit Number: 0023-9610

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6055 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norfleet, Damien

Permit Number: 3118-8615

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norman, Justin

Permit Number: 0011-5388

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norman, Timothy

Permit Number: 0064-7831

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6058 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norman, Tyler

Permit Number: 1266-8709

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6059 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Adam

Permit Number: 0056-1751

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, David

Permit Number: 8352-4938

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6061 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, David

Permit Number: 9053-1813

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6062 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Garrett

Permit Number: 0059-4441

School Date Instrument Effective Expiration

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6063 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Jameson

Permit Number: 1229-6885

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Joshua

Permit Number: 8315-6111

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Matthew

Permit Number: 0010-8451

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6066 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Scott

Permit Number: 0034-5000

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, Suzanne

Permit Number: 0005-9985

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6068 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norris, William

Permit Number: 0006-0080

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: North, Mark

Permit Number: 0011-3267

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Northgrave, Ryan

Permit Number: 1678-7294

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Brandy

Permit Number: 0068-6908

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Brett

Permit Number: 0056-1753

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Chandler

Permit Number: 4195-5831

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Michael

Permit Number: 0091-7185

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6075 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Patricia

Permit Number: 0059-1701

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norton, Terry

Permit Number: 0057-9497

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norvell, Blake

Permit Number: 7672-8923

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Norville, Donald

Permit Number: 0056-0604

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: NORWOOD, MADISON

Permit Number: 0091-3422

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Notch, Joseph

Permit Number: 6453-9819

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nottingham, Janelle

Permit Number: 0056-2528

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Novelli, Christopher

Permit Number: 0095-1626

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6083 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nowotny, Charles

Permit Number: 1232-4510

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6084 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Noyola, Jose

Permit Number: 1935-2634

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6085 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nunez, Ariel

Permit Number: 0024-5591

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nunley, Joshua

Permit Number: 0056-8151

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nunnery, Charles

Permit Number: 0012-0559

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6088 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Nydes, Benjamin

Permit Number: 0065-9495

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakes, Kevin

Permit Number: 0068-9745

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Andre

Permit Number: 0071-8800

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Christopher

Permit Number: 0063-8944

School Date Instrument Effective Expiration

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Cody

Permit Number: 5893-6166

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Greggory

Permit Number: 2633-2282

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Mark

Permit Number: 0071-5429

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oakley, Nathan

Permit Number: 8674-0679

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oates, William

Permit Number: 0068-4935

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oberer, Andrew

Permit Number: 0042-1299

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oberg, Justin

Permit Number: 0074-7080

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Briant, Angelo

Permit Number: 0092-3800

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Briant, Bryant

Permit Number: 0087-7039

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Briant, Ethan

Permit Number: 9040-3606

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Brien, Alyssa

Permit Number: 0066-4952

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Brien, Katelyn

Permit Number: 0263-0319

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Brien, Meghan

Permit Number: 0069-8367

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Brien, Thomas

Permit Number: 0011-3484

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Bryant, Christopher

Permit Number: 0011-4060

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Callaghan, Patrick

Permit Number: 0042-1540

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ocampo Fuentes, Edgar

Permit Number: 0317-4484

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ocampo, Jorge

Permit Number: 0012-1529

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Conner, Deonta

Permit Number: 0061-8920

School Date Instrument Effective Expiration

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Connor, Daniel

Permit Number: 0070-5280

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Connor, Kevin

Permit Number: 0042-1600

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Connor, Kyle

Permit Number: 0056-4735

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odell, Frank

Permit Number: 0042-1657

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Dell, Joshua

Permit Number: 0020-0287

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Floyd

Permit Number: 0042-1690

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Mark

Permit Number: 0011-2061

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Matthew

Permit Number: 0057-2294

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Stephen

Permit Number: 0086-5336

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Steven

Permit Number: 0007-9694

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odom, Storm

Permit Number: 0069-6840

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Donnell, Tyler

Permit Number: 0024-2085

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Odum, Robbie

Permit Number: 0023-8125

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Dwyer, Dylan

Permit Number: 0072-8567

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ogdon, Quinlan

Permit Number: 9201-9423

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oglesby, David

Permit Number: 0042-1913

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Hare, Ashley

Permit Number: 2735-9601

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oldenbergh, John

Permit Number: 0073-0238

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oldham, Lauren

Permit Number: 0091-7938

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oligmueller, Leo

Permit Number: 0035-3799

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Olive, William

Permit Number: 0081-6486

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6132 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, Austin

Permit Number: 0102-8028

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, Ian

Permit Number: 0074-7222

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, Jackson

Permit Number: 0072-6518

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, John

Permit Number: 6442-6312

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, Joshua

Permit Number: 0072-0557

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oliver, William

Permit Number: 0085-9411

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Olsen, Janett

Permit Number: 0040-2184

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Olsen, Richard

Permit Number: 0042-2314

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oltmanns, Eldon

Permit Number: 4034-0465

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Onderdonk, Haley

Permit Number: 0064-7832

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Neal, Angela

Permit Number: 0024-7419

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Neal, Dennis

Permit Number: 0042-2602

School Date Instrument Effective Expiration

10/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/23/2020 10/23/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Neal, Shallyn

Permit Number: 3028-1546

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Onofre, Justin

Permit Number: 3448-0778

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Onofrio, Michael

Permit Number: 0024-3893

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Onofrio, Ryan

Permit Number: 0064-7833

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Onwu, Patrick

Permit Number: 1888-1046

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oppy, Bradley

Permit Number: 0085-2833

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Quinn, Matthew

Permit Number: 0006-3293

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Orcutt, Gregory

Permit Number: 0091-4171

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Orellana, Ricardo

Permit Number: 0075-3264

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Orlando, Kyle

Permit Number: 0057-4266

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Orr, Forrest

Permit Number: 0011-7625

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Orr, Haydn

Permit Number: 0059-4442

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ortega, Winnie

Permit Number: 0102-5544

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ortiz, Cristian

Permit Number: 5300-7110

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ortiz, Flora

Permit Number: 0058-7827

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ortiz-Figueroa, Osvaldo

Permit Number: 1174-3386

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Cody

Permit Number: 0096-5925

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Jessica

Permit Number: 1485-5629

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Mark

Permit Number: 0070-6244

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Matthew

Permit Number: 0011-8824

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6164 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Matthew

Permit Number: 0071-2169

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Prairie

Permit Number: 0065-7542

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Robert

Permit Number: 7583-8814

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Todd

Permit Number: 5933-6227

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osborne, Travis

Permit Number: 0012-1118

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oser, Bianca

Permit Number: 0035-6085

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: O'Shields, Alexander

Permit Number: 0086-0289

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osmer, Andrew

Permit Number: 7560-8057

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Osteen, Tony

Permit Number: 0042-3208

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6173 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Otis, Robert

Permit Number: 0042-3257

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ott, Daniel

Permit Number: 9936-5343

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ott, Kenneth

Permit Number: 0042-3310

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ouellette, Dwayne

Permit Number: 0023-8073

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Outlaw, Christopher

Permit Number: 0038-2927

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Overby, Noah

Permit Number: 3475-8632

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Overby, Wesley

Permit Number: 0084-2465

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6180 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Overman, Branden

Permit Number: 3146-7759

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6181 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Overton, James

Permit Number: 0099-2827

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6182 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owen, Brent

Permit Number: 0062-9859

School Date Instrument Effective Expiration

09/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/21/2020 09/21/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6183 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owen, Samuel

Permit Number: 0062-9858

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6184 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owenby, Brian

Permit Number: 0042-3945

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6185 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owenby, Joseph

Permit Number: 6366-6362

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6186 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owenby, Justin

Permit Number: 0247-9923

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6187 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Christopher

Permit Number: 0042-4048

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6188 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Dustin

Permit Number: 0007-5217

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6189 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Dylan

Permit Number: 1439-5640

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6190 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, George

Permit Number: 0011-8670

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6191 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Jan

Permit Number: 0007-9752

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6192 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Jennifer

Permit Number: 0024-2325

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6193 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Jordan

Permit Number: 9796-5823

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6194 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Mark

Permit Number: 6935-5423

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6195 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Michael

Permit Number: 0007-5146

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6196 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Michael

Permit Number: 0064-7834

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6197 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owens, Payton

Permit Number: 0070-0945

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6198 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owle, Cody

Permit Number: 8052-8251

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6199 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Owle, Trenton

Permit Number: 0959-0033

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6200 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Austin

Permit Number: 0071-8801

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6201 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Christopher

Permit Number: 0042-4316

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/29/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6202 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Christopher

Permit Number: 2818-6373

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6203 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Chuck

Permit Number: 0070-3570

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6204 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Jessup

Permit Number: 2214-4064

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6205 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Joshua

Permit Number: 0081-3735

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Luke

Permit Number: 8620-2659

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6207 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Michael

Permit Number: 0023-7493

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6208 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Oxendine, Nekime

Permit Number: 0063-3127

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6209 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ozment, Hunter

Permit Number: 0071-9074

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pacheco, Cristian

Permit Number: 7988-5360

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6211 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pacheco-Matias, Rickey

Permit Number: 8969-1466

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

07/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6212 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pacitto, Sean

Permit Number: 3428-5479

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6213 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Packer, Courtney

Permit Number: 2297-9931

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6214 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Brandon

Permit Number: 0064-7835

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6215 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Edward

Permit Number: 0010-8352

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6216 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Kohlton

Permit Number: 5133-3345

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6217 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Thomas

Permit Number: 0059-3108

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6218 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Timothy

Permit Number: 0011-1130

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6219 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgett, Weston

Permit Number: 0039-7380

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6220 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padgette, William

Permit Number: 8685-2711

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6221 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padilla, Isabel

Permit Number: 7988-3896

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6222 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padrick, Christopher

Permit Number: 0011-6449

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6223 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Padron, Gerald

Permit Number: 0035-6086

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6224 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pagan, Andrew

Permit Number: 0085-1757

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6225 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Andrew

Permit Number: 0063-7261

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6226 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Benjamin

Permit Number: 0039-7879

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6227 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Charles

Permit Number: 0034-3617

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6228 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Dalin

Permit Number: 7650-1882

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6229 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Dallas

Permit Number: 0064-7836

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Dustin

Permit Number: 0035-6087

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Ferrin

Permit Number: 0101-7977

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Jason

Permit Number: 0023-9611

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Jason

Permit Number: 0077-2158

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Jeffrey

Permit Number: 0023-8049

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Jordan

Permit Number: 0142-9160

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Kevin

Permit Number: 0011-0122

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Kevin

Permit Number: 0700-9136

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Robert

Permit Number: 0069-4762

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Page, Samuel

Permit Number: 0091-7201

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pahuamba-Campos, Juan

Permit Number: 9529-2295

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paige, Dustin

Permit Number: 0064-7838

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Painter, Joseph

Permit Number: 0011-3849

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Painter, Justin

Permit Number: 0057-0184

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Painter, Michael

Permit Number: 0058-4179

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pait, Andrew

Permit Number: 0038-1721

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Palanek, Matthew

Permit Number: 9043-1529

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Palko, Joseph

Permit Number: 9928-7659

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Palmer, Ryan

Permit Number: 8026-6576

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Palmiter, Christopher

Permit Number: 0064-7839

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Palmiter, Lauren

Permit Number: 0064-7840

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pamplin, Mondrez

Permit Number: 0006-2084

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pang, Bless

Permit Number: 4372-0369

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paparozzi, Michael

Permit Number: 6116-0304

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pappan, Christina

Permit Number: 4835-4556

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paramore, Ji

Permit Number: 0039-8412

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pardue, Adam

Permit Number: 0011-6783

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pardue, John

Permit Number: 5179-6243

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parent, Cameron

Permit Number: 0010-8444

School Date Instrument Effective Expiration

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6259 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parham, Nathan

Permit Number: 0064-7841

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paris, Brandon

Permit Number: 0023-7265

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Park, Camrin

Permit Number: 5357-7928

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Park, David

Permit Number: 0089-1062

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Aaron

Permit Number: 2727-7174

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Ashley

Permit Number: 0075-3240

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Bradley

Permit Number: 0066-2669

School Date Instrument Effective Expiration

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Brian

Permit Number: 0039-9495

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

08/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2021 08/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Candi

Permit Number: 2862-9528

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Gregory

Permit Number: 0040-2237

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, James

Permit Number: 0039-9675

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, John

Permit Number: 0039-9772

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Kathleen

Permit Number: 0081-9513

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Kevin

Permit Number: 0039-8896

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Madison

Permit Number: 0082-5297

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Marquis

Permit Number: 4263-6819

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Patrick

Permit Number: 8580-8989

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Rickey

Permit Number: 0024-6406

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Sampson

Permit Number: 6474-1349

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Stephen

Permit Number: 0039-9491

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6279 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Thomas

Permit Number: 0024-6859

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6280 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parker, Tracy

Permit Number: 0039-9390

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6281 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parkinson, Kristin

Permit Number: 3028-5362

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6282 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parks, Michael

Permit Number: 0009-9638

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6283 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parks, Steven

Permit Number: 0039-9855

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6284 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parkstone, Bradley

Permit Number: 4289-3131

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6285 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parnell, Zachary

Permit Number: 0058-7793

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6286 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parr, Wallace

Permit Number: 0024-2508

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6287 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parra-Guzman, Julio

Permit Number: 8190-0892

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6288 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrilla, Nicholas

Permit Number: 0023-8283

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6289 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parris, Ridge

Permit Number: 0077-6633

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6290 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrish, Allen

Permit Number: 0056-1207

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6291 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrish, Brandon

Permit Number: 0061-7475

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6292 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrish, Steven

Permit Number: 0077-5662

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6293 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrish, Trent

Permit Number: 3296-7825

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6294 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrish, William

Permit Number: 0011-1573

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6295 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parrott, Tyler

Permit Number: 0018-7384

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6296 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parsons, Jerry

Permit Number: 0035-3617

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6297 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parsons, Preston

Permit Number: 0065-4037

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6298 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parsons, Robert

Permit Number: 0040-0636

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6299 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parsons, Ronnie

Permit Number: 0007-5364

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6300 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parthe, Jared

Permit Number: 9697-4846

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6301 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Partin, John

Permit Number: 0011-4884

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6302 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parton, Chelsea

Permit Number: 0082-6913

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6303 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parton, Elizabeth

Permit Number: 0011-0630

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6304 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parton, Jason

Permit Number: 0008-1007

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6305 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parton, Jordan

Permit Number: 0064-7842

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6306 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Parunak, Denny

Permit Number: 0040-0726

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6307 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paschall, Kenneth

Permit Number: 0061-5059

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6308 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paschall, William

Permit Number: 0090-8167

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6309 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Passmore, Jacob

Permit Number: 7413-5242

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6310 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pasternak, Robert

Permit Number: 0035-7494

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6311 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patawaran, Joseph

Permit Number: 0040-0899

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6312 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pate, Darren

Permit Number: 0085-5006

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6313 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pate, Donald

Permit Number: 0011-2440

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6314 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pate, Lewis

Permit Number: 8183-2771

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6315 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pate, Luke

Permit Number: 0064-7843

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

05/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6316 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paterno, Anthony

Permit Number: 0006-3483

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6317 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patterson, Bryan

Permit Number: 0034-2106

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6318 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patterson, Chastin

Permit Number: 8444-0453

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6319 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patterson, James

Permit Number: 4395-1569

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6320 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patterson, Joel

Permit Number: 0034-4243

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6321 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patterson, Sean

Permit Number: 0049-7671

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6322 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patton, Ethan

Permit Number: 5398-6629

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6323 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Patton, Matthew

Permit Number: 8863-0788

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6324 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paul, Cristian

Permit Number: 0057-9499

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6325 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paul, Harold

Permit Number: 0040-1792

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pauley, Noah

Permit Number: 3752-9826

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6327 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paulo, Paulo

Permit Number: 2519-1454

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6328 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pavey, Tammy

Permit Number: 8205-0626

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6329 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pavia, Vicente

Permit Number: 5739-8192

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6330 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pavia-Almazo, Omar

Permit Number: 6250-1308

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6331 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pawluk, Gregory

Permit Number: 0007-5397

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6332 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paxinos, Michael

Permit Number: 0061-9050

School Date Instrument Effective Expiration

08/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2020 08/03/2022

07/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6333 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paxton, Jill

Permit Number: 5169-5386

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6334 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Andrew

Permit Number: 0057-9500

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6335 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Caleb

Permit Number: 8695-5253

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Colby

Permit Number: 0080-1142

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Danny

Permit Number: 0040-2106

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, David

Permit Number: 0040-2100

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Glenn

Permit Number: 0035-3094

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6340 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payne, Joshua

Permit Number: 0010-9982

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6341 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Paysour, Miranda

Permit Number: 0077-2122

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6342 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payton, Bria

Permit Number: 9409-6952

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Payton, Jonathan

Permit Number: 0008-1067

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6344 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peace, Cedrick

Permit Number: 0071-8571

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6345 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peach, Cameron

Permit Number: 0040-2792

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peaden, Mark

Permit Number: 0064-7845

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peaks, Foster

Permit Number: 3829-3792

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6348 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pearce, Stephen

Permit Number: 6586-6747

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6349 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pearson, David

Permit Number: 0064-7844

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pearson, Donald

Permit Number: 0040-3033

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6351 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pearson, Michael

Permit Number: 0024-5112

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pearson, Nathan

Permit Number: 0086-1299

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pecina, Michael

Permit Number: 0059-2547

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peck, David

Permit Number: 7548-9114

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peck, Timothy

Permit Number: 0083-8215

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peden, Luke

Permit Number: 0058-5499

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pedersen, Hannah

Permit Number: 8578-9859

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peedin, Matthew

Permit Number: 0011-4541

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peele, Laura

Permit Number: 0058-0514

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peele, William

Permit Number: 2674-6885

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/30/2021 06/30/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peeler, Tony

Permit Number: 0005-9909

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pekarski, Nathaniel

Permit Number: 6901-5688

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pellicer, Matthew

Permit Number: 0035-6089

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pena, Isabela

Permit Number: 0071-2591

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pena, Miguel

Permit Number: 0063-0156

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6366 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pendergraph, Holly

Permit Number: 0024-5457

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pendleton, Jessie

Permit Number: 0012-1299

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pendry, Austin

Permit Number: 8445-8963

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Penland, Chad

Permit Number: 0006-2733

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennell, Derrick

Permit Number: 0064-7846

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennell, Jesse

Permit Number: 0168-0710

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennell, Travis

Permit Number: 0012-0920

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Penner, Brody

Permit Number: 9807-3960

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6374 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Penney, Robert

Permit Number: 6914-1314

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6375 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennington, McKenzie

Permit Number: 6087-9270

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6376 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennington, Myrl

Permit Number: 0040-4341

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6377 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pennington, Nicholas

Permit Number: 9556-1216

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6378 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peoples, Daniel

Permit Number: 0007-5459

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6379 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peoples, James

Permit Number: 1233-8975

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6380 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pepoli, Joseph

Permit Number: 5079-0204

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6381 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perdue, Edward

Permit Number: 7281-1198

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perdue, Eric

Permit Number: 0040-4475

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6383 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perdue, Jason

Permit Number: 0040-4502

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6384 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perdue, Matthew

Permit Number: 0012-0731

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6385 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perdue, William

Permit Number: 3410-9954

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6386 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez Medina, Juan

Permit Number: 0199-4253

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez, Angelis

Permit Number: 5455-7636

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6388 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez, Carmen

Permit Number: 0068-4567

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6389 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez, Joseph

Permit Number: 8512-2689

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6390 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez, Nicholas

Permit Number: 0991-3854

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6391 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez, Sebastian

Permit Number: 7422-8215

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6392 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perez-Apodaca, Jose

Permit Number: 9493-7532

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6393 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perillo, Devon

Permit Number: 3444-5169

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6394 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perkins, Brian

Permit Number: 0040-4797

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6395 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perkins, Da'von

Permit Number: 0085-7577

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6396 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perozzi, Robert

Permit Number: 0010-8702

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6397 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perreault, Michael

Permit Number: 2079-5104

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6398 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perrone, Brianne

Permit Number: 9678-6298

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6399 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Cheyanne

Permit Number: 1540-7056

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6400 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Danny

Permit Number: 0019-8728

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6401 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Jason

Permit Number: 0040-5279

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6402 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Jordan

Permit Number: 0096-2477

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Jordan

Permit Number: 8428-0589

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Kevin

Permit Number: 0781-7049

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Lee

Permit Number: 0082-4951

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Preston

Permit Number: 9294-6649

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Steven

Permit Number: 9570-7204

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Thomas

Permit Number: 0096-2482

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Timothy

Permit Number: 9119-7629

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Tyrell

Permit Number: 0076-8796

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perry, Zollie

Permit Number: 7608-1437

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6412 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Perz, Artur

Permit Number: 0030-8883

School Date Instrument Effective Expiration

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peters, Edwin

Permit Number: 0024-2165

School Date Instrument Effective Expiration

09/20/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

07/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peters, Mason

Permit Number: 0024-2457

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peters, Trevor

Permit Number: 0094-4003

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6416 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petersen, Eric

Permit Number: 0024-2845

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petersen, Jake

Permit Number: 0059-3372

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6418 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petersen, Trenten

Permit Number: 0064-4280

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6419 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peters-Fender, Jared

Permit Number: 4529-1285

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peterson, David

Permit Number: 0040-5669

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6421 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peterson, Jonathan

Permit Number: 0040-5687

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6422 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Peterson, Mark

Permit Number: 9458-5263

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6423 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petrone, Kyle

Permit Number: 0084-8318

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petrozza, Louis

Permit Number: 0074-7081

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6425 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petschel, Albert

Permit Number: 0086-1300

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6426 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pettis, Clairey

Permit Number: 0098-3708

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6427 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pettit, Bryce

Permit Number: 0092-0837

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6428 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pettit, Samantha

Permit Number: 0068-4281

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petty, Albert

Permit Number: 2215-0401

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petty, Stephen

Permit Number: 0030-7374

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6431 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Petyan, John

Permit Number: 0060-6329

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6432 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pezzeca, Nicholas

Permit Number: 0074-9645

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6433 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pezzello, Camron

Permit Number: 0023-9612

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6434 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pham, Tai

Permit Number: 8526-8583

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phan, Tam

Permit Number: 0057-6662

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pharris, Chandler

Permit Number: 0102-1854

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6437 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phelps, Brian

Permit Number: 0063-5984

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6438 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phifer, James

Permit Number: 8222-5450

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6439 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Philemon, Jonathan

Permit Number: 0006-0406

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6440 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Philemon, Jordan

Permit Number: 0081-0469

School Date Instrument Effective Expiration

12/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2020 12/15/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6441 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Philip, Vicky

Permit Number: 0072-3363

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6442 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Adam

Permit Number: 0058-8025

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6443 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Benjamin

Permit Number: 4953-7133

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6444 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Brian

Permit Number: 0011-6169

School Date Instrument Effective Expiration

07/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2020 07/20/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6445 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Bruce

Permit Number: 0040-6666

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6446 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Bryan

Permit Number: 0040-6590

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6447 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Charles

Permit Number: 0059-5185

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6448 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Eric

Permit Number: 0035-2271

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Eric

Permit Number: 0040-7272

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6450 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Frederick

Permit Number: 0024-8585

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6451 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Gary

Permit Number: 0011-7752

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6452 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Hunter

Permit Number: 0064-4281

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6453 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Jason

Permit Number: 0034-3619

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Jerome

Permit Number: 0023-8855

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6455 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, John

Permit Number: 0097-2605

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6456 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Jonathan

Permit Number: 0011-4430

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

12/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2021 12/15/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6457 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Jonathan

Permit Number: 0040-2238

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6458 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Jonathan

Permit Number: 1595-1072

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/09/2021 08/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6459 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Justin

Permit Number: 0030-8884

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6460 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Noah

Permit Number: 0019-8070

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6461 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Owen

Permit Number: 0070-0622

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6462 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Robert

Permit Number: 2839-5054

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6463 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Tracy

Permit Number: 5672-2901

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phillips, Yancey

Permit Number: 0059-5184

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6465 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phipps, Dennis

Permit Number: 2940-2644

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6466 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Phuong, George

Permit Number: 9150-8888

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6467 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Piatek, Nicholas

Permit Number: 4400-3439

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6468 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Piatt, Joseph

Permit Number: 0040-7669

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6469 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pickard, James

Permit Number: 0040-7742

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6470 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Holly

Permit Number: 0063-6881

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Jason

Permit Number: 0064-5055

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

07/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6472 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Jimmy

Permit Number: 0040-8127

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6473 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Lindsey

Permit Number: 3837-0414

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Marcus

Permit Number: 0090-8152

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Mark

Permit Number: 0064-5054

School Date Instrument Effective Expiration

07/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2020 07/30/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6476 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Paul

Permit Number: 4028-2434

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6477 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Raymond

Permit Number: 0040-8030

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6478 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, Tavon

Permit Number: 0084-2451

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6479 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierce, William

Permit Number: 0008-2697

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6480 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierre, Fabienne

Permit Number: 9304-3697

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6481 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pierre, Reginald

Permit Number: 4417-8525

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6482 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pietras, Mindy

Permit Number: 3406-9948

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6483 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pigage, Daniel

Permit Number: 0019-9907

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6484 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pike, Brad

Permit Number: 0011-4886

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6485 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pike, Brian

Permit Number: 5083-1657

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pilcher, David

Permit Number: 0764-3194

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6487 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pileski, Adam

Permit Number: 6926-8369

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6488 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pilgreen, Joseph

Permit Number: 0102-3100

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6489 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pille, Austin

Permit Number: 2469-3346

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6490 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pina, Ezequiel

Permit Number: 5673-5533

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6491 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pindur, Anna

Permit Number: 2311-0547

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6492 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pinel, Brian

Permit Number: 0035-3806

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

12/29/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6493 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Piner, Jeremy

Permit Number: 0866-1893

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6494 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Piniewski, Cody

Permit Number: 5268-7325

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6495 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pipes, Fletcher

Permit Number: 0064-5056

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6496 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pipkin, Lawrence

Permit Number: 0067-7379

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pippen, Shannon

Permit Number: 0035-2272

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pirrone, Udienza

Permit Number: 9533-8577

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pisani, Travis

Permit Number: 2153-1047

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6500 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pistola, Edward

Permit Number: 0044-4793

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pistone, Joseph

Permit Number: 0082-3666

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6502 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pitetti, James

Permit Number: 2051-0819

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pitman, John

Permit Number: 9045-1664

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pitman, Matt

Permit Number: 0064-5057

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Austin

Permit Number: 5883-3046

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6506 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Clayton

Permit Number: 0024-3138

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6507 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Guy

Permit Number: 4385-2644

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6508 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Jonathon

Permit Number: 0038-2824

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Lori

Permit Number: 0030-6623

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6510 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Rasheal

Permit Number: 9951-2099

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6511 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Roger

Permit Number: 0040-9229

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Taylor

Permit Number: 0106-1359

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Theodore

Permit Number: 7579-3072

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pittman, Thomas

Permit Number: 5606-7296

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6515 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Piwowar, Matthew

Permit Number: 7992-8635

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pizzino, Brian

Permit Number: 0040-9343

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6517 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plane, Daniel

Permit Number: 0023-8320

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6518 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plante, Daryl

Permit Number: 0035-3304

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6519 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plasencia-Garcia, David

Permit Number: 6409-1361

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6520 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plaster, Nicholas

Permit Number: 3792-9548

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6521 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plaster, Samuel

Permit Number: 0072-0984

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6522 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plata, Eric

Permit Number: 0031-4462

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plattenberger, Emily

Permit Number: 0071-2073

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pleasants, Jeffrey

Permit Number: 0040-9445

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pledger, Daniel

Permit Number: 0063-4562

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plesher, Corey

Permit Number: 0068-9746

School Date Instrument Effective Expiration

01/17/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pless, Tyler

Permit Number: 0068-9724

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plumley, Nikolas

Permit Number: 0011-8966

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plummer, Bayley

Permit Number: 2345-9279

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plummer, Blake

Permit Number: 0065-8752

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Plummer, Michael

Permit Number: 0030-7132

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poe, James

Permit Number: 1703-3885

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poe, Richard

Permit Number: 6974-0355

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6534 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poe, Roufeac

Permit Number: 0040-9946

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6535 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pointer, John

Permit Number: 0041-0029

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pokusa, Matthew

Permit Number: 0064-9552

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Polanco, Carlos

Permit Number: 1630-8677

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6538 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pollard, Darius

Permit Number: 2517-6395

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pollard, James

Permit Number: 7171-5757

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6540 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Polston, Nicholas

Permit Number: 0098-3701

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6541 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pomarico, Michael

Permit Number: 0058-1371

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6542 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poole, Andrew

Permit Number: 0056-1774

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6543 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poole, Chase

Permit Number: 2391-0545

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poole, Jessica

Permit Number: 0006-3151

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6545 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poole, Travis

Permit Number: 0030-9306

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6546 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Brandon

Permit Number: 0007-5908

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Damon

Permit Number: 0041-0795

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6548 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Donald

Permit Number: 0041-0931

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6549 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Kaleb

Permit Number: 0521-2701

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6550 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Michael

Permit Number: 0041-0755

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6551 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pope, Timothy

Permit Number: 0041-1034

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6552 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Popik, Leslie

Permit Number: 0041-1049

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6553 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poplin, Misty

Permit Number: 0060-2619

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poplin, Tyler

Permit Number: 0038-3001

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6555 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Popp, Aaron

Permit Number: 0012-0022

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porcher, Lynn

Permit Number: 0041-1152

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6557 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porras, Bryant

Permit Number: 1419-4821

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porta, Christina

Permit Number: 0071-2432

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6559 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porter, Brad

Permit Number: 0024-1910

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6560 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porter, Jordan

Permit Number: 7187-9882

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6561 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Porter, Robert

Permit Number: 8633-5015

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Portillo, Freddy

Permit Number: 0035-3307

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6563 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Posey, Terry

Permit Number: 0034-5004

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6564 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Post, Jacob

Permit Number: 2575-4491

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6565 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Postell, Jason

Permit Number: 0041-1580

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6566 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poston, Henry

Permit Number: 0063-1825

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6567 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poston, Vernon

Permit Number: 9519-9452

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6568 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Ashley

Permit Number: 4858-6633

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Isaac

Permit Number: 3037-3442

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6570 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Megan

Permit Number: 3952-2869

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6571 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Michael

Permit Number: 0041-1785

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6572 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Nathan

Permit Number: 0056-1208

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6573 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Tyler

Permit Number: 0070-3573

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6574 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potter, Zachary

Permit Number: 8590-2481

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6575 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Potts, Sarah

Permit Number: 6352-7909

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6576 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poudrier, Ryan

Permit Number: 0075-8188

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6577 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poulin, Tara

Permit Number: 0005-9597

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6578 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pounds, Revis

Permit Number: 0023-7618

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6579 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pounds, Timothy

Permit Number: 0041-1940

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6580 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Blake

Permit Number: 5582-3955

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6581 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Charles

Permit Number: 0024-4143

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6582 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Christopher

Permit Number: 0102-4510

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6583 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, David

Permit Number: 0064-5061

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6584 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Dustin

Permit Number: 0064-5060

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6585 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, James

Permit Number: 0056-3319

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6586 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Jeramie

Permit Number: 0072-3364

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6587 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Marla

Permit Number: 0064-5059

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6588 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Nicole

Permit Number: 4002-6049

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6589 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powell, Shane

Permit Number: 0041-2168

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6590 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powers, Gregory

Permit Number: 0019-8895

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6591 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powers, James

Permit Number: 5610-4146

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6592 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Powers, Steven

Permit Number: 0041-2473

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6593 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Poythress, Zachery

Permit Number: 0018-0248

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6594 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prater, Holden

Permit Number: 0035-3163

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6595 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pratt, Dakota

Permit Number: 1257-9921

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6596 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Preacher, Ricardo

Permit Number: 0071-4232

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6597 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prebel, Steven

Permit Number: 0061-2797

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6598 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prendergast, Bradley

Permit Number: 8623-7075

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6599 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prescod, Miranda

Permit Number: 0071-8558

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6600 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prescott, Christopher

Permit Number: 0035-3809

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6601 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prescott, John

Permit Number: 0064-4282

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6602 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Preslar, Neil

Permit Number: 0012-0586

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6603 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Presley, Lauren

Permit Number: 2179-9650

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6604 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Presnell, Jacob

Permit Number: 8267-4772

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6605 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Presnell, Justin

Permit Number: 0086-1309

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pressley, Heath

Permit Number: 0010-9984

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6607 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pressley, Jeramy

Permit Number: 0005-9996

School Date Instrument Effective Expiration

07/31/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6608 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pressley, Matthew

Permit Number: 0041-2926

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6609 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Preston, Dustin

Permit Number: 0040-2336

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6610 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prevatte, Marlo

Permit Number: 4959-7873

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6611 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prevatte, Zachary

Permit Number: 0081-7051

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6612 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prevost, Kenneth

Permit Number: 0041-3098

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6613 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prevost, Timothy

Permit Number: 5111-4619

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6614 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Preyer-Richardson, LaDrevion

Permit Number: 6764-9230

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6615 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Caleb

Permit Number: 0008-1013

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6616 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Christopher

Permit Number: 0010-9985

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6617 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Dylan

Permit Number: 8364-9542

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6618 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Jackson

Permit Number: 0100-3931

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6619 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, James

Permit Number: 0041-3561

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6620 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Jennifer

Permit Number: 0034-3161

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6621 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Jonathan

Permit Number: 0059-4445

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6622 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Justin

Permit Number: 0024-3218

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6623 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Mark

Permit Number: 0058-3915

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6624 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Mary

Permit Number: 0006-0496

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6625 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Nathan

Permit Number: 0092-9599

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6626 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Robert

Permit Number: 0005-9457

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6627 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Ronnie

Permit Number: 0041-3164

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6628 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Taylor

Permit Number: 0068-9747

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6629 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Timothy

Permit Number: 0011-9830

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6630 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Travis

Permit Number: 0018-7387

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6631 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Price, Zachary

Permit Number: 0076-0622

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6632 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prichard, Robert

Permit Number: 0041-3666

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6633 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Priddy, William

Permit Number: 7836-4114

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6634 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pride, John

Permit Number: 0068-9314

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6635 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pridgen, Caroline

Permit Number: 0100-9161

School Date Instrument Effective Expiration

10/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/16/2020 10/16/2022

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6636 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pridgen, Daniel

Permit Number: 0096-7935

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pridgen, Donald

Permit Number: 0064-4283

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prince, Joshua

Permit Number: 0057-9273

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6639 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prince, Michael

Permit Number: 0007-6033

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6640 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Prince, Rodney

Permit Number: 8828-0058

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pritchard, Scott

Permit Number: 0038-2620

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6642 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pritchett, Zachary

Permit Number: 0102-3057

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6643 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Privette, Joey

Permit Number: 0070-1786

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Procopio, Mariano

Permit Number: 0011-4431

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6645 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proctor, Joshua

Permit Number: 0071-2171

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6646 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proctor, Matthew

Permit Number: 4924-3689

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6647 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proctor, Richard

Permit Number: 0070-8886

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6648 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proffer, Justin

Permit Number: 0081-1537

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6649 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proffit, Thomas

Permit Number: 0011-1576

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6650 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proffitt, Austin

Permit Number: 9898-1088

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6651 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proffitt, David

Permit Number: 0041-4220

School Date Instrument Effective Expiration

10/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2020 10/22/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6652 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proffitt, John

Permit Number: 0041-4222

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6653 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Proper, Todd

Permit Number: 0038-2571

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6654 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Provost, Ross

Permit Number: 0034-2573

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6655 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pruett, Dylan

Permit Number: 6156-2405

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6656 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pruitt, James

Permit Number: 0041-4426

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6657 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pruitt, Jordan

Permit Number: 4238-4916

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pruitt, Justen

Permit Number: 5240-9142

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pszczultkoski, Kyle

Permit Number: 0030-8887

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Puett, Justin

Permit Number: 0059-0009

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pugh, Darrell

Permit Number: 0041-4709

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulawski, Kevin

Permit Number: 0024-2094

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulley, Anthony

Permit Number: 1638-7329

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulley, Jeremy

Permit Number: 0056-1781

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6665 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulley, Jon-Ta

Permit Number: 0024-1911

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulliam, Bennie

Permit Number: 0034-3162

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6667 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pulliam, Paul

Permit Number: 0057-7169

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pullin, Zachery

Permit Number: 0023-8130

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6669 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purdie, Darius

Permit Number: 0095-1623

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6670 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purdie, Taylor

Permit Number: 4324-9504

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6671 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purser, Austin

Permit Number: 3797-3144

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purser, Kyle

Permit Number: 0010-8700

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purvis, Ke'shon

Permit Number: 3391-3740

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6674 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purvis, Samuel

Permit Number: 0059-3110

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6675 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Purvis, Samuel

Permit Number: 4020-4490

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6676 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Putnam, Austin

Permit Number: 8961-6985

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Putnam, Kenneth

Permit Number: 0041-5286

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Putnam, Michael

Permit Number: 0059-0010

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Putnam, Walter

Permit Number: 0041-5294

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pyland, Joel

Permit Number: 0041-5437

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Pyron, Crystal

Permit Number: 5335-8531

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Queen Jr., Roger

Permit Number: 2875-4816

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6683 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Queen, Clinton

Permit Number: 0011-3284

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6684 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Queen, Justin

Permit Number: 5979-9210

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Queen, Nolan

Permit Number: 0005-9336

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Queen, Trevor

Permit Number: 0041-5670

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quezada, Shaun

Permit Number: 9997-8307

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quick, Heather

Permit Number: 5009-8848

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quick, Jennifer

Permit Number: 7387-1057

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6690 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quick, Jerry

Permit Number: 0072-0686

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quinn, Connor

Permit Number: 2813-9334

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quinones, Ricardo

Permit Number: 0064-4284

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023

04/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quinones, Vincent

Permit Number: 0216-8932

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Quiroz, Walkiria

Permit Number: 0084-1246

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Qureshi, Omar

Permit Number: 0023-7646

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rabil, Brennan

Permit Number: 0673-8563

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raby, Joseph

Permit Number: 0094-1289

School Date Instrument Effective Expiration

08/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2021 08/11/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Racine, Travis

Permit Number: 3255-7457

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rader, Kevin

Permit Number: 0019-8729

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radewicz, Kimberly

Permit Number: 0097-3757

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radford, Dylan

Permit Number: 0059-6373

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radford, Edward

Permit Number: 0037-9533

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radford, Noah

Permit Number: 9551-8230

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radford, Robert

Permit Number: 0037-9505

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6705 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Radulovich, Ryan

Permit Number: 0040-2740

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raetz, Robert

Permit Number: 4040-2027

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ragan, Toby

Permit Number: 0037-9695

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ragland, Darryl

Permit Number: 0024-3140

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rahenkamp, Tiffany

Permit Number: 0071-8919

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rahm, Andrew

Permit Number: 0077-4342

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6711 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raines, Jon

Permit Number: 0085-7569

School Date Instrument Effective Expiration

11/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/25/2020 11/25/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rainey, Darryl

Permit Number: 0099-5806

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rainone, Mackenzie

Permit Number: 5558-3917

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rains, Richard

Permit Number: 0008-3306

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rakestraw, Brian

Permit Number: 0037-9916

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rakestraw, Mark

Permit Number: 0037-9920

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ram, Ryan

Permit Number: 0100-3928

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramey, Carson

Permit Number: 3740-5731

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramey, James

Permit Number: 0038-1908

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramey, Michael

Permit Number: 0038-0009

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramirez- Recendiz, Ivan

Permit Number: 2417-6194

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramirez, Antonio

Permit Number: 0062-8044

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramirez, Natanael

Permit Number: 8100-2941

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramos, Eugene

Permit Number: 0038-0092

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramos, Philip

Permit Number: 0064-4285

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsay, Taylor

Permit Number: 1646-7130

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, Ethan

Permit Number: 0023-5070

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, James

Permit Number: 1190-1461

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, Jonathan

Permit Number: 9443-8195

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, Kenneth

Permit Number: 0035-3810

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6731 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, Kyle

Permit Number: 4343-1374

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ramsey, Lauren

Permit Number: 0007-6139

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Randall, Lance

Permit Number: 0038-0464

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Randall, William

Permit Number: 8322-9096

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Randolph, Kevin

Permit Number: 8935-0602

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rankin, Aaron

Permit Number: 0035-6091

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rankin, Jacob

Permit Number: 0098-3710

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rankin, Jayron

Permit Number: 9488-9474

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rankin, Justin

Permit Number: 5430-1046

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ransom, John

Permit Number: 0038-0606

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ransom, Travis

Permit Number: 0011-0634

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raper, Jarod

Permit Number: 0079-5343

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6743 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raper, Thomas

Permit Number: 2615-2675

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rapp, Matthew

Permit Number: 0035-2273

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rascoe, Corbin

Permit Number: 0072-6797

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rasecke, Danielle

Permit Number: 0056-3224

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rash, Ethan

Permit Number: 0066-3398

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rathbone, Timothy

Permit Number: 0064-4286

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ratledge, Adam

Permit Number: 0067-8372

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ratliff, Jason

Permit Number: 0064-4287

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ratliffe, Davon

Permit Number: 5825-1739

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rattelade, Julien

Permit Number: 0060-3870

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rauda, Sarai

Permit Number: 5878-6914

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rawls, Rodney

Permit Number: 0008-2701

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ray, Betsy

Permit Number: 0087-8152

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ray, James

Permit Number: 0019-8731

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ray, Jonathan

Permit Number: 0024-7789

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ray, William

Permit Number: 0063-5986

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raymond, Craig

Permit Number: 0011-2379

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raynor, Brandon

Permit Number: 4286-8971

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Raynor, Matthew

Permit Number: 5850-8869

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rayo-Medrano, Luis

Permit Number: 0059-2548

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reagan, Amanda

Permit Number: 0023-8131

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reagan, James

Permit Number: 0040-2671

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ream, Gregory

Permit Number: 0038-3850

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reap, Joshua

Permit Number: 7390-9740

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reaves, John

Permit Number: 3555-9143

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reavis, Nathan

Permit Number: 0067-1432

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reavis, Robert

Permit Number: 0038-4054

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rebolledo Hernandez, Kevin

Permit Number: 2089-1991

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rebuck, Jason

Permit Number: 5842-4687

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rector, Darrell

Permit Number: 0006-2284

School Date Instrument Effective Expiration

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Redelfs, Erik

Permit Number: 0058-5145

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Redig, Christopher

Permit Number: 0038-4324

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Redwine, Adam

Permit Number: 0077-1647

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reece, Anthony

Permit Number: 0071-6802

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reece, Clarissa

Permit Number: 0005-9156

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reece, Michael

Permit Number: 9070-0460

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Aaron

Permit Number: 0038-4728

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Andrew

Permit Number: 0035-3813

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Blair

Permit Number: 0081-2978

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Christopher

Permit Number: 7008-8765

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Christopher

Permit Number: 7587-2774

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Matthew

Permit Number: 0069-8369

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Nicholas

Permit Number: 9541-3956

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

02/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Saeedah

Permit Number: 0057-9020

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reed, Steven

Permit Number: 0038-4681

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reedstrom, Leif

Permit Number: 0316-3169

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reel, Michael

Permit Number: 5093-0801

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reese, Stephen

Permit Number: 9112-8472

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeve, Skyler

Permit Number: 0059-4446

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeves, Auldon

Permit Number: 0515-8415

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeves, Edward

Permit Number: 9899-6090

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeves, Jackson

Permit Number: 0011-9977

School Date Instrument Effective Expiration

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeves, Kerstin

Permit Number: 0080-4557

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reeves, Tyler

Permit Number: 0085-0523

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reges, Dustin

Permit Number: 0074-7140

School Date Instrument Effective Expiration

10/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/09/2020 10/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Register, Colby

Permit Number: 1681-5158

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reibold, John

Permit Number: 0035-3384

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reichert, Anna

Permit Number: 0096-9265

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Arthur

Permit Number: 2540-4405

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Daniel

Permit Number: 0024-6687

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, David

Permit Number: 0038-5552

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Jack

Permit Number: 0011-4432

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Jennings

Permit Number: 0011-0674

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Jeremy

Permit Number: 0064-4288

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Justin

Permit Number: 0007-6328

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Mark

Permit Number: 0061-3899

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Parks

Permit Number: 0024-5968

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6810 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reid, Samuel

Permit Number: 0012-0200

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6811 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reiger, Adam

Permit Number: 0061-9057

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6812 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rein, Joseph

Permit Number: 0024-4625

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6813 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reinas, Eugene

Permit Number: 0007-6343

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reinhart, Seth

Permit Number: 0038-2622

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6815 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reinhart, Timothy

Permit Number: 0058-0028

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6816 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reitano, Francis

Permit Number: 0038-5708

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6817 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rench, Alexandra

Permit Number: 0404-9771

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6818 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renderos, Jose

Permit Number: 6262-5838

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rendleman, Ryan

Permit Number: 0102-7993

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6820 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renfro, Adam

Permit Number: 2291-5328

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renfro, Anthony

Permit Number: 0007-6352

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6822 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renkosiak, Thomas

Permit Number: 0007-6355

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renn, John

Permit Number: 0064-4289

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6824 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renn, Stephen

Permit Number: 0030-9308

School Date Instrument Effective Expiration

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6825 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Renteria, Miguel

Permit Number: 0055-8394

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6826 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Resaul, Kenny

Permit Number: 2442-3595

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Resor, Curtis

Permit Number: 0024-5116

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6828 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Respass, Larry

Permit Number: 0038-5884

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reta-Lorenzo, Edgar

Permit Number: 0090-8189

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6830 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Retort, Michael

Permit Number: 0038-5895

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6831 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revan, Akeem

Permit Number: 5716-3194

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revell, David

Permit Number: 0087-5363

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

01/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revels, Aaron

Permit Number: 5947-1550

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revels, Erney

Permit Number: 0104-8348

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revels, John

Permit Number: 0064-4290

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revis, Amy

Permit Number: 0079-7990

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revis, Jeremy

Permit Number: 0058-3663

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Revis, Kendrick

Permit Number: 0059-6375

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes Mendoza, Ashley

Permit Number: 0233-3988

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes, Hector

Permit Number: 0072-6796

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes, Jose

Permit Number: 0012-0923

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes, Parker

Permit Number: 0681-3830

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes, Walter

Permit Number: 0707-4241

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reyes-Gomez, Luis

Permit Number: 5390-8685

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Benjamin

Permit Number: 0058-2299

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Gregory

Permit Number: 0038-6246

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Jerold

Permit Number: 0038-6356

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Michael

Permit Number: 0034-2902

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Neill

Permit Number: 0063-1782

School Date Instrument Effective Expiration

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Ronald

Permit Number: 0011-3286

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, Thomas

Permit Number: 3727-0854

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Reynolds, William

Permit Number: 8616-4328

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhew, Gregory

Permit Number: 0038-6412

School Date Instrument Effective Expiration

09/18/2019 Intoximeters, Model Intox EC/IR II 09/18/2019 09/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhinehart, Megan

Permit Number: 0034-2574

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhoades, Jeffrey

Permit Number: 9313-2507

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhoads, David

Permit Number: 0079-6062

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhodes, Brannon

Permit Number: 0301-9525

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhodes, Nicholas

Permit Number: 0018-0250

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhodes, Robert

Permit Number: 0064-4291

School Date Instrument Effective Expiration

09/05/2019 Intoximeters, Model Intox EC/IR II 09/05/2019 09/05/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhodes, William

Permit Number: 0076-2943

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rhyne, Kelly

Permit Number: 0063-4161

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rias, Andrew

Permit Number: 9915-9729

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ribelin, Everette

Permit Number: 0038-6831

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riccardi, Nicholas

Permit Number: 0058-8317

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rice, Colby

Permit Number: 0064-4292

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rice, Connor

Permit Number: 0024-2168

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6867 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rice, Elizabeth

Permit Number: 0024-5256

School Date Instrument Effective Expiration

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6868 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rice, Winford

Permit Number: 0011-1599

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rich, Devin

Permit Number: 0038-7165

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rich, Gregory

Permit Number: 0064-4293

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rich, Jimmy

Permit Number: 0020-4594

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6872 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richard, Jacob

Permit Number: 0282-9572

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richard, Joshua

Permit Number: 0030-9037

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6874 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richard, Phillip

Permit Number: 0007-6483

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6875 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richards, Andrew

Permit Number: 0068-0922

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6876 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richards, Craig

Permit Number: 0038-7396

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6877 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Clarisse

Permit Number: 0092-9601

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 6878 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Colby

Permit Number: 7919-7355

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Colton

Permit Number: 3857-3492

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Daryl

Permit Number: 0063-1783

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Devin

Permit Number: 4054-9926

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6882 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Hannah

Permit Number: 5268-7727

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, John

Permit Number: 7016-5668

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6884 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Kevin

Permit Number: 0075-3266

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Lance

Permit Number: 0938-6108

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Matthew

Permit Number: 3215-5375

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Scott

Permit Number: 0035-2440

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Scott

Permit Number: 0038-7809

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, Stephanie

Permit Number: 6111-4496

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richardson, William

Permit Number: 0064-4294

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Richmond, Ariel

Permit Number: 3241-4947

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rickard, Sean

Permit Number: 0024-3895

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ricks, Christina

Permit Number: 0010-8325

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ricks, Marcus

Permit Number: 0006-3435

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rico, Brandon

Permit Number: 5663-2520

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rico, Ricardo

Permit Number: 3660-3779

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riddell, John

Permit Number: 1427-1338

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riddle, Morgan

Permit Number: 0059-4448

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riddle, Tyler

Permit Number: 0024-9025

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ridenhour, Christopher

Permit Number: 0064-4296

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ridge, Andrew

Permit Number: 3783-9600

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ridgeway, Patrick

Permit Number: 1042-7747

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riforgiate, Corinne

Permit Number: 2845-2892

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riggs, Blake

Permit Number: 0064-4299

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riggs, Donald

Permit Number: 0006-0515

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riggs, Hannah

Permit Number: 7862-7961

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riggs, Joseph

Permit Number: 0007-6518

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riggs, Michael

Permit Number: 0064-4298

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rigsbee, Kevin

Permit Number: 0006-4102

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6910 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riles, Justin

Permit Number: 3859-5823

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riley, Dennis

Permit Number: 6471-0543

School Date Instrument Effective Expiration

09/20/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riley, Jason

Permit Number: 0012-0389

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Riley, Lamar

Permit Number: 0030-7502

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rink, Jeffrey

Permit Number: 0038-9221

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rios, Jesus

Permit Number: 1281-5900

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rippey, Gary

Permit Number: 0019-8982

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Risser, Mattie

Permit Number: 8798-9279

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritchey, Mary

Permit Number: 0023-8353

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritter, Daniel

Permit Number: 0071-8539

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritter, Gary

Permit Number: 0038-9433

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritter, Zachary

Permit Number: 0006-0088

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritzheimer, David

Permit Number: 0056-3326

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ritzheimer, Garrett

Permit Number: 0092-9911

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivas, Roberto

Permit Number: 5085-8784

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivenburg, Cora

Permit Number: 3686-9289

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivera Jones, Yolanda

Permit Number: 0058-0276

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivera, Abigail

Permit Number: 8003-2944

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivera, Jose

Permit Number: 0092-0880

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 6929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivera, Vincent

Permit Number: 0064-4301

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivera-Ramos, Jose

Permit Number: 0017-9992

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rivers, Michael

Permit Number: 0009-9222

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rizek, Ramee

Permit Number: 0038-9749

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rizzuto, Kristopher

Permit Number: 0064-4302

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robayo, Natalia

Permit Number: 1983-4219

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robbins, Michael

Permit Number: 0065-0583

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2021 07/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robbins, Nicholas

Permit Number: 0055-8676

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robbins, Paul

Permit Number: 0039-0036

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robbins, Trey

Permit Number: 4637-2917

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberson, Darrell

Permit Number: 0007-6542

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6940 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberson, Derek

Permit Number: 0068-1245

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberson, Pamela

Permit Number: 0084-1280

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6942 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Ashley

Permit Number: 2703-0325

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Cody

Permit Number: 0077-1650

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6944 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Curry

Permit Number: 0102-3691

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6945 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Eugene

Permit Number: 0034-4315

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6946 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, John

Permit Number: 4813-8770

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6947 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Joshua

Permit Number: 0056-9775

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6948 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Katherine

Permit Number: 0064-4303

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6949 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Levy

Permit Number: 0513-1715

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Mackenzie

Permit Number: 0087-8457

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6951 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Ricky

Permit Number: 0038-2720

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Seth

Permit Number: 0083-2519

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Stephanie

Permit Number: 0039-0375

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 6954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roberts, Terrell

Permit Number: 7414-2093

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 6955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Barry

Permit Number: 0035-6094

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Dustin

Permit Number: 0102-5554

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Dylan

Permit Number: 0548-7028

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6958 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Hal

Permit Number: 0039-0770

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 6959 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, James

Permit Number: 0007-6566

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 6960 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, James

Permit Number: 0039-0868

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Kevin

Permit Number: 0024-0709

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Robert

Permit Number: 0039-0924

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

07/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robertson, Ronald

Permit Number: 0011-7629

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robeson, Joseph

Permit Number: 0089-1080

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robeson, Kenan

Permit Number: 4862-2211

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robeson, Lacy

Permit Number: 0024-2516

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robillard, Kaitlin

Permit Number: 0012-0925

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinette, Trenten

Permit Number: 0064-4304

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robins, Harry

Permit Number: 3754-2698

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

01/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robins, Marquis

Permit Number: 4639-1046

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Brenna

Permit Number: 6772-3688

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Christopher

Permit Number: 2981-4555

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Clark

Permit Number: 0102-1837

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Colton

Permit Number: 0056-1210

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Dillon

Permit Number: 9477-7030

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Garrett

Permit Number: 0073-1069

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Kenneth

Permit Number: 0039-1262

School Date Instrument Effective Expiration

11/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/13/2020 11/13/2022

09/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Kevin

Permit Number: 0039-1257

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Kyle

Permit Number: 0064-4305

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Larrie

Permit Number: 0007-6636

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Michele

Permit Number: 0065-0584

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Nicholas

Permit Number: 4918-1944

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Ronie

Permit Number: 0039-1623

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Tucker

Permit Number: 3126-0477

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, William

Permit Number: 0024-7612

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

07/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Robinson, Zeb

Permit Number: 0045-8019

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rochelle, John

Permit Number: 0086-9035

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rochelle, Matthew

Permit Number: 4130-6357

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rochelle, Quintero

Permit Number: 5767-9222

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rochelle, Rachel

Permit Number: 0083-7133

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rockwell, Bradley

Permit Number: 1423-6591

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roddy, Jordan

Permit Number: 0099-7498

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodeberg, Ian

Permit Number: 2030-4307

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodgers, James

Permit Number: 0069-6228

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodrigues, Carl

Permit Number: 0018-7390

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Angel

Permit Number: 0088-6696

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, David

Permit Number: 0063-8804

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Ezequiel

Permit Number: 0865-1009

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Hailey

Permit Number: 5817-5872

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Jason

Permit Number: 3052-9630

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Jeremy

Permit Number: 5457-4717

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Jonah

Permit Number: 0801-4586

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Justin

Permit Number: 2364-3466

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriguez, Ricardo

Permit Number: 0011-0323

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rodriquez, Saydelis

Permit Number: 7631-4513

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roehrig, Daniel

Permit Number: 0039-2547

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roesti, Bryce

Permit Number: 0235-7977

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Andrew

Permit Number: 0011-3095

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Andrew

Permit Number: 0082-9438

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Bryan

Permit Number: 0023-9791

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7011 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Carson

Permit Number: 0011-1982

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7012 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Christopher

Permit Number: 0039-2861

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7013 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Christopher

Permit Number: 0724-0978

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7014 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Clint

Permit Number: 0012-0455

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

09/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2021 09/14/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, David

Permit Number: 0023-5922

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7016 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Donald

Permit Number: 0086-1308

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7017 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Jacob

Permit Number: 0067-6260

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7018 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, James

Permit Number: 0039-2878

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7019 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Joshua

Permit Number: 4407-3817

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7020 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Nathan

Permit Number: 4578-6255

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Richard

Permit Number: 0039-2687

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7022 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Robert

Permit Number: 0063-8805

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Scott

Permit Number: 0012-0023

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7024 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, Steven

Permit Number: 0035-6095

School Date Instrument Effective Expiration

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogers, William

Permit Number: 0039-2945

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogerson, Corey

Permit Number: 0039-3038

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7027 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rogerson, James

Permit Number: 0063-8807

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7028 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rohauer, Gary

Permit Number: 0030-6611

School Date Instrument Effective Expiration

06/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/17/2020 06/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7029 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rohrer, John

Permit Number: 0058-9348

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7030 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rohrs, Brandon

Permit Number: 0006-1324

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7031 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rohweder, Ashley

Permit Number: 0088-6699

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7032 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rojas, Giovanna

Permit Number: 8038-8865

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7033 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rojo, Gustavo

Permit Number: 6106-8067

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7034 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rojo, Roberto

Permit Number: 5299-9436

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7035 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roland, Brian

Permit Number: 0039-3153

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7036 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roland, William

Permit Number: 0072-1248

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rolland, Derek

Permit Number: 0034-2904

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7038 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roller-Cummings, Tanielle

Permit Number: 6395-4728

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roman, Edwin

Permit Number: 0013-0671

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7040 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roman, Olivia

Permit Number: 4028-4005

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roman, Rebecca

Permit Number: 9236-6237

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7042 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Romano, Dominick

Permit Number: 0100-0049

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7043 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Romero, Omar

Permit Number: 0076-8799

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Romero, Tony

Permit Number: 0030-8889

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

08/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rommel, Brian

Permit Number: 9875-7369

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7046 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Romps, Kirsten

Permit Number: 9568-2689

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roney, Jason

Permit Number: 0024-2849

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7048 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rooker, Adam

Permit Number: 0076-8800

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rorabaugh, Adam

Permit Number: 0063-8808

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rorie, Dennis

Permit Number: 9595-3303

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7051 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rosario, Orlando

Permit Number: 0039-3771

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rosas, Cristian

Permit Number: 2809-9502

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Autumn

Permit Number: 0038-3279

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7054 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Brent

Permit Number: 9382-5763

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, David

Permit Number: 7294-1423

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Gust

Permit Number: 2303-0909

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7057 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Jackie

Permit Number: 0063-8809

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Justin

Permit Number: 0010-8701

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rose, Samuel

Permit Number: 0092-5522

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roseberry, Joshua

Permit Number: 0011-5747

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7061 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Hayden

Permit Number: 9632-9082

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7062 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Jonathon

Permit Number: 0011-5269

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7063 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Kyler

Permit Number: 1011-6665

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7064 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Rachel

Permit Number: 8121-6580

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7065 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Tarrell

Permit Number: 0044-5218

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ross, Travis

Permit Number: 0056-4021

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rossi, Jessica

Permit Number: 5525-4539

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rossiter, Dale

Permit Number: 3289-8182

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roten, Eric

Permit Number: 0039-4541

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rothrock, Jeffrey

Permit Number: 0011-1615

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rountree, Bradley

Permit Number: 0056-1456

School Date Instrument Effective Expiration

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouse, Brendan

Permit Number: 0080-2404

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouse, Brittany

Permit Number: 4551-3893

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouse, Racion

Permit Number: 3403-8888

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7075 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouse, Ronald

Permit Number: 0064-4307

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouse, Victoria

Permit Number: 0092-1855

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rouson, Brian

Permit Number: 0039-4857

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7078 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Routh, Daniel

Permit Number: 0357-7359

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7079 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowan, Christopher

Permit Number: 0024-1147

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7080 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowan, Jeffrey

Permit Number: 0039-4876

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowe, James

Permit Number: 0018-7391

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowe, Jason

Permit Number: 0086-4810

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowell, Jason

Permit Number: 0006-2689

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7084 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowell, John

Permit Number: 0011-9157

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7085 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowlan, Nathaniel

Permit Number: 0084-5784

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowland, Creston

Permit Number: 0011-4798

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowland, Jason

Permit Number: 1112-4740

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rowland, Matthew

Permit Number: 0006-0104

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rown, Chad

Permit Number: 0023-7500

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roy, Justin

Permit Number: 0039-5285

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Royal, Michael

Permit Number: 0072-2874

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7092 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Royals, Matthew

Permit Number: 0099-4763

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Roycroft, Robert

Permit Number: 0079-7991

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Royster, Kasey

Permit Number: 6686-3110

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rozier, Isaiah

Permit Number: 1146-9170

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rozina, Steven

Permit Number: 0011-3759

School Date Instrument Effective Expiration

01/17/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rozzi, Kyle

Permit Number: 0011-3739

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruark, Ian

Permit Number: 0083-0023

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rubio, Cesar

Permit Number: 0078-5490

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruby, Kolby

Permit Number: 0006-3977

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rucker, Jermail

Permit Number: 0064-8350

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rudd, Andrew

Permit Number: 5336-6450

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rudisill, Ryan

Permit Number: 0039-5667

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruff, Aaron

Permit Number: 5830-0388

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruff, Shawn

Permit Number: 0006-2173

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruffin, Gerod

Permit Number: 0077-8827

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruffin, Isaiah

Permit Number: 0024-1227

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruffin, Micah

Permit Number: 0067-6863

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruffin, Tyrone

Permit Number: 7246-0133

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruh, Brian

Permit Number: 4288-8096

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruiz, Gaspar

Permit Number: 0086-7365

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruiz, Moses

Permit Number: 3562-9616

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rumley, Jason

Permit Number: 0006-0124

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rummel, Marcus

Permit Number: 0034-3917

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruocco, Logan

Permit Number: 7927-4634

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruperto, Logan

Permit Number: 4781-4150

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruppe, Donald

Permit Number: 0023-8856

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruppe, Phillip

Permit Number: 0039-6234

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

08/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruppert, Richard

Permit Number: 0039-6301

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rushing, David

Permit Number: 0007-6901

School Date Instrument Effective Expiration

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rushing, Devane

Permit Number: 0068-0925

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7122 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rushing, Joshua

Permit Number: 0005-9981

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rusk-Madison, Joseph

Permit Number: 5165-9577

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russ, Aaron

Permit Number: 0039-6498

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Christian

Permit Number: 0071-4494

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

12/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/09/2021 12/09/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Curtis

Permit Number: 0102-4107

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Joseph

Permit Number: 0011-2754

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Justin

Permit Number: 8527-6892

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Kenley

Permit Number: 0039-6651

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Michael

Permit Number: 9796-1926

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Mitchell

Permit Number: 0038-2967

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

07/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Preston

Permit Number: 0097-6222

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Rachaud

Permit Number: 3181-3878

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Robert

Permit Number: 0009-9648

School Date Instrument Effective Expiration

01/27/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/27/2021 01/27/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Robert

Permit Number: 1095-1251

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, Timothy

Permit Number: 0024-8591

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Russell, William

Permit Number: 5301-3426

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ruth, Krystal

Permit Number: 7373-1365

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rutherford, Brandon

Permit Number: 0957-8140

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rutherford, Samuel

Permit Number: 0034-4720

School Date Instrument Effective Expiration

01/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/26/2021 01/26/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rutledge, Aaron

Permit Number: 0066-1113

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Rutledge, Jody

Permit Number: 0006-0058

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ryan, Ozeil

Permit Number: 0061-7483

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ryan, Robert

Permit Number: 0084-5023

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sacco, Steven

Permit Number: 0101-0825

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sacewicz, Donald

Permit Number: 0005-9360

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saez, Justin

Permit Number: 0010-9688

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saffell, David

Permit Number: 0019-8735

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sage, John

Permit Number: 0086-9041

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saintsing, Mitchell

Permit Number: 0108-0477

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saladino, Dominic

Permit Number: 7856-8680

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salazar, Gabriel

Permit Number: 3474-4075

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salazar-Arias, Avigail

Permit Number: 2210-1539

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sale, Charles

Permit Number: 0102-7948

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salgado, Ennio

Permit Number: 5668-9089

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salim, Ahmad

Permit Number: 1560-2234

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salinas, Thomas

Permit Number: 6530-7438

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sallie, Brett

Permit Number: 0064-4308

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salmon, Jesse

Permit Number: 0030-9935

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salmon, Keifer

Permit Number: 7958-0745

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salomon, Gregory

Permit Number: 0445-6155

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salter, Darin

Permit Number: 0084-5079

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Salyer, Jeffrey

Permit Number: 0023-9794

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sama, Carlo

Permit Number: 0031-0084

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Samosky, Mark

Permit Number: 0064-4309

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

09/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2021 09/01/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampogna, Anthony

Permit Number: 0084-8638

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Andrew

Permit Number: 0011-1042

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Brian

Permit Number: 0023-7501

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

06/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2021 06/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Jacob

Permit Number: 3546-2031

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, James

Permit Number: 0076-8802

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Justice

Permit Number: 5523-9581

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Lee

Permit Number: 0031-0246

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Michael

Permit Number: 0011-2624

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sampson, Miles

Permit Number: 0060-3245

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Samuel, Arnold

Permit Number: 0031-0325

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: San Nicolas, Andrew Paul

Permit Number: 3465-9082

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: SanCartier, Aaron

Permit Number: 0091-6213

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez Bustos, Ivan

Permit Number: 0102-4511

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Carlos

Permit Number: 0099-1215

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Daniel

Permit Number: 0093-3905

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, David

Permit Number: 0064-4310

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Duvan

Permit Number: 0035-3385

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Francisco

Permit Number: 3838-3103

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Jennifer

Permit Number: 7353-3961

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanchez, Romelio

Permit Number: 0085-5946

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Emily

Permit Number: 5455-7960

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Hunter

Permit Number: 5570-5121

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Ibrahim

Permit Number: 7294-8519

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Justin

Permit Number: 0063-2706

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Justin

Permit Number: 0064-4312

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Nolan

Permit Number: 0064-4311

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Patrick

Permit Number: 0031-0512

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanders, Tyler

Permit Number: 0019-9487

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanderson, Carlie

Permit Number: 1891-4250

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sandoval, Marlon

Permit Number: 0031-0797

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sands, Emileigh Khrystal

Permit Number: 5561-3086

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanford, Mickey

Permit Number: 0056-2604

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanford, Qadree

Permit Number: 0064-4314

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sanner, Regis

Permit Number: 0057-6668

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Santana, Kenneth

Permit Number: 0102-4101

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Santiago, Edwin

Permit Number: 0030-8536

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Santoyo, Noel

Permit Number: 0092-6401

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saramah, Najah

Permit Number: 9782-9157

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sargeant, Steven

Permit Number: 0070-8325

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sarkisian, Edward

Permit Number: 3762-0642

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sartwell, David

Permit Number: 0011-5094

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7207 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sarver, Jonathan

Permit Number: 0012-1533

School Date Instrument Effective Expiration

10/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/23/2020 10/23/2022

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7208 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sasaki, Seikoyen

Permit Number: 0100-5651

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7209 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sasser, Daniel

Permit Number: 8666-5099

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sasser, Jacob

Permit Number: 0082-2233

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7211 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Satkus, James

Permit Number: 0096-7962

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7212 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Satterfield, Malik

Permit Number: 1437-7393

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7213 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Satterwhite, Anthony

Permit Number: 2871-7876

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7214 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saucier, Jesse

Permit Number: 0031-1438

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7215 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sauer, Jeremy

Permit Number: 0011-3288

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7216 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sauls, Kevin

Permit Number: 9144-5030

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7217 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Christian

Permit Number: 0006-2804

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7218 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Clay

Permit Number: 8811-3980

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7219 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Cody

Permit Number: 9779-7857

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7220 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Jay

Permit Number: 0038-3664

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7221 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Nathaniel

Permit Number: 9162-6826

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7222 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saunders, Wesley

Permit Number: 0095-2555

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7223 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sawyer, Colby

Permit Number: 2949-3583

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7224 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sawyer, Jason

Permit Number: 0084-1304

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7225 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sawyer, Rodney

Permit Number: 0031-2306

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7226 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sawyer, Trevor

Permit Number: 0076-5725

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7227 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sawyers, Aubrey

Permit Number: 0024-4323

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7228 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Saylor, Kaylom

Permit Number: 7066-7033

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7229 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scaglione, Ernest

Permit Number: 7267-9873

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7230 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scala, Luke

Permit Number: 0024-0710

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7231 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scales, Tyson

Permit Number: 0056-9276

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7232 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scarborough, Edward

Permit Number: 0019-8737

School Date Instrument Effective Expiration

03/10/2020 Intoximeters, Model Intox EC/IR II 03/10/2020 03/10/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7233 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scarborough, Steven

Permit Number: 0070-4078

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7234 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scarlett, Eli

Permit Number: 0377-0224

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7235 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scerri, Christopher

Permit Number: 0064-4317

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7236 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schacht, Heidi

Permit Number: 3043-2147

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7237 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schaffer, Davey

Permit Number: 0056-1470

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7238 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schaffer, Devon

Permit Number: 9592-1039

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7239 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schaffer, Peter

Permit Number: 4103-5362

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7240 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schantz, Caleb

Permit Number: 2991-4736

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7241 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scharf, Steven

Permit Number: 0064-4318

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7242 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scheid, Michael

Permit Number: 2981-7691

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7243 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schell, Samuel

Permit Number: 7814-6175

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7244 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scher, Jonathan

Permit Number: 0007-9700

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7245 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scherbekow, Steven

Permit Number: 0031-2822

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7246 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scherer, Dylan

Permit Number: 6219-8801

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7247 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scherman, Ernest

Permit Number: 0031-2828

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

04/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7248 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schermerhorn, Patrick

Permit Number: 0030-6816

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/04/2019 11/04/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7249 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schertzinger, Landon

Permit Number: 0064-4319

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7250 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schick, Joshua

Permit Number: 0009-9224

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

11/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/17/2021 11/17/2023

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7251 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schleich, Eric

Permit Number: 0090-9921

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7252 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schlieman, Jacob

Permit Number: 7588-6400

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7253 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schmidt, Katherine

Permit Number: 7982-0783

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schmidt, Ryan

Permit Number: 8787-0022

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7255 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schmitt, Derek

Permit Number: 6530-5425

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/30/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schneider, Cara

Permit Number: 0018-7308

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schneider, Charles

Permit Number: 0030-6817

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schober, Daniel

Permit Number: 0086-0804

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schoettle, Alexandra

Permit Number: 0077-8423

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schofield, Andrew

Permit Number: 0051-2422

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schoolfield, Samuel

Permit Number: 3231-0867

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schott, Gregory

Permit Number: 6991-7466

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schulte, Ryan

Permit Number: 0956-9226

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schultz, Michael

Permit Number: 0006-2263

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schulz, Scott

Permit Number: 0030-8087

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schutzman, Kevin

Permit Number: 0023-7647

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schwartz, Eric

Permit Number: 0064-4321

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schwartzel, Adam

Permit Number: 0009-1798

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schwarz, Peter

Permit Number: 0024-1231

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schweiber, Jacob

Permit Number: 2537-9710

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Schwob, Bradley

Permit Number: 0073-0452

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scoggins, Nathaniel

Permit Number: 0031-3594

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scoggins, Vincent

Permit Number: 0072-4016

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Ambrose

Permit Number: 5885-6878

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Cassandra

Permit Number: 0092-3083

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Eddie

Permit Number: 0095-2556

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Ian

Permit Number: 0101-9033

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, James

Permit Number: 2577-2517

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Jesse

Permit Number: 0057-5796

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Joe

Permit Number: 0031-4091

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Jonathan

Permit Number: 0031-3677

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Joseph

Permit Number: 0024-1233

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Ken

Permit Number: 0011-4890

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Matthew

Permit Number: 0018-7393

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Samuel

Permit Number: 0100-3948

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scott, Steven

Permit Number: 0062-1564

School Date Instrument Effective Expiration

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scrip, Joseph

Permit Number: 0077-2215

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: SCRIVANI, GARRETT

Permit Number: 0090-5857

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scroggs, Troy

Permit Number: 0023-5071

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scudder-Cotherman, Jesse

Permit Number: 0099-8837

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Scullion, Phillip

Permit Number: 0070-0949

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7292 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seagle, James

Permit Number: 0031-5034

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seagle, Jody

Permit Number: 0045-8065

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seagle, John

Permit Number: 8838-2105

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seago, Justin

Permit Number: 1177-9236

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seago, Michael

Permit Number: 0006-2700

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seagroves, Stephen

Permit Number: 0011-3289

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sealy, Kenneth

Permit Number: 0020-0318

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Searcy, Lohr

Permit Number: 0031-5311

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seay, Brendan

Permit Number: 0059-5459

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seay, Heath

Permit Number: 0082-6889

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seberry, Reginald

Permit Number: 9083-4031

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Secor, Matthew

Permit Number: 4459-9155

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

01/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7304 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Segarra, Ashley

Permit Number: 5583-2298

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7305 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Segovia, Martin

Permit Number: 0846-5791

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7306 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seiden, Eric

Permit Number: 5572-6833

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7307 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seifert, James

Permit Number: 0063-9346

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7308 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seigler, Kreston

Permit Number: 0042-4795

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Seitter, Jordan

Permit Number: 0011-0336

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

05/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7310 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Selba, James

Permit Number: 0031-5636

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7311 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Self, Matthew

Permit Number: 6237-7241

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7312 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Burris

Permit Number: 0063-7728

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Laura

Permit Number: 7159-9296

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Matthew

Permit Number: 0031-5792

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/30/2021 06/30/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7315 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Ryan

Permit Number: 5260-7363

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Tyson

Permit Number: 0031-5750

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, Walter

Permit Number: 0055-9405

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, William

Permit Number: 0030-8354

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellers, William

Permit Number: 0038-2723

School Date Instrument Effective Expiration

01/27/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/27/2021 01/27/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7320 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sellew, Cory

Permit Number: 0102-4110

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7321 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sells, Dalton

Permit Number: 0069-3381

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

05/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7322 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sells, Jared

Permit Number: 0063-7729

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7323 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Semrad, David

Permit Number: 0020-0294

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7324 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Senese, Christopher

Permit Number: 7256-0335

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Senese, Veronica

Permit Number: 0061-2758

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7326 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sepulveda, Brent

Permit Number: 0024-4325

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Serlick, Chase

Permit Number: 0063-2708

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Serna, Lukas

Permit Number: 0043-8611

School Date Instrument Effective Expiration

09/18/2019 Intoximeters, Model Intox EC/IR II 09/18/2019 09/18/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7329 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Serrin, John

Permit Number: 0011-3291

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sershen, Leonard

Permit Number: 0063-0159

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sescoe, Thomas

Permit Number: 0056-9777

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sesler, Tori

Permit Number: 2985-8353

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sesmas, Samuel

Permit Number: 0102-7999

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sessions, Dustin

Permit Number: 0011-8975

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sessoms, Brice

Permit Number: 0075-1452

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sessoms, Kyle

Permit Number: 0060-2425

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Settlemyre, Jeremy

Permit Number: 0031-6302

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7338 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Settlemyre, Joshua

Permit Number: 0063-7730

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Settles, Presley

Permit Number: 0031-6314

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sewell, Justin

Permit Number: 0063-7731

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sewell, Thomas

Permit Number: 9264-4961

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sexton, Benjamin

Permit Number: 6110-7899

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sexton, John

Permit Number: 9664-5521

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shackelford, Christopher

Permit Number: 0034-3918

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shackley, Victoria

Permit Number: 6556-9937

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shady, Mason

Permit Number: 0077-0780

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaffer, David

Permit Number: 8521-9694

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaffer, Dennis

Permit Number: 3176-3043

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shah, Nishita

Permit Number: 0077-9713

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7350 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shahzad, Saqib

Permit Number: 0006-0418

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shallington, Kevin

Permit Number: 0031-6616

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shane, Andrew

Permit Number: 0080-1146

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shanks, Simone

Permit Number: 0144-0753

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7354 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shannon, Lacey

Permit Number: 1740-6033

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7355 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharlow, Joseph

Permit Number: 0031-6855

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7356 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Daniel

Permit Number: 0058-8673

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7357 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Daniel

Permit Number: 0063-7732

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7358 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Jason

Permit Number: 0011-6344

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7359 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Patrick

Permit Number: 2434-7727

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7360 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Robert

Permit Number: 1820-8591

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7361 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Shannon

Permit Number: 0031-6893

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7362 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Steven

Permit Number: 0012-1246

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7363 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Timothy

Permit Number: 0084-5034

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7364 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sharpe, Tony

Permit Number: 0024-1757

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7365 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shatley, Brandon

Permit Number: 0070-8019

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7366 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaul, Brett

Permit Number: 9512-0808

School Date Instrument Effective Expiration

06/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2020 06/02/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7367 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaver, Joshua

Permit Number: 0024-6858

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7368 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaver, Robert

Permit Number: 0031-7217

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7369 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Cody

Permit Number: 0931-6592

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7370 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Dustin

Permit Number: 0061-3901

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7371 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Jakhari

Permit Number: 8609-5704

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7372 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Jeremy

Permit Number: 0041-7248

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7373 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Jermey

Permit Number: 8549-8356

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7374 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Johnny

Permit Number: 0063-7733

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7375 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Richard

Permit Number: 0069-0178

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7376 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw, Stephen

Permit Number: 0011-3295

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

07/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7377 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shaw-Gomez, Isaias

Permit Number: 0095-1630

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7378 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shea, Nicholas

Permit Number: 0011-2778

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7379 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shea, Tristan

Permit Number: 0585-1518

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7380 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shearin, Nathaniel

Permit Number: 0031-7592

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7381 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shedd, Jason

Permit Number: 0084-5040

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sheets, Jamie

Permit Number: 0081-6016

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7383 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sheets, Jennifer

Permit Number: 0057-2755

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7384 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelburne, James

Permit Number: 0075-7557

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shell, James

Permit Number: 0084-5048

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7386 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Bobby

Permit Number: 0006-4165

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7387 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Christopher

Permit Number: 0066-4957

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, David

Permit Number: 0011-0762

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, David

Permit Number: 9842-9703

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7390 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Edgar

Permit Number: 0031-7995

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7391 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Jeffrey

Permit Number: 0024-4628

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, John

Permit Number: 0059-0495

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7393 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Jonathan

Permit Number: 0063-7734

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7394 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Timothy

Permit Number: 2154-7382

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shelton, Walker

Permit Number: 9555-0628

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepard, Mark

Permit Number: 0024-8071

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, Charles

Permit Number: 7784-6760

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, Ryan

Permit Number: 0011-1582

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, Sophie

Permit Number: 3452-8731

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, Terrell

Permit Number: 3281-0240

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, Travis

Permit Number: 0063-7736

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepherd, William

Permit Number: 6214-2243

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7403 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sheppard, Brandy

Permit Number: 0006-3117

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7404 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sheppard, Cameron

Permit Number: 3194-1669

School Date Instrument Effective Expiration

08/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7405 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sheppard, Matthew

Permit Number: 0063-7737

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7406 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shepperd, Samuel

Permit Number: 7545-4034

School Date Instrument Effective Expiration

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7407 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherman, Jacob

Permit Number: 1441-0435

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7408 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherman, Kaleb

Permit Number: 4887-0583

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7409 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherrill, Jonathan

Permit Number: 0031-8759

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7410 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherrill, Joseph

Permit Number: 0060-4906

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7411 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherrill, Patrick

Permit Number: 0085-5947

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7412 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherrod, Melinda

Permit Number: 0019-8739

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7413 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sherwood, Todd

Permit Number: 0006-0508

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7414 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shew, Christopher

Permit Number: 0078-6266

School Date Instrument Effective Expiration

02/21/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7415 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shew, Dillon

Permit Number: 8143-1870

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7416 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shimel, Curtis

Permit Number: 7874-5918

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7417 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shine, Timothy

Permit Number: 0061-3902

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7418 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shiner, Sarah

Permit Number: 8517-1694

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7419 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shipp, Kyle

Permit Number: 0010-6861

School Date Instrument Effective Expiration

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7420 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shirley, James

Permit Number: 6140-7251

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7421 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shively, Hannah

Permit Number: 0011-8672

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7422 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shivers, Marquis

Permit Number: 9761-8375

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7423 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shivers, Zachary

Permit Number: 0011-1218

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7424 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sholes, David

Permit Number: 0024-3171

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7425 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shomette, Nathan

Permit Number: 8060-3113

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7426 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shore, Ashley

Permit Number: 0084-5066

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7427 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shore, David

Permit Number: 0058-6495

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7428 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shore, Steven

Permit Number: 0102-4806

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7429 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shores, Stephen

Permit Number: 0019-8740

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7430 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Short, Jeremy

Permit Number: 0011-2583

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7431 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shotwell, Emily

Permit Number: 9592-0899

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7432 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shoultes, Chad

Permit Number: 0023-9795

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7433 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shrader, Anthony

Permit Number: 0071-7350

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7434 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shrader, Fred

Permit Number: 9393-3376

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7435 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shroyer, Corbin

Permit Number: 3367-4804

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7436 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shue, Caleb

Permit Number: 0085-1751

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7437 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shue, Hunter

Permit Number: 5355-3091

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7438 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shue, Preston

Permit Number: 0031-9919

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7439 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shuffler, Phillip

Permit Number: 0084-1323

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7440 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shuford, Christopher

Permit Number: 0011-2374

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7441 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shuler, Jarrett

Permit Number: 3850-4479

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7442 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shultis, Kalani

Permit Number: 6480-2244

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7443 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shumake, Olivia

Permit Number: 0063-7738

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7444 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shumate, Kore

Permit Number: 1000-8365

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7445 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shumate, Michael

Permit Number: 0012-0275

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7446 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shumate, Reginald

Permit Number: 0011-1269

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7447 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shute, Robyn

Permit Number: 1791-1781

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7448 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Shutt, Martin

Permit Number: 0058-9722

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7449 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sibby, Fredrick

Permit Number: 7003-3040

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7450 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sieger, Zebulon

Permit Number: 0072-7459

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Siek, Kyle

Permit Number: 0717-7926

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7452 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sierk, Matthew

Permit Number: 0083-2131

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/25/2021 01/25/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7453 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Signs, Amanda

Permit Number: 0032-0609

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7454 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Signs, Robert

Permit Number: 0066-6366

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7455 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sigrist, Daniel

Permit Number: 3419-8791

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7456 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sikes, Brayden

Permit Number: 2662-4360

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7457 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sikes, William

Permit Number: 0032-0623

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7458 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sikorski, Adam

Permit Number: 0083-7134

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7459 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silance, Timothy

Permit Number: 0032-0664

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7460 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silance, Wyatt

Permit Number: 0280-7499

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7461 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silva, Omar

Permit Number: 0075-2265

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7462 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silver, Jesse

Permit Number: 0032-0874

School Date Instrument Effective Expiration

09/13/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7463 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silver, Joseph

Permit Number: 6181-1075

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silvers, Jamie

Permit Number: 0054-0941

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7465 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silvers, Rohn

Permit Number: 0032-0907

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7466 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silvers, Taylor

Permit Number: 3125-4345

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7467 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silvestre, Guillermo

Permit Number: 6165-1101

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7468 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Silvey, Michael

Permit Number: 0019-9914

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7469 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simma, Kenneth

Permit Number: 0018-0253

School Date Instrument Effective Expiration

06/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2020 06/02/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7470 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Brittany

Permit Number: 0085-6081

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Christian

Permit Number: 0085-6556

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7472 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Jackson

Permit Number: 0075-5045

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7473 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, James

Permit Number: 0020-0458

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Jesse

Permit Number: 0034-3068

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Joseph

Permit Number: 0061-1509

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7476 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Nicholas

Permit Number: 0024-2267

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7477 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simmons, Solomon

Permit Number: 0087-2102

School Date Instrument Effective Expiration

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7478 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simon, Michael

Permit Number: 0019-8810

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7479 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Barrington

Permit Number: 0060-4657

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7480 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Benjamin

Permit Number: 0087-7532

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7481 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Christopher

Permit Number: 0023-7397

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7482 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Darrell

Permit Number: 9692-3293

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7483 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Devin

Permit Number: 0024-2336

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7484 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Jacob

Permit Number: 0995-4079

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7485 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, James

Permit Number: 0006-2290

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Joseph

Permit Number: 0090-9928

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7487 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, Nathan

Permit Number: 0086-4170

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7488 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, William

Permit Number: 0043-9043

School Date Instrument Effective Expiration

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7489 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Simpson, William

Permit Number: 0083-2130

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7490 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sims, Alex

Permit Number: 0005-9744

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7491 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sims, Daniel

Permit Number: 0032-2119

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7492 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sinclair, Danereka

Permit Number: 0066-6705

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7493 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sinclair, Eileen

Permit Number: 0097-7747

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7494 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sinclair, Jackson

Permit Number: 2686-1201

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7495 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singalevitch, Jason

Permit Number: 0063-7739

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7496 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singh, HarAmrit

Permit Number: 9728-7771

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singh, Mahipaul

Permit Number: 6165-9285

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singleton, Cameron

Permit Number: 9409-2854

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singleton, Jason

Permit Number: 4640-3820

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7500 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singleton, Joseph

Permit Number: 1893-8968

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Singleton, Walter

Permit Number: 0032-2315

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7502 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sink, Jonathan

Permit Number: 0024-5750

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sinnema, Daniel

Permit Number: 0032-2490

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sipfle, William

Permit Number: 0091-3408

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sisson, Zachary

Permit Number: 0519-1907

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7506 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sites, James

Permit Number: 0007-7405

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7507 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sitter, Jason

Permit Number: 5630-3700

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7508 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sittig, James

Permit Number: 0045-8018

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sivels, Marquis

Permit Number: 2469-6019

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7510 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sixto-Rodriguez, Miguel

Permit Number: 0057-5803

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7511 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sizemore, Damon

Permit Number: 0102-1833

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7512 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skeen, Tawan

Permit Number: 3251-4595

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7513 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skinner, Ryan

Permit Number: 0084-5449

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7514 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skinner, Tonya

Permit Number: 8777-3116

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7515 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skinner, William

Permit Number: 0032-3023

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7516 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skipper, Robert

Permit Number: 0020-4543

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7517 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skonieczny, Kevin

Permit Number: 0032-3091

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7518 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Skorupa, Cortney

Permit Number: 0092-9617

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7519 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slate, Cameron

Permit Number: 5471-2857

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7520 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slater, Crawford

Permit Number: 4264-6540

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7521 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slaughter, Cody

Permit Number: 0087-1296

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7522 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slaughter, McKinley

Permit Number: 5185-9833

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sleppy, Kyle

Permit Number: 0080-1148

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sletten, Matthew

Permit Number: 0072-0183

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7525 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slocum, Cuyler

Permit Number: 0097-2577

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sloop, Charles

Permit Number: 3499-0845

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7527 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sloop, Douglas

Permit Number: 0063-7742

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7528 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sloop, Dustin

Permit Number: 0063-7741

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7529 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sloop, Hugh

Permit Number: 0063-7743

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7530 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slover, Matthew

Permit Number: 0083-0021

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sluder, Patrick

Permit Number: 9201-2394

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7532 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Slyman, Samuel

Permit Number: 1096-5180

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Small, David

Permit Number: 0070-8326

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7534 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Small, Sam

Permit Number: 6283-1369

School Date Instrument Effective Expiration

10/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/22/2021 10/22/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7535 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smart, Dakotah

Permit Number: 0063-7744

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smart, John

Permit Number: 0032-3768

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smentkiewicz, Alycia

Permit Number: 6062-2680

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7538 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Adam

Permit Number: 0069-6681

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Allen

Permit Number: 0081-6015

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Annie

Permit Number: 0097-6296

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Anthony

Permit Number: 0011-3716

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Anthony

Permit Number: 0070-1195

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Ashley

Permit Number: 0032-6815

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Ashton

Permit Number: 0063-5396

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Barbara

Permit Number: 0012-0381

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Benjamin

Permit Number: 0011-8838

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Benjamin

Permit Number: 0030-6981

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Bradford

Permit Number: 0005-9610

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0032-6240

School Date Instrument Effective Expiration

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7550 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0032-8621

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0044-0411

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0060-1503

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7553 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0068-6252

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brandon

Permit Number: 0081-0217

School Date Instrument Effective Expiration

12/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2020 12/03/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7555 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Brian

Permit Number: 0032-6608

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Britney

Permit Number: 4193-9562

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Broedy

Permit Number: 0075-8189

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Bryan

Permit Number: 0013-9397

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Bryan

Permit Number: 7184-2159

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7560 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Bryon

Permit Number: 0032-4098

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Channing

Permit Number: 0098-4167

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Charles

Permit Number: 4055-1018

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christian

Permit Number: 0214-4629

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 0018-0254

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 0054-0940

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 0058-8035

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 0063-5993

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 0065-0588

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Christopher

Permit Number: 4792-6432

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Cindy

Permit Number: 0005-9534

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

07/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/20/2021 07/20/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Clyde

Permit Number: 0011-6114

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Cody

Permit Number: 0063-5992

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Cody

Permit Number: 5979-7492

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7574 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Colton

Permit Number: 0101-5129

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Conrad

Permit Number: 0032-4788

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Corbin

Permit Number: 6049-9026

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Courtney

Permit Number: 5825-2279

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Damon

Permit Number: 0085-4444

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

12/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Daniel

Permit Number: 0007-7524

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Daniel

Permit Number: 0035-3619

School Date Instrument Effective Expiration

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Daniel

Permit Number: 4393-3745

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Darryl

Permit Number: 0086-6186

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, David

Permit Number: 0032-7247

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, David

Permit Number: 0032-7755

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, David

Permit Number: 7583-4846

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Dennis

Permit Number: 0030-8026

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Devin

Permit Number: 0084-8629

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

07/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Dillon

Permit Number: 0034-4379

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Dwayne

Permit Number: 0032-5423

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Dylan

Permit Number: 0095-7275

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Elizabeth

Permit Number: 4254-0325

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7592 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Evan

Permit Number: 4285-0090

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Frederick

Permit Number: 5697-9820

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Grady

Permit Number: 0063-5994

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7595 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Henry

Permit Number: 0032-8257

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7596 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jackson

Permit Number: 1200-2824

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7597 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jacob

Permit Number: 0011-9160

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7598 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jacob

Permit Number: 1362-5386

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7599 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, James

Permit Number: 0032-7922

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7600 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jamie

Permit Number: 0018-7180

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7601 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jared

Permit Number: 6252-4827

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7602 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jason

Permit Number: 0024-7428

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7603 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jason

Permit Number: 0032-4581

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7604 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jeffrey

Permit Number: 0032-4988

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7605 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jennifer

Permit Number: 8261-6376

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jerry

Permit Number: 0081-6490

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7607 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jesse

Permit Number: 0010-8446

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7608 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jody

Permit Number: 0034-3165

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7609 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, John

Permit Number: 0063-7745

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7610 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Johnathan

Permit Number: 0032-8592

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

10/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7611 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Johnathan

Permit Number: 0067-3966

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7612 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jonathan

Permit Number: 0087-0848

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7613 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Jonathon

Permit Number: 4719-5796

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7614 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, JonMark

Permit Number: 0095-5303

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7615 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Joshua

Permit Number: 0007-9762

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7616 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Joshua

Permit Number: 0011-1422

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7617 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Joshua

Permit Number: 0012-0863

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7618 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Joshua

Permit Number: 0032-4382

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7619 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Justin

Permit Number: 0084-1430

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7620 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kaitlyn

Permit Number: 0066-3388

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7621 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kaleb

Permit Number: 0064-4323

School Date Instrument Effective Expiration

10/14/2019 Intoximeters, Model Intox EC/IR II 10/14/2019 10/14/2021

09/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2021 09/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7622 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kelvin

Permit Number: 0032-8202

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7623 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kenedra

Permit Number: 7607-0942

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7624 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kent

Permit Number: 6711-9700

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7625 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kevin

Permit Number: 0032-4282

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7626 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Kevin

Permit Number: 0063-7746

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

05/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7627 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Krystal

Permit Number: 0081-5151

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7628 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Lauren

Permit Number: 9567-0340

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7629 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Logan

Permit Number: 6813-4203

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7630 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Mark

Permit Number: 0032-7385

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

02/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7631 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Matthew

Permit Number: 0032-7770

School Date Instrument Effective Expiration

04/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/15/2021 04/15/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7632 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Matthew

Permit Number: 0035-2278

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7633 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Melvin

Permit Number: 0011-2053

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7634 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Michael

Permit Number: 0032-5137

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7635 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Michael

Permit Number: 0086-7364

School Date Instrument Effective Expiration

02/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/11/2021 02/11/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7636 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Michael

Permit Number: 1611-8666

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7637 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Michael

Permit Number: 8175-6682

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7638 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Nicklaus

Permit Number: 1381-7929

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7639 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Orlando

Permit Number: 0098-3691

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7640 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Orrie

Permit Number: 0007-7536

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7641 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Patrick

Permit Number: 0019-9916

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7642 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Perry

Permit Number: 0032-8329

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7643 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Phil

Permit Number: 0008-3538

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7644 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Quincy

Permit Number: 9289-1551

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7645 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Richard

Permit Number: 0032-4454

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7646 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Ricky

Permit Number: 0019-9161

School Date Instrument Effective Expiration

06/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/17/2020 06/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7647 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Robert

Permit Number: 0063-5991

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7648 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Robert

Permit Number: 1443-2562

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7649 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Robin

Permit Number: 0059-4898

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7650 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Ronald

Permit Number: 0032-6742

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7651 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Samantha

Permit Number: 0030-6956

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Scott

Permit Number: 0032-5766

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7653 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Sean

Permit Number: 0006-0426

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7654 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Shelby

Permit Number: 0079-3216

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7655 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Stephen

Permit Number: 0019-8742

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7656 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Stephen

Permit Number: 0098-9685

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7657 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Stephen

Permit Number: 1567-0938

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7658 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Steven

Permit Number: 0032-4715

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7659 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Steven

Permit Number: 0077-6635

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7660 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Summer

Permit Number: 8654-9125

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7661 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Tanner

Permit Number: 0059-7390

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7662 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Taylor

Permit Number: 3823-3419

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7663 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Thomas

Permit Number: 0096-5912

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Tiffany

Permit Number: 0087-8163

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7665 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Timothy

Permit Number: 0011-6297

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7666 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Timothy

Permit Number: 0023-9701

School Date Instrument Effective Expiration

07/19/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7667 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Timothy

Permit Number: 2972-3417

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7668 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Titus

Permit Number: 2470-3067

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7669 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Tyler

Permit Number: 0076-3330

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Tyler

Permit Number: 4643-0942

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Vanessa

Permit Number: 0011-4437

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Walker

Permit Number: 0024-6107

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 0005-9443

School Date Instrument Effective Expiration

10/19/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/19/2020 10/19/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 0011-3740

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7675 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 0032-4646

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7676 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 0063-5397

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7677 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 6904-8092

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7678 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, William

Permit Number: 8273-9164

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7679 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Zachary

Permit Number: 0561-6664

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7680 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smith, Zachary

Permit Number: 0966-2718

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7681 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smithey, Sean

Permit Number: 0032-9125

School Date Instrument Effective Expiration

02/19/2020 Intoximeters, Model Intox EC/IR II 02/19/2020 02/19/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Smythers, Brandon

Permit Number: 0054-0939

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7683 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snead, Devyn

Permit Number: 7990-4646

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snell, Justin

Permit Number: 0010-9990

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7685 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snell, Patrick

Permit Number: 0077-4749

School Date Instrument Effective Expiration

01/13/2020 Intoximeters, Model Intox EC/IR II 01/17/2020 01/17/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7686 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snelling, Nathan

Permit Number: 3063-8481

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snellings, Daniel

Permit Number: 0032-9422

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snellings, Levi

Permit Number: 0085-3976

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snider, Gregory

Permit Number: 0012-0391

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snider, John

Permit Number: 0082-6699

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snider, Joseph

Permit Number: 0030-8636

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snipes, Richard

Permit Number: 0032-9568

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snipes, Tyler

Permit Number: 0012-1546

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snodgrass, Eric

Permit Number: 0019-8078

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snow, Hunter

Permit Number: 4900-4816

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snow, Jack

Permit Number: 0087-8880

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snow, John

Permit Number: 3979-8421

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snow, Micah

Permit Number: 0030-8104

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7699 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snyder, Cassandra

Permit Number: 0032-9716

School Date Instrument Effective Expiration

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snyder, Kurtis

Permit Number: 0084-6581

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snyder, Michael

Permit Number: 0011-4724

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snyder, Nathan

Permit Number: 0072-1250

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Snyder, William

Permit Number: 0064-2026

School Date Instrument Effective Expiration

04/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sokolove, Evan

Permit Number: 5548-9899

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Solano Garita, Kevin

Permit Number: 0085-3965

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7706 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soles, Christopher

Permit Number: 0102-7995

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soles, Jerry

Permit Number: 0033-0070

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soles, Joshua

Permit Number: 4504-1265

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soles, Olivia

Permit Number: 0078-3230

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Solomon, Bradley

Permit Number: 0018-7397

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soltowski, Peter

Permit Number: 0033-0137

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soltys, Madison

Permit Number: 9202-1356

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Somerville, Mark

Permit Number: 0033-0193

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sookoo, Gobardhan

Permit Number: 0085-1147

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sorensen, Michael

Permit Number: 0062-2009

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sorrell, Glenn

Permit Number: 0062-7362

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sorrells, Cameron

Permit Number: 0018-0438

School Date Instrument Effective Expiration

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sorrells, Jody

Permit Number: 0033-0339

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sorrells, Randall

Permit Number: 0085-3974

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southard, Brandon

Permit Number: 8476-5402

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southard, Dallas

Permit Number: 0064-7857

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southard, Travis

Permit Number: 0024-6414

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southard, Travis

Permit Number: 8773-7073

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southerland, Dillon

Permit Number: 6290-8145

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southerland, Joshua

Permit Number: 0063-5400

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southern, Darryl

Permit Number: 0011-8674

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Southern, Nicholas

Permit Number: 0033-0656

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Soward, Granger

Permit Number: 0005-9401

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sowers, Larry

Permit Number: 0059-6378

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spainhour, Audrey

Permit Number: 1088-7806

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spangler, Brandon

Permit Number: 0011-2810

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spann, Kenneth

Permit Number: 0024-4145

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7733 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sparks, Holden

Permit Number: 0998-5630

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7734 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sparks, Joshua

Permit Number: 0033-1008

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sparks, Nicholas

Permit Number: 0448-9967

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sparling, Tyler

Permit Number: 4543-0130

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spaugh, Alexander

Permit Number: 2278-9155

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spaulding, Benjamin

Permit Number: 0012-0393

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spaulding, Darrell

Permit Number: 0033-1161

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7740 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spaulding, Katherine

Permit Number: 9301-2516

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7741 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Speagle, Donald

Permit Number: 0033-1170

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7742 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spear, Justin

Permit Number: 0067-2118

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7743 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spear, Scott

Permit Number: 0024-1915

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7744 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spearman, Brandon

Permit Number: 6431-5634

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spearman, Keenan

Permit Number: 2534-4455

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7746 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spearman, Samuel

Permit Number: 5291-0832

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7747 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spears, Christopher

Permit Number: 0072-9654

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7748 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spears, Evan

Permit Number: 6379-3044

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

09/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7749 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spears, Joseph

Permit Number: 0011-7631

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7750 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spease, John

Permit Number: 1971-3541

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7751 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spell, Benjamin

Permit Number: 0038-1912

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

03/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spell, Tyler

Permit Number: 0069-0179

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7753 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spence, Jesse

Permit Number: 0056-2922

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7754 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spencer, Jeremy

Permit Number: 6761-8925

School Date Instrument Effective Expiration

08/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2021 08/11/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7755 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spencer, Richard

Permit Number: 0012-0458

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spinks, Marco

Permit Number: 0087-6494

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7757 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spinner, Chad

Permit Number: 0011-7632

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7758 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spitzer, Andrew

Permit Number: 8013-9179

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7759 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spitzer, Johnathan

Permit Number: 0073-3634

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7760 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spivey, Steven

Permit Number: 0033-2039

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7761 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spizzo, Michael

Permit Number: 0006-1317

School Date Instrument Effective Expiration

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

09/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Splees, Benjamin

Permit Number: 0062-9864

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spoon, Jordan

Permit Number: 0095-9857

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7764 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spragins, Candace

Permit Number: 0030-8041

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spragins, Joey

Permit Number: 0019-9494

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spring, Sean

Permit Number: 0038-2573

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Springfield, James

Permit Number: 2602-4242

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Springs, Jacob

Permit Number: 2727-3480

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Springs, Jenrette

Permit Number: 0084-6574

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Springs, Renee

Permit Number: 4031-8448

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sprinkle, Linzy

Permit Number: 1622-6856

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sprouse, Ronnie

Permit Number: 0033-2370

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sprowl, Jonathan

Permit Number: 0574-3346

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spruill, William

Permit Number: 0064-2028

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spry, Kevin

Permit Number: 4724-9902

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spurlock, Joshua

Permit Number: 0038-2674

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/19/2021 07/19/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Spychalski, Reyne

Permit Number: 0080-5556

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Squashic, Joseph

Permit Number: 0006-0812

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Squires, Braxton

Permit Number: 8797-3148

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Squires, Donald

Permit Number: 0007-7772

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. Clair, Larry

Permit Number: 0033-2626

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. Clair, Tyler

Permit Number: 6299-7300

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. John, Douglas

Permit Number: 0077-1654

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. John, Jordan

Permit Number: 0085-6083

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. John, Mary

Permit Number: 0082-9201

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. Pierre, Bryce

Permit Number: 0056-2531

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. Pierre, Thomas

Permit Number: 0091-7945

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7788 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St. Pierre, William

Permit Number: 0083-0003

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: St.Onge, Justin

Permit Number: 9167-4839

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stackenwalt, Paul

Permit Number: 0065-4038

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stacker, Raekwon

Permit Number: 0091-3415

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stacy, Timothy

Permit Number: 8713-9884

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stadler, Justin

Permit Number: 0019-9163

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stafford, Kyle

Permit Number: 0073-8345

School Date Instrument Effective Expiration

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stafford, Thomas

Permit Number: 0082-6903

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stahl, Allison

Permit Number: 7636-4177

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stahl, Anthony

Permit Number: 0033-2929

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stahl, James

Permit Number: 0033-2917

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7799 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stahlbusch, Mikayla

Permit Number: 3823-4925

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Staley, Larry

Permit Number: 0011-3911

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Staley, Samuel

Permit Number: 0063-5402

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stallard, Ray

Permit Number: 2614-1457

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stallings, John

Permit Number: 0011-5798

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/12/2021 07/12/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stallings, Nicholas

Permit Number: 3558-5989

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7805 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stalls, Ann

Permit Number: 0086-0959

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stalls, James

Permit Number: 9569-7259

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stalnaker, Larry

Permit Number: 0101-2679

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7808 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stamey, John

Permit Number: 0034-2576

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stancil, Brandon

Permit Number: 0033-3393

School Date Instrument Effective Expiration

08/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2020 08/20/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stancil, Brooke

Permit Number: 0904-8417

School Date Instrument Effective Expiration

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stancil, Bryan

Permit Number: 0024-6699

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanfield, Colter

Permit Number: 0081-8529

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stangland, Aaron

Permit Number: 0030-7139

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Staniszewski, Kathleen

Permit Number: 0101-7219

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanley, Alex

Permit Number: 0063-5403

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanley, David

Permit Number: 0006-2292

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanley, James

Permit Number: 0072-3366

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanley, Rontonio

Permit Number: 8496-1639

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanley, Zachary

Permit Number: 0059-1949

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stanton, Quintin

Permit Number: 0033-3836

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7821 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stapanowich, Amy

Permit Number: 0068-6245

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stapanowich, Matthew

Permit Number: 0068-6254

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stapleton, Lindsey

Permit Number: 6284-9241

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stark, Samuel

Permit Number: 0099-2294

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Starkey, Joshua

Permit Number: 3654-6336

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Starling, Gralen

Permit Number: 8665-2252

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Starling, Monique

Permit Number: 0071-8894

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Starnes, Jason

Permit Number: 0033-9250

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/15/2019 07/15/2021

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Starnes, Logan

Permit Number: 0067-4603

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stasiuk, Stephen

Permit Number: 6640-6577

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Staton, Quinton

Permit Number: 9437-9245

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stearns, Zachery

Permit Number: 0055-9407

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stedman, Henry

Permit Number: 4785-8209

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7834 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Steele, Norman

Permit Number: 8585-7345

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7835 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Steele, William

Permit Number: 0068-3700

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stefanski, Robert

Permit Number: 9122-6010

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7837 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stegall, Courtney

Permit Number: 7138-7912

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stein, Jonathan

Permit Number: 0086-9023

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7839 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Steinbrunner, Jason

Permit Number: 0007-9711

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stell, Kenneth

Permit Number: 6489-1644

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7841 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stell, Newton

Permit Number: 0033-4574

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7842 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stelzl, Bethany

Permit Number: 7528-8161

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7843 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephens, Charles

Permit Number: 8092-8211

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephens, Jameelah

Permit Number: 0102-1852

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephens, Michael

Permit Number: 0024-5469

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7846 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephens, Murico

Permit Number: 0033-4700

School Date Instrument Effective Expiration

09/10/2019 Intoximeters, Model Intox EC/IR II 09/10/2019 09/10/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7847 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephenson, Crofton

Permit Number: 0461-0983

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7848 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephenson, Devon

Permit Number: 0033-4827

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7849 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephenson, Eric

Permit Number: 9663-1351

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7850 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stephenson, Samuel

Permit Number: 0086-5147

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7851 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stepps, David

Permit Number: 0033-4967

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7852 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sterling, Joshua

Permit Number: 0071-2910

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7853 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stern, Benjamin

Permit Number: 0087-0059

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7854 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sterrett, Stephen

Permit Number: 0057-5805

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7855 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Bradley

Permit Number: 0033-5077

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7856 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Cody

Permit Number: 5386-9631

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7857 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Jonathan

Permit Number: 0097-6297

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7858 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Joseph

Permit Number: 1792-9491

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7859 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Kaleab

Permit Number: 2999-3513

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Paul

Permit Number: 0033-5277

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevens, Taylor

Permit Number: 0072-9345

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevenson, Maria

Permit Number: 0033-5353

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevenson, Presley

Permit Number: 0090-9926

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevenson, Robert

Permit Number: 0227-8690

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevenson, Seth

Permit Number: 0063-5404

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stevenson, Zachary

Permit Number: 0061-4230

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Blake

Permit Number: 0834-7080

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Daniel

Permit Number: 3827-1272

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Elizabeth

Permit Number: 6320-3464

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Jackson

Permit Number: 7450-3951

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Jason

Permit Number: 0033-6045

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Justin

Permit Number: 2400-5024

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Kelly

Permit Number: 0033-5470

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Mark

Permit Number: 0065-6983

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Oliver

Permit Number: 0065-8756

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

05/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Robert

Permit Number: 0011-6180

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, William

Permit Number: 0033-6005

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Willie

Permit Number: 7062-5343

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stewart, Zachary

Permit Number: 2969-4402

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stikeleather, Daniel

Permit Number: 0011-4448

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stiles, Zackary

Permit Number: 0067-6253

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stillwell, Julie

Permit Number: 0019-8901

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stocks, Bobby

Permit Number: 3940-3884

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stocks, Chapel

Permit Number: 0091-7958

School Date Instrument Effective Expiration

01/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/08/2021 01/08/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stocks, Donovan

Permit Number: 0018-7399

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stoddard, Jake

Permit Number: 0059-9962

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stokes, James

Permit Number: 0033-6610

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stokes, John

Permit Number: 0033-6670

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stokes, Kenneth

Permit Number: 0024-3072

School Date Instrument Effective Expiration

07/18/2019 Intoximeters, Model Intox EC/IR II 07/18/2019 07/18/2021

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stokes, Robert

Permit Number: 0033-6588

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stokley, Randy

Permit Number: 0096-0717

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stollings, Darrell

Permit Number: 0071-8535

School Date Instrument Effective Expiration

01/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/19/2021 01/19/2023

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Adriane

Permit Number: 0069-0180

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Christian

Permit Number: 6796-4543

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Eddie

Permit Number: 0033-7030

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Gregory

Permit Number: 9202-5329

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Justin

Permit Number: 0063-5405

School Date Instrument Effective Expiration

12/04/2019 Intoximeters, Model Intox EC/IR II 12/04/2019 12/04/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Matthew

Permit Number: 2680-4328

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Richard

Permit Number: 0311-6805

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stone, Skye

Permit Number: 0033-7032

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stoneman, Aubrie

Permit Number: 7213-5599

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stoneroad, Nicholas

Permit Number: 0033-7067

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stoop, Bradrick

Permit Number: 0011-7633

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Storie, Cody

Permit Number: 0102-2081

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Story, Joseph

Permit Number: 0011-7634

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/10/2020 02/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stotts, Ryan

Permit Number: 0006-3378

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stough, Connor

Permit Number: 8722-1586

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stout, Eric

Permit Number: 0058-1374

School Date Instrument Effective Expiration

08/06/2019 Intoximeters, Model Intox EC/IR II 08/06/2019 08/06/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stout, Joseph

Permit Number: 1149-7018

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stout, Richard

Permit Number: 0102-5531

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stovall, William

Permit Number: 0034-5009

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stowe, David

Permit Number: 0075-4167

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stowe, Evan

Permit Number: 0019-8743

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stowe, Matthew

Permit Number: 0019-8744

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strachan, Kendal

Permit Number: 1993-7726

School Date Instrument Effective Expiration

01/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/04/2021 01/04/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strader, Gregory

Permit Number: 0033-7488

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strader, Thomas

Permit Number: 0033-7484

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

07/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strandh, Daniel

Permit Number: 0033-7517

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strangman, Mathew

Permit Number: 0024-9174

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

10/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2021 10/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strano, Christopher

Permit Number: 6062-5207

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strause, Adam

Permit Number: 2844-4560

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strawbridge, Matthew

Permit Number: 0033-7558

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Streiff, Valerie

Permit Number: 6658-2976

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Brian

Permit Number: 0034-4250

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Brian

Permit Number: 0063-5406

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Christopher

Permit Number: 0033-7744

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Colby

Permit Number: 0281-8206

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Douglas

Permit Number: 0063-5407

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Jacob

Permit Number: 0040-2337

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Jacob

Permit Number: 0076-8805

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, James

Permit Number: 0063-6069

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, John

Permit Number: 1435-0042

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Jordan

Permit Number: 1071-7003

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Jordan

Permit Number: 7321-9904

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Kenneth

Permit Number: 0018-0484

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Lori

Permit Number: 0033-7950

School Date Instrument Effective Expiration

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Michael

Permit Number: 0033-7656

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Myron

Permit Number: 0011-8675

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Noah

Permit Number: 6941-3872

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7940 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Stephen

Permit Number: 0063-4165

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strickland, Tyler

Permit Number: 2767-9506

School Date Instrument Effective Expiration

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7942 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strider, James

Permit Number: 0011-8972

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stringer, David

Permit Number: 5855-8137

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7944 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stringer, Preston

Permit Number: 0024-1759

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7945 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stringfield, Daniel

Permit Number: 8056-7305

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7946 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stronach, Aaron

Permit Number: 2310-1981

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7947 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strong, George

Permit Number: 0023-7951

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7948 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strother, Brittany

Permit Number: 0038-1728

School Date Instrument Effective Expiration

11/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/13/2020 11/13/2022

07/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7949 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strother, Jason

Permit Number: 2420-4460

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroud, Justin

Permit Number: 8457-9794

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7951 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroud, Robert

Permit Number: 0008-8193

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroud, Timothy

Permit Number: 3592-6158

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroup, Bryan

Permit Number: 0024-1250

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

08/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2021 08/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroup, Zebulon

Permit Number: 0033-8695

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroupe, Kyle

Permit Number: 2132-3626

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroupe, Matthew

Permit Number: 0040-2744

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroupe, Timothy

Permit Number: 0060-1504

School Date Instrument Effective Expiration

08/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2021 08/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7958 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stroupe, Trevor

Permit Number: 0796-1393

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7959 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strouth, Colton

Permit Number: 0084-1518

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7960 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Struble, Taylor

Permit Number: 9076-7690

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Struckhoff, Timothy

Permit Number: 0266-8522

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7962 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Strutton, Daniel

Permit Number: 0067-6864

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stuart, Christopher

Permit Number: 2309-1889

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stuart, David

Permit Number: 0063-5409

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7965 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stuart, Michael

Permit Number: 0033-8808

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7966 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stuart, Timothy

Permit Number: 8551-5174

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7967 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stubbs, Dylan

Permit Number: 0059-1140

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7968 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stulick, Alan

Permit Number: 0033-8899

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7969 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sturgeon, Jason

Permit Number: 2343-9509

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7970 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stutts, Heather

Permit Number: 0102-7997

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7971 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Stutts, Michael

Permit Number: 0033-9126

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7972 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Styers, Mick

Permit Number: 8360-2320

School Date Instrument Effective Expiration

01/23/2020 Intoximeters, Model Intox EC/IR II 01/23/2020 01/23/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7973 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suchomel, Jorden

Permit Number: 1969-5676

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7974 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sudduth, Bradley

Permit Number: 0033-9323

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7975 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sudduth, Michael

Permit Number: 0008-2705

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7976 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suero-De La Cruz, Luis

Permit Number: 0357-1740

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7977 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sugg, Jason

Permit Number: 0034-1802

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 7978 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suggs, Derrick

Permit Number: 7070-8487

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7979 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suitt, Russell

Permit Number: 0059-6612

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7980 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suleiman, Mahdy

Permit Number: 0067-2120

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sullivan, Danielle

Permit Number: 0033-9614

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7982 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Summerlin, Chad

Permit Number: 0061-2803

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7983 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Summers, Jesse

Permit Number: 1626-5105

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7984 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Summey, Adam

Permit Number: 0005-9452

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Summey, William

Permit Number: 0024-1154

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7986 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sumner, Morgan

Permit Number: 2544-7581

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sumners, Lee

Permit Number: 0034-0140

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

02/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7988 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sumpter, Andrew

Permit Number: 0011-8840

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 7989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sunderland, Danielle

Permit Number: 4982-3714

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Surgeon, Jalen

Permit Number: 7028-3868

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Surratt, Austin

Permit Number: 7003-9804

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7992 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Surratt, Steven

Permit Number: 3115-1567

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Susann, Philip

Permit Number: 5577-9611

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 7994 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sussman, Daniel

Permit Number: 0081-7055

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7995 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutherland, Kent

Permit Number: 0034-0301

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 7996 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutphin, Grace

Permit Number: 0071-8807

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 7997 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suttle, Kirk

Permit Number: 0034-0319

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7998 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Suttles, Melissa

Permit Number: 0099-4772

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 7999 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Alden

Permit Number: 0035-3388

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8000 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Cory

Permit Number: 9329-1276

School Date Instrument Effective Expiration

09/25/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/25/2020 09/25/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Danny

Permit Number: 0012-1536

School Date Instrument Effective Expiration

06/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2021 06/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8002 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Gage

Permit Number: 0914-7945

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8003 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Jarrett

Permit Number: 6305-4277

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8004 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Keeley

Permit Number: 0060-3787

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8005 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Linwood

Permit Number: 0058-5161

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8006 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Michael

Permit Number: 0102-4108

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8007 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Stephen

Permit Number: 0034-0660

School Date Instrument Effective Expiration

06/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/10/2020 06/10/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8008 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sutton, Terence

Permit Number: 0034-0647

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8009 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swafford, Jared

Permit Number: 0092-0849

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8010 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swagger, Jeffrey

Permit Number: 0011-3914

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8011 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swain, Carroll

Permit Number: 0034-0961

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8012 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swan, Mathew

Permit Number: 8272-5916

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8013 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swaney, Michael

Permit Number: 9384-7835

School Date Instrument Effective Expiration

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8014 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swanger, Robert

Permit Number: 0010-9945

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swanson, David

Permit Number: 0034-1144

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8016 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swanson, Lana

Permit Number: 0101-9027

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

01/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8017 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sward, Michael

Permit Number: 0024-9031

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8018 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swaringen, James

Permit Number: 9958-9051

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8019 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swartz, Daylen

Permit Number: 2803-3302

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8020 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swayney, Abbygayle

Permit Number: 8112-4887

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sweat, Quavia

Permit Number: 2932-7142

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8022 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sweatt, Bradley

Permit Number: 0088-6679

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

04/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sweden, Eric

Permit Number: 0034-1248

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8024 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sweeney, Preston

Permit Number: 8249-5462

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swift, Amber

Permit Number: 0056-4248

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swiger, Madison

Permit Number: 1290-7201

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8027 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swindell, Michael

Permit Number: 0034-1380

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

07/25/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8028 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swindell, Winfield

Permit Number: 8010-7855

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8029 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swink, Christopher

Permit Number: 0034-2113

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

04/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8030 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swofford, Holly

Permit Number: 0633-0666

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8031 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Swoope, Stephen

Permit Number: 1232-0047

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8032 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sydes, Cavin

Permit Number: 2728-6215

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8033 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Sykes, Timothy

Permit Number: 0005-9283

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/11/2021 01/11/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8034 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Szczepaniak, Jedric

Permit Number: 8305-7686

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8035 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Szuts, Kyle

Permit Number: 0084-8317

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8036 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tabor, Andrew

Permit Number: 1885-5273

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tadlock, Justin

Permit Number: 0087-5872

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8038 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tadlock, Nathaniel

Permit Number: 0018-0486

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tafoya, Dennis

Permit Number: 0034-5283

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8040 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taft, Madison

Permit Number: 8878-1277

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talabi, Bolade

Permit Number: 0090-1130

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8042 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talbert, Joshua

Permit Number: 8619-3841

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8043 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talbot, Shane

Permit Number: 0082-5188

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tallent, Phillip

Permit Number: 0011-8703

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tallent, Samuel

Permit Number: 0071-8808

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8046 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Charles

Permit Number: 0067-3647

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Heath

Permit Number: 0075-0279

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8048 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Joseph

Permit Number: 0008-2171

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Joshua

Permit Number: 0011-2594

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Joshua

Permit Number: 0023-4183

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8051 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Niccoma

Permit Number: 0063-5411

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Talley, Robert

Permit Number: 0057-7919

School Date Instrument Effective Expiration

11/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/13/2020 11/13/2022

07/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tallman, Ryan

Permit Number: 0084-7876

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8054 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tanguay, Kenneth

Permit Number: 0034-4015

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tanner, Dafari

Permit Number: 5323-0957

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tapper, Jason

Permit Number: 2320-8327

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8057 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tarallo, Calli

Permit Number: 9308-4911

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tarkelly, Hannah

Permit Number: 7620-1626

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tarkington, Frances

Permit Number: 0030-7143

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8060 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tarplee, William

Permit Number: 0035-2998

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8061 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tarrant, Amy

Permit Number: 0019-8752

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8062 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tate, Matthew

Permit Number: 0061-1510

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8063 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tate, Tyler

Permit Number: 0058-3667

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8064 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tatham, Zachary

Permit Number: 0059-6380

School Date Instrument Effective Expiration

09/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/23/2020 09/23/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8065 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tatro, John

Permit Number: 0102-0227

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8066 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tatterson, Joseph

Permit Number: 9213-5240

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8067 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tatum, Jason

Permit Number: 0060-3373

School Date Instrument Effective Expiration

09/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/11/2020 09/11/2022

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8068 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tavarez, Domingo

Permit Number: 4288-3844

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8069 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Andrew

Permit Number: 3554-7211

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8070 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Andrew

Permit Number: 5896-5737

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8071 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Brad

Permit Number: 0034-6356

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8072 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Cameron

Permit Number: 0061-4148

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8073 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Chadwick

Permit Number: 0034-6382

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8074 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Cobi

Permit Number: 7813-7800

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8075 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, DeShawn

Permit Number: 0085-7305

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8076 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Donald

Permit Number: 0024-8078

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8077 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Elijah

Permit Number: 0339-9007

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8078 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Eric

Permit Number: 0011-9583

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8079 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Francis

Permit Number: 1902-4509

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8080 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Frank

Permit Number: 7956-0944

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/06/2021 12/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8081 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Graham

Permit Number: 0030-6985

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8082 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Gregory

Permit Number: 0011-4119

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8083 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Gregory

Permit Number: 0034-6708

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8084 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Guy

Permit Number: 0034-6715

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8085 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Isaiah

Permit Number: 4601-1254

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8086 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, James

Permit Number: 0080-5567

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8087 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, John

Permit Number: 0063-5412

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8088 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Jonathan

Permit Number: 0034-7015

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

10/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2021 10/13/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8089 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Jonathan

Permit Number: 0062-6646

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8090 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Joshua

Permit Number: 0070-7372

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8091 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Joshua

Permit Number: 0082-0940

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8092 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Juliana

Permit Number: 0084-0858

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8093 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Julie

Permit Number: 0098-3705

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8094 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Kamarei

Permit Number: 8178-2616

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8095 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Keshore

Permit Number: 0023-9661

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8096 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Leslie

Permit Number: 0034-7121

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8097 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Mark

Permit Number: 0024-2176

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8098 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Matthew

Permit Number: 0007-8191

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

01/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8099 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Maurice

Permit Number: 1066-5211

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8100 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Michael

Permit Number: 0034-7229

School Date Instrument Effective Expiration

07/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/29/2020 07/29/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8101 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Patrick

Permit Number: 0102-8038

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8102 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Rayshawn

Permit Number: 0072-7723

School Date Instrument Effective Expiration

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

07/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8103 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Robert

Permit Number: 0006-3473

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8104 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Robert

Permit Number: 0098-8320

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8105 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Russell

Permit Number: 0034-7585

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8106 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Timothy

Permit Number: 0010-9994

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8107 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Timothy

Permit Number: 0012-0267

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8108 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor, Todd

Permit Number: 9844-6570

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8109 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taylor-Beck, Dakota

Permit Number: 0015-2521

School Date Instrument Effective Expiration

11/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/13/2020 11/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8110 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Taymiyah, Muhammad

Permit Number: 0100-8019

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023

11/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8111 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teague, Clint

Permit Number: 1160-6526

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8112 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teague, James

Permit Number: 2662-3105

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8113 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teague, Nathan

Permit Number: 0063-5413

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8114 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teal, Randy

Permit Number: 7826-2218

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8115 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teasdale, Jessica

Permit Number: 0007-8196

School Date Instrument Effective Expiration

09/12/2019 Intoximeters, Model Intox EC/IR II 09/12/2019 09/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8116 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teasley, Benjamin

Permit Number: 0024-2236

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8117 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teaster, William

Permit Number: 0798-0780

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8118 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tedder, Charles

Permit Number: 0024-7554

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8119 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tedder, Jason

Permit Number: 0007-8203

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

07/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8120 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teel, Brandon

Permit Number: 0082-4482

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8121 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teer, John

Permit Number: 0023-8365

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8122 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teets, Evan

Permit Number: 5679-4196

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8123 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tehandon, Mel

Permit Number: 0057-6673

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8124 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Telles, Mario

Permit Number: 3320-2600

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tello, Erik

Permit Number: 0008-2119

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tenhagen, Jesse

Permit Number: 0072-1251

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terrill, Daniel

Permit Number: 0038-2627

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Andrew

Permit Number: 0057-5811

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Bryan

Permit Number: 0063-5414

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/03/2020 02/03/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Feric

Permit Number: 0034-8483

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Joshua

Permit Number: 2917-3678

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Robbie

Permit Number: 0034-8642

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Robert

Permit Number: 0034-8644

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Shyheim

Permit Number: 3430-6191

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Terry, Tyrone

Permit Number: 0091-5115

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Teschke, Kyle

Permit Number: 0024-6423

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8137 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tess, Asheley

Permit Number: 0062-8045

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

01/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tesseneer, Brandon

Permit Number: 0007-8240

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tetterton, Timothy

Permit Number: 0087-6926

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tevaseu, Alava

Permit Number: 0251-3094

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tew, Austin

Permit Number: 0067-3649

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tew, Douglas

Permit Number: 0063-5415

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tew, Robert

Permit Number: 0034-8893

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thach, Kosal

Permit Number: 0034-8936

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thao, Cody

Permit Number: 8250-5698

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thayer, Abigail

Permit Number: 0071-8809

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Theis, Brian

Permit Number: 0034-9070

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thiele, Joshua

Permit Number: 0062-3983

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thigpen, Jacob

Permit Number: 5220-3221

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thom, Derek

Permit Number: 0035-2125

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Anthony

Permit Number: 0030-7372

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Antoine

Permit Number: 0079-9173

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Brittany

Permit Number: 2564-3887

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8154 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Camden

Permit Number: 0077-2985

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

01/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Charles

Permit Number: 0034-9320

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Christopher

Permit Number: 0005-9895

School Date Instrument Effective Expiration

09/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2020 09/08/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Daniel

Permit Number: 0005-9446

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Diane

Permit Number: 1166-8281

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Jacob

Permit Number: 4036-6914

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Jeffrey

Permit Number: 1765-2624

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Jerry

Permit Number: 0034-9609

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Jonathan

Permit Number: 0063-5420

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Joseph

Permit Number: 0063-5419

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Joseph

Permit Number: 0072-7685

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Joshua

Permit Number: 0062-3984

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Joshua

Permit Number: 0068-8032

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Kamron

Permit Number: 2363-8761

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Kevin

Permit Number: 0034-9687

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Kyle

Permit Number: 0063-5417

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Matthew

Permit Number: 0070-9335

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Michael

Permit Number: 0007-8284

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

07/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Michael

Permit Number: 0072-0560

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Ronnie

Permit Number: 0019-8905

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Ryan

Permit Number: 0063-5416

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Todd

Permit Number: 1067-4338

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Travis

Permit Number: 0034-3633

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thomas, Travis

Permit Number: 0063-5418

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Aaron

Permit Number: 0059-5460

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Angela

Permit Number: 1504-1822

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8180 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Blake

Permit Number: 9248-1419

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8181 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Bradley

Permit Number: 1040-7714

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8182 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Brittany

Permit Number: 2424-0864

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8183 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Bryan

Permit Number: 0063-5422

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8184 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Bryan

Permit Number: 0084-1527

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8185 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Chase

Permit Number: 5408-2540

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8186 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Christopher

Permit Number: 0010-8441

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8187 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Christopher

Permit Number: 0035-0552

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8188 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Christopher

Permit Number: 0035-2561

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8189 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Corey

Permit Number: 0035-0585

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

07/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8190 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, David

Permit Number: 5975-3173

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

01/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8191 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Haley

Permit Number: 6564-6172

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8192 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jacob

Permit Number: 7263-8099

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8193 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jake

Permit Number: 8662-4628

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8194 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jared

Permit Number: 0065-1194

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8195 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jason

Permit Number: 0007-8334

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8196 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jeffrey

Permit Number: 0035-0775

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8197 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Jeremy

Permit Number: 4371-5811

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8198 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, John

Permit Number: 0079-3218

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8199 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Kalyssa

Permit Number: 4169-7810

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8200 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Kimberly

Permit Number: 0005-9667

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8201 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Perry

Permit Number: 0061-0994

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8202 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Stuart

Permit Number: 0063-5421

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8203 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Thomas

Permit Number: 8691-3400

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8204 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thompson, Tyler

Permit Number: 0063-7748

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8205 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thornburg, Johnny

Permit Number: 0035-1488

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thornton, Kelvin

Permit Number: 0005-9393

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8207 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thornton, Phillip

Permit Number: 0035-1601

School Date Instrument Effective Expiration

07/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/17/2020 07/17/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8208 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thorpe, Dexter

Permit Number: 0068-8033

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8209 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thorpe, Jack

Permit Number: 0035-1649

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Threatt, Clarence

Permit Number: 0024-7794

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8211 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Throneburg, Jeffrey

Permit Number: 5401-3001

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8212 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thueme, Michael

Permit Number: 0011-5208

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8213 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thurston, Brittany

Permit Number: 0102-3695

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8214 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Thurston, Hunter

Permit Number: 5365-2095

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8215 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tiberio, Shane

Permit Number: 4711-7151

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8216 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tice, Blake

Permit Number: 7588-2290

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8217 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tichenor, Robert

Permit Number: 0063-6886

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8218 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tierney, Patrick

Permit Number: 5265-9700

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8219 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tighe, Karlie

Permit Number: 0092-1865

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8220 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tignor, Casey

Permit Number: 0034-3169

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8221 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tilley, Allison

Permit Number: 0059-7020

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8222 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tilley, Matthew

Permit Number: 3889-1432

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8223 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tillman, Kasain

Permit Number: 0068-5911

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8224 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tillman, Seth

Permit Number: 2919-8935

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8225 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tillotson, Daniel

Permit Number: 0009-9233

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8226 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tillotson, Stephen

Permit Number: 0035-4275

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8227 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tilson, Tyler

Permit Number: 8455-4075

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8228 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tinch, Duane

Permit Number: 6726-7286

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8229 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tingen, Glenn

Permit Number: 8867-0147

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8230 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tinkle, Justin

Permit Number: 2248-8462

School Date Instrument Effective Expiration

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8231 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tinoco, John

Permit Number: 6728-2430

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8232 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tinoco, Marianna

Permit Number: 5667-4435

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8233 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tinoco, Sable

Permit Number: 0091-5094

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

07/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2021 07/13/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8234 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tippett, David

Permit Number: 0065-1802

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8235 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tipton, Brandon

Permit Number: 0040-2289

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8236 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tipton, Hayley

Permit Number: 0084-9151

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8237 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tipton, Kaleb

Permit Number: 0084-8635

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8238 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tivnan, Paul

Permit Number: 0084-1533

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

04/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8239 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toby, Derrick

Permit Number: 1121-8671

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8240 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Alexandria

Permit Number: 0081-2715

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8241 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Hunter

Permit Number: 0071-2174

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8242 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Jamere

Permit Number: 0024-8959

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8243 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Richard

Permit Number: 0035-4762

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8244 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Shane

Permit Number: 0035-4789

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 06/08/2022

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8245 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Todd, Tonya

Permit Number: 8670-2702

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8246 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toellen, Michael

Permit Number: 0030-8035

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8247 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tolbert, Calvin

Permit Number: 0011-9904

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8248 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tolbert, Jacob

Permit Number: 3135-1274

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8249 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tolbert, Langston

Permit Number: 0012-1121

School Date Instrument Effective Expiration

02/21/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8250 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toler, Robert

Permit Number: 4073-4780

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8251 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tollefsrud, Daniel

Permit Number: 0020-4568

School Date Instrument Effective Expiration

06/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2020 06/02/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8252 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tolley, Jonathan

Permit Number: 0084-4993

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8253 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toms, Dakota

Permit Number: 0061-7498

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/08/2021 02/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8254 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toombs, Amber

Permit Number: 0079-9174

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8255 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Toral, Denise

Permit Number: 9281-2535

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8256 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres Hernandez, Luis

Permit Number: 0056-4215

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8257 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Adam

Permit Number: 0024-3016

School Date Instrument Effective Expiration

01/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/26/2021 01/26/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8258 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Alexander

Permit Number: 0069-1321

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8259 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Andrew

Permit Number: 0070-0006

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8260 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Christina

Permit Number: 0066-2663

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8261 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Erik

Permit Number: 0071-7352

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8262 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Gerald

Permit Number: 0011-0646

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8263 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Jason

Permit Number: 0071-2547

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8264 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Jennifer

Permit Number: 0057-9511

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8265 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torres, Miguel

Permit Number: 0066-0339

School Date Instrument Effective Expiration

12/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2020 12/02/2022

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8266 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Torruella, Logan

Permit Number: 7666-0143

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8267 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tovar, Alejandro

Permit Number: 0490-2635

School Date Instrument Effective Expiration

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8268 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Towery, Chad

Permit Number: 0035-5630

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8269 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Towle, Francis

Permit Number: 0006-0598

School Date Instrument Effective Expiration

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8270 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Townsend, Randall

Permit Number: 0035-5800

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8271 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Townsend, William

Permit Number: 0035-5832

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8272 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tozer, Jennifer

Permit Number: 4745-7222

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8273 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trammel, Robert

Permit Number: 9963-9795

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trantham, Matthew

Permit Number: 0035-6197

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

05/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trantham, Taylor

Permit Number: 0006-3121

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8276 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tran-Thompson, Ryan

Permit Number: 0057-5815

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8277 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Travis, Aaron

Permit Number: 3414-5103

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8278 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Travis, Brandon

Permit Number: 0063-3114

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8279 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Travis, Keith

Permit Number: 0035-6265

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

10/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8280 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Treece, Jacob

Permit Number: 3114-3030

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8281 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Treichler, William

Permit Number: 0075-9485

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8282 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trent, Kyle

Permit Number: 1248-6523

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8283 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trent, Zayne

Permit Number: 0065-7535

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8284 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trenum, Braxton

Permit Number: 8389-6132

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8285 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trenz, Alexander

Permit Number: 6291-7271

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8286 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trevathan, Michael

Permit Number: 0035-6395

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8287 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trexler, Lamech

Permit Number: 0010-9996

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8288 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trinidad, Areli

Permit Number: 0043-8609

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

08/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8289 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Triolo, Peter

Permit Number: 0056-5630

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8290 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Triplett, Christian

Permit Number: 4481-8878

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8291 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tripp, Curtis

Permit Number: 0035-6534

School Date Instrument Effective Expiration

06/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/12/2020 06/12/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8292 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tripp, Derek

Permit Number: 0071-9156

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8293 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tripp, William

Permit Number: 0076-4773

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

01/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8294 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tritt, Morrow

Permit Number: 9226-8983

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8295 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trivette, Darrell

Permit Number: 0005-9157

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8296 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trivette, Madelyn

Permit Number: 7611-7269

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8297 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trogdon, Jason

Permit Number: 0102-7955

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

05/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8298 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trombley, Ronald

Permit Number: 0011-4441

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8299 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trouille, Corey

Permit Number: 0035-7045

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8300 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Troupe, Brian

Permit Number: 0626-5935

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8301 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Troutman, Kenneth

Permit Number: 0034-2579

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8302 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trudeau, John

Permit Number: 4341-0901

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8303 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trudelle, Jacob

Permit Number: 7574-3312

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8304 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trueblood, Fred

Permit Number: 0012-0397

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8305 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Truelove, Samuel

Permit Number: 0477-6035

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8306 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trull, Brittany

Permit Number: 9321-4304

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8307 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trull, Joshua

Permit Number: 0056-1865

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8308 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trump, Dominic

Permit Number: 7893-6307

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8309 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Trzeciak, Sebastian

Permit Number: 9168-6881

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8310 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tschorn, Keith

Permit Number: 0102-3072

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

06/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/22/2021 06/22/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8311 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tubbs, Donald

Permit Number: 0063-5424

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8312 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Brittany

Permit Number: 0011-9064

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

08/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8313 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Brittany

Permit Number: 0097-3223

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8314 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Byron

Permit Number: 0023-8441

School Date Instrument Effective Expiration

10/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2020 10/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8315 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Daniel

Permit Number: 0075-7559

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8316 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Daniel

Permit Number: 2000-1586

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8317 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Kirsten

Permit Number: 7633-8027

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8318 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Mark

Permit Number: 0042-4738

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8319 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tucker, Tyler

Permit Number: 0063-5423

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8320 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tuckler, Leevan

Permit Number: 0063-5425

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8321 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tuckler, Skyler

Permit Number: 7934-6168

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8322 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tulbert, Joshua

Permit Number: 0005-9318

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8323 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tull, James

Permit Number: 9063-4939

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8324 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tumbaco, Fabian

Permit Number: 0838-6593

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8325 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tupper, Glenn

Permit Number: 0061-3020

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8326 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turbitt, Noah

Permit Number: 5821-3144

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8327 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turbyfill, Casey

Permit Number: 0064-6327

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8328 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turbyfill, Shawn

Permit Number: 0035-8273

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8329 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turk, Shaelyn

Permit Number: 0218-0877

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8330 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turman, Stephen

Permit Number: 0062-6647

School Date Instrument Effective Expiration

10/11/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8331 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Brandon

Permit Number: 0035-8469

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

08/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8332 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Brandon

Permit Number: 2396-7023

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8333 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Caleb

Permit Number: 7598-1714

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8334 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Daniel

Permit Number: 0024-1808

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

08/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8335 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, David

Permit Number: 0035-8511

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8336 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Justin

Permit Number: 4799-2917

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8337 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Logan

Permit Number: 6555-3936

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8338 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turner, Sherwood

Permit Number: 0006-2664

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8339 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turney, Justin

Permit Number: 0035-9004

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8340 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Turney, Marshall

Permit Number: 0035-9831

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8341 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tursi, Robert

Permit Number: 6725-2073

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8342 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tuttle, Jacob

Permit Number: 0059-0873

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8343 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tuttle, Robert

Permit Number: 0011-4383

School Date Instrument Effective Expiration

02/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8344 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tweedie, Matthew

Permit Number: 3873-8577

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8345 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tweedy, Kasandra

Permit Number: 0369-9103

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8346 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Twigger, Matthew

Permit Number: 9750-4417

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/19/2021 02/19/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8347 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Twomey, Kathryn

Permit Number: 0030-7918

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8348 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyler, Brent

Permit Number: 0011-9600

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8349 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyler, John

Permit Number: 3371-6104

School Date Instrument Effective Expiration

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8350 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyndal, Tony

Permit Number: 8930-4507

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8351 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyndall, Angie

Permit Number: 0024-4977

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8352 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyndall, David

Permit Number: 0024-7432

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8353 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyndall, Scott

Permit Number: 0035-9573

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8354 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tysinger, James

Permit Number: 0690-5474

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8355 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyson, Justin

Permit Number: 0010-9998

School Date Instrument Effective Expiration

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8356 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Tyson, Treva

Permit Number: 4337-1407

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8357 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Uhlfelder, Kenneth

Permit Number: 2395-2819

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8358 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ulrick, George

Permit Number: 4869-5040

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

10/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8359 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Umphlet, Jennifer

Permit Number: 9182-0650

School Date Instrument Effective Expiration

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8360 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Umphlett, Carleton

Permit Number: 0011-2352

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

05/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8361 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Umphress, Bryce

Permit Number: 0035-9889

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8362 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Underwood, Evan

Permit Number: 0061-3022

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8363 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Underwood, Kyle

Permit Number: 0011-5773

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8364 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Underwood, Russell

Permit Number: 0038-3005

School Date Instrument Effective Expiration

02/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8365 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Upchurch, Jack

Permit Number: 0024-6267

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/05/2021 04/05/2023

02/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8366 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Upson, David

Permit Number: 0011-1823

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8367 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Upton, Samuel

Permit Number: 0084-9154

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8368 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Urdaneta, Alexander

Permit Number: 0024-3223

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8369 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Uriarte, Bryan

Permit Number: 2293-9253

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8370 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Uribe, Carlos

Permit Number: 0085-7567

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8371 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Usrey, Henry

Permit Number: 0067-4607

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8372 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Utley, Samuel

Permit Number: 3451-0927

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8373 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Utter, Joseph

Permit Number: 0056-8504

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8374 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vail, Jeremy

Permit Number: 0084-7878

School Date Instrument Effective Expiration

02/07/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8375 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vajanyi, Brandon

Permit Number: 0072-8568

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8376 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Valdez, Estela

Permit Number: 0061-7502

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8377 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Valdibia, Antonio

Permit Number: 0024-2421

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8378 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Valencia, Jose

Permit Number: 2494-0371

School Date Instrument Effective Expiration

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8379 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Valenti, Veronica

Permit Number: 0085-6095

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8380 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Valverde, Alejandro

Permit Number: 0070-3575

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8381 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van  Essendelft, Greg

Permit Number: 9063-2542

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8382 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van Althuis, Kerry

Permit Number: 3718-6150

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/23/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8383 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van Althuis, Kyle

Permit Number: 0011-8843

School Date Instrument Effective Expiration

06/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/18/2020 06/18/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8384 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van Deventer, Amy

Permit Number: 5570-1166

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8385 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van Horn, Jenna

Permit Number: 0075-1454

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8386 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Van Lenten, William

Permit Number: 0011-3728

School Date Instrument Effective Expiration

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8387 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vance, Marcus

Permit Number: 0056-4122

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8388 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vander Day, Tamara

Permit Number: 0056-3157

School Date Instrument Effective Expiration

12/19/2019 Intoximeters, Model Intox EC/IR II 12/19/2019 12/19/2021

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8389 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanderDrift, Johnathan

Permit Number: 9402-0540

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8390 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanDyke, Thomas

Permit Number: 0072-5947

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8391 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vang, Allen

Permit Number: 4844-8047

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8392 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vang, Sheelone

Permit Number: 0096-2480

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8393 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanHalen, Christopher

Permit Number: 0072-4292

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8394 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanLew, David

Permit Number: 8064-9347

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8395 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanLue, Ryan

Permit Number: 1858-9319

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8396 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vann, Edward

Permit Number: 0011-0328

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8397 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanOsdal, Greyson

Permit Number: 2277-0242

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8398 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vanover, Nathan

Permit Number: 0036-1060

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8399 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanPelt, Steven

Permit Number: 0100-5654

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8400 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: VanSkiver, Joseph

Permit Number: 4782-3747

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8401 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vanzant, Ezekiel

Permit Number: 0056-3672

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8402 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vargas, Hector

Permit Number: 0011-8844

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8403 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varn, Robert

Permit Number: 0011-3317

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8404 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varnell, Bryon

Permit Number: 0036-1210

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

01/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8405 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varnell, William

Permit Number: 3458-9627

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8406 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varner, Dustin

Permit Number: 3447-8826

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varner, Kenneth

Permit Number: 0007-8680

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8408 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Varney, Nathan

Permit Number: 0061-3025

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8409 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vasquez, Gabriel

Permit Number: 6322-4758

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8410 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vasquez, Melvin

Permit Number: 0056-6819

School Date Instrument Effective Expiration

08/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8411 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vasquez, Ryan

Permit Number: 0091-3423

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8412 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vass, Nathan

Permit Number: 2936-6901

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8413 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Amy

Permit Number: 0036-1368

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Charles

Permit Number: 0756-0459

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

09/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Jamie

Permit Number: 2381-7365

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Jessica

Permit Number: 4006-2971

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Leslie

Permit Number: 0095-7272

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughan, Wayne

Permit Number: 0036-1505

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

12/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, Bobby

Permit Number: 0011-3014

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, Candace

Permit Number: 0054-2548

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

01/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, Cody

Permit Number: 0057-1113

School Date Instrument Effective Expiration

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, Nathan

Permit Number: 0102-0895

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

11/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, Stephen

Permit Number: 0061-3027

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaughn, William

Permit Number: 0061-3026

School Date Instrument Effective Expiration

01/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/12/2021 01/12/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaught, Michael

Permit Number: 0061-9311

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vause, Justin

Permit Number: 0056-1870

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

04/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vause, Micheal

Permit Number: 0009-9234

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vaziri, Amirabbas

Permit Number: 0057-0429

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Veeney, Delonta

Permit Number: 5990-3287

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vela, Christopher

Permit Number: 7977-1988

School Date Instrument Effective Expiration

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velasco, Alicia

Permit Number: 0068-0907

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

12/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/07/2021 12/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velazquez, Erasmo

Permit Number: 0036-1742

School Date Instrument Effective Expiration

12/06/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

12/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velazquez-Garcia, Juan

Permit Number: 4662-8750

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velez, Amanda

Permit Number: 0072-1752

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velez, Justin

Permit Number: 9642-4079

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Velez, Luis

Permit Number: 4053-0596

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Veling, Paul

Permit Number: 0006-2740

School Date Instrument Effective Expiration

10/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2020 10/15/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Venable, Scott

Permit Number: 0065-1037

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Venant, Jean

Permit Number: 0360-4900

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Venant, Louis

Permit Number: 1169-0657

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Venanzi, Richard

Permit Number: 0079-1973

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ventiere, Michael

Permit Number: 7249-1110

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vera, Ramiro

Permit Number: 0652-9017

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vertefeuille, Deborah

Permit Number: 0069-8372

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Verville, Lucas

Permit Number: 2030-6201

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vesce, Thomas

Permit Number: 0071-9157

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vespasian, William

Permit Number: 0061-3028

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Viana, Kevin

Permit Number: 0009-0356

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vibert, Thomas

Permit Number: 0035-2987

School Date Instrument Effective Expiration

01/24/2020 Intoximeters, Model Intox EC/IR II 01/24/2020 01/24/2022

01/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vick, Brandon

Permit Number: 0061-3030

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

10/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2021 10/14/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vidal, Kyle

Permit Number: 9255-3276

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vido, Michael

Permit Number: 7228-9668

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Villagomez, Lincoln

Permit Number: 4189-5934

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Villalobos, Antonio

Permit Number: 0036-2318

School Date Instrument Effective Expiration

12/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/15/2020 12/15/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Villegas, Juan

Permit Number: 2788-8633

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Villeneuve, Anthony

Permit Number: 6092-8275

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Villines, Christopher

Permit Number: 0068-9749

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vincent, Kevin

Permit Number: 4642-0269

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vincent, Troy

Permit Number: 0019-8085

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vindich, Jason

Permit Number: 0036-2415

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vinson, Verlin

Permit Number: 0036-2570

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Violett, Thomas

Permit Number: 0086-1302

School Date Instrument Effective Expiration

03/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/31/2021 03/31/2023

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Viverette, Roy

Permit Number: 4019-4100

School Date Instrument Effective Expiration

04/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/22/2021 04/22/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8464 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vogel, Daniel

Permit Number: 0011-8845

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Voliva, Aliki

Permit Number: 0023-8741

School Date Instrument Effective Expiration

11/06/2019 Intoximeters, Model Intox EC/IR II 11/06/2019 11/06/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vonbargen, Garrett

Permit Number: 4713-2409

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vonbargen, Jenell

Permit Number: 0101-1671

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Voncannon, Charles

Permit Number: 0019-9175

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Voorhees, Thomas

Permit Number: 0056-1873

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vos, Michael

Permit Number: 0078-0035

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8471 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vucinovic, Brent

Permit Number: 0019-8207

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8472 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vue, Tou

Permit Number: 0011-6325

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8473 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Vuolo, Jamison

Permit Number: 0078-6850

School Date Instrument Effective Expiration

06/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/30/2021 06/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8474 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wade, Carrie

Permit Number: 0024-4823

School Date Instrument Effective Expiration

09/29/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/29/2020 09/29/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8475 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wade, Christopher

Permit Number: 0061-3905

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8476 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wade, Glenn

Permit Number: 0061-7504

School Date Instrument Effective Expiration

01/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/14/2021 01/14/2023

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8477 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wade, Nicholas

Permit Number: 0006-0093

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/26/2021 04/26/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8478 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wade, William

Permit Number: 0030-6635

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

08/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8479 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wadsworth, Timothy

Permit Number: 0030-6638

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

08/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8480 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, Brandon

Permit Number: 0009-1830

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8481 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, James

Permit Number: 7956-2516

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8482 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, Jason

Permit Number: 0028-2194

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8483 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, John

Permit Number: 0030-6640

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8484 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, Kerry

Permit Number: 0030-6642

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8485 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagner, Lindsay

Permit Number: 6636-9928

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

10/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8486 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagnon, Zachary

Permit Number: 9806-1674

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8487 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagoner, Dylon

Permit Number: 0024-6268

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8488 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wagstaff, John

Permit Number: 2649-0207

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8489 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wainright, Kolby

Permit Number: 1380-5339

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8490 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wainwright, Ashley

Permit Number: 0084-3317

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

05/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8491 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wakefield, Daniel

Permit Number: 0061-3906

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8492 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walcott, Malcolm

Permit Number: 0011-3696

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8493 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walden, David

Permit Number: 0030-6653

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8494 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walden, Jessica

Permit Number: 0857-8542

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8495 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walden, William

Permit Number: 0030-6652

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8496 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waldrop, Justin

Permit Number: 0061-3907

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8497 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waldrop, Kurtis

Permit Number: 0090-8171

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8498 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Aaron

Permit Number: 0056-0630

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8499 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Ashlee

Permit Number: 0058-9490

School Date Instrument Effective Expiration

03/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/30/2021 03/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8500 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Bailey

Permit Number: 9017-9997

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8501 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Bobby

Permit Number: 8832-6666

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8502 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Bradley

Permit Number: 0061-3908

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8503 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Brent

Permit Number: 0068-6255

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8504 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Brian

Permit Number: 0028-2668

School Date Instrument Effective Expiration

12/03/2019 Intoximeters, Model Intox EC/IR II 12/03/2019 12/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8505 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Bryan

Permit Number: 0028-2683

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8506 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Chad

Permit Number: 0030-6667

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8507 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Chad

Permit Number: 0034-3635

School Date Instrument Effective Expiration

07/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2020 07/08/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8508 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Clifton

Permit Number: 6930-4960

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8509 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Cody

Permit Number: 0024-2423

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8510 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Cody

Permit Number: 2832-4371

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8511 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, David

Permit Number: 6180-2161

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8512 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Douglas

Permit Number: 0028-2827

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8513 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Elizabeth

Permit Number: 0072-8988

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8514 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Hunter

Permit Number: 3397-4060

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8515 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Justin

Permit Number: 0006-3480

School Date Instrument Effective Expiration

10/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/21/2020 10/21/2022

06/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8516 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Justin

Permit Number: 8116-0022

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8517 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Michael

Permit Number: 0030-6679

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8518 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Robert

Permit Number: 0030-6712

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8519 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Robert

Permit Number: 0061-1512

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8520 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Ronnie

Permit Number: 0028-3254

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8521 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Russell

Permit Number: 0061-3909

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

10/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8522 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Shane

Permit Number: 8791-1521

School Date Instrument Effective Expiration

02/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8523 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Shannon

Permit Number: 0028-3265

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8524 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walker, Tyler

Permit Number: 9404-4105

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8525 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wall, Kenneth

Permit Number: 4238-5095

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8526 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wall, Marquas

Permit Number: 3383-0407

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8527 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wall, Michael

Permit Number: 0090-5881

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8528 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wall, Sarah

Permit Number: 0090-5866

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8529 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, Bryan

Permit Number: 0092-0830

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8530 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, Jerry

Permit Number: 0055-9409

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8531 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, Kevin

Permit Number: 0028-3836

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2021 11/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8532 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, NaQuandra

Permit Number: 6264-3633

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8533 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, Paul

Permit Number: 0068-3701

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

04/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8534 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallace, William

Permit Number: 0075-3273

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8535 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waller, Brett

Permit Number: 0099-6195

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

08/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8536 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waller, Corey

Permit Number: 0058-8326

School Date Instrument Effective Expiration

09/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/02/2020 09/02/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8537 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wallinger, Phillip

Permit Number: 0056-8908

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8538 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walls, Timothy

Permit Number: 6162-0628

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8539 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walsh, Jacob

Permit Number: 6643-8176

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8540 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walsh, Jordan

Permit Number: 5032-5712

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8541 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walsh, Logan

Permit Number: 8438-2796

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8542 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walsh, Meghan

Permit Number: 4749-7711

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8543 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walston, Dustin

Permit Number: 0030-6831

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8544 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walter, Jerel

Permit Number: 0061-3911

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8545 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walters, Amanda

Permit Number: 0057-6773

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8546 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walters, Andrew

Permit Number: 0059-7646

School Date Instrument Effective Expiration

01/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/22/2021 01/22/2023

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8547 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Walters, Breanna

Permit Number: 9391-4295

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8548 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wanczyk, Bartlomiej

Permit Number: 2115-5530

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8549 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Anthony

Permit Number: 0061-3913

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8550 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Austyn

Permit Number: 6769-3982

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8551 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Christopher

Permit Number: 0011-5308

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8552 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Courtney

Permit Number: 0064-4295

School Date Instrument Effective Expiration

09/20/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8553 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Dillon

Permit Number: 0069-7581

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8554 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, James

Permit Number: 4718-0467

School Date Instrument Effective Expiration

10/10/2019 Intoximeters, Model Intox EC/IR II 10/10/2019 10/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8555 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, John

Permit Number: 0028-5059

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8556 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Joseph

Permit Number: 2285-4870

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8557 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Josey

Permit Number: 8698-1566

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8558 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Katie

Permit Number: 5297-0151

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8559 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Kristopher

Permit Number: 0006-2620

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

07/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8560 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Larry

Permit Number: 0030-6894

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8561 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Marcus

Permit Number: 0028-5180

School Date Instrument Effective Expiration

11/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2020 11/10/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8562 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, McKenzy

Permit Number: 4103-6013

School Date Instrument Effective Expiration

08/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8563 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Rayleon

Permit Number: 0030-7082

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8564 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Richard

Permit Number: 6883-3161

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8565 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Rodney

Permit Number: 0024-2859

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

10/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8566 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ward, Zachery

Permit Number: 7440-2922

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8567 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ware, Jami

Permit Number: 4435-2234

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8568 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warf, Jason

Permit Number: 0058-4430

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8569 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warf, Roger

Permit Number: 0056-8762

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warlick, David

Permit Number: 0102-2082

School Date Instrument Effective Expiration

07/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/24/2020 07/24/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8571 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warner, Christopher

Permit Number: 0019-9506

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warner, George

Permit Number: 0071-4947

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warner, Jamie

Permit Number: 0030-7040

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warner, Kaylyn

Permit Number: 3575-5471

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Brice

Permit Number: 1089-0123

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Chassity

Permit Number: 0056-3193

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Christopher

Permit Number: 9234-8419

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Craig

Permit Number: 0808-5634

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Darryl

Permit Number: 0030-6961

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

08/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Garrett

Permit Number: 0838-2273

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Hannah

Permit Number: 0083-8219

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, James

Permit Number: 0028-5904

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

08/31/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/31/2021 08/31/2023

06/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Jeremy

Permit Number: 0030-7094

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Kenneth

Permit Number: 0007-9023

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Mark

Permit Number: 1751-4360

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warren, Millard

Permit Number: 0084-1551

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

03/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Warters, Justin

Permit Number: 0018-0489

School Date Instrument Effective Expiration

02/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/15/2021 02/15/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washam, Jeffrey

Permit Number: 0095-6032

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washburn, Amy

Permit Number: 0080-4565

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washburn, Travis

Permit Number: 0061-3915

School Date Instrument Effective Expiration

05/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/07/2021 05/07/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Deborah

Permit Number: 0030-7157

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Dharuba

Permit Number: 2761-1249

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Jamie

Permit Number: 0084-5777

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Michael

Permit Number: 5717-7974

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Reco

Permit Number: 0030-7159

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Washington, Ronald

Permit Number: 0072-0562

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wasinger, Antoinette

Permit Number: 0085-1749

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wasowski, Zachary

Permit Number: 9664-7667

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waterman, Donald

Permit Number: 1479-5231

School Date Instrument Effective Expiration

12/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waters, Avery

Permit Number: 4440-1993

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waters, Jonathan

Permit Number: 0028-6640

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waters, Kaley

Permit Number: 5386-2407

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waters, Linwood

Permit Number: 0252-2661

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Alicia

Permit Number: 0149-1203

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Anthony

Permit Number: 0011-8683

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8606 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Cory

Permit Number: 7175-5563

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Edmund

Permit Number: 0028-6981

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Gary

Permit Number: 0030-7168

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Matthew

Permit Number: 0011-3101

School Date Instrument Effective Expiration

07/12/2019 Intoximeters, Model Intox EC/IR II 07/12/2019 07/12/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watkins, Matthew

Permit Number: 0030-7172

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Aaron

Permit Number: 6929-8112

School Date Instrument Effective Expiration

05/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/20/2021 05/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Brett

Permit Number: 0028-7321

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Brody

Permit Number: 7873-7036

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Byron

Permit Number: 0068-9729

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Daniel

Permit Number: 0562-7258

School Date Instrument Effective Expiration

02/14/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8616 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Eric

Permit Number: 0058-2386

School Date Instrument Effective Expiration

10/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2020 10/12/2022

09/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Jennifer

Permit Number: 0072-3043

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Jonathan

Permit Number: 0030-7179

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

07/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Joshua

Permit Number: 0028-7466

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

09/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Matthew

Permit Number: 0030-7181

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8621 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Michael

Permit Number: 0030-7182

School Date Instrument Effective Expiration

03/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/08/2021 03/08/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8622 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Noah

Permit Number: 7609-8253

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8623 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Sean

Permit Number: 0030-7186

School Date Instrument Effective Expiration

06/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/16/2020 06/16/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8624 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watson, Stephen

Permit Number: 0102-3101

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8625 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watt, Kevin

Permit Number: 0087-2108

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8626 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Alexander

Permit Number: 1913-5845

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8627 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Bryan

Permit Number: 1246-1565

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8628 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Christian

Permit Number: 5499-0864

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8629 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Latasha

Permit Number: 0067-1439

School Date Instrument Effective Expiration

11/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/23/2020 11/23/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8630 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Matthew

Permit Number: 0009-1213

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8631 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Michael

Permit Number: 0057-8319

School Date Instrument Effective Expiration

06/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/23/2021 06/23/2023

04/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8632 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Watts, Tyler

Permit Number: 6598-7683

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8633 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Waycaster, Andrew

Permit Number: 0028-8005

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wayne, Jamie

Permit Number: 0061-3916

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weatherington, Amy

Permit Number: 0102-4115

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weatherman, Amanda

Permit Number: 0035-3095

School Date Instrument Effective Expiration

08/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2020 08/18/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weatherman, Jeffery

Permit Number: 0030-7238

School Date Instrument Effective Expiration

06/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/09/2020 06/09/2022

05/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weatherman, Jordan

Permit Number: 0024-6269

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weathers, Dakota

Permit Number: 0071-0672

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weathers, John

Permit Number: 0007-9153

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weathers, Trenten

Permit Number: 5702-2477

School Date Instrument Effective Expiration

02/20/2020 Intoximeters, Model Intox EC/IR II 02/20/2020 02/20/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8642 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weathersby, Antwan

Permit Number: 0100-4978

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8643 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, Alex

Permit Number: 0082-3669

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, Brittany

Permit Number: 0065-1781

School Date Instrument Effective Expiration

08/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2020 08/04/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, Donald

Permit Number: 0028-8414

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, Jeremy

Permit Number: 7038-2663

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, Michael

Permit Number: 0028-8613

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8648 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, William

Permit Number: 1293-7250

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weaver, William

Permit Number: 7987-2331

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8650 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Webb, Andrew

Permit Number: 9093-8088

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

11/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8651 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Webb, Mark

Permit Number: 0058-5166

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8652 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Webb, Melissa

Permit Number: 9752-6411

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weber, Christopher

Permit Number: 9076-8735

School Date Instrument Effective Expiration

02/10/2020 Intoximeters, Model Intox EC/IR II 02/14/2020 02/14/2022

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Webster, Jeremy

Permit Number: 6068-4316

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weddle, Michael

Permit Number: 0082-3123

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8656 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weeks, Daniel

Permit Number: 0102-9161

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8657 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weeks, Evan

Permit Number: 5883-7871

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8658 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weeks, Kevin

Permit Number: 0028-9409

School Date Instrument Effective Expiration

09/04/2019 Intoximeters, Model Intox EC/IR II 09/04/2019 09/04/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8659 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weeks, Stephen

Permit Number: 4655-1285

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

01/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weeter, Brianna

Permit Number: 0539-1908

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weicker, Jesse

Permit Number: 1742-1896

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

07/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weiland, Joshua

Permit Number: 6706-0647

School Date Instrument Effective Expiration

08/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/20/2021 08/20/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weinstein, Matthew

Permit Number: 3394-9256

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

11/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8664 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weis, Jason

Permit Number: 0024-6113

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weis, Zachary

Permit Number: 1477-7761

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weisensel, Emily

Permit Number: 4224-4301

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weisner, Dylan

Permit Number: 5579-7999

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weissinger, Jason

Permit Number: 0028-9624

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8669 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welborn Moore, Emma

Permit Number: 9988-3228

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/12/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8670 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welborn, Jonathan

Permit Number: 0024-2955

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8671 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welborn, Taylor

Permit Number: 0073-8346

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/15/2021 11/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8672 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welch, Brandon

Permit Number: 0061-2806

School Date Instrument Effective Expiration

12/05/2019 Intoximeters, Model Intox EC/IR II 12/05/2019 12/05/2021

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8673 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welch, Donovan

Permit Number: 0073-0454

School Date Instrument Effective Expiration

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8674 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welch, Matthew

Permit Number: 0006-4209

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8675 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Welch, Timothy

Permit Number: 0028-9986

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8676 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Weldon, William

Permit Number: 0029-0049

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8677 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wellendorf, Amanda

Permit Number: 0073-1634

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

09/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8678 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Bradley

Permit Number: 8437-1553

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8679 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Christopher

Permit Number: 5676-0789

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8680 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Curtis

Permit Number: 0029-0122

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/11/2021 10/11/2023

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8681 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Derrick

Permit Number: 0939-8503

School Date Instrument Effective Expiration

04/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/21/2021 04/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8682 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Dustin

Permit Number: 0034-3316

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8683 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Jimmy

Permit Number: 0019-9178

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8684 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Logan

Permit Number: 7533-1666

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8685 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Megan

Permit Number: 7085-9046

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8686 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Nathaniel

Permit Number: 0062-0693

School Date Instrument Effective Expiration

08/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2020 08/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8687 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Scott

Permit Number: 7400-9459

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8688 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Terry

Permit Number: 0090-8142

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8689 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wells, Timothy

Permit Number: 0029-0295

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8690 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wendler, Erick

Permit Number: 0079-9179

School Date Instrument Effective Expiration

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8691 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wendt, Jeremy

Permit Number: 0063-2710

School Date Instrument Effective Expiration

04/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/13/2021 04/13/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8692 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wentz, Samuel

Permit Number: 3576-6405

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

07/26/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8693 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wentz, Scott

Permit Number: 0069-1322

School Date Instrument Effective Expiration

03/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/17/2021 03/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8694 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wescott, Brennan

Permit Number: 0084-5061

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8695 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wescott, Kevin

Permit Number: 0030-7473

School Date Instrument Effective Expiration

03/11/2020 Intoximeters, Model Intox EC/IR II 03/11/2020 03/11/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8696 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wessman, Steven

Permit Number: 9455-4941

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8697 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Amber

Permit Number: 7242-3283

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8698 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Benjamin

Permit Number: 0030-7475

School Date Instrument Effective Expiration

09/24/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2020 09/24/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8699 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Clay

Permit Number: 5463-4153

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8700 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Dalton

Permit Number: 0056-7967

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8701 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Dylan

Permit Number: 4162-0293

School Date Instrument Effective Expiration

03/02/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8702 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, James

Permit Number: 0072-0802

School Date Instrument Effective Expiration

06/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2020 06/03/2022

04/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8703 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Jason

Permit Number: 0086-7367

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8704 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Jonathan

Permit Number: 0058-2541

School Date Instrument Effective Expiration

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8705 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Justin

Permit Number: 0084-5019

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8706 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Richard

Permit Number: 0056-3674

School Date Instrument Effective Expiration

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8707 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Richard

Permit Number: 0060-2434

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8708 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Rodney

Permit Number: 0030-7481

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8709 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: West, Zachary

Permit Number: 0091-5116

School Date Instrument Effective Expiration

08/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/12/2020 08/12/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8710 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westbrook, Christopher

Permit Number: 0066-2672

School Date Instrument Effective Expiration

10/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2020 10/06/2022

12/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8711 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wester, Justin

Permit Number: 7217-0661

School Date Instrument Effective Expiration

12/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/22/2020 12/22/2022

11/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8712 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westfall, Jonathan

Permit Number: 6561-0158

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8713 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westmoreland, Andrew

Permit Number: 0061-2807

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

10/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/12/2021 10/12/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8714 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westmoreland, Reece

Permit Number: 3719-3861

School Date Instrument Effective Expiration

08/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8715 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westover, Kristopher

Permit Number: 0030-7487

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8716 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Westphal, Maria

Permit Number: 9209-9804

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8717 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wetherington, Thomas

Permit Number: 0006-2294

School Date Instrument Effective Expiration

12/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/23/2020 12/23/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8718 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whaley, Keith

Permit Number: 0030-7573

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8719 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whalley, George

Permit Number: 0082-0935

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8720 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whanger, Ryan

Permit Number: 9053-9853

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

01/04/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8721 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whatley, David

Permit Number: 7026-8400

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8722 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whealton, Dewayne

Permit Number: 0034-7859

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8723 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheat, Corey

Permit Number: 3276-6735

School Date Instrument Effective Expiration

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8724 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheat, William

Permit Number: 6782-8290

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8725 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeland, Nicholas

Permit Number: 0029-1464

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8726 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheelbarger, Jason

Permit Number: 0066-6362

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8727 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, Brendon

Permit Number: 2677-6079

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8728 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, Brian

Permit Number: 0030-7576

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8729 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, James

Permit Number: 0069-0184

School Date Instrument Effective Expiration

09/19/2019 Intoximeters, Model Intox EC/IR II 09/19/2019 09/19/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8730 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, Joey

Permit Number: 0029-1530

School Date Instrument Effective Expiration

01/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/07/2021 01/07/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8731 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, Lance

Permit Number: 9798-4055

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8732 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, Michael

Permit Number: 9070-8254

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8733 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, TyRicho

Permit Number: 7753-0853

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8734 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, William

Permit Number: 0061-2808

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

04/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/14/2021 04/14/2023

04/21/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8735 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wheeler, William

Permit Number: 0095-1631

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

07/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2021 07/21/2023

06/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8736 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whetstone, Clinton

Permit Number: 0073-0456

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

05/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8737 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whichard, Christopher

Permit Number: 0030-7641

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8738 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whidbee, Jocelyn

Permit Number: 3079-1242

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8739 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whisnant, Tyndall

Permit Number: 0102-7960

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

11/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2021 11/09/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8740 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitaker, Brian

Permit Number: 0011-4444

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8741 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitaker, Damian

Permit Number: 0332-1181

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

08/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2021 08/05/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8742 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitaker, Joseph

Permit Number: 0030-7668

School Date Instrument Effective Expiration

06/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/05/2020 06/05/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8743 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitaker, Leslie

Permit Number: 0030-7670

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8744 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Benjamin

Permit Number: 0058-0983

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

08/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/19/2021 08/19/2023

07/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8745 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Billy

Permit Number: 0038-2931

School Date Instrument Effective Expiration

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8746 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Brady

Permit Number: 0061-2809

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8747 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Brady

Permit Number: 4476-5538

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8748 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Brian

Permit Number: 8004-0582

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8749 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Christopher

Permit Number: 0060-1506

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8750 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Christopher

Permit Number: 0061-2810

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8751 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Christopher

Permit Number: 1681-4960

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8752 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Clark

Permit Number: 0030-6524

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8753 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Clifford

Permit Number: 0030-7676

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/05/2019 08/05/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8754 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, David

Permit Number: 0029-2294

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8755 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Gary

Permit Number: 0061-2813

School Date Instrument Effective Expiration

07/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/06/2020 07/06/2022

04/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8756 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Heath

Permit Number: 0057-6267

School Date Instrument Effective Expiration

02/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/09/2021 02/09/2023

03/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8757 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Heath

Permit Number: 0087-2112

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8758 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Hunter

Permit Number: 4225-3561

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Jacob

Permit Number: 0095-2550

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, James

Permit Number: 0068-9750

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

09/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2021 09/15/2023

08/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Jarret

Permit Number: 9351-1545

School Date Instrument Effective Expiration

07/14/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2021 07/14/2023

05/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8762 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Jason

Permit Number: 0029-2433

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8763 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Jeffrey

Permit Number: 0092-3064

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8764 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, John

Permit Number: 0102-9166

School Date Instrument Effective Expiration

09/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2020 09/10/2022

06/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8765 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Joshua

Permit Number: 1881-0400

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8766 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Justin

Permit Number: 1452-9146

School Date Instrument Effective Expiration

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8767 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Kenneth

Permit Number: 4213-2647

School Date Instrument Effective Expiration

09/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/03/2020 09/03/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8768 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Kevin

Permit Number: 0061-2814

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8769 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Kyle

Permit Number: 6508-7600

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8770 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Matthew

Permit Number: 0030-7687

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

05/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8771 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Nathan

Permit Number: 0061-2812

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

02/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8772 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Nick

Permit Number: 0061-2811

School Date Instrument Effective Expiration

10/08/2019 Intoximeters, Model Intox EC/IR II 10/08/2019 10/08/2021

08/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/04/2021 08/04/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8773 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Richard

Permit Number: 0030-7689

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8774 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Robert

Permit Number: 0060-5570

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8775 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Robert

Permit Number: 6212-0651

School Date Instrument Effective Expiration

01/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/06/2021 01/06/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8776 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Stephen

Permit Number: 0029-2824

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

05/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8777 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Stephen

Permit Number: 0030-7692

School Date Instrument Effective Expiration

09/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2020 09/01/2022

05/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8778 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: White, Tyrell

Permit Number: 0074-8546

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/17/2020 02/17/2022

01/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8779 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whited, Joshua

Permit Number: 0922-5058

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8780 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitehead, Kyle

Permit Number: 7350-7588

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8781 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitehead, Ricky

Permit Number: 2602-6915

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8782 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitehurst, Matthew

Permit Number: 4901-1663

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8783 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitehurst, Megan

Permit Number: 7893-5681

School Date Instrument Effective Expiration

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8784 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitfield, Michael

Permit Number: 0102-8021

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

10/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2021 10/07/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8785 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitfield, Steven

Permit Number: 0030-7701

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8786 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whiting, Stephen

Permit Number: 0897-1137

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8787 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Alex

Permit Number: 3923-4500

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/31/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8788 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Bryan

Permit Number: 4761-8542

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8789 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Caleb

Permit Number: 5352-3227

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8790 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Chad

Permit Number: 0029-3359

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

07/26/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8791 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Jamie

Permit Number: 0029-3427

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

02/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8792 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Joseph

Permit Number: 0084-1560

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8793 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Justin

Permit Number: 6496-7133

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

11/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8794 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Justin

Permit Number: 9194-4243

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8795 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Michael

Permit Number: 0029-3530

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

01/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/17/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8796 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Michael

Permit Number: 0029-3552

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8797 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Rocky

Permit Number: 5714-4759

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

04/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8798 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Taylor

Permit Number: 0038-1732

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8799 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, William

Permit Number: 0072-2786

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8800 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitley, Zachary

Permit Number: 0043-8535

School Date Instrument Effective Expiration

03/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/11/2021 03/11/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8801 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitlock, Joseph

Permit Number: 0030-7879

School Date Instrument Effective Expiration

01/14/2020 Intoximeters, Model Intox EC/IR II 01/14/2020 01/14/2022

03/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8802 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitlock, William

Permit Number: 1109-9812

School Date Instrument Effective Expiration

07/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8803 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitlow, Devin

Permit Number: 0077-7535

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8804 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitman, Brielle

Permit Number: 1207-3456

School Date Instrument Effective Expiration

05/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/28/2021 05/28/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8805 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitman, Richard

Permit Number: 0029-3851

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8806 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitman, Tara

Permit Number: 0024-8290

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8807 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitmire, Michael

Permit Number: 9752-6009

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8808 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitmire, Nathan

Permit Number: 0029-3945

School Date Instrument Effective Expiration

08/06/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2020 08/06/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8809 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitson, Kyle

Permit Number: 0093-2222

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8810 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitt, Harrison

Permit Number: 3818-1266

School Date Instrument Effective Expiration

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8811 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whitt, John

Permit Number: 5987-3036

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8812 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whittington, Clayton

Permit Number: 0074-7094

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8813 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whittle, Kirk

Permit Number: 0087-2111

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8814 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Whyms, Dijon

Permit Number: 0029-4289

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wible, Luke

Permit Number: 0090-6507

School Date Instrument Effective Expiration

08/05/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8816 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wicker, Brian

Permit Number: 0030-7905

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8817 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wicker, Tamara

Permit Number: 5014-5265

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8818 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wickline, Zachary

Permit Number: 0034-5015

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8819 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wicklund, Anthony

Permit Number: 0023-8743

School Date Instrument Effective Expiration

02/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/04/2021 02/04/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8820 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wickware, Antwaion

Permit Number: 0061-2906

School Date Instrument Effective Expiration

01/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8821 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wigfall, Marvin

Permit Number: 0781-2869

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8822 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiggins, Christopher

Permit Number: 3408-5705

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8823 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiggins, Damian

Permit Number: 6555-7171

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8824 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiggins, Jeffery

Permit Number: 0030-7926

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/09/2020 03/09/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiggins, Niya

Permit Number: 1760-3738

School Date Instrument Effective Expiration

01/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8826 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiggs, Megan

Permit Number: 0029-4809

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8827 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilborn, Derrick

Permit Number: 0056-4026

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilburn, Heath

Permit Number: 0024-7436

School Date Instrument Effective Expiration

07/17/2019 Intoximeters, Model Intox EC/IR II 07/17/2019 07/17/2021

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/10/2021 05/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8829 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wild, Tyson

Permit Number: 5360-7957

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8830 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilder, Avery

Permit Number: 0879-1632

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8831 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilder, Bobby

Permit Number: 0072-7724

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8832 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilder, Michael

Permit Number: 0029-5075

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

12/28/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8833 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilds, Frederick

Permit Number: 0100-3193

School Date Instrument Effective Expiration

05/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8834 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilhelm, Meghan

Permit Number: 0102-4103

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8835 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilhoit, Kimberly

Permit Number: 9888-4284

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8836 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkerson, Aaron

Permit Number: 0085-1139

School Date Instrument Effective Expiration

08/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8837 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkerson, Alston

Permit Number: 1274-5264

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8838 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkerson, Timothy

Permit Number: 0030-7988

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkie, Charles

Permit Number: 5075-3713

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8840 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkins, Brandon

Permit Number: 4476-8301

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8841 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkins, Christopher

Permit Number: 0092-3802

School Date Instrument Effective Expiration

07/16/2019 Intoximeters, Model Intox EC/IR II 07/16/2019 07/16/2021

05/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/11/2021 05/11/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkins, Jonathan

Permit Number: 0883-3213

School Date Instrument Effective Expiration

05/22/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkinson, Christopher

Permit Number: 5348-7546

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8844 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkinson, Jordan

Permit Number: 0073-8347

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8845 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkinson, Nicholas

Permit Number: 2659-5201

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8846 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilkinson, Robert

Permit Number: 0024-4826

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

05/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willard, Logan

Permit Number: 0729-3368

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willard, Michael

Permit Number: 0061-2816

School Date Instrument Effective Expiration

07/08/2019 Intoximeters, Model Intox EC/IR II 07/08/2019 07/08/2021

04/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/07/2021 04/07/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willauer, James

Permit Number: 3648-2670

School Date Instrument Effective Expiration

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willett, Cody

Permit Number: 0042-4559

School Date Instrument Effective Expiration

08/09/2019 Intoximeters, Model Intox EC/IR II 08/09/2019 08/09/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Aaron

Permit Number: 0030-6822

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Aaron

Permit Number: 6718-1743

School Date Instrument Effective Expiration

03/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Abigail

Permit Number: 0095-1643

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Adam

Permit Number: 0030-8058

School Date Instrument Effective Expiration

10/20/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/20/2020 10/20/2022

10/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Alexa

Permit Number: 0119-2372

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Alexis

Permit Number: 0091-3407

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Amos

Permit Number: 1211-5970

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Anthony

Permit Number: 0010-8357

School Date Instrument Effective Expiration

07/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2021 07/07/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Barbara

Permit Number: 0102-3692

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

03/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8860 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Bill

Permit Number: 0068-1658

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8861 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Brandon

Permit Number: 3248-2115

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8862 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Brett

Permit Number: 0030-7723

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8863 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Brittany

Permit Number: 9552-1210

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8864 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Bryana

Permit Number: 7009-7597

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8865 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Chad

Permit Number: 0029-6388

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8866 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Christopher

Permit Number: 0030-8142

School Date Instrument Effective Expiration

10/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2020 10/08/2022

05/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8867 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Christopher

Permit Number: 2008-8773

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8868 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Corey

Permit Number: 0030-8145

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8869 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, David

Permit Number: 0029-6669

School Date Instrument Effective Expiration

09/13/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8870 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, David

Permit Number: 0061-2818

School Date Instrument Effective Expiration

09/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2020 09/30/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8871 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, David

Permit Number: 4801-0387

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8872 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Delton

Permit Number: 0086-7548

School Date Instrument Effective Expiration

02/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/10/2021 02/10/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8873 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Deonte

Permit Number: 8209-6601

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8874 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Devin

Permit Number: 6197-9971

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8875 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Donavan

Permit Number: 0089-1091

School Date Instrument Effective Expiration

10/21/2019 Intoximeters, Model Intox EC/IR II 10/25/2019 10/25/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8876 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Douglas

Permit Number: 0023-7277

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

10/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8877 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Earl

Permit Number: 0029-6890

School Date Instrument Effective Expiration

03/12/2020 Intoximeters, Model Intox EC/IR II 03/12/2020 03/12/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8878 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Elliott

Permit Number: 0061-2821

School Date Instrument Effective Expiration

01/07/2020 Intoximeters, Model Intox EC/IR II 01/07/2020 01/07/2022

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8879 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Gerald

Permit Number: 0030-6515

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

03/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8880 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Gorton

Permit Number: 0029-7092

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8881 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Heathe

Permit Number: 0029-7172

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8882 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Hunter

Permit Number: 2420-9408

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8883 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jacob

Permit Number: 0011-5062

School Date Instrument Effective Expiration

04/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/08/2021 04/08/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8884 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jamal

Permit Number: 3858-2791

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

07/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8885 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jason

Permit Number: 0024-1446

School Date Instrument Effective Expiration

02/18/2020 Intoximeters, Model Intox EC/IR II 02/18/2020 02/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8886 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jason

Permit Number: 0061-2820

School Date Instrument Effective Expiration

09/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2020 09/09/2022

08/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8887 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jerry

Permit Number: 0030-8256

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8888 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jimmie

Permit Number: 0030-8257

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8889 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joel

Permit Number: 0029-7555

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/16/2021 11/16/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8890 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, John

Permit Number: 0018-7402

School Date Instrument Effective Expiration

01/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/28/2021 01/28/2023

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8891 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Johnathan

Permit Number: 0030-8259

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

04/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8892 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jonathan

Permit Number: 1125-5462

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8893 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jonathan

Permit Number: 3710-6960

School Date Instrument Effective Expiration

06/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8894 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jonathan

Permit Number: 7542-6572

School Date Instrument Effective Expiration

07/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8895 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Jordan

Permit Number: 0057-9028

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8896 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joseph

Permit Number: 0029-7666

School Date Instrument Effective Expiration

08/07/2019 Intoximeters, Model Intox EC/IR II 08/07/2019 08/07/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8897 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joseph

Permit Number: 0061-2822

School Date Instrument Effective Expiration

08/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/11/2020 08/11/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8898 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joseph

Permit Number: 0101-8480

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

01/30/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8899 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joshua

Permit Number: 0030-8260

School Date Instrument Effective Expiration

04/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

03/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8900 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Joshua

Permit Number: 9177-6230

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8901 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Kathleen

Permit Number: 9570-6712

School Date Instrument Effective Expiration

03/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8902 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Kimberly

Permit Number: 0029-7817

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8903 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Kyree

Permit Number: 8714-5785

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8904 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Logan

Permit Number: 0056-4740

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8905 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Logan

Permit Number: 0102-1835

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

07/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2021 07/09/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8906 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Marlon

Permit Number: 0030-8265

School Date Instrument Effective Expiration

06/08/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/08/2020 06/08/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8907 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Moses

Permit Number: 6979-3307

School Date Instrument Effective Expiration

07/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2021 07/16/2023

08/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8908 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Nicholas

Permit Number: 0030-8270

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8909 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Pamela

Permit Number: 0034-5141

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

04/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8910 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Patrick

Permit Number: 0011-9881

School Date Instrument Effective Expiration

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8911 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Paul

Permit Number: 0064-8357

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8912 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Phillip

Permit Number: 0029-8373

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8913 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Richard

Permit Number: 0029-8445

School Date Instrument Effective Expiration

11/12/2019 Intoximeters, Model Intox EC/IR II 11/12/2019 11/12/2021

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

09/23/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8914 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Robert

Permit Number: 7698-9445

School Date Instrument Effective Expiration

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8915 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Roderick

Permit Number: 0061-2819

School Date Instrument Effective Expiration

05/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/05/2021 05/05/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8916 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Rodney

Permit Number: 0030-8278

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8917 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Samuel

Permit Number: 0019-8086

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8918 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Shameka

Permit Number: 0081-0225

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8919 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Steven

Permit Number: 0029-8846

School Date Instrument Effective Expiration

01/15/2020 Intoximeters, Model Intox EC/IR II 01/15/2020 01/15/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8920 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Steven

Permit Number: 0030-8286

School Date Instrument Effective Expiration

09/28/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/28/2020 09/28/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8921 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Taylor

Permit Number: 5591-2935

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8922 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Thomas

Permit Number: 0029-9045

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

11/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/04/2021 11/04/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8923 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Timothy

Permit Number: 0018-0262

School Date Instrument Effective Expiration

09/03/2019 Intoximeters, Model Intox EC/IR II 09/03/2019 09/03/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8924 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Todd

Permit Number: 0029-9132

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8925 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Travis

Permit Number: 0029-9180

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8926 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Tyler

Permit Number: 0065-8766

School Date Instrument Effective Expiration

11/30/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2020 11/30/2022

10/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8927 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Tyler

Permit Number: 0086-5149

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8928 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williams, Zebulon

Permit Number: 3845-5593

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8929 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Anthony

Permit Number: 0299-6647

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

06/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/03/2021 06/03/2023

04/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8930 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Chase

Permit Number: 7698-7302

School Date Instrument Effective Expiration

05/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/14/2021 05/14/2023

04/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8931 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Devon

Permit Number: 6947-5847

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8932 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Ethan

Permit Number: 0102-5559

School Date Instrument Effective Expiration

07/09/2019 Intoximeters, Model Intox EC/IR II 07/09/2019 07/09/2021

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8933 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Foster

Permit Number: 9366-7704

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8934 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Kinly

Permit Number: 0029-9525

School Date Instrument Effective Expiration

11/28/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8935 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Riley

Permit Number: 0019-8756

School Date Instrument Effective Expiration

03/03/2020 Intoximeters, Model Intox EC/IR II 03/03/2020 03/03/2022

02/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/07/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8936 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Shannon

Permit Number: 0029-9624

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/04/2021 10/04/2023

11/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8937 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williamson, Tristan

Permit Number: 0061-2823

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/12/2021 04/12/2023

06/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8938 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Williford, Chad

Permit Number: 0008-2713

School Date Instrument Effective Expiration

04/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/23/2021 04/23/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8939 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willis, Andrew

Permit Number: 0089-1089

School Date Instrument Effective Expiration

12/02/2019 Intoximeters, Model Intox EC/IR II 12/06/2019 12/06/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8940 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willis, Brian

Permit Number: 0030-8688

School Date Instrument Effective Expiration

08/08/2019 Intoximeters, Model Intox EC/IR II 08/08/2019 08/08/2021

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

05/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8941 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willis, Cameron

Permit Number: 9359-3772

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

12/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8942 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willis, Richard

Permit Number: 0029-9896

School Date Instrument Effective Expiration

02/06/2020 Intoximeters, Model Intox EC/IR II 02/06/2020 02/06/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8943 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willis, Tami

Permit Number: 0030-6564

School Date Instrument Effective Expiration

07/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2020 07/22/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8944 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willman, Joshua

Permit Number: 7615-3479

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

08/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8945 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Willner, Talor

Permit Number: 0055-9411

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8946 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Adam

Permit Number: 0030-0089

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8947 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Adrian

Permit Number: 0070-9706

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/23/2019 09/23/2021

11/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/08/2021 11/08/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8948 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Allen

Permit Number: 0030-6527

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8949 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Billy

Permit Number: 0030-0184

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

02/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8950 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Bryon

Permit Number: 0061-2826

School Date Instrument Effective Expiration

08/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/14/2020 08/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8951 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Carl

Permit Number: 0073-2137

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/16/2019 08/16/2021

07/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2021 07/23/2023

05/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8952 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Chad

Permit Number: 0061-0996

School Date Instrument Effective Expiration

09/20/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8953 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Christian

Permit Number: 0083-9068

School Date Instrument Effective Expiration

09/23/2019 Intoximeters, Model Intox EC/IR II 09/27/2019 09/27/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8954 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Christopher

Permit Number: 0066-2178

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8955 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Conner

Permit Number: 3741-8490

School Date Instrument Effective Expiration

04/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8956 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Connor

Permit Number: 0061-2825

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8957 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Corey

Permit Number: 0068-6256

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

06/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8958 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Corey

Permit Number: 0091-7932

School Date Instrument Effective Expiration

07/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/21/2020 07/21/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8959 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Dillon

Permit Number: 0064-6853

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 8960 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Donald

Permit Number: 0030-0402

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8961 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Donovan

Permit Number: 9430-8350

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

12/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8962 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Gale

Permit Number: 0030-8926

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

02/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8963 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Jacob

Permit Number: 1523-7672

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8964 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Jacob

Permit Number: 4859-7835

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8965 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Jeffrey

Permit Number: 0030-0586

School Date Instrument Effective Expiration

03/13/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8966 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Jerel

Permit Number: 0034-2401

School Date Instrument Effective Expiration

09/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2020 09/16/2022

08/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8967 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Joheliah

Permit Number: 0030-0646

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

02/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8968 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, John

Permit Number: 0077-4898

School Date Instrument Effective Expiration

03/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/15/2021 03/15/2023

02/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8969 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, John

Permit Number: 0084-1568

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8970 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Johnny

Permit Number: 0030-0760

School Date Instrument Effective Expiration

10/15/2019 Intoximeters, Model Intox EC/IR II 10/15/2019 10/15/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8971 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Jordan

Permit Number: 6549-3205

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8972 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Justin

Permit Number: 0074-7095

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

12/04/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8973 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Justin

Permit Number: 0759-7587

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

09/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8974 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Kacey

Permit Number: 0030-0776

School Date Instrument Effective Expiration

07/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/13/2020 07/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8975 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Kandon

Permit Number: 2108-4464

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8976 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Kevin

Permit Number: 0030-8932

School Date Instrument Effective Expiration

02/21/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8977 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Kristen

Permit Number: 0030-0803

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8978 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Mark

Permit Number: 2913-9271

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8979 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Michael

Permit Number: 0030-1024

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

09/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/10/2021 09/10/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8980 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Michael

Permit Number: 0030-8045

School Date Instrument Effective Expiration

01/25/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8981 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Michael

Permit Number: 0061-3682

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 8982 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Nathan

Permit Number: 5383-4825

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8983 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Ondra

Permit Number: 1411-6223

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 8984 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Patrick

Permit Number: 6821-5152

School Date Instrument Effective Expiration

07/27/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/31/2020 07/31/2022

03/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8985 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Phillip

Permit Number: 0059-8478

School Date Instrument Effective Expiration

05/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/13/2021 05/13/2023

05/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8986 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Robert

Permit Number: 1617-6525

School Date Instrument Effective Expiration

12/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/21/2020 12/21/2022

11/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8987 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Steven

Permit Number: 0030-8939

School Date Instrument Effective Expiration

07/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/14/2020 07/14/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8988 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Tanner

Permit Number: 5007-2092

School Date Instrument Effective Expiration

04/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/09/2021 04/09/2023

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8989 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Timothy

Permit Number: 0030-1253

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/20/2019 09/20/2021

11/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8990 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Timothy

Permit Number: 0077-2099

School Date Instrument Effective Expiration

01/09/2020 Intoximeters, Model Intox EC/IR II 01/09/2020 01/09/2022

11/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/30/2021 11/30/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8991 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Tocama

Permit Number: 7722-2105

School Date Instrument Effective Expiration

10/03/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8992 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Wesley

Permit Number: 0072-1355

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/25/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8993 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, William

Permit Number: 7694-6001

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

12/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8994 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Yvira

Permit Number: 0085-7710

School Date Instrument Effective Expiration

08/05/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/05/2020 08/05/2022

12/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8995 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson, Zachary

Permit Number: 0061-9075

School Date Instrument Effective Expiration

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 8996 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wilson-Mayo, Aurora

Permit Number: 0068-2819

School Date Instrument Effective Expiration

08/12/2019 Intoximeters, Model Intox EC/IR II 08/12/2019 08/12/2021

03/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/09/2021 03/09/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8997 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiltse, Shannon

Permit Number: 2942-0269

School Date Instrument Effective Expiration

06/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/02/2020 06/02/2022

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 8998 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiltsie, Obert

Permit Number: 0084-1698

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 8999 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wimberley, Jake

Permit Number: 0085-1149

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9000 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wimbrow, Samuel

Permit Number: 0230-1672

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9001 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winchester, William

Permit Number: 0061-2828

School Date Instrument Effective Expiration

01/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/20/2021 01/20/2023

12/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9002 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wind, John

Permit Number: 0582-3843

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

05/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/06/2021 05/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9003 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winder, Christopher

Permit Number: 0030-8993

School Date Instrument Effective Expiration

06/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2021 06/04/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9004 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winders, Jason

Permit Number: 4526-3055

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9005 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winebarger, Joseph

Permit Number: 0030-1598

School Date Instrument Effective Expiration

01/03/2020 Intoximeters, Model Intox EC/IR II 01/03/2020 01/03/2022

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9006 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winfield, Hunter

Permit Number: 7460-2460

School Date Instrument Effective Expiration

08/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9007 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winfield, Jarrett

Permit Number: 5559-0488

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9008 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wing, Jonathan

Permit Number: 0024-2425

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

01/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/19/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9009 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wingate, Kevin

Permit Number: 0030-1646

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

10/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/06/2021 10/06/2023

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9010 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wingfield, Benjamin

Permit Number: 0030-1667

School Date Instrument Effective Expiration

08/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/07/2020 08/07/2022

07/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9011 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wingrove, Zachary

Permit Number: 4883-8178

School Date Instrument Effective Expiration

10/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9012 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winkle, Matthew

Permit Number: 0070-8327

School Date Instrument Effective Expiration

03/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/18/2021 03/18/2023

03/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9013 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winkler, Robert

Permit Number: 3447-5669

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9014 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winnings, Dustin

Permit Number: 0011-9916

School Date Instrument Effective Expiration

07/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2021 07/15/2023

02/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9015 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winslow, Garrett

Permit Number: 0030-9002

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

08/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/10/2021 08/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9016 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winstead, Aaron

Permit Number: 8255-6857

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/06/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9017 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winstead, Jacob

Permit Number: 0070-2958

School Date Instrument Effective Expiration

08/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/13/2020 08/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9018 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winstead, Justin

Permit Number: 2384-8502

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9019 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winston, Gregory

Permit Number: 0461-2358

School Date Instrument Effective Expiration

03/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9020 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Winters, Timothy

Permit Number: 0030-6518

School Date Instrument Effective Expiration

12/20/2019 Intoximeters, Model Intox EC/IR II 12/20/2019 12/20/2021

08/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/06/2021 08/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9021 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wirt, Darrius

Permit Number: 4977-7152

School Date Instrument Effective Expiration

11/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/05/2021 11/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9022 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wise, Benson

Permit Number: 0030-2044

School Date Instrument Effective Expiration

10/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/14/2020 10/14/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9023 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wise, Clint

Permit Number: 6803-2322

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9024 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wise, David

Permit Number: 0030-2050

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9025 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wise, Kelli

Permit Number: 0081-1096

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

09/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9026 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wise, Michael

Permit Number: 2301-0788

School Date Instrument Effective Expiration

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9027 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wiseman, Patrick

Permit Number: 0030-9007

School Date Instrument Effective Expiration

03/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/10/2021 03/10/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9028 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wisz, Nathan

Permit Number: 0030-2253

School Date Instrument Effective Expiration

03/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/12/2021 03/12/2023

02/14/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9029 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Witcher, Justin

Permit Number: 2084-2293

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9030 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Witherspoon, Faith

Permit Number: 6273-8903

School Date Instrument Effective Expiration

05/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9031 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Witherspoon, Jeffrey

Permit Number: 0030-2301

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9032 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Witsaman, Ian

Permit Number: 7629-6846

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9033 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Witsaman, Katherine

Permit Number: 0072-7118

School Date Instrument Effective Expiration

11/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/06/2020 11/06/2022

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9034 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wohl, Brian

Permit Number: 0030-2383

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

08/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9035 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wohleben, Matthew

Permit Number: 0030-8694

School Date Instrument Effective Expiration

02/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/18/2021 02/18/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9036 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wolfe, Austin

Permit Number: 0083-7146

School Date Instrument Effective Expiration

02/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9037 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wolfe, Dustin

Permit Number: 3472-5417

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9038 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wolfe, Monty

Permit Number: 0030-9045

School Date Instrument Effective Expiration

09/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9039 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wolff, Coy

Permit Number: 0101-4522

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9040 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wolford, Ashley

Permit Number: 0058-2353

School Date Instrument Effective Expiration

11/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/09/2020 11/09/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9041 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Womack, Delanie

Permit Number: 0030-6891

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022

06/17/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9042 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Womack, Nicholas

Permit Number: 6579-1683

School Date Instrument Effective Expiration

05/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9043 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Womack, Ryan

Permit Number: 0030-9049

School Date Instrument Effective Expiration

01/16/2020 Intoximeters, Model Intox EC/IR II 01/16/2020 01/16/2022

05/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9044 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Womack, Travis

Permit Number: 0077-4345

School Date Instrument Effective Expiration

11/12/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/12/2020 11/12/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9045 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wongsing, Phillip

Permit Number: 6609-7064

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9046 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Benjamin

Permit Number: 3272-6073

School Date Instrument Effective Expiration

07/11/2019 Intoximeters, Model Intox EC/IR II 07/11/2019 07/11/2021

06/28/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/28/2021 06/28/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9047 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Chase

Permit Number: 0066-6153

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9048 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Chris

Permit Number: 0030-2895

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/09/2019 09/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9049 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Christopher

Permit Number: 0546-6645

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9050 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Hunter

Permit Number: 0072-7695

School Date Instrument Effective Expiration

07/23/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/23/2020 07/23/2022

07/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9051 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Hunter

Permit Number: 8668-8102

School Date Instrument Effective Expiration

04/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9052 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Jerry

Permit Number: 0030-3036

School Date Instrument Effective Expiration

05/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/12/2021 05/12/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9053 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Jonathan

Permit Number: 0061-2829

School Date Instrument Effective Expiration

01/21/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/21/2021 01/21/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9054 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Justin

Permit Number: 0030-9135

School Date Instrument Effective Expiration

08/18/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/18/2021 08/18/2023

11/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9055 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Justin

Permit Number: 0077-7063

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9056 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Logan

Permit Number: 0030-9137

School Date Instrument Effective Expiration

02/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/16/2021 02/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9057 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Ryan

Permit Number: 2197-5372

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

03/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9058 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Steven

Permit Number: 0023-8745

School Date Instrument Effective Expiration

06/13/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9059 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Troy

Permit Number: 0030-3257

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

07/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/22/2021 07/22/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9060 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Tyler

Permit Number: 0030-9140

School Date Instrument Effective Expiration

10/17/2019 Intoximeters, Model Intox EC/IR II 10/17/2019 10/17/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9061 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wood, Zoe

Permit Number: 0096-7955

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9062 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodall, Alexandria

Permit Number: 9076-8908

School Date Instrument Effective Expiration

02/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9063 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodall, Ashley

Permit Number: 0030-3299

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

11/29/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9064 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodall, Brent

Permit Number: 0085-1144

School Date Instrument Effective Expiration

06/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/29/2021 06/29/2023

08/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9065 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodard, Ashley

Permit Number: 0030-3347

School Date Instrument Effective Expiration

10/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/15/2021 10/15/2023

08/08/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9066 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodard, Logan

Permit Number: 0084-5006

School Date Instrument Effective Expiration

03/04/2020 Intoximeters, Model Intox EC/IR II 03/04/2020 03/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9067 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodcock, David

Permit Number: 7001-8082

School Date Instrument Effective Expiration

11/18/2019 Intoximeters, Model Intox EC/IR II 11/22/2019 11/22/2021

09/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9068 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodhouse, Robert

Permit Number: 0067-2711

School Date Instrument Effective Expiration

02/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/17/2021 02/17/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9069 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodling, Connor

Permit Number: 0005-9345

School Date Instrument Effective Expiration

01/06/2020 Intoximeters, Model Intox EC/IR II 01/06/2020 01/06/2022

03/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9070 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodring, Seth

Permit Number: 3451-7914

School Date Instrument Effective Expiration

09/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9071 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodrow, Matthew

Permit Number: 0030-9154

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9072 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, Adonis

Permit Number: 0030-3865

School Date Instrument Effective Expiration

08/14/2019 Intoximeters, Model Intox EC/IR II 08/14/2019 08/14/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9073 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, Austin

Permit Number: 2512-1209

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9074 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, David

Permit Number: 0011-8677

School Date Instrument Effective Expiration

02/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/03/2021 02/03/2023

01/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9075 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, David

Permit Number: 0097-2572

School Date Instrument Effective Expiration

01/27/2020 Intoximeters, Model Intox EC/IR II 01/31/2020 01/31/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9076 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, Joseph

Permit Number: 8695-8351

School Date Instrument Effective Expiration

05/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9077 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, Richard

Permit Number: 0030-3949

School Date Instrument Effective Expiration

02/11/2020 Intoximeters, Model Intox EC/IR II 02/11/2020 02/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9078 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woods, Seth

Permit Number: 0030-9158

School Date Instrument Effective Expiration

04/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/20/2021 04/20/2023

10/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9079 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodward, Christopher

Permit Number: 0056-3323

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9080 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woodward, Shane

Permit Number: 0023-5074

School Date Instrument Effective Expiration

04/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/19/2021 04/19/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9081 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woody, Christopher

Permit Number: 0030-4046

School Date Instrument Effective Expiration

07/10/2019 Intoximeters, Model Intox EC/IR II 07/10/2019 07/10/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9082 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woody, Walter

Permit Number: 5696-4653

School Date Instrument Effective Expiration

02/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/26/2021 02/26/2023

10/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9083 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woolard, Tamesha

Permit Number: 0056-2808

School Date Instrument Effective Expiration

11/07/2019 Intoximeters, Model Intox EC/IR II 11/07/2019 11/07/2021

10/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/05/2021 10/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9084 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooley, Robert

Permit Number: 0070-4149

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

05/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9085 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooling, Devin

Permit Number: 2139-1166

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9086 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooten, Clint

Permit Number: 0030-4314

School Date Instrument Effective Expiration

10/02/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/02/2020 10/02/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9087 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooten, Joshua

Permit Number: 0006-0051

School Date Instrument Effective Expiration

09/22/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/22/2020 09/22/2022

09/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9088 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooten, Kendall

Permit Number: 6669-1699

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

10/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9089 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wooten, Randi

Permit Number: 0066-0340

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9090 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woriax, Erin

Permit Number: 5954-8125

School Date Instrument Effective Expiration

03/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9091 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Workman, Jason

Permit Number: 8828-7661

School Date Instrument Effective Expiration

12/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2021 12/10/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9092 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Workman, Joshua

Permit Number: 1615-4500

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9093 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Workman, Thomas

Permit Number: 0030-9337

School Date Instrument Effective Expiration

11/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9094 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worley, Adam

Permit Number: 0078-5255

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9095 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worley, Bailey

Permit Number: 0076-4774

School Date Instrument Effective Expiration

11/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/20/2020 11/20/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9096 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worley, Eric

Permit Number: 0056-9274

School Date Instrument Effective Expiration

06/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2020 06/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9097 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worley, Robert

Permit Number: 0030-9338

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9098 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worriax, Cameron

Permit Number: 3654-9493

School Date Instrument Effective Expiration

04/12/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/16/2021 04/16/2023

02/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9099 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worthy, Andrew

Permit Number: 0057-5829

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9100 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Worthy, Leon

Permit Number: 0030-6458

School Date Instrument Effective Expiration

02/04/2020 Intoximeters, Model Intox EC/IR II 02/04/2020 02/04/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9101 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Woyee, Edna

Permit Number: 0080-4560

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2021 02/01/2023

01/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9102 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wray, Joshua

Permit Number: 0100-0358

School Date Instrument Effective Expiration

02/05/2020 Intoximeters, Model Intox EC/IR II 02/05/2020 02/05/2022

01/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/03/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9103 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wray, Tyler

Permit Number: 8827-2576

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9104 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wren, Jeffrey

Permit Number: 0030-5180

School Date Instrument Effective Expiration

06/04/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/04/2020 06/04/2022

02/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wrench, Nicholas

Permit Number: 7748-4375

School Date Instrument Effective Expiration

07/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/08/2021 07/08/2023

07/12/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9106 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Alan

Permit Number: 0060-1764

School Date Instrument Effective Expiration

09/20/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/24/2021 09/24/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9107 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Daniel

Permit Number: 6403-9907

School Date Instrument Effective Expiration

02/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9108 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Devin

Permit Number: 0074-7227

School Date Instrument Effective Expiration

12/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/10/2020 12/10/2022

11/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9109 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Hunter

Permit Number: 0068-3419

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

02/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9110 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Jason

Permit Number: 0011-1406

School Date Instrument Effective Expiration

01/24/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9111 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Jensen

Permit Number: 8197-7595

School Date Instrument Effective Expiration

01/08/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9112 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Joe

Permit Number: 0056-5634

School Date Instrument Effective Expiration

10/02/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9113 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Marvin

Permit Number: 0030-5684

School Date Instrument Effective Expiration

10/18/2019 Intoximeters, Model Intox EC/IR II 10/18/2019 10/18/2021

09/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/08/2021 09/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9114 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wright, Sophia

Permit Number: 0096-0714

School Date Instrument Effective Expiration

03/22/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/26/2021 03/26/2023

01/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wrightenberry, Jacob

Permit Number: 0060-0839

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

12/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/02/2021 12/02/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wruble, Joshua

Permit Number: 7643-8729

School Date Instrument Effective Expiration

02/05/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9117 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wuebbles, Dustin

Permit Number: 0061-2832

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9118 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wurster, Aaron

Permit Number: 0030-9514

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9119 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Brian

Permit Number: 0030-6115

School Date Instrument Effective Expiration

05/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/04/2021 05/04/2023

03/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Christopher

Permit Number: 0030-9518

School Date Instrument Effective Expiration

07/09/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/09/2020 07/09/2022

03/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Dallas

Permit Number: 2117-0782

School Date Instrument Effective Expiration

11/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/03/2021 12/03/2023

11/01/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Ethan

Permit Number: 3179-0335

School Date Instrument Effective Expiration

07/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/30/2021 07/30/2023

09/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9123 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Frank

Permit Number: 0030-6130

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9124 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Levi

Permit Number: 0077-8067

School Date Instrument Effective Expiration

07/15/2019 Intoximeters, Model Intox EC/IR II 07/19/2019 07/19/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9125 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Mary

Permit Number: 0086-7870

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9126 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyatt, Rager

Permit Number: 4103-0713

School Date Instrument Effective Expiration

06/27/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9127 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyer, Cody

Permit Number: 6661-6519

School Date Instrument Effective Expiration

09/09/2019 Intoximeters, Model Intox EC/IR II 09/13/2019 09/13/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9128 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyke, Chad

Permit Number: 0030-9522

School Date Instrument Effective Expiration

02/13/2020 Intoximeters, Model Intox EC/IR II 02/13/2020 02/13/2022

01/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wynn, Austin

Permit Number: 0030-8048

School Date Instrument Effective Expiration

06/24/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/24/2021 06/24/2023

05/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wynn, Lavon

Permit Number: 4847-6757

School Date Instrument Effective Expiration

12/18/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2024 01/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Wyrick, Edward

Permit Number: 0030-6355

School Date Instrument Effective Expiration

10/03/2019 Intoximeters, Model Intox EC/IR II 10/03/2019 10/03/2021

09/09/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/09/2021 09/09/2023

07/19/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9132 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Xayyabanha, Vicki

Permit Number: 0090-8151

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yancey, Jeremy

Permit Number: 0061-2834

School Date Instrument Effective Expiration

07/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/15/2020 07/15/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yandle, Brooks

Permit Number: 0011-1937

School Date Instrument Effective Expiration

12/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/18/2020 12/18/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9135 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yang, Derek

Permit Number: 3374-7550

School Date Instrument Effective Expiration

02/21/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9136 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yang, Jan

Permit Number: 5235-8922

School Date Instrument Effective Expiration

04/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9137 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yang, Lia

Permit Number: 0018-0263

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9138 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yang, Tou

Permit Number: 0012-0028

School Date Instrument Effective Expiration

01/05/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/05/2021 01/05/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9139 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yannayon, Victoria

Permit Number: 0062-8036

School Date Instrument Effective Expiration

10/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/07/2020 10/07/2022

09/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yarborough, Xavier

Permit Number: 5147-7577

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yarbrough, Edwin

Permit Number: 0026-8229

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yarbrough, James

Permit Number: 0068-0933

School Date Instrument Effective Expiration

09/17/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2020 09/17/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yarbrough, Nicholas

Permit Number: 0093-6840

School Date Instrument Effective Expiration

02/03/2020 Intoximeters, Model Intox EC/IR II 02/07/2020 02/07/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yarbrough, Zachary

Permit Number: 7937-2385

School Date Instrument Effective Expiration

06/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yates, Benjamin

Permit Number: 0099-1223

School Date Instrument Effective Expiration

02/08/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/12/2021 02/12/2023

10/07/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yates, Branden

Permit Number: 7981-0692

School Date Instrument Effective Expiration

04/26/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/30/2021 04/30/2023

03/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yates, Edward

Permit Number: 0082-3107

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/11/2019 10/11/2021

09/30/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/30/2021 09/30/2023

09/05/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yates, Hunter

Permit Number: 1892-5816

School Date Instrument Effective Expiration

11/27/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yates, Mitchell

Permit Number: 0011-2522

School Date Instrument Effective Expiration

01/29/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/29/2021 01/29/2023
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yau, Douglas

Permit Number: 0057-8320

School Date Instrument Effective Expiration

07/16/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/16/2020 07/16/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yaw, Taylor

Permit Number: 6511-8548

School Date Instrument Effective Expiration

05/09/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2022 06/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yazzie, Malcolm

Permit Number: 5627-2112

School Date Instrument Effective Expiration

07/24/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yeager, Austin

Permit Number: 0101-7966

School Date Instrument Effective Expiration

02/17/2020 Intoximeters, Model Intox EC/IR II 02/21/2020 02/21/2022

02/02/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yeager, Bryon

Permit Number: 0059-9965

School Date Instrument Effective Expiration

04/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yelvington, Steven

Permit Number: 8300-9355

School Date Instrument Effective Expiration

01/11/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/15/2021 01/15/2023

11/22/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yeoman, Angela

Permit Number: 1514-5300

School Date Instrument Effective Expiration

06/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9157 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yoder, Daren

Permit Number: 0026-8529

School Date Instrument Effective Expiration

01/08/2020 Intoximeters, Model Intox EC/IR II 01/08/2020 01/08/2022

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9158 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yokeley, Kisha

Permit Number: 0026-8632

School Date Instrument Effective Expiration

09/16/2019 Intoximeters, Model Intox EC/IR II 09/16/2019 09/16/2021

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9159 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yokley, Brandon

Permit Number: 0092-3075

School Date Instrument Effective Expiration

07/10/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/10/2020 07/10/2022

03/01/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2022 04/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9160 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yongque, Angela

Permit Number: 8739-5389

School Date Instrument Effective Expiration

06/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/11/2021 06/11/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9161 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yopp, John

Permit Number: 0084-8628

School Date Instrument Effective Expiration

10/04/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/08/2021 10/08/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9162 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yopp, Joshua

Permit Number: 7819-8953

School Date Instrument Effective Expiration

10/01/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2020 10/01/2022

02/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9163 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: York, Dominique

Permit Number: 0031-4701

School Date Instrument Effective Expiration

12/11/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/11/2020 12/11/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9164 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: York, Kendra

Permit Number: 0084-5054

School Date Instrument Effective Expiration

02/02/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/02/2021 02/02/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9165 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: York, Samantha

Permit Number: 3042-9996

School Date Instrument Effective Expiration

09/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/17/2021 09/17/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9166 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: York, Travis

Permit Number: 0026-8747

School Date Instrument Effective Expiration

09/14/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/14/2020 09/14/2022

09/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9167 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yost, Isaac

Permit Number: 5027-2588

School Date Instrument Effective Expiration

10/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9168 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Benjamin

Permit Number: 0026-9183

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

01/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/18/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9169 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Blake

Permit Number: 0034-2917

School Date Instrument Effective Expiration

01/13/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/13/2021 01/13/2023

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9170 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Daniel

Permit Number: 0709-3293

School Date Instrument Effective Expiration

09/19/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9171 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Daniel

Permit Number: 9813-1664

School Date Instrument Effective Expiration

11/15/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/19/2021 11/19/2023

10/16/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2023 11/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9172 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, David

Permit Number: 0072-1362

School Date Instrument Effective Expiration

10/09/2019 Intoximeters, Model Intox EC/IR II 10/09/2019 10/09/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9173 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Ethan

Permit Number: 7159-5568

School Date Instrument Effective Expiration

08/19/2019 Intoximeters, Model Intox EC/IR II 08/23/2019 08/23/2021

08/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2021 08/03/2023

07/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9174 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Evan

Permit Number: 9322-4247

School Date Instrument Effective Expiration

01/22/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9175 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Isiah

Permit Number: 0064-9505

School Date Instrument Effective Expiration

10/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/01/2022 11/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9176 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jacob

Permit Number: 4674-8153

School Date Instrument Effective Expiration

07/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9177 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jaime

Permit Number: 0006-3095

School Date Instrument Effective Expiration

04/06/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/06/2021 04/06/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9178 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jeffrey

Permit Number: 0056-1902

School Date Instrument Effective Expiration

08/03/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/03/2020 08/03/2022

06/16/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9179 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jessica

Permit Number: 0068-3111

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

Reported by Acadis® Readiness Suite For Official Use Only Page 9180 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jessica

Permit Number: 6714-6549

School Date Instrument Effective Expiration

05/03/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/03/2021 05/03/2023

03/15/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9181 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Johnny

Permit Number: 0028-1311

School Date Instrument Effective Expiration

10/07/2019 Intoximeters, Model Intox EC/IR II 10/07/2019 10/07/2021

09/07/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/07/2021 09/07/2023

08/11/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2023 09/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9182 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Jonathan

Permit Number: 0069-8935

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021

Reported by Acadis® Readiness Suite For Official Use Only Page 9183 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Joseph

Permit Number: 6105-8351

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9184 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Kyle

Permit Number: 0011-8678

School Date Instrument Effective Expiration

09/15/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/15/2020 09/15/2022

08/15/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9185 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Matthew

Permit Number: 0026-9054

School Date Instrument Effective Expiration

11/13/2019 Intoximeters, Model Intox EC/IR II 11/13/2019 11/13/2021

11/10/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

11/10/2021 11/10/2023

09/06/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2023 10/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9186 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Robert

Permit Number: 0026-9625

School Date Instrument Effective Expiration

11/04/2019 Intoximeters, Model Intox EC/IR II 11/08/2019 11/08/2021

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9187 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Stephanie

Permit Number: 0023-8680

School Date Instrument Effective Expiration

02/12/2020 Intoximeters, Model Intox EC/IR II 02/12/2020 02/12/2022

06/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2022 07/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9188 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Torie

Permit Number: 4627-4662

School Date Instrument Effective Expiration

10/13/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/13/2020 10/13/2022

09/20/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

10/01/2022 10/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9189 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Young, Tyler

Permit Number: 0080-2411

School Date Instrument Effective Expiration

03/06/2020 Intoximeters, Model Intox EC/IR II 03/06/2020 03/06/2022

04/12/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9190 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Youngblood, William

Permit Number: 0026-9649

School Date Instrument Effective Expiration

08/13/2019 Intoximeters, Model Intox EC/IR II 08/13/2019 08/13/2021

04/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2023 05/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Younger, Devin

Permit Number: 0097-4564

School Date Instrument Effective Expiration

03/16/2020 Intoximeters, Model Intox EC/IR II 03/20/2020 03/20/2022

01/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2022 02/01/2024

01/16/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2024 02/01/2026

Reported by Acadis® Readiness Suite For Official Use Only Page 9192 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yount, Jason

Permit Number: 0035-2988

School Date Instrument Effective Expiration

09/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/16/2021 09/16/2023

Reported by Acadis® Readiness Suite For Official Use Only Page 9193 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Yount, Patrick

Permit Number: 0011-3918

School Date Instrument Effective Expiration

03/05/2020 Intoximeters, Model Intox EC/IR II 03/05/2020 03/05/2022

02/10/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024

02/09/2024 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2024 03/01/2026
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zachary, Jeremy

Permit Number: 0026-9951

School Date Instrument Effective Expiration

10/16/2019 Intoximeters, Model Intox EC/IR II 10/16/2019 10/16/2021

12/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2021 12/01/2023

11/09/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2023 12/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zaldivar, Mario

Permit Number: 3724-3313

School Date Instrument Effective Expiration

11/14/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zalepka, Carrie

Permit Number: 1154-0383

School Date Instrument Effective Expiration

01/23/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/01/2023 02/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zalepka, Lauren

Permit Number: 6265-9663

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zambrano, Miguel

Permit Number: 0101-0827

School Date Instrument Effective Expiration

08/23/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/27/2021 08/27/2023

07/13/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2023 08/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zapadka, Kazimierz

Permit Number: 0011-9168

School Date Instrument Effective Expiration

02/24/2020 Intoximeters, Model Intox EC/IR II 02/28/2020 02/28/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zapata-Medellin, Miguel

Permit Number: 9304-4685

School Date Instrument Effective Expiration

10/31/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

12/01/2022 12/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zappia, Nicholas

Permit Number: 0058-9653

School Date Instrument Effective Expiration

03/19/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/19/2021 03/19/2023

03/10/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zeigler, Alexander

Permit Number: 0081-7746

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

06/07/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/01/2023 07/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zeigler, John

Permit Number: 0011-3622

School Date Instrument Effective Expiration

12/05/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9204 of 9217
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zeller, Daren

Permit Number: 0934-3442

School Date Instrument Effective Expiration

05/17/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/21/2021 05/21/2023

05/03/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

06/01/2023 06/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zerby, William

Permit Number: 0013-9410

School Date Instrument Effective Expiration

07/07/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

07/07/2020 07/07/2022

07/18/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024

Reported by Acadis® Readiness Suite For Official Use Only Page 9206 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zick, David

Permit Number: 0011-4748

School Date Instrument Effective Expiration

09/18/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/18/2020 09/18/2022

08/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

09/01/2022 09/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zickler, Thomas

Permit Number: 9960-4886

School Date Instrument Effective Expiration

02/01/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

02/05/2021 02/05/2023

12/08/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

01/01/2023 01/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ziebarth, Kyle

Permit Number: 3640-0848

School Date Instrument Effective Expiration

02/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ziegler, Michael

Permit Number: 3867-0034

School Date Instrument Effective Expiration

03/20/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

04/01/2023 04/01/2025

Reported by Acadis® Readiness Suite For Official Use Only Page 9210 of 9217

02/13/2024



DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Ziemba, Steven

Permit Number: 0027-0364

School Date Instrument Effective Expiration

11/05/2019 Intoximeters, Model Intox EC/IR II 11/05/2019 11/05/2021
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zill, Burton

Permit Number: 0006-2807

School Date Instrument Effective Expiration

08/21/2020 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/21/2020 08/21/2022

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zimmerman, Justin

Permit Number: 0027-0473

School Date Instrument Effective Expiration

01/10/2020 Intoximeters, Model Intox EC/IR II 01/10/2020 01/10/2022
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zmuda, Brian

Permit Number: 1646-6196

School Date Instrument Effective Expiration

07/11/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

08/01/2022 08/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Znaniecki, Carter

Permit Number: 0075-6558

School Date Instrument Effective Expiration

01/21/2020 Intoximeters, Model Intox EC/IR II 01/21/2020 01/21/2022

02/04/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2022 03/01/2024
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zollars, Steven

Permit Number: 0024-4150

School Date Instrument Effective Expiration

03/16/2021 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/16/2021 03/16/2023

02/17/2023 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

03/01/2023 03/01/2025
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DHHS
Forensic Tests for Alcohol Branch

Individual Breath Alcohol Analysis Permit History

Name: Zuniga Zagada, Brandon

Permit Number: 7434-2267

School Date Instrument Effective Expiration

03/09/2020 Intoximeters, Model Intox EC/IR II 03/13/2020 03/13/2022

04/06/2022 Intoximeters, Model Intox EC/IR II and Model Intox EC/IR II (Enhanced with serial
number 10,000 or higher)

05/01/2022 05/01/2024
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